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OPERATORS SAFETY SUMMARY 

The general safety information in this part of the summary is for both operating and 
servicing personnel. Specific warnings and cautions will be found throughout the 
manual where they apply, but may not appear in this summary. 

TERMS 

IN THIS MANUAL 

CAUTION statements identify conditions or practices that could result in damage to 
the equipment or other property. 

WARNING statements identify conditions or practices that could result in personal 
injury or loss of life. 

AS MARKED ON EQUIPMENT 

CAUTION indicates a personal injury hazard not immediately accessible as one 
reads the marking, or a hazard to property including the equipment itself, 

DANGER indicates a personal injury hazard immediately accessible as one reads the 
marking. 



SYMBOLS 



IN THIS MANUAL 



® 

A 



Static-Sensitive Devices. 

This symbol indicates where applicable cautionary or other information is 
to be found. 



AS MARKED ON EQUIPMENT 

DANGER — High voltage. 

Protective ground (earth) terminal. 
ATTENTION — refer to manual. 



A 



WARNINGS 

POWER SOURCE 

This product is intended to operate from a power source that will not apply more 
than 250 volts rms between the supply conductors or between either supply 
conductor and ground. A protective ground connection by way of the grounding 
conductor in the power cord is essential for safe operation. 



xii 
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USE THE PROPER POWER CORD 

Use only the power cord and connector specified for your product. Use only a power 
cord that is in good condition. 

For detailed information on power cords, refer to Section 1, Introduction. 

Refer cord and connector changes to qualified service personnel. 

GROUNDING THE PRODUCT 

This product is grounded through the grounding conductor of the power cord. To 
avoid electrical shock, plug the power cord into a properly wired receptacle before 
connecting to the product input or output terminals. A protective ground connection 
by way of the grounding conductor in the power cord is essential for safe operation. 

DANGER ARISING FROM LOSS OF GROUND 

Upon loss of the protective-ground connection, all accessible conductive parts 
(including knobs and controls that may appear to be insulating), can render an 
electric shock, 

USE THE PROPER FUSE 

To avoid fire hazard, use only the fuse specified in the parts list for your product, 
and which is identical in type, voltage rating, and current rating. 

Refer fuse replacement to qualified service personnel. 

DO NOT OPERATE IN EXPLOSIVE ATMOSPHERES 

To avoid explosion, do not operate this product in an atmosphere of explosive gases 
unless it has been specifically certified for such operation. 

DO NOT REMOVE COVERS OR PANELS 

To avoid personal injury, do not remove the product covers or panels. Do not operate 
the product without the covers and panels properly installed. 
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MANUAL COLORS 

The colors of black, blue, brown, and green are used throughout this manual to 
high-light specific features of the manual designed to aid you in understanding the 
operation of your 7854 Oscilloscope. 



In addition to being used for the main body of text, black is used on the graticule 
displays of the self-teaching exercises to indicate information which has not 
changed during execution of the associated commands. 



Certain command mnemonics (such as BOTH, AOS, FRF^O, etc.) are printed in blue 
as they appear on the instrument keyboard(s). A blue mnemonic indicates that the 
command is invoked as a "shift function" and must be preceded with the f 
command unless issued through the GPIB. Also, blue boxes surround applications 
information given throughout the self-teaching exercises. 

Exercise headings (such as ACQUIRING A SINGLE-SWEEP WAVEFORM) and 
procedure titles (such as USING THE BEAMFINDER) are printed in brown at the 
start of the exercise or procedure. In addition, brown is used for the following 
symbol to indicate places where the 7854 can be turned off without affecting the 
next exercises: 



NEXT EXERCISE BEGINS WITH POWER-UP 



Green is used in the text to indicate nomenclature precisely as it appears on the 
7854 display screen (e.g,, AQR WARNING, BUSY, FRE ERROR, HCRD, etc.). 
However, green used in the display graticules of the self-teaching exercises reflects 
information either newly displayed or changed as the direct result of executing the 
associated commands. 
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FRONT-PANEL DESCRIPTIONS (Corn) 



(@ STORED INTensitv— Controls brightness of the stored waveform display 

@ S Stored Intensity (Indicator) — Illuminates when in STORED or BOTH 
display mode. 

@ READOUT Intensity— Controls brightness of the alphanumeric readout 
display. Disables readout system in counterclockwise detent position. 

GRAT ILLUIW— Controls illumination of graticule lines 

@) CONTRAST— Screwdriver adjustment to control brightness contrast 
between real-time intensified zones and the waveform display. 



(@ ASTIG— Screwdriver adjustment used in conjunction with FOCUS control to 
obtain a well defined display. 

(@ TRACE ROTATION— Screwdriver adjustment to align trace(s) with 
horizontal graticule lines. 

@ Measurement Keyboard (not labeled)— Controls internal waveform 
processor functions and selects crt display modes. (See Figure B for details.) 



@ 
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MEASUREMENT-KEYBOARD DESCRIPTIONS (Com) 
( 3 ) CURSORS 





NOTE 


The cursors, when on. are displayed on the OPW in the 
STORED or BOTH CRT DISPLAY modes as intensified points. 


ICRS2-ll 


Turns on both cursors Displays the coordinates of Cursor 
2 relative to Cursor 1 in line #15 of the display. 


(crsT) 


Shift function of |CRS2-l); turns nn Cursor i ooi,, 
Displays the coordinates of Cursor 1 relative to the start of 
the waveform in line #15 of the display. 


( CRS1 <1 


Moves Cursor 1, if on, toward the start of the waveform. 


(CRS1>) 


Moves Cursor 1, if on, toward the end of the waveform. 


( CRS2<) 


Moves Cursor 2, if on, toward Cursor 1. 


f'CRS2> ) 


Moves Cursor 2, if on, toward the end of the waveform. 


fo^ 


Turns off the cursors. 


n 


Selects the shift function of the next key pressed. 


EXTERNAL 





NOTE 

The following keys and indicators are used primarily in 
conjunction with the GPIB (Genera! Purpose Interface Bus). 

Asserts a service request from the 7854 

Displays the 7854 Identification message on the crt, 

REMOTE ONLY (Indicator)— Illuminates when the 7854 is being 
remotely controlled over the GPIB and the keyboard is locked out. 

SRQ (Indicator)— Illuminates when a service request is being asserted by 

thp /RRA ' 




I/O (Indicator) Illuminates when the 7854 is addressed to talk or listen 
over the GPIB, 

ERROR (Indicator)— Illuminates when an error or warning condition 
occurs. 
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MEASUREMENT-KEYBOARD DESCRIPTIONS (Com) 

® WFM ACQUISITION 

BUSY (Indicator) — Illuminates when the processor is busy executing a 
command. 



(stop) 


Prematurely ends execution of GND, AQR, AVG, AVG 10, 
AVG100, or AVG1000 commands; aborts all pending 
commands. Stops program execution. 


(gnd) 


Presets ground reference for subsequent waveform 
acquisition. Ground reference is set at the algebraic mean 
vertical position of the real-time trace(s) 


(APR) 


Acquires repetitive real-time waveform(s) with readout; 
stores result in waveform memory. 


fAQS] 


Shift function of [AQR] ; acquires single-sweep 

waveform with readout; stores result in waveform 
memory. 


(AVG1000) 


Averages repetitive real-time waveform 1000 times; stores 
resulting waveform with scale factors in waveform 
memory. 


( AVG 1 00 1 


Averages repetitive real-time waveform 100 times; stores 
resulting waveform with scale factors in waveform 
memory. 


(AVG10) 


Averages repetitive real-time waveform 10 times; stores 
resulting waveform with scale factors in waveform 
memory. 


CRT DISPLAY 


(SCOPE 1 


Selects real-time waveform and readout display mode. 


(STORED) 


Selects stored waveform and character display mode. 


(boTh) 


Shift function of (STORED) ; selects mixed disolav of 
real-time waveform and stored waveform with character 
display. 
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Foldout for _K. 
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Figure B. Locator for keys and indicators on the 7854 front-panel measure- 
ment keyboard. 



MEASUREMENT-KEYBOARD DESCRIPTIONS 



© WFM PARAMETERS 

NOTE 

The following parameters are computed on the OPW 
(operational waveform) between and including the cursors, if 
on. The results are returned to the X register and displayed in 
its field in the STORED or BOTHC/?r DISPLAY modes. 




(RMS) 

I MEAN I 
(MID) 
(AREA) 
(energy! 

(FREOJ 



Computes the waveform's most positive value, relative to 
the VZR (vertical zero reference). 

Computes the waveform's most negative value, relative to 
the VZR. 

Computes the waveform's peak-to-peak value (MAX - 
MIN). 

Computes the waveform's root-mean-square value. 

Computes the waveform's algebraic mean value. 

Computes the waveform's middle value [(MAX + MIN) / 2]. 
Computes the area under the waveform. 

Computes the waveform's energy. 

Computes the waveform's period. 

Shift function of ( PER ) ; computes the waveform's 
frequency. 



(T) PULSE Parameters 



NOTE 



The following parameters are computed on the OPW as 
defined by the cursor positions. Cursor 1 identifies the pulse 
baseline and Cursor 2 identifies the pulse top. The results are 
returned to the X register and displayed in its field in the 
STORED or BOTH CRT DISPLAY modes. 



(RISE ) 
I fall) 



Computes the rise time of the waveform's identified pulse. 

Shift function of ( RISE) ; computes the fall time of the 
waveform's identified pulse. 



( DELAY I Computes the delay time of the waveform's identified 
pulse. 



(width ) Computes the width of the waveform's identified pulse. 
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FRONT-PANEL DESCRIPTIONS 

Camera Power Connector (not labeled) — Three-pin connector provides 
power for camera operation and receives single-sweep reset signal. 

(T) CALIBRATOR (Switch and Output Connector) — Provides calibrated 1 kHz 
square-wave voltages. 

(T) POWER (Switch and Indicator) — Switch controls power to the instrument; 
indicator illuminates when power is on. 

VERTICAL MODE — Selects plug-in unit(s) for real-time input source of 
vertical deflection. Status indicated by illuminated button. 

(T) A TRIGGER SOURCE — Selects real-time internal trigger source for A HORIZ 
plug-in unit. 

(T) HORIZONTAL MODE — Selects plug-in unit(s) for real-time input source of 
horizontal deflection. Status indicated by illuminated button. 

@ VERT TRACE SEPARATION (B)— Verticallv positions the B HORIZ trace 
with respect to the A HORIZ trace (dual-sweep real-time modes only). 

(J) B TRIGGER SOURCE — Selects real-time internal trigger source for B HORIZ 
plug-in unit. 

@ Ground (not labeled) — Binding post to establish common ground between 
associated equipment. 

(^ B INTENSITY— Controls brightness of real-time trace produced by the plug- 
in unit installed in the B HORIZ compartment. 

@ B Intensity (Indicator)— Illuminates when selected by HORIZONTAL MODE 
switch. 

@ FOCUS— Controls crt trace definition. 

@ A INTENSITY— Controls brightness of real-time trace produced by the plug- 
in unit installed in the A HORIZ compartment. 

(u) A Intensity (Indicator)— Illuminates when selected by HORIZONTAL MODE 
switch. 

@ BEAMFINDER— When pressed, compresses and defocuses displayed real- 
time waveforms within graticule area. 



Figure A. Locator for 7854 front-panel controls, connectors, and indicators. 





7854 Operators 



Foldout for _K 

Rear Panel Controls, Connectors & Indicators! y 

(Figure C) V 





XXIV 



REAR-PANEL DESCRIPTIONS 



(T) Z-AXIS INPUT — Input for external intensity modulation of the real-time crt 
display. 

(T) SIGNAL OUT — Output signal derived from vertical signal as selected by A 
TRIGGER SOURCE switch, 

+ SAWTOOTH OUT — Sawtooth output signal derived from the A or B time- 
base unit, 

(T) + GATE OUT — Output signal derived from either the A Gate, B Gate, or A 
Dty'd Gate. 

(5) SINGLE SWEEP RESET — Input to reset single-sweep function of A and B 
time-base units. 

(T) Power Cord Input — Input to allow attachment of power cord. 

(T) LINE VOLTAGE SELECTOR — Sets instrument for 115-volt or 230-volt 
nominal line operation. 

(J) LINE FUSE — 4 A fast-blowing type. 

© CONTROL ILLUMINATION— Sets illumination level of TRIGGER SOURCE 
switches and lighted push-button switches on associated plug-in units. 

(© EXTERNAL KEYBOARD Connector — Allows connecting an external 
keyboard such as the 7854 Waveform Calculator, to the mainframe. 

® MEMORY BACK-UP POWER Connectors— Two female banana jacks for 
applying 5.5 to 6.5 V DC to provide non-volatile memory. 

@ TTL SIGNAL OUTPUT SWL/SWH— BNC connector to provide TTL- 
compatible signal. Level set by operator with Waveform Calculator keyboard. 

@ AQS ABORT— Pushbutton switch to terminate AOS command. 

@ AUDIBLE ERROR/WARNING ON-OFF— Switch to enable (ON) or disable 
(OFF) audio tones internally generated under error or warning conditions. 

(© GPIB Connector — IEEE 488 1978 specified connector to allow connecting 
the instrument to the GPIB. (Not available with Options 0D & ID.) 

(5) GPIB Address Selection — An eight-element, binary-coded switch to select 
GPIB mode and address. 
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WAVEFORM CALCULATOR DESCRIPTIONS 
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Figure D. Locator for Waveform Calculator keys and indicators. 



NOTE 

The following program commands, except LNN are not 
programmable and can only be invoked by direct execution. 



( PROG I 



I NEXT I 



I CLP) 



Switches the processor and the display to the program Edit 
mode to allow writing a program. This function is invoked 
with alternate actuations of the key. 

In the Entry mode: terminates a new program line being 
inserted and advances the edit prompt to the next line. In 
the Edit mode: advances the edit prompt to the next line. 

In the Entry mode: deletes a new program line and returns 
to the Edit mode with the edit prompt at the next line. In 
the Edit mode: deletes the edit line and leaves the edit 
prompt at the same line 

Shift function of I C 1 I ) : deletes entire program. Returns 
to the Edit mode if actuated while in the Entry mode. 



( PREV 1 In the Entry mode: performs an implicit NEXT command, 

then returns prompt to the previous line. 

( lnn 1 Shift function of ( PREV ) : begins storage of a numeric 
label in the program and must be followed by two digit- 
entry commands for the label. 



(T) Arithmetic Commands 



NOTE 

H the operandfs) for the following functions are constants the 
result is a constant given in the X register, if, however, the 
operand is a waveform, the result is a new waveform returned 
to waveform memory. 

1 SORT 1 Computes the square root of the contents of the X register. 

( LN ) Computes the natural logarithm of the contents of the X 

register. 

( EXP ) Shift function of ( LN J. Computes the exponential 

function of the contents of the X register. 

I ABS ) Computes the absolute value of the contents of the X 

register. 
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WAVEFORM CALCULATOR DESCRIPTIONS (Cont) 



Q 

CD 



CD 



CD 

@ EXTernal 

I SAVE I 



[ READX 1 



(SWHl 






Shift function of ( ABS 1 , Computes the signum of the 
contents of the X register. 

Subtracts the contents of the X register from the contents 
of the Y register. 

Adds the contents of the X register to the contents of the Y 
register. 

Multiplies the contents of the Y register by the contents of 
the X register. 

Divides the contents of the Y register by the contents of the 
X register. 



Sends one record of the program (from the current 
program line to the end-of-program line) to the external 
GPIB interface. This function is not programmable. 

Reads data from the external GPIB interface; constants are 
returned to the X register, waveforms are placed in 
waveform memory. 

Shift function of { REAPy") , Sends the data from the X 
register, or if the X register contains a waveform memory 
address the data from the specified waveform memory is 
sent, to the external GPIB interface. 

Sets the level of rear-panel TTL SIGNAL OUTPUT to high. 

Shift function of | SWH ) Sets the level of rear-panel TTL 
SIGNAL OUTPUT to low. 



0 STACK Control 

[ ENTER ) Terminates number entry into the X register if in the 
number entry state, otherwise, pushes the stack to enter 
new data. 

( Xoy ] Interchanges the contents of the Y and X registers. 

I H O t L j Shift function of ( Xoy ] . Rolls the contents of the stack 

registers. 



(CL^ 



Clears the X register by popping the stack. 



Shift function of ( CLX ) 
stack registers to 0. 



Clears the stack by setting the 



( 5 ) 
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WAVEFORM CALCULATOR DESCRIPTIONS (Cont) 

(T) WFM PARAMATERS (Duplicated on the measurement keyboard.) 



NOTE 

The following parameters are computed on the operational 
waveform between and including the cursors, if on. The 
results are returned to the X register and displayed in its field 
in the STORED or BOTH CRT DISPLAY modes. 



I IVIAXI 
1 MIN 1 
(PPl 

( RMS) 

[ MEAN 1 

( AREA ) 

( ENERGY I 

fPE^ 

I FREQ ) 



Computes the operational waveform's most positive value, 
relative to the vertical zero reference (VZR). 

Computes the operational waveform’s most negative value, 
relative to the VZR. 

Computes the operational waveform's peak-to-peak value 
(MAX - MIN). 

Computes the operational waveform's root-mean-square 
value. 

Computes the operational waveform's algebraic mean 
value. 

Computes the operational waveform's middle value 
[(MAX + MIN) / 2]. 

Computes the area under the operational waveform, 

Computes the operational waveform's energy. 

Computes the operational waveform's period. 

Shift function of (PER) Computes the operational 
waveform's frequency. 



PULSE Parameters (Duplicated on the measurement keyboard.) 

NOTE 

The following parameters are computed on the operational 
waveform as defined by the cursor positions. Cursor 1 
identifies the pulse baseline and Cursor 2 identifies the pulse 
top. The results are returned to the X register and displayed in 
its field in the STORED or BOTH CRT DISPLAY modes. 



[ RISE 1 



Computes the rise time of the identified operational 
waveform pulse. 



( FALL ) Shift function of 1 RISE ) . Computes the fall time of the 

identified operational waveform pulse. 

[ delay) Computes the delay time of the identified operational 
waveform pulse. 



I WIDTH I 



Computes the width of the identified operational waveform 
pulse. 
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WAVEFORM CALCULATOR DESCRIPTIONS (Com) 

(T^ CURSOR POSITION (Duplicated on the measurement keyboard.) 

(CRSI < ) Moves Cursor 1, if on, toward the start of the operational 
waveform. 



1 CRS1> 1 



Moves Cursor 1, if on, toward the end of the operational 
waveform. 



( CRS2< 1 Moves Cursor 2, if on, toward Cursor 1. 

[ CRS2> ) Moves Cursor 2, if on, toward the end of the operational 

waveform. 

(T) Numeric Entry 



t 0 9 ) 

GD 



Enters the designated digit into the X register. 

Enters the decimal point into the X register. 

Displays the exponent identifier and field in the X register. 



Changes the sign of the mantissa or exponent of the 
number being entered in the X register. 



© CURSORS 



NOTE 



The cursors, when on. are displayed on the operational 
waveform in the STORED and BOTH CRT DISPLAY modes as 
intensified points. 



( CRS2-i| Turns on both cursors. Displays the coordinates of Cursor 
2 relative to Cursor 1. (Duplicated on the measurement 
keyboard.) 



[ CRSI ) 

I HCRD ) 

[ >HCRD I 

[ VCRD ) 

[ >vcrd) 



Shift function of ( CRS2-1 ) . Turns on Cursor 1 only. 
Displays the coordinates of Cursor 1 relative to the start of 
the waveform. (Duplicated on the measurement keyboard.) 

Returns the horizontal coordinate (with one cursor on) or 
the relative horizontal coordinate (with both cursors on) to 
the X register. 

Shift function of ( HCRD ) Moves the cursor(s), if on, so 
that the horizontal coordinate or relative horizontal 
coordinate equals the value in the X register. 

Returns the vertical coordinate (with one cursor on) or the 
relative vertical coordinate (with both cursors on) to the X 
register. 

Shift function of ( VCRD 1 . Moves the cursor(s), if on, so 
that the vertical coordinate, or relative vertical coordinate, 
equals the value in the X register. 



( OFF ] 



Turns off the cursors. (Duplicated on the measurement 
keyboard.) 
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WAVEFORM CALCULATOR DESCRIPTIONS (Cont) 



@ DATA STORAGE 



I P/W ) 



Returns the points-per-waveform setting to the X register. 



CUD 



Shift function of ( Sets the points-per-waveform 

value to one of 128, 256, 512, or 1024 



[ PNT ) 

[ >PNT I 



! CNS ) 



( WFM 1 



Returns the vertical value of the operational waveform 
point specified in the X register to the X register. 

Shift function of ( PNT ) Sets the operational waveform 
point specified m the X register to the vertical value given 
in the Y register. 

Returns the constant to the X register from the constant 
register specified 

Shift function of ( CNS ) Copies the constant given in the 
Y register into the constant register specified in the 
X register 

Recalls the stored waveform specified in the X register 
from waveform memory to the display 



f vVrM^ Shift function of ( WFM ) Copies the operational 
waveform into the waveform memory specified In the 
X register. 



(n) Shift Commands 

Selects shift function of the next key pressed. (Duplicated 
on the measurement keyboard) 

Shift function of clears the shift flag. 

@ R'^ORFD WFM DISPLAY 






NOTE 

The following commands affect the stored waveform displayed in 
the STORED or i?OXH CRT DISPLAY modes only. They have 
no effect on the real-time waveforms or the displayed 
alphanumeric characters. 

( TIME ) The stored waveform(s) are displayed with time as the 

horizontal axis (Y-T mode). 

f VS Shift function of { TIME ) The stored waveform(s) are 

displayed in the X-Y mode using the waveform specified in 
the X register as the horizontal axis. 

( VECT 1 The stored waveform(s) are displayed as a series of points 

joined together with straight-line vectors. 

I ; Shift function of ( VECT | The stored waveform(s) are 

displayed as a series of points. 
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WAVEFORM CALCULATOR DESCRIPTIONS (Com) 

( DSW ) The stored waveform specified in the X register is 

displayed in addition to the operational waveform 

( CLW ) Clears the stored waveform specified in the X register from 

the display if it was previously displayed with the DSW 
command. 

Shift function of (T^LW ) Clears all waveforms, except 
the operational waveform, from the display if they were 
displayed with the DSW command. 



@ VERTICAL POSITION 

( VPUP 1 Moves the operational waveform upward. 

( VPDN ) Moves the operational waveform downward 



(j^ CRT DISPLAY (Duplicated on the measurement keyboard,) 

( SCOPE 1 Selects real-time waveform and readout display mode. 
[ STORED 1 Selects stored waveform and character display mode. 



[~B 0 T lT~] Shift function of |STORED[ Selects mixed display of 

real-time and stored waveforms, with character display. 



@ WFM ACQUISITION 



( AQR I 



( AOS") 



( AVG ) 



Acquires repetitive real-time waveform(s) with readout; 
stores result in waveform memory. (Duplicated on the 
measurement keyboard.) 

Shift function of |AQR | . Acquires single-sweep 
waveform(s) with readout, and stores the result in waveform 
memory. (Duplicated on the measurement keyboard). 

Averages the repetitive real-time waveform the number of 
times listed in the X register and stores the result in 
waveform memory. 



( G 4D ) Presets ground reference for subsequent waveform 

acquisition. Ground reference is set at the algebraic mean 
vertical position of the real-time trace. (Duplicated on the 
measurement keyboard.) 

[ R D O U T ] Shift function of ( G N D ] . Returns the real-time readout 
value (without units) of the readout word specified in the 
X register to the X register 



ERROR (Indicator) — Illuminates when an error or warning condition occurs. 
(Duplicated on the measurement keyboard.) 
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WAVEFORM CALCULATOR DESCRIPTIONS (Com) 



@ WFM SCALING 

( VZR 1 Returns the location of the operational waveform's vertical 

zero reference (VZR) in divisions relative to the center 
horizontal graticule line to the X register. 

( VZR ) Shift function of . Moves the operational waveform 

so that its VZR is at the level specified in the X register, 

( V)^D ) Vertically expands the operational waveform about the 
center horizontal graticule line by the factor specified in 
the X register. The vertical scale factor of the operational 
waveform is changed so that the waveform's value does 
not change. A negative number m the X register will also 
invert the operational waveform. 



[ VSCL ) Returns the vertical scale factor (size per vertical graticule 
division) of the operational waveform to the X register. 

f VSCL~1 Shift function of | VSCL 1 changes the vertical scale 
factor of the operational waveform to the value specified in 
the X register. 



( HSCL 1 Returns the horizontal scale factor (size per horizontal 

graticule division) of the operational waveform to the 
X register, 

( HSCL.) Shift functions of the ( H^L ) Changes the horizontal 
scale factor of the operational waveform to the value 
specified in the X register. 



(g) WFM FUNCTIONS 

( ITRP I Replaces a delimited portion of the operational waveform 

with a straight line. Delimiters are the cursors, if on, or the 
horizontal locations in the Y and X registers. 



I INTG ) 



Integrates the operational waveform. 



“1 



Shift function of [ INTG ) Differentiates the operational 
waveform. 



[ ORD I Returns the value of the operational waveform at the 

horizontal position specified in the X register, to the X register. 

( o R D ) Shift function of the l0RP| . Sets the operational 
waveform vertical value, at the value given in the Y register. 



( SMOOTFI ) Smooths the operational waveform (performs an n-point 
average) using the value in the X register. 

[ nPiFT j Shift function of (SMOOT1h| . Horizontally positions the 
operational waveform to the left. 
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( HXPD ) Horizontally expands the operational waveform, or the 
delimited portion of the operational waveform, by the value 
in the X register. The horizontal scale factor is changed by 
the expansion ratio to maintain the value of the operational 
waveform. The cursors, if on, are delimiters. 

( HPRGT ) Shift function of | HXPD | . Horizontally positions the 
operational waveform to the right. 

@ PROGRAM EXECUTE 



NOTE 

The following program commands, except STEP, are 
programmable. 

( EXEC ) Switches the processor and the display to the program 

Execute mode. This function is invoked with alternate 
actuations of the key. 

1 STEP ) Switches the processor to the Step state and begins 

single-line execution of the program. This command is not 
programmable. 

( RUN I Switches the processor from the idle state to the Run 

state. 

I GSB I Ip idle or Step states: move the execute pointer to the 

program line specified by the number in the X register for the 
start of the subroutine. In the Run state: moves the execute 
pointer to the specified line and continues execution of the 
subroutine. 

1 RTN I Shift function of IGSB I . In the idle or Step state: returns 
the execute pointer to the program line where the execute 
pointer was located prior to a GSB command. In the Run 
state: returns the execute pointer and continues execution. 

( GOTO 1 Ip I'^I® ^*®P state: moves the execute pointer to the 

program line specified in the X register. In the Run state: 
moves the execute oointer to the soecified line and continues 
execution. 



CUD 



I iF.y>x- 1 



f~iF^ 



Shift function of I GOTO I . Returns the program line 
number to the X register of the first program line holding the 
specified label. 

Compares the contents of the Y and X registers, and in the 
STORED or IT CRT DISPLAY modes, displays the test 
result if TRUE or F.ALSI . 

Shift function of ( IFV>y ) Compares the contents of the Y 
and X registers and, in the STORED or CRT 

DISPLAY modes, displays the test result of TRIii or 
FALSE. 
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[ START ) Shift function of ( RUN ) . In the idle state: switches the 
processor to the Run state and begins execution with the 
first command of program line 000. In the Run state: 
continues execution with the first command of program 
line 000. 




Terminates AQR. AVG, or GND if executing; terminates 
READX , SENDA-, >TEXT, TEXT, or SAVE prior to the start 
of data transfer, terminates program execution (Duplicated 
on the measurement keyboard.) 



Shift function of 
seconds. 



Stops execution for about 0.7 



BUSY (Indicator) — Illuminates when the processor is busy executing a 
command. 
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Introduction 



The 7854 Oscilloscope system can be operated In any of three distinct display 
modes— SCOPE, STORED, or BOTH — as selected with the keys located in the CRT 
DISPLAY blocks on either the measurement or Waveform Calculator keyboards. 
These display modes are defined as follows: (a) SCOPE Mode — Real-time waveform 
and readout displays supplied by the selected plug-in units (as in conventional 
oscilloscopes), (b) STORED Mode— Stored waveform and alphanumeric character 
displays supplied by the internal processor of the 7854 Oscilloscope, (c) BOTH 
Mode— Mixed displays of the real-time waveforms from the plug-in units with the 
stored waveforms and alphanumeric character displays supplied from the internal 
processor. 

Other features of your 7854 oscilloscope system are introduced in the remainder of 
this section. In addition, this section includes the following: 

1 . Brief descriptions of each control, connector, key, and indicator; 

2. Installation instructions including power-up conditions; and 

3. A glossary of terms used throughout this manual. 
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7854 FEATURES 

The TEKTRONIX 7854 Oscilloscope with Waveform Calculator combines the 
features of a high-performance plug-in oscilloscope with a waveform-oriented 
dedicated-function digital processor. 



The 7854 accepts Tektronix 7000-Series plug-in units for display control. The flexibility 
and variety provided by the wide line of plug-in units available allow the system to 
accommodate many measurement applications. The left pair of plug-in compartments 
are used for the vertical deflection of the real-time signal and the right pair are for the 
horizontal deflection. Electronic switching between each pair will produce multi-trace 
real-time vertical or horizontal displays. 



In addition, the waveform processor provides equivalent-time sampled digitizing of 
waveforms to 400 megahertz equivalent-time bandwidth. The processor can be 
operated from either keyboard (front-panel measurement keyboard or detachable 
Waveform Calculator keyboard) or remotely over the GPIB (General Purpose 
Interface Bus). By changing the resolution of the waveform memory in the standard 
version of the 7854 Oscilloscope, up to 16 waveforms can be stored in memory: up 
to 9 of these can be displayed at one time. A mixed (BOTH) mode is provided to 
display both the real-time waveforms and the stored waveforms for comparison or 
measurement. 



Cursors are provided for the stored waveforms to delimit or identify portions of the 
waveform to be measured. These cursors are generated by the processor and can 
be manually positioned by executing the appropriate commands from the 
keyboard(s), automatically positioned through execution of a stored program, or 
remotely positioned from the GPIB controller. Some of the dedicated functions (e.g., 
WIDTH, RISE, ITRP, etc.) are cursor-dependent. The cursor coordinates (or relative 
coordinates) are provided on the display in the STORED or fiOTH modes. 



Specific characteristics of the STORED display can be selected with the keyboards 
or over the GPIB. The Waveform Calculator provides display control to vertically or 
horizontally expand the stored waveform; display any stored waveform versus 
another in X-Y mode, or versus time in Y-T mode; display the stored waveform as 
individual points, or with vectors drawn between points. Also, functions are 
provided to manipulate the entire stored waveform. For example, any stored 
waveform can be either vertically or horizontally positioned without affecting the 
absolute voltage values; or any stored waveform can be differentiated, integrated, or 
smoothed and the resulting waveform displayed. 



Programming, consisting of a series of commands stored for later execution, is 
available to simplify measurements which must be repeated. Editing and execution 
IS controlled either from the Waveform Calculator or the GPIB. 
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INSTALLATION 



This instrument was inspected both mechanically and electrically before shipment 
from the factory to be free of mars or scratches and to meet or exceed all electrical 
specifications. Upon receipt, inspect the instrument for any physical damage which 
may have been incurred in transit. Then, refer a qualified service person to the 
Performance Check Procedure in the Calibration section of the 7854 Service 
Manual to verify the electrical performance of the instrument. If mechanical 
damage or performance deficiencies are found, contact your local Tektronix Field 
Office or representative. 



OPERATING POWER INFORMATION 

This instrument will operate from either a 1 1 5-volt or 230-volt nominal line-voltage 
source, 48 to 440 hertz. 



OPERATING VOLTAGE 

The LINE VOLTAGE SELECTOR switch (located on the rear panel of the 7854 
Oscilloscope mainframe) allows selection of 115-volt or 230-volt nominal line 
voltage operation. To select the correct nominal line voltage, first change the power 
cord and plug to match the power-source receptacle (if necessary). Then, use a 
small screwdriver to move the LINE VOLTAGE SELECTOR switch to the desired 
range. 



I CAUTION ^ 

To prevent damage to the instrument, always check the settings of the 
LINE VOLTAGE SELECTOR switch located on the rear panel of the 
7854 Oscilloscope mainframe before connecting the instrument to the 
line-voltage source. 



POWER CORD INFORMATION 

A power cord with the appropriate plug configuration is supplied with each 
instrument. For your convenience the color-coding of the power cord conductors is 
given in Table 1-1. Also, should you require a power-cord plug other than that 
supplied, refer to the Power-Cord and Plug Identification Table 1-2. 
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WARNING 



This instrument operates from a single-phase power source, and has a 
detachable three-wire power cord with a two-pole, three-terminal 
grounding-type plug. The voltage to ground (earth) from either pole of 
the power source must not exceed the maximum rated operating 
voltage, 250 volts. 



Before making connection to the power source, determine that the 
instrument is adjusted to match the voltage of the power source, and 
has a suitable plug (two-pole, three-terminal, grounding type). Refer 
any changes to qualified service personnel. 



This instrument is safety class / equipment flEC' designation). AH 
accessible conductive parts are directly connected through the 
grounding conductor of the power cord to the grounding contact of the 
power cord. Therefore, the power plug must only be inserted in a 
mating receptacle with a grounding contact. Do not defeat the 
grounding connection. Any interruption of the grounding connection 
can create an electric shock hazard. 



For electric shock protection, the grounding connection must be made 
before making connection to the instrument's input or output 
terminals. 



^International Electrotechnical Commission 



TABLE 1-1 

Power-Cord Conductor Identification 



Conductor 


Color 


Alternate Color 


Ungrounded (Line) 


Brown 


Black 


Grounded (Neutral) 


Light Blue 


White 


Grounding (Earthing) 


Green/Yellow 


Green/Yellow 
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TABLE 1-2 

Power-Cord And Plug Identification Information 
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ANSI— American National Standards Institute ^BS — British Standards Institution 

'NEMA— National Electrical Manufacturer's Association ®AS— Standards Association of Australia 

’lEC— International Electrotechnical Commission 

‘CEE— International Commission on Rules for the Approval of Electrical Equipment 
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MEMORY BACK-UP POWER 




Two female banana jacks (on the rear panel of the 7854 Oscilloscope mainframe) 
allow application of about 6.25 V dc (0.7 A maximum) to provide back-up power for 
the volatile storage devices used for processor memory. The instrument is fuse 
protected for application of any voltages applied to the MEMORY BACK-UP POWER 
INPUT up to ±50 volts (dc plus peak ac). When power is first applied to the MEMORY 
BACK-UP POWER INPUT the red indicator lights to indicate that the fuse has not 
blown. 




To prevent loss of data from memory due to a power failure, apply 
memory back-up power. 



OPERATING TEMPERATURE 

The 7854 can be operated in ambient air temperatures between 0° and +50° C, and 
can be stored in ambient temperatures from -55° to +75° C. After being stored in 
temperatures outside the operating limits, allow the chassis temperature to return 
to within the operating limits before applying power. 



The 7854 Oscilloscope mainframe is cooled by air drawn in through holes in the 
top, side, and bottom cabinet panels and blown out through the fan exhaust. To 
ensure proper instrument cooling, maintain the clearance provided by the feet on 
the bottom cabinet panel, and allow at least 2 inches of clearance at the top, sides, 
and rear of the instrument. 



If the internal temperature of the mainframe exceeds a safe operating level, a 
thermal cutout will repeatedly disconnect the instrument power supply. This 
condition stops when the temperature returns to a safe level. 



INSTALLING PLUG-IN UNITS 

The 7854 Oscilloscope mainframe accepts up to 4 Tektronix 7000-series plug-in 
units. This feature allows selection of bandwidth, sensitivity, real-time display 
modes, etc., and provides for future expansion of the system. 



@ 
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The overall electrical capabilities of the system are mainly determined by the 
characteristics of the selected plug-ins. For information on other plug-in units, refer 
to the current Tektronix Products catalog. 

^ CAUTION ^ 

S 

To prevent instrument damage, plug-in units should not be installed or 
removed without first turning off the 7854 Oscilloscope. However, to 
prevent loss of data from memory, be sure memory back-up power is 
applied before turning off the instrument. 

To install a plug-in unit into a compartment, align the slots in the top and bottom of 
the plug-in unit with the corresponding guide rails in the plug-in compartment. 
Insert the plug-in unit into the compartment until it locks into place. To remove a 
plug-in unit, pull out on the release latch to disengage the plug-in. To meet the EMC 
(electromagnetic compatibility) specifications, cover all unused plug-in 
compartments with an EMC-shielded blank plug-in panel, Tektronix part 01 6-01 55- 
00 . 

The gain of the 7854 vertical and horizontal systems is normalized. This allows 
plug-in units to be interchanged among plug-in compartments without adjustment 
of the system. To verify plug-in accuracy, their basic calibration should be checked 
when installed. (Refer a qualified service person to the plug-in unit manual for 
further information). 



CONNECTING THE WAVEFORM CALCULATOR /\ 

The 7854 Waveform Calculator is shipped to you in a package separate from the 
7854 Oscilloscpe mainframe. Upon receipt, inspect the Waveform Calculator for any 
physical damage which may have been incurred in transit. To attach the Waveform 
Calculator to the 7854 Oscilloscope, mate the connector at the end of the calculator 
cable to the rear-panel EXTERNAL KEYBOARD input on the mainframe. Then 
secure the connector with the screws provided on the outer edges of the cable 
connector. 

GENERAL PURPOSE INTERFACE BUS (GPIB) 

The 7854 (except Option 0D) is equipped with an IEEE 488-1978 Digital Interface 
for Programmable Instrumentation, commonly referred to as a General Purpose 
Interface Bus, or GPIB. The GPIB allows remote control of all processor functions, 
and data transfers to and from the 7854. 

The GPIB connector and associated address and function selector switches are 
mounted on the rear panel of the 7854. Refer to the GPIB section of this manual for 
complete GPIB information. 
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POWER-UP CONDITIONS 

When the 7854 is turned on (without memory back-up power applied), the 
waveform processor runs four self-checking tests. Although these tests are not all- 
inclusive, they indicate if major portions of the processor are properly working. The 
self-test sequence outlined below begins when power is applied to the 7854. 

Step 1: When power is applied the following indicators will light: POWER, 
selected positions of the A and B TRIGGER SOURCE switches, and all 
selected indicators on the plug-in units. For approximately three seconds 
after power-up the following indicators will remain off: all positions of the 
VERTICAL and HORIZONTAL MODE switches, all Intensity indicators, all 
red front-panel (measurement keyboard) and Waveform Calculator 
indicators. 



Step 2: All positions of the VERTICAL and HORIZONTAL MODE switches, all 
Intensity indicators, and all red front-panel and Waveform Calculator 
indicators will now light. 



Step 3: A fault condition found through any of the four tests is indicated with the 
lights of the VERTICAL and HORIZONTAL MODE switches. Fault condition 
codes are listed in Table 1-3. Be sure to note the code received so that you 
may more fully inform the service person about the trouble. 



TABLE 1-3 
Self-Test Fault Codes 



VERTICAL MODE 
Indicator Status 


HORIZONTAL MODE 
Indicator Status 


Circuitry 
With Fault 


All lights on. 


B light on. 


RAM 


All lights on. 


CHOP light on. 


ROM 


All lights on. 


CHOP and B lights on. 


Real-time Clock 


All lights on. 


ALT light on. 


Display 



If a fault code occurs, press any button of the VERTICAL or HORIZONTAL 
MODE switches and the self-testing will continue. Then, refer a qualified 
service person to the Performance Check Procedure in the Calibration 
section of the 7854 Service Manual to verify the electrical performance of 
the instrument. 



@ 
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Step 4: Successful completion of the self tests is indicated by the issuance of the 
audible warning tone (if the rear-panel AUDIBLE ERROR/WARNING 
switch is ON), and the extinguishing of all red indicators, the S and A 
Intensity indicators, all VERTICAL MODE lights except LEFT, and all 
HORIZONTAL MODE switch lights except B. In addition, if the READOUT 
intensity control is set to about midrange, the message SELF TEST 
COMPLETE will be displayed on the crt. 



PRESET CONDITIONS 

After successful completion of the processor self tests, several parameters of the 
7854 are set to predetermined conditions. These power-up conditions are: 



CRT DISPLAY Mode 

Program Mode 

Program Memory 

VERTICAL MODE 

HORIZONTAL MODE 

Stored Waveform Display.... 

P/W (Points/Waveform) 

Stack Registers 

OPW (Operational Waveform) 
All Waveform Memory Points 

VZR (Vertical Zero Reference) 

Vertical Scale Factor 

Vertical Scale Factor Unit ... 

Horizontal Scale Factor 



Set to SCOPE 

Set to EXECUTE 

Cleared 

Set to LEFT 

Set to B 

Not displayed; 

set to VECTors 

Set to 51 2 

Cleared to 0 

Set to 0 

Set to the zero value 

(center horizontal graticule line) 

Set to 0 (all 

waveform memories) 

Set to 1 (all 

waveform memories) 

Set to V (all 

waveform memories) 
Set to 1 (all 



waveform memories) 

Horizontal Scale Factor Unit Set to S (all 

waveform memories) 

Constant Registers Set to 0 

TTL Output Set HIGH 

All GPIB Service-Request Functions Set ON 



OPERATING POSITION 



A bail-type stand, mounted on the bottom of the mainframe, permits the instrument 
to be tilted up about 10° for more convenient crt viewing. 
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GLOSSARY OF TERMS 

The terms listed In this glossary are used throughout this manual and are defined 
here for your convenience. 

ADDRESS 

A value that identifies a specific storage location. 

ALGORITHM 

A fully specified procedure used for solving a mathematical problem in a finite 
number of steps. 

ASCII 

Abbreviation for "American Standard Code for information Interchange". A seven- 
bit character code used extensively in data transmission in which 128 numerals, 
letters, symbols, and special control codes are represented. 

AUTOSCALE 

Automatic vertical scaling of a stored waveform to maximize the display range to 
between i3.5 divisions ‘rom center screen. 

BITS 

A single entity used to encode data and designated by either 0 or 1 . 

BUS 

An interface of one or more signal lines used to connect two or more devices over 
which messages are transferred. 

BYTE 

A unit of 8 bits used to encode data. The data transfers over the GPIB are byte 
serial, bit parallel. 

CALCULATOR LANGUAGE 

A computer iunyuage that consists primarily of commands, each of which is capable 
of invoking a function to be executed. 

COMMAND 

An instruction which initiates the processor to perform a pre-programmed function. 

COMMAND BUFFER 

A device for storing incoming commands, in order of arrival, while previously 
received commands are being executed by the processor. 

CONSTANT 

In the 7854 a constant is a single-valued variable. 
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CONSTANT REGISTER 

A storage register which is able to hold only one constant at a time. 



Option 


Number CNS Registers 


CNS Number 


0D 


0 


— 


Standard ’ 


50 


0-49 


2D’ 


100 


0-99 



CONTROLLER 

A device on the GPIB which is in charge of establishing talkers and listeners for 
data transfers. 

CURSORS 

One or two specially identified points on the operational waveform used to delimit 
or identify for further waveform manipulation or measurement. 

CURVE 

An ASCII string used to represent actual waveform data points over the GPIB. 

DATA PATH 

Refer to Figure 1-1 for illustrated definition. 

DIGIT 

One of the symbols: 0,1 ,2, 3, 4,5, 6, 7, 8, and 9. 

DIGITIZER 

A device which converts analog data into numbers. In the 7854 the digitizer 
converts the real-time signals into the digitally-represented stored waveforms. 

DOTS 

A mode used to represent and display the stored waveforms as a series of discrete 
points. 

EDIT 

To modify the stored program, e.g., to insert or delete commands into or from a 
program. 

EQUIVALENT TIME 

In digitizing oscilloscope operation: the time scale associated with the output of the 
digitizer. 

EQUIVALENT-TIME BANDWIDTH 

The range of frequencies which can be adequately digitized. 

' Applies only to instruments with serial numbers below B085121. For instruments with 
seriai number B085121 and above, features previously provided by Option 2D are standard. 

1-10 REV AUG 1986 
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REAL-TIME PATH: Standard oscilloscope circuitry; includes channel switch, output 
amplifier, and crt. 

STORED DATA PATH: Includes the channel switch, digitizer, memory, output 
amplifier, and crt. 

NUMERIC PATH: Includes the channel switch, digitizer, memory, and 
computational aglorithms; data output is via GPIB (General Purpose Interface Bus). 



2873-402 



Figure 1*1. Definition of Data Path Terms. 

EQUIVALENT-TIME SAMPLING 

The method used to digitize and store repetitive real-time waveforms in the 7854 
whereby a stored waveform is built from samples taken during many cycles of a 
repetitive real-time waveform. 

ERROR 

Issued when the command which was to be executed could not be executed 
because a restriction condition existed. 

ESIGN 

The sign (either + or -) associated with the exponent. 

EVALUE 

The absolute value of the exponent. 

EXECUTION 

Performing a command. 

EXPONENT 

A signed two-digit number that indicates the power to which the base (10) is raised. 
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FIELD 

A specified area of the graticule used to display a particular category of data, (e.g. 
the contents of the X register, the mnemonic of the last command executed, etc.). 

FLAG 

A character that signals the occurrence of some condition, such as the / indicates 
that a shift function will follow. 

FLOATING-POINT 

In the 7854: a form of notation in which quantities are expressed as a mantissa 
(within the range of 1 .000 through 999.9) with an exponent. 

FUNCTION 

A statement to the processor that specifies the operation to be performed. In the 
7854 the values or locations of the operands are implicit in the function. 

GPIB 

The abbreviation for General Purpose Interface Bus which is defined by the IEEE 
standard 488-1978. 

GPIB-ONLY COMMANDS 

Commands accessible only via the external interface; commands having no 
corresponding keys. 

HANDSHAKE 

A method of transferring data over the GPIB involving an interlocked sequence of 
signals (e.g., DAV, NRFD, NDAC, etc.). 

INTERRUPT 

To stop a process in such a way that it can be resumed. 

I/O (Input/Output) 

A term used to refer to data transfers between devices. 

JITTER 

Instability of a displayed signal in either amplitude or phase. 

LABEL 

In the 7854 a label consists of the character "L" followed by two digits that serve to 
identify a program line. 

LISTENER (or Acceptor) 

A device on the GPIB which is receiving data from another device on the GPIB. 
Several listeners are allowed for any data transfer. 
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LETTER EXPONENT 

A single letter following the mantissa of a displayed floating-point number which 
represents a power of 10 multiplier (e.g., in 2.467m the m represents E-03). 

LSD 

Abbreviation for "least significant digit", which is the digit with the lowest 
weighting in a number. Usually the right-most digit. 

MAINFRAME 

That portion of the 7854 which houses the plug-in units and the majority of 
circuitry. Does not include the Waveform Calculator or the specific plug-in units. 

MANTISSA 

That portion of a floating-point number representing the significant digits of the 
number (e.g., 2.460 is the mantissa in the number: 2.460E-r29). 

MEASUREMENT KEYBOARD 

The keys and associated indicators located on the front panel of the 7854 
mainframe. 

MESSAGE TERMINATOR 

A means of specifying the last byte to be transferred over the GPIB in any one 
message. 

MNEMONIC CODE 

Symbolic language codes that are easily remembered because they closely 
resemble the operation that they specify. All 7854 mnemonics are briefly defined 
below: 



ABS 


Compute and return absolute value to the X register. 


AQR 


Acquire repetitive waveform(s). 




AQS 


Acquire single-shot waveform(s). 




AREA 


Compute and return OPW area. 




AVG 


Average the real-time waveform. 




AVG10 


Average the real-time waveform 


10 times. 


AVG 100 


Average the real-time waveform 


100 times. 


AVG 1000 


Average the real time waveform 


1000 times. 


BOTH 


Set display mode for both real-time waveforms and stored 
waveforms. 
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MNEMONIC CODE (Cont) 



CEROFF* 

CERON* 

CHS 

CLD 

cl/ 

CLL 

CLP 



Turn off service requests for command errors. (Issued only 
over GRIB.) 

Turn on service requests for command errors. (Issued only 
over GRIB.) 

Change sign. 

Clear the stored display of all stored waveforms displayed 
with the DSW command. 

Clear shift flag. 

Clear program line. 

Clear entire program memory. 



CLS 
CLW 
CLX 
CNS 
CNS 
CRS1 
CRS1 < 
CRS1 > 
CRS2-1 
CRS2< 
CRS2> 
DELAY 
DIFF 
DOTS 
DSW 



Clear stack. 

Clear the designated stored waveform from the display. 
Clear X register by popping the stack. 

Return value from constant register. 

Store value in constant register. 

Turn Cursor 1 on. 

Move Cursor 1 toward start of ORW. 

Move Cursor 1 toward end of ORW. 

Turn both cursors on. 

Move Cursor 2 toward Cursor 1 . 

Move Cursor 2 toward end of ORW. 

Compute and return delay time. 

Differentiate the ORW. 

Display stored waveform(s) in DOTS mode. 

Display the designated stored waveform. 



•These mnemonics are not printed on the instrument. 
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MNEMONIC CODE 
EEX 

ERR?* 

ENERGY 

ENTER 

EXECUTE 

EXP 

EXROFF* 



(Cont) 

Enter exponent. 

Transmit error status over GPIB, 

Compute and return energy. 

Enter data in stack; terminates numeric entry or pushes the 
stack. 

Go to the program Execute mode. 

Compute exponential function. 

Turn off service requests for execution errors. (Issued only 
over GPIB.) 



EXRON* 

/ 

FALL 

FREQ 

GND 

GOTO 

GSB 

HCRD 

>HCRD 

HMDA* 

HMDALT* 

HMDB* 

HMDCHOP* 

HPLFT 

HPRGT 



Turn on service requests for execution errors. (Issued only 
over GPIB.) 

Set shift flag. 

Compute and return fall time of OPW pulse. 

Compute and return frequency of OPW. 

Set ground reference. 

Go to specified program line. 

Go to program subroutine. 

Return cursor(s) horizontal coordinate. 

Set horizontal coordinate of cursor(s). 

Set HORIZONTAL MODE to A. 

Set HORIZONTAL MODE to ALT. 

Set HORIZONTAL MODE to B. 

Set HORIZONTAL MODE to CHOP. 

Horizontally position the OPW left. 

Horizontally position the OPW right. 



*These mnemonics are not printed on the instrument. 
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MNEMONIC CODE (Cont) 



HSCL 


Return OPW horizontal scale factor. 


HSCL 


Set OPW horizontal scale factor. 


HXPD 


Horizontally expand the OPW. 


ID 


Display instrument identify message. 


ID * 


Transmit instrument identify message over the GPIB. 


INTO 


Integrate OPW. 


ITRP 


Linearly interpolate. 


iFA = V 


Compare constants or referenced waveforms in X and Y 
registers for equality. 


IF>’>A 


Compare constants or referenced waveforms in Y and X register 
for “greater than"condition. 


lOCOFF' 


Turn off service requests for 1 0 commands. (Issued only 
over the GPIB.) 


lOCON* 


Turn on service requests for I/O commands. (Issued only 
over the GPIB.) 


LBL 


Return labeled program line number. 


LN 


Compute and return natural logarithm. 


LNN 


Begin entering program line label. 


MAX 


Compute and return maximum value of OPW. 


MEAN 


Compute and return mean value of OPW. 


MID 


Compute and return middle value of OPW. 


MIN 


Compute and return minimum value of OPW. 


NEXT 


Advance to next program line. 


OFF 


Turn cursor(s) off. 


OPCOFF* 


Turn off service requests for operation complete. (Issued only 
over the GPIB.) 


'These mnemonics are 


not printed on the instrument. 
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MNEMONIC CODE (Com) 

OPCON* Turn on service requests for operation complete. (Issued only 

over the GPIB.) 

ORD Return ordinate (vertical) value of specified horizontal 

coordinate of OPW. 

ORD Set OPW to specified ordinate value at specified horizontal 

coordinate, 

PAUSE Pause temporarily in program execution. 

PER Compute and return period of OPW. 

PNT Return value of specified point of OPW. 

PNT Set point of OPW to specified value. 

P-P Compute peak-to-peak value of OPW. 

PREV Back up to previous program line. 

prog Enter programming mode. 

P/W Return points-per-waveform setting. 

p W Set the points-per-waveform of all waveform memories. 

READX Input data into 7854 X register from GPIB. 

REMOFF* Turn off service requests tor ROS. (Issued only over the 

GPIB.) 

REMON* Turn on service requests for ROS. (Issued only over the 

GPIB.) 



RDOUT 

RISE 

RMS 

ROLL 

ROS 

ROSOFF* 

’These mnemonics are 



Return real-time readout word contents. 

Compute and return rise time of OPW, 

Compute and return root-mean-square of OPW. 

Shift data circularly within the stack. 

Transmit SRQ query request. 

Turn off all service requests except Power On. (Issued only 
over the GPIB.) 

not printed on the instrument. 
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MNEMONIC CODE (Cont) 

RQSON* Turn on all service requests (under most conditions and is 

issued only over the GPIB). 

PT^, Return from program subroutine. 

RUN Run program beginning with the first command of the 

current program line. 

SAVE Transmit program over GPIB. 

SCOPE Set display mode to SCOPE. 

r- ii i'jf Transmit constant or referenced waveform from the 7854 

X egister over GPIB. 

Compute and return signum function. 

SMOOTH Smooth OPW. 

SORT Compute and return square root. 

SQR?* Transmit display line 16 over GPIB. 

Execute program from start (first command of line 000). 

STEP Single-line program execution. 

STOP Terminate program or command execution or equivalent-time 

sampling acquisition. 

STORED Set display mode to STORED. 

SWH Set TTL SIGNAL OUTPUT to high. 

Set TTL SIGNAL OUTPUT to low. 

TEXT* Transmit displayed alphanumeric characters over GPIB. 

(Issued only over the GPIB.) 

>TEXT* Input alphanumeric characters to display from GPIB. (Issued 

only over the GPIB.) 

TIME Display waveform versus time (Y-T mode). 

VCRD Return cursor(s) vertical coordinate. 

I Set cursor(s) vertical coordinate. 

*These mnemonics are not printed on the instrument. 
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MNEMONIC CODE (Cont) 
VECT 



VMDADD* 

VMDALT* 

VMDCHOP* 

VMDL* 

VMDR* 

VPDN 

VPUP 

VS 

VSCL 

>VSCL 

VXPD 

VZR 

>VZR 

WFM 

>WFM 

WIDTH 

x<>y 

+ 



0-9 



Display stored waveform(s) in vector mode, 

Set VERTICAL MODE to ADD. 

Set VERTICAL MODE to ALT. 

Set VERTICAL MODE to CHOP. 

Set VERTICAL MODE to LEFT. 

Set VERTICAL MODE to RIGHT, 

Move OPW down. 

Move OPW up. 

Display waveform versus waveform (X-Y mode). 

Return OPW vertical scale factor. 

Set OPW vertical scale factor. 

Vertically expand the OPW. 

Return the vertical zero reference of the OPW. 

Set the OPW vertical zero to the specified graticule location. 
Return and display specified stored waveform. 

Store OPW into specified waveform memory. 

Compute and return width. 

Exchange contents of X and Y registers. 

Add. 

Subtract. 

Multiply. 

Divide. 

Decimal point. 

Digits. 



*These mnemonics are not printed on the instrument. 
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MSD 

Abbreviation for "most significant digit", which is the digit with the highest 
weighting in a number. Usually the left-most digit, 

NESTING 

A programming technique involving the calling of subroutines from other 
subroutines. 

NOISE 

A term referring to spurious or undesirable electrical signals. 

OPERAND 

Any quantity that is used as input for a command and affects its results. 

OPERATIONAL WAVEFORM (OPW) 

The operational waveform is always displayed in the stored mode, and is the only stored 
waveform whose scale factors are displayed. It is the waveform operand for certain 
waveform functions and the cursors are associated with it. The operational waveform is 
the one whose number is presently in the X register, and is the default stored waveform 
which is currently being manipulated or operated upon. 

PREAMBLE 

An ASCII string used to define the scaling information for a waveform transferred 
over the GPIB, 

PROGRAM 

A set of stored commands that specifies the series of functions to be automatically 
performed by the processor. 

PROGRAM LINE 

A set of commands which reside on one line of a program, each line having a 
unique line number, 

POPPING THE STACK 

A method of removing data from the stack whereby the data is retrieved from the X 
register. 

PUSHING THE STACK 

A method of entering new data into the stack whereby the new data is written into 
the X register. 

QUANTIZE 

To convert a continuous variable, such as a real-time waveform, into a series of 
specified steps or levels. There are no "in-between" values in such a quantized 
waveform. Each value of signal is replaced by the nearest available level. 
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QUERY 

A GPIB output command used to get status information beyond that contained in 
the status byte. 

RAM 

Abbreviation for "random-access memory". A memory that can be both written into 
and read from. 

REAL-TIME WAVEFORMS 

Having to do with the actual time during which physical events take place; usually 
used to refer to conventional oscilloscope displays. 

REAL-TIME SAMPLING 

The method used to sequentially digitize and store single-sweep waveforms in the 
7854. 

RETURN 

A bringing back of data from the memory to the stack. Also, means “returns execution 
control from a subroutine to the calling program". 

ROM 

Abbreviation for "read-only memory". A storage arrangement primarily for infor- 
mation-retrieval applications. A memory that can only be read from, not written into. 

ROUNDING 

Method used to modify a number which contains more significant digits than can be 
preserved. Numbers in the 7854 are rounded to 4 significant digits. 

RPN 

Abbreviation for "reverse polish notation". An arithmetic system used by the 7854 
whereby the operand(s) are specified before the function. 

rsv 

IEEE STD 488-1978 local message indicating request service. 

SCALE FACTOR 

The factor by which the number of scale divisions indicated must be multiplied to 
compute the vertical deflection or sweep duration. 

SRQ 

IEEE STD 488-1978 remote message indicating service request. 

SERIAL POLL 

A sequential method used by the GPIB controller to receive status from other 
devices on the GPIB. 
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STACK 

A storage area reserved for temporanlv holding constant operands or results, or 
referencing waveforms in waveform memory, and consisting of five registers named 
W, T, Z, Y, and X. 

STORING 

The entire procedure, performed under control of the processor, to place data in 
memory. 

SUBROUTINE 

A series of instructions that perform a specific task and are only a portion of the 
main program. Primarily used to prevent duplication of code in programs. 

TALKER (or Source) 

A device on the GPIB which is transferring data to other devices on the GPIB. Only 
one talker is allowed for any data transfer. 

TRUNCATE 

The dropping of digits from one end of a data item, usually the least significant end, 
causing loss of precision or information. 

VECTOR 

A mode used to represent and display the stored waveforms as a series of straight- 
line segments between two time-adjacent points. 

VOLATILE STORAGE 

A storage device in which stored data are lost when power is removed. 

WARNING 

Issued when the results from the command executed may not be what the user 
expects. The results should be examined carefully. 

WAVEFORM PROCESSOR 

Part of the 7854 which contains the waveform and program storage, arithmetic 
unit, and special register groups. It performs arithmetic operations, controls 
instruction execution, and provides timing signals and other housekeeping 
operations. Also referred to as the processor. 
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Specification 

This Specification section contains tabular listings of the Electrical, Environmental, 
and Physical Characteristics of the 7854 Oscilloscope with Waveform Calculator, 

Refer a qualified service person to the Performance Check Procedure in the 
Calibration section of the 7854 Service Manuaf to verify the electrical performance 
of your instrument. 

Also included in this section are: 

1. Instrument shipping instructions; 

2. A list of standard accessories for the 7854 Oscilloscope; 

3. The 7000-series oscilloscope system specifications; and 

4. A table of plug-in unit compatibilities. 
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7854 MAINFRAME AND WAVEFORM 
CALCULATOR SPECIFICATIONS 



The electrical characteristics listed in Table 2-1 apply when the following conditions 
are met: (1) Calibration of the instrument must have taken place at an ambient 
temperature between +20° and +30° C, (2) the instrument must be allowed a 20- 
minute warm-up period, (3) all specifications are valid at an ambient temperature of 
0° to +50° C, unless otherwise stated, and (4) the instrument must be in an 
environment that meets the limits described in Table 2-2. 

Any applicable conditions not listed above are expressly stated as part of that 
characteristic. Environmental Characteristics are listed in Table 2-2 and Physical 
Characteristics are listed in Table 2-3. 



TABLE 2-1 

Electrical Characteristics 



Characteristic 


Performance Requirement 


REAL-TIME 


VERTICAL SYSTEM 


Deflection Factor as 
Checked With 067-0587-02 
Calibration Fixture, 
Referenced to 6 Div 


Compatible with all 7000-series plug-in 
units. 


Difference Between 
Vertical Channels 


1%, or less. 


Low-Frequency Linearity 


0.1 div, or less, compression or expansion of 
a center-screen 2 div signal repositioned 
vertically anywhere within the graticule area. 


System Bandwidth 


Varies with plug-in unit selected. See 
7000-Series Oscilloscope Systems 
Specification at the end of this section. 


Step Response 




System Rise Time 


Varies with plug-in unit selected. See 
7000-Series Oscilloscope Systems 
Specification at the end of this section. 


Channel Isolation 




All Vertical Modes 
(Except ADD) 


At least 1 00:1 from dcto 250MHz; and at least 
40:1 from 250 MHz to 475 MHz. 
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TABLE 2-1 (CONT) 
Electrical Characteristics 



Characteristic I 


Performance Requirement 


REAL-TIME VERTICAL SYSTEM (Cont) 


Delay Line 


Permits viewing the leading edge of triggering 
signal. 


Displayed Difference in 
Signal Delay Between 
Vertical Channels 




Externally Triggered 


60 ps, or less. 


Internally Triggered 


200 ps, or less. 



REAL-TIME HORIZONTAL SYSTEM 



Deflection Factor as 
Checked With 067-0587-02 
Calibration Fixture 


Compatible with all 7000-series plug-in 
units. 


Difference Between 
Horizontal Channels 


1%, or less. 


Linearity at 1 ms/Div 


0.05 div, or less, error at each graticule line 
after adjusting for no error at the second and 
tenth graticule lines. 


Fastest Calibrated Sweep Rate 


500 ps/div. 


Horizontal Bandwidth Referenced 
to 1 0 Div of 50-kHz 


Dc to at least 1 MHz (-3 dB). 


Phase Shift Between 
Vertical and Horizontal Systems 


2°, or less, from dc to at least 35 kHz. 


With Option 02 (B HORIZ 
Compartment Only) 


! 2°, or less, from dc to 1 MHz. 

1 

1 



DIGITIZER 



Vertical 




Acquisition Window 


From -r5 div above, to -5 div below the center 
horizontal graticule line. 
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TABLE 2-1 (CONT) 
Electrical Characteristics 



Characteristic 


Performance Requirement 


DIGITIZER (Cont) 


Vertical (cont) 




Resolution: Stored and 
Numeric Data Paths’ 


Nominally 0.0098 div. 


Noise: Numeric Data Path' 


0.008 div or less, mean value of 1 00 rms 
measurements, mainframe only. 


DC Gain Accuracy as 
Checked With 067-0587 02 
Calibration Fixture, 
Referenced to 6 Div 




Stored and Numeric 
Data Paths’ 


Within 1% at temperature of calibration. 


Change With Temperature 


0.8%, or less, per 10° C. 


DC Offset 




Stored Data Path’ 


Within 0.2 div of real time waveform, at 
temperature of calibration. 


Numeric Data Path’ 


Within 0.1 equivalent graticule div of zero, 
at temperature of calibration. 


Change With Temperature 


0.1 div, or less, per 10° C, 


System Bandwidth: Stored 
and Numeric Data Paths’ 


Varies with plug-in unit selected. See 
7000-Series Oscilloscope Systems 
Specification at the end of this section; 
bandwidth shall be same specification limits 
as given for real-time operation. 


Matching To Real Time 


Real time and acquisition system sine-wave 
amplitude response should match each other 
to within 1+[2.5(f/100 MHz)]%, where 
0 <f <400 MHz, (f in MHz). 



Refer to Figure 1-1 in Section 1, Introduction. 



REV MAY 1989 
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TABLE 2-1 (CONT) 
Electrical Characteristics 



Characteristic 


Performance Requirement 


DIGITIZER (Cont) 


Vertical (cont) 




System Step Response: 
Stored and Numeric 
Data Paths’ 


Varies with plug-in unit selected. See 
7000-Series Oscilloscope Systems 
Specification at the end of this section; step 
response shall be same specification limits 
as given for real-time operation. 


Horizontal 




Acquisition Window 


From -5 div left, to +5 div right of the center 
vertical graticule line. 


Resolution: Stored and 
Numeric Data Paths’ 


Nominally: 0.0098 div at 1024 P/W; 

0.0196 div at 512 P/W; 
0.0392 div at 256 P/W; 
0.0784 div at 128 P/W; 


Noise: Numeric Data Path’ 


0.01 div or less, mean value of 100 rms 
measurements, mainframe only. 


DC Gain Accuracy, as 
Checked With 067-0587-02 
Calibration Fixture, 
Referenced to 6 Div 




Stored and Numeric 
Data Path’ 


Within 1% at temperature of calibration. 


Change With Temperature 


0.4%, or less per 1 0° C. 


DC Offset 




Stored Data Path’ 


Within 0.1 div of graticule center, at 
temperature of calibration. 


Numeric Data Path’ 


Within 0.1 equivalent graticule div of zero, 
at temperature of calibration. 


Change With Temperature 


0.1 div, or less, per 10° C. 



’Refer to Figure 1-1 in Section 1, Introduction. 
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TABLE 2-1 (CONT) 
Electrical Characteristics 



Characteristic 


Performance Requirement 


DIGITIZER (Cont) 


Equivalent Time Sampling 


For proper acquisition, input signals must be 
repetitive single-valued waveforms of the 
horizontal variable. Processor does not 
check that these conditions are met. 


Maximum Sweep Speeds for 
Single-Shot Acquisition with 


P/W 


Maximum Sweep 
Speed (/zs/div) 


7B87 Time Base with Pre- 
trigger Acquire Clock (For 
Dual Trace Use Next Slower 
Sweep Speed) 


128 


50 


256 


100 


512 


200 


1024 


500 


CRT SYSTEM 


Graticule 






Type 


Internal; illuminated with variable edge 
lighting. 


Display Area 


8 div vertically by 1 0 div horizontally. 


Div Unit 


1 div = 1 cm. 


Phosphor 






Standard 


P31. 




Option 78 


P11. 


Photographic Writing Speed 
(With Polaroid 3000 ASA 
Film, Without Film Fogging 
P-1 1 Phosphor) 






TEKTRONIX C51 Camera, 
fl.2 Lens and 1 :0.5 
Object-to-lmage Ratio 


At least 2.5 cm/ns. Photograph is viewed with 
front illumination. In typical applications, P31 
phosphor has approximately one-half the 
writing speed of PI 1 phosphor. 



REV MAY 1982 
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TABLE 2-1 (CONT) 
Electrical Characteristics 



Characteristic 


Performance Requirement 


EXTERNAL CONNECTORS 


Camera Power 


Front-panel 3-contact connector (on crt bezel) 
compatible with Tektronix C-50 series 
cameras. 


Bottom Pin 


Ground. 


Center Pin 


Single-sweep reset. 


Top Pin 


+15 V. 


CALIBRATOR Output 


Front-panel bnc connector. 


Wave Shape 


Square wave. 


Polarity 


Positive-going with baseline at 0 V. 


Output Resistance 


450 0. 

1 


Output Voltage 


(Selected by front-panel CALIBRATOR 
switch.) 


Load 00 kO 


40 mV. 0.4 V, 4 V. 


Load = 50 n 


4 mV, 40 mV, 0.4 V. 


Accuracy 


Within 1%. 


Output Current 


40 mA available through CALIBRATOR output 
with a bnc-to-current loop adapter. 
CALIBRATOR switch must be set to 4 V for 
calibrated output. 


Repetition Rate 


1.0 kHz, within 0.25%. 


Duty Cycle 


49.8% to 50.2%. 


Rise Time and Fall Time 
(100 pF maximum load) 


250 ns or less. 


Ground post 


Provides convenient user ground reference 
point on front panel. 
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TABLE 2-1 (CONT) 
Electrical Characteristics 



Characteristic 


1 Performance Requirement 


EXTERNAL CONNECTORS (Cont) 


EXTERNAL KEYBOARD 


25-pin female rear-panel connector for 
connecting an external keyboard. 


GPIB IEEE-488- 1978 


24-pin female rear-panel connector for 
connecting instrument to GPIB. Meets IEEE 
488-1978. (Not available on Option 0D). 


MEMORY BACK-UP POWER 


Two rear-panel female banana jacks. Provides 
connections for external power to maintain 
power on RAM, thereby providing non-volatile 
memory. 


Voltage Requirement 


6.0 to 6.5 V dc. 


TTL SIGNAL OUTPUT 
SWL/SWH 


Rear-panel bnc connector provides TTL- 
compatible signal. 


Output Level 


Set by user commands available on the 
1 Waveform Calculator. 


SWL Command 


Selects low level output (between 0 V and 
t 0.8 V). Maximum current sink is 16 mA. 


SWH Command 


Selects high level output (between +2.4 V and 
+ 5.0 V). Maximum current source is 2.6 mA. 


-F SAWTOOTH OUT 


Rear-panel bnc connector. 


Polarity 


Positive-going with baseline at 0 V, within 1 V, 
into 1 MS2 load. 


Output Voltage 


10 V maximum. 


Rise Time Into 50 S2 


50 mV/unit-of-time, selected by the time-base 
unit time/div switch, within 15%; 100 ns/div 
maximum. 


Rise Time Into 1 MS2 


1 V/unit-of-time, within 10%, selected by the 
time-base unit time/div switch; 1 /is/div 
maximum. 


Output Resistance 


Approximately 950 Q. 



REV FEB 1984 
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TABLE 2-1 (CONT) 
Electrical Characteristics 



Characteristic 


Performance Requirement 


EXTERNAL CONNECTORS (Cont) 


-^GATE OUT 


Rear-panel bnc connector, 


A Gate 


Derived from A HORIZ time-base unit 
main gate. 


B Gate 


Derived from B HORIZ time-base unit 
main gate. 


Dly'd Gate 


Derived from A HORIZ time-base unit 
delayed gate. 


Polarity 




A or B Gate 


Positive-going with baseline at 0 V, within 
1 .0 V, into 1 MO load. 


A Dly'd Gate 


Positive level when Atime-basedelayed sweep 
or B sweep is enabled; 0 V, within 1 .0 V, into 
1 MO load, when sweeps are disabled. 




Output is positive when no plug-in is used or 
when plug-in does not provide delay gate. 


Output Voltage 


10 V maximum. 


Into 50 Q Load 


0.5 V, within 10%. 


Into 1 MO Load 


10 V, within 10%, (up to 1 /7s/div), 


Rise Time Into 50 0 


20 ns or less. 


Output Resistance 


Approximately 950 0. 


SIGNAL OUT 


Rear-panel bnc connector selected by 
A TRIGGER SOURCE switch. 


Source 


Same as A TRIGGER SOURCE. 


Output Voltage 


±1 5 V maximum. 


Into 50 n Load 


Approximately 25 mV/div of vertical 
deflection. 
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TABLE 2-1 (CONT) 
Electrical Characteristics 



Characteristic 


Performance Requirement 


EXTERNAL CONNECTORS (Cent) 


SIGNAL OUT (cont) 




Output Voltage (cont) 




Into 1 MO Load 


Approximately 0.5 V/div of vertical 
deflection. 


Bandwidth Into 50 0 
Load (-3 dB) 


Varies with vertical plug-in selected. See 
7000-Series Oscilloscope Systems 
Specifications at the end of this section. 


DC Centering 


0 V, within 1 V, into 1 MO load. 


Aberrations 


15% p-p, or less, within 50 ns of step. 


Output Resistance 


Approximately 950 0. 


Z-AXIS INPUT 


Rear-panel bnc connector. 


Polarity and Sensitivity 


+2 V provides complete blanking from 
maximum intensity condition; -2 V 
provides complete unblanking from minimum 
intensity condition. 


Low-Frequency Limit 


Dc. 


Input Resistance 


Approximately 470 0. 


Input Capacitance 


Less than 50 pE. 


Open Circuit Voltage 


Approximately 0 V. 


Maximum Input Voltage 


15V (dc plus peak ac). 


Maximum Repetition Rate 


1 MHz. 


SINGLE SWEEP RESET 


Rear-panel bnc connector. 


Input 


Input to reset single-sweep function of 
time-base units installed in A and B HORIZ 
compartments. 
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TABLE 2-1 (CONT) 
Electrical Characteristics 



Characteristic 


Performance Requirement 


EXTERNAL CONNECTORS (Cont) 


SINGLE SWEEP RESET (cont) 
Signal Required 


! 

Closure to ground (or switching from the 
high level to the low level in less than 1 ms) 
resets the sweep. 


High Level 


+50 V to +1 0 V, sink less than 40 /jA. 


Low Level 


+0.5 V to -5 V, sink less than 10 mA. 


Minimum Pulse Width 


10//S at 50% amplitude points. 


Maximum Input Voltage 


+50 V to -5 V (dc plus peak ac). 


AC Power Input 


3-pin male connector. 



GPIB INTERFACE 



Functions Implemented 
(As Per IEEE 488-1978) 


Description: 


SHI 


Complete Source Handshake. 


AH1 


Complete Acceptor Handshake. 


T5 


Talk Function. 


L3 


Listen Function. 


SRI 


Complete Service Request Capability. 


RL1 


Complete Remote/Local Capability. 


PP0 


No Parallel Poll Capability. 


DC1 


Complete Device Clear Capability. 


DTI 


Complete Device Trigger Capability. 


C0 


No Controller Capability. 
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TABLE 2-1 (CONT) 




Electrical Characteristics 


Characteristic 


j Performance Requirement 


COMMAND ACCURACY 



NOTE 



AH keyboard commands not listed below do not contribute accuracy 
errors, with exception of the >VCRD command. Refer to Section 9, 
Command Language, for additional information. 



Waveform Functions 




Arithmetic Functions 




SORT 


Accurate to 4 significant digits 


LN 

EXP 

SON 

+, /, * 


±(6 »10 ‘')*(VSCL). 


Cursors Functions 




HCRD 


Accurate to 4 significant digits 
±(6 ‘lO'®)* (HSCL). 


VCRD 


Accurate to 4 significant digits 
±(6 (VSCL), 


Data Storage Functions 




PNT 


Accurate to 4 significant digits 
+(6 (VSCL). 


■PNT 


Accurate to 4 significant digits 
±(6 • 10 ‘')» (VSCL). 


Wfm Functions 




ORD 


Accurate to 4 significant digits 


SMOOTH 

DIFF 

ITRP 

INTO 


+(6 -10'=)'(VSCL). 
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TABLE 2-1 (CONT) 
Electrical Characteristics 



Characteristic 


Performance Requirement 


COMMAND ACCURACY (Cont) 


Waveform Functions (cont) 
Wfm Functions (cont) 


Accurate to 4 significant digits 
±(6 •10 '')*(VSCL). 

If autoscaling occurs, all waveform points 
are rescaled to: ±(6 » 10'^) * (VSCL). 


Wfm Parameters 

MAX 

MIN 

P-P 

MID 

MEAN 

RMS 


Accurate to 4 significant digits 
±(6 « 1 0 =) * (VSCL). 


ENERGY 


Accurate to 4 significant digits 
±(6 * 1 0‘®) * (VSCL^) » (HSCL). 


AREA 


Accurate to 4 significant digits 
±(6 *10'^)* (VSCL) •(HSCL). 




Accurate to 4 significant digits 
±(6 • 10“). (HSCL). 


DELAY 

WIDTH 

RISE 

PER 


Accurate to 4 significant digits 
±(6 •10 ‘')»(HSCL). 


Wfm Scaling Functions 

VZR 

VSCL 


Accurate to 4 significant digits 
+(6 • 1 12r^) • (VSCL). 
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TABLE 2-1 (CONT) 
Electrical Characteristics 



Characteristic 


Performance Requirement 


COMMAND ACCURACY (Cont) 


Waveform Functions (cont) 




Wfm Scaling Functions (cont) 




HSCL 


Accurate to 4 significant digits 


HSCL 


±(6 ♦10‘^)*(HSCL). 


VZR 


Accurate to 4 significant digits 


VXPD 


±(6*10'')»(VSCL). 


Constant Functions 




Arithmetic Functions 




SORT 

LN 


Accurate to 4 significant digits. 


+, /. * 





POWER SOURCE 



Voltage Range (AC, RMS) 


Selected by rear-panel LINE VOLTAGE 
SELECTOR switch. 


115 V Range 


From 90 to 1 32 V. 


230 V Range 


From 1 80 to 250 V. 


Line Frequency 


From 48 to 440 Hz. 


Maximum Power Consumption 


230 W, nominal. 


Maximum Current 


3.5 A at 60 Hz, 90 V line. 

1 .8 A at 60 Hz, 1 80 V line. 


Fuse 


4 A fast-blowing type. 
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TABLE 2-3 

Physical Characteristics 



Characteristic 


Information 


Net Weight 




Mainframe (Without Plug-Ins) 


19.0 Kg (42.0 lbs). 


Waveform Calculator 


1.14 Kg (2.5 lbs). 


Overall Dimensions 




Mainframe 


Refer to Figure 2- 1 . 


Waveform Calculator 


Refer to Figure 2-2. 


Ventilation 


Safe operating temperature maintained by 
electronically driven dc fan. Automated 
resetting, thermal cutout switch protects 
instrument from overheating. 


Finish 


Anodized front panel. Blue vinyl painted 
aluminum cabinet. 
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7000-SERIES OSCILLOSCOPE 
SYSTEMS SPECIFICATION 



Your TEKTRONIX 7854 Oscilloscope system provides exceptional flexibility in 
operation with a wide choice of general- and special-purpose plug-in units. Usage 
of a plug-in unit can be determined by the type number as follows: 

The first digit (7) denotes the oscilloscope system for which the plug-in is designed 
(7000-series). 

The second letter describes the purpose of the plug-in unit: 

A — Amplifier unit 

B — "Real Time" time-base unit 

C — Curve tracer 

D — Digital unit 

L — Spectrum analyzer 

M — Miscellaneous 

S — Sampling unit 

T — Sampling time-base unit 

The third and fourth digits of the plug-in type number do not carry any special 
connotation. 

An "N" suffix letter added to the normal four-digit type number identifies a unit not 
equipped with the circuity necessary to encode data for the 7000-series readout 
system; therefore, scale factor information cannot be acquired by the 7854 from 
these types of plug-in units. 

Table 2-4 lists the horizontal specifications which are system dependent. For more 
complete specifications on plug-in units for the 7000-series oscilloscope system, 
refer to the Tektronix Products catalog. 

Table 2-5 lists the vertical specifications which are system dependent. For more 
complete specifications on plug-in units for the 7000-series oscilloscope system, 
refer to the Tektronix Products catalog. 

The 7854 Oscilloscope is compatible with Tektronix 7000-series plug-in units with 
the exceptions listed in Table 2-6. 
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7854 Horizontal System Specifications 
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7854 Vertical System Specifications 
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1 .5 ns 


350 ns 

+9% 


2.6 ns 


2.6 ns 


1 .5 ns 


235 MHz 


1 .0 MHz 
±10% 


135 MHz 


135 MHz 


1 

235 MHz 




in 




CO 




CO 




CO 




ro 




<N 


CN 


CO 


CN 


CO 


CM 


CO 


>- 


<N 


350 

(within 9%) 


'cNj 


1 


CM 

CO 


% 


CM 

<7) 

dt 


CM 

q 


325 


300 


1 MHz 
(within 1 (3%) 


CM 

55 

51 

CO 


! 


CM 

IT) 

<N 


‘h 

00 


% 

55 


o 

IT) 

CO 


None 


P6056 

P6057 


P6201 


None or 
Any 


None 


P6056 

P6057 


P6201 


None 


P6053B 1 


None 


P6056 

P6057 


P6201 


7A19 (10 
mV/Div 
Only) 


7A22 


7A24 


CD 

CM 

< 


7A29 



D. 

E 



o 

o 

O 



a 

« I 

§ S 
5 <0 



0} .= 
CO 

O O) 

U I 

> 0 - 



o BJ 
<0 m 



C5) 
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INT CAL 0° to +50° C: Plug-in gain set using the oscilloscope calibrator (within 10° C of the operating temperature) in a temperature range 
between 0° and +50° C. 
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TABLE 2-6 

7854 Plug-In Incompatibilities 



Plug-In 


Operating 


Symptoms 


Cause 


Unit 


Conditions 







VERTICAL AMPLIFIER UNITS 



7A21N 


All operating 
conditions. 


Unable to elect- 
rically and mech- 
anically connect 
7A21N to 7854. 


1 . Delay-line out- 
put coaxial cable 
too short. 

2. Delay-line out- 
put coaxial cable 
shorted together and 
connected to +5 volt 
supply on 7A21 N 
board. 








3. Harmonica con- 
nector for regulated 
supplies is wired 
differently on 7854. 








4. Monitoring hole 
alignment is off. 


7A18 

7A18A 

7A24 

7A26 


Plug-in chop. 


7854 will not 
acquire any wave- 
forms. 


7854 logic does not 
allow AQR when plug- 
in unit is in chop mode. 



HORIZONTAL AMPLIFIER UNITS 



7B70 

with 

7B71 


B starts after 
delay. 

B triggerable 
after delay. 


Retrace when 
delayed sweep is 
delayed beyond 
end of delaying 
sweep. 


Too much delay 
between 7B71 delay 
gate and 7B70 
sweep gate. 


7B50 


All operating 


Leading edge of 


7854 delay line 


7B51 


conditions. 


internally triggered 


length. 


7B52 




waveform cannot 




7B53A 

1 




be viewed. 
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TABLE 2-6 (CONT) 

7854 Plug-In Incompatibilities 



Plug-In 


Operating 


Symptoms 


Cause 


Unit 


Conditions 







HORIZONTAL AMPLIFIER UNITS (Cont) 



7B50 

7B51 

7B70 

7B71 


7854 HORIZONTAL 
MODE in ALT 
with both horiz- 
ontal time-base 
units set for 
single-sweep op- 
eration. 


Only one time 
base will reset. 


7854 alternate sweep 
switching logic locks 
out one time base; 
these time-base 
units do not reset 
when locked out. 


7B10 


Delayed sweep, 


Displayed traces 


The 7854 considers 


7B15 

7B80 

7B85 


A time mode, 
in 7854 B HORIZ- 
ONTAL MODE. 


mixed together. 


both waveforms to 
be one. 


7B92 


Delayed sweep 


Displayed traces 


Not a valid AQR 


7B92A 


mode with both 
traces displayed. 


mixed together. 


mode, since the 7854 
considers both wave- 
forms to be one. 

The delaying sweep 
or the delayed sweep 
may be acquired as 
long as only one 
sweep is displayed. 



SAMPLING UNITS 



7T11 1 


All operating 
conditions. 


7T1 1 will not 
alternate with 
other sweep plug- 
in units. 


7T1 1 does not 
generate holdoff 
pulses. 




Waveform acqui- 
sition with the 
7854. 


7854 will not 
finish an AQR. 
Unable to perform 
AVG or GND 
commands. 


7T1 1 does not 
generate holdoff 
pulses. 


7S12 


7S1 2 set for 

single-scan 

operation. 


7S1 2 will not 
start by remote 
or camera reset 
connectors. 


7S 1 2 does not 
provide single-sweep 
reset. 



' The 7T11A does generate holdoff pulses and is therefore compatible. 
REV AUG 1986 
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7854 


TABLE 2-6 (CONT) 
Plug-In Incompatibilities 


Plug-In 

Unit 


Operating 

Conditions 


Symptoms 


Cause 


SAMPLING UNITS (Cont) 


7S14 


7S14 in dual 
trace, waveform 
AQR with the 
7854. 


7854 acquires 
both traces as 
one waveform. 


7S1 4 sends no 
multiple waveform 
information to the 
7854. 


DIGITAL UNITS 


7D12 


7D1 2 vertical 
display on. 


7854 may indicate 
an AQR ERROR 
when the wave- 
form is acquired. 


7D1 2 alt/chop 
switch setting 
incorrect. Refer 
to 7D1 2 manual. 


LOGIC ANALYZER UNITS 


7D01 

7D02 


Waveform acqui- 
sition (AQR) with 
the 7854. 


Unable to acquire 
usable waveform 
or readout. 


Multiple traces and 
incompatible readout 
format. (Use 7D01 / 
7D02/7854 as 
conventional scope 
system only.) 



SPECTRUM ANALYZER UNITS 



7L13 

i 


7L1 3 set for 

single-sweep 

operation. 


7L1 3 will not 
start by remote 
or camera con- 
nector. 


7L1 3 does not 
provide single- 
sweep reset. 


7L5 


7L5 set for non- 
storage mode with 
manual or normal 
sweep. 


Single-sweep 
reset causes 7L5 
to operate in 
single-sweep mode. 


7L5 control logic. 


1 


7854 waveform 
acquisition (AQR) 
in any 7L5 mode. 


7854 will not 
acquire any 7L5 
waveforms. 


7L5 uses vertical 
plug-in chop which 
the 7854 will not 
acquire. (Custom 
modification available 
to resolve this 
problem.) 
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TABLE 2-6 (CONT) 

7854 Plug-In Incompatibilities 


Plug-In 

Units 


Operating 

Conditions 


Symptoms 


Cause 


SPECTRUM ANALYZER UNITS (Cont) 


7L18 


7L1 8 stored wave- 
form mode. 

7854 waveform 
acquire (AQR) 
mode. 


7854 acquires 
both traces as 
one waveform. 


7L1 8 does not 
send multiple wave- 
form data to the 
7854. (Custom 
modification available 
to eliminate cursor 
trace.) 




7L18 set to non- 
store mode with 
manual or normal 
sweep. 


Single-sweep reset 
causes 7L1 8 to 
operate in single- 
sweep mode. 

1 


7L1 8 logic. 


SPECIAL PURPOSE 


7CT1N 


Waveform acqui- 
sition with the 
7854. 


7854 Acquires 
all curve tracer 
steps as one 
waveform. 


7CT1 N sends no 
multiple waveform 
information to the 
7854. 



7854 




General Operating 
Information 



Information in this section of the manual applies In all operating modes of the 7854 
Oscilloscope and includes information on: 

1 . The display graticule; 

2. The light filter; 

3. Care of the crt screen; 

4. Control illumination; 

5. Readout intensity; 

6. Display focus and horizontal trace alignment; 

7. The 7854 output signals; and 

8. Display photography. 
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DISPLAY GRATICULE 

The display graticule is marked on the inside of the crt faceplate to provide accurate, 
parallax-free visual display measurements. The display graticule is divided into eight 
vertical and ten horizontal divisions. The vertical gain and horizontal timing of the 
plug-in units are calibrated to the graticule markings so that accurate 
measurements can be made from the crt display. The illumination of the graticule 
lines can be varied with the GRAT ILLUM control. Figure 3-1 shows the display 
graticule and defines the various markings provided to aid visual measurements of 
the display. The terminology defined on the illustration will be used in all 
discussions involving the display graticule. 
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Figure 3-1. Definition of graticule markings. 



LIGHT FILTER 

The tinted crt faceplate filter minimizes light reflections from the face of the crt. This 
will improve the contrast when viewing the display under high ambient light. The 
light filter may be removed for crt photography. To remove the filter, pull outward on 
the bottom of the plastic crt mask and remove it from the crt bezel. Remove the 
tinted filter; leave the clear plastic implosion shield installed, and replace the mask. 
The implosion shield should be left In place at all times to protect the crt face from 
scratches. 

j wa rwiwg| 



@ 



Do not remove the dear plastic implosion shield covering the crt 
faceplate: the crt implosion shield provides protection to the operator 
from crt implosion. 
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An optional mesh filter is available from Tektronix, Inc. (included with Option 3). 
This filter provides shielding against electromagnetic radiation from the face of the 
crt. The mesh filter fits in place of the plastic tinted filter and plastic crt mesh and 
also serves as a light filter. Order the mesh filter by Tektronix Part 378-0603-00. 



CARE OF CRT SCREEN 

To prolong the useful life of the crt phosphor, always use the minimum display 
intensity necessary to produce a clear, well-defined display and avoid repeated or 
prolonged use of the same area of the crt. If a particular display is to be observed for 
an extended period of time, change the position occasionally to use other portions of 
the display area. 



CONTROL ILLUMINATION 

The CONTROL ILLUMINATION switch, on the rear panel of the oscilloscope 
mainframe, sets the illumination level of the A and B TRIGGER SOURCE switches 
and of the lighted pushbutton switches on the plug-in units. The available positions 
are OFF, MEDIUM, and HIGH. The CONTROL ILLUMINATION switch does not affect 
the function or intensity indicators (such as BUSY, SRQ, and S), or the lights of the 
VERTICAL MODE and HORIZONTAL MODE selectors. 



READOUT INTENSITY 

The READOUT control determines the intensity of only the alphanumeric portion of 
the display. Independently of the displayed waveforms. This control is functional in 
all display modes. The readout system is inoperative when the READOUT control is 
in the fully counterclockwise OFF position. This is desirable when the top and 
bottom divisions of the graticule are needed for waveform display, or when the real- 
time trace interruptions necessary to display the characters interfere with the 
displayed waveforms. 



DISPLAY FOCUS 

The 7854 Oscilloscope contains an automatic focusing circuit which maintains 
optimum focus for all intensity settings once a correct setting of the FOCUS control 
is established. The easiest way to obtain tbe correct setting of the FOCUS control is 
by focusing the characters of the readout display. First set the READOUT control so 
that the displayed characters are clearly visible, then adjust the FOCUS control for 
best definition of the character display. 
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A S T ! G M AT ! S M - F O C U S AD J U S T M E N T 

If a well-defined display cannot be obtained with the FOCUS control, use the 

following procedure to set the front-panel ASTIG adjustment. 

NOTE 

To check for proper setting of the ASTIG adjustment, slowly turn the 
FOCUS control through the optimum setting. If the ASTIG adjustment 
is correctly set, the vertical and horizontal portions of the display will 
focus at the same position of the FOCUS control. This setting of the 
ASTIG adjustment should be correct for any display. 

1. Install an amplifier unit in the LEFT VERT compartment and a time-base unit in 
the A HORIZ compartment. 

2. Set the 7854 Oscilloscope for SCOPE mode by pressing the I SCOPE 1 key on 
the measurement keyboard. Set the VERTICAL MODE switch to LEFT and the 
HORIZONTAL MODE switch to A, if necessary. 

3. Connect the output of a sine-wave generator to the input of the amplifier unit. 
Set the sine-wave generator repetition rate to 1 kilohertz and the vertical 
amplifier deflection factor for a 2-division display. 

4. Set the time-base unit sweep rate for 0.2 millisecond/division and the triggering 
for a stable display. Set the A INTENSITY control so the display is at a usable 
intensity level (about midrange). 

5. Turn the FOCUS control fully counterclockwise and set the ASTIG adjustment to 
midrange. 

6. Set the FOCUS control so the thickness of the sine wave is as thin as possible. 

7. Adjust the ASTIG adjustment so the thickness of the sine wave is as thin as 
possible. 



8. Repeat steps 6 and 7 for the best overall focus and consistent trace width. 



HORIZONTAL TRACE ALIGNMENT 

The TRACE ROTATION control allows the trace to be aligned with the horizontal 
graticule lines. To set the control, position the real-time trace (with no input signal 
applied to the selected amplifier plug-in unit) to the center horizontal line and adjust 
the TRACE ROTATION control so that the trace is parallel with the center horizontal 
graticule line. 
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CALIBRATOR OUTPUT 

The CALIBRATOR provides a convenient signal for checking basic vertical gain and 
sweep timing, and is also useful for adjusting probe compensation as described in 
probe instruction manuals. 



Accurate output voltages of 40 millivolts, 0.4 volt, and 4 volts into high-impedance 
loads are provided from the CALIBRATOR. In addition, 4 millivolts, 40 millivolts, and 
0.4 volt are provided to drive 50-ohm loads. The current loop accessory (Tektronix 
Part 01 2-0341 -00) provides a 40-milliampere output current (with CALIBRATOR set 
for 4-volt output), which can be used to check and calibrate current-measuring 
probe systems. The current signal is obtained by clipping the probe around the 
optional current loop accessory. 

The repetition rate of the CALIBRATOR is 1 kilohertz. The calibrator circuit uses 
frequency-stable components to maintain accurate frequency and a constant duty 
factor. Thus the signal can also be used for checking the basic sweep timing of the 
time-base units (1 -kilohertz rate only). 

The square-wave output signal can be used as a reference wave shape when 
checking or adjusting the compensation of passive, high-resistance probes. The 
square wave from the CALIBRATOR has a flat top; therefore, any distortion in the 
displayed waveform is due to the probe compensation. 



SIGNAL OUTPUTS 

Three bnc connectors on the rear panel of the 7854 Oscilloscope mainframe provide 
output signals for the user. 

+ SAWTOOTH OUT 

The + SAWTOOTH OUT connector provides a positive-going sawtooth signal from 
either the time-base unit installed in the A HORIZ or from the time-base unit 
installed in the B HORIZ compartment, regardless of the display mode selected. 



WARNING 



To avoid electric-shock hazards, only qualified service personnel should 
internally modify the operation of this instrument. 



Selection of either the A HORIZ or B HORIZ compartment as the source of the 
+ SAWTOOTH OUT signal is possible. Refer such selection to qualified service 
personnel only. The unit of time for the sawtooth output is determined by the 
setting of the time/division switch of the appropriate time-base unit. Refer to 
Table 2-1, in the Specification section, for specific signal parameters. 
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+ GATE OUT 



WARNING 



To avoid electric-shock hazards, only qualified service personnel should 
internally modify the operation of this instrument. 

The + GATE OUT connector provides a positive-going rectangular pulse which is 
derived from a time-base unit installed in either horizontal compartment, regardless 
of the display mode selected. The + GATE OUT signal can be selected from either 
the A HORIZ compartment or the B HORIZ compartment. Refer such selection to 
qualifed service personnel only. The duration of the + GATE OUT signal is the same 
as the duration of the respective sweep, or in the case of the delayed gate, will start 
at the end of the delay period and last until the end of the sweep from the delaying 
time-base unit. The amplitude of the + GATE OUT signal is about 0.5 volt into a 50- 
ohm load, or about 10 volts into a 1 -megohm load. 



SIGNAL OUT 

The SIGNAL OUT connector provides a sample of the real-time vertical deflection 
signal from the LEFT VERT or RIGHT VERT amplifier plug-in unit, regardless of the 
display mode selected. The source of the signal at this connector is determined by 
the A TRIGGER SOURCE switch. With the A TRIGGER SOURCE switch in the VERT 
MODE position, the output signal is determined by the setting of the VERTICAL 
MODE switch. If the VERTICAL MODE is in LEFT or RIGHT, the output signal is 
obtained only from the trigger source of the selected vertical unit. In the ALT vertical 
mode, the SIGNAL OUT switches between the trigger signals from the two vertical 
units. However, due to the requirements of the triggering system, the output signal 
in the CHOP vertical mode is a composite signal (the algebraic sum of the trigger 
signals) as is obtained in the ADD vertical mode. The LEFT VERT and RIGHT VERT 
positions of the A TRIGGER SOURCE switch are independent of the vertical mode 
selected, and therefore provide the vertical trigger output signal only from the 
selected vertical unit (even though the vertical unit may not be selected for display). 



The amplitude of the SIGNAL OUT into a 50-ohm load is about 25 millivolts/division 
of crt display, or about 0.5 volt/division of crt display into a 1 -megohm load. See 
Table 2-1 in the Specification section of this manual. 



DISPLAY PHOTOGRAPHY 

A permanent record of the crt display can be obtained with an oscilloscope camera 
system. The instruction manual for the Tektronix Oscilloscope Camera includes 
complete instructions for obtaining waveform photographs. 
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The crt bezel provides integral mounting for Tektronix Oscilloscope Cameras. The 
three pins located on the left side of the crt bezel connect power to compatible 
camera systems. Control signals are also received from Tektronix automatic 
cameras to allow camera-controlled single-shot photography (see the camera 
manual for further information). 



If the alphanumeric portion of the display is to be included on waveform 
photographs, the following suggestions will aid in obtaining good photographs: 

1 . Focus the oscilloscope display and the camera on the alphanumeric portion of 
the crt display. The auto-focus feature in this instrument will help to maintain 
the traces at optimum focus. 



2. Set the READOUT control for the minimum intensity setting that allows the 
alphanumeric characters to be written. This normally occurs at a slightly lower 
intensity level than is necessary for complete writing of the waveform display. 
Some experimentation may be necessary to establish the correct level. Too high 
a setting of the READOUT control will result in a broad, poorly defined 
photograph of the alphanumeric display. 





Scope Display Mode 
Information 



In the SCOPE display mode only the real-time waveforms and readout are displayed 
on the crt screen. The capabilities of the 7854 Oscilloscope in this mode depend 
mainly upon the plug-in units selected for use with the mainframe. All 7A-series 
vertical amplifier plug-in units can be used with the 7854 Oscilloscope. Bandwidth 
and sensitivity ranges should be taken into consideration when selecting amplifier 
units. Time-base units of the 7B10-, 7B80-, and 7B90-series are also compatible 
with the 7854 Oscilloscope. Sweep rates and triggering ranges should be 
considered when selecting time-base plug-in units. In addition, several special 
purpose plug-in units are available to allow the 7854 to be used for many 
specialized applications. See the Tektronix Products catalog for further information. 
Specific applications for the 7854 are not given in this manual. Contact your 
Tektronix Field Office or representative for assistance in making specific 
measurements. 

AH keys on the 7854 keyboards are active in the SCOPE display mode; however, the 
results of pressing a key will not be apparent. 

Information given in this section of the manual applies only to real-time waveform 
and readout displays and includes: 

1. Obtaining a scope display: 

2. The real-time A and B INTENSITY controls; 

3. Z-Axis modulation; 

4. Using the BEAMFINDER; 

5. The real-time readout display; 

6. The vertical and horizontal mode combinations; 

7. Vertical trace separation; 

8. Intensity contrast; 

9. Trigger source selection; and 

10. The real-time functions checkout procedure. 
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OBTAINING A SCOPE DISPLAY 

To obtain a SCOPE (real-time) display, first connect the 7854 Oscilloscope 
mainframe (POWER switch off) to a power source that meets the voltage 
requirements of the instrument. If the available line voltage is outside the setting 
limits of the LINE VOLTAGE SELECTOR switch (on the rear panel), set the LINE 
VOLTAGE SELECTOR to the appropriate, setting. 

NOTE 

This exercise wiii be referred to from other sections of this manual as 
you learn the greater capabilities of the 7854 Oscilloscope. Flagging 
this page may be useful. 



1 . Set the front-panel controls as follows: 



GRAT ILLUM Counterclockwise 

READOUT Ouarter range 

STORED INTensity Counterclockwise 

A INTENSITY Counterclockwise 

FOCUS Midrange 

B INTENSITY Counterclockwise 

POWER Off 

CALIBRATOR 4 V 

VERTICAL MODE LEFT* 

A TRIGGER SOURCE VERT MODE 

HORIZONTAL MODE B* 

VERT TRACE SEPARATION (B) Midrange 

B TRIGGER SOURCE VERT MODE 

GPIB ADDRESS SELECTOR OFF line 



’These controls are automatically set to the specified positions as a power-up condition. 

See Power-Up Conditions in Section 1, Introduction. 

2. Install Tektronix 7A-series amplifier units in the LEFT VERT and RIGHT VERT 
compartments, and Tektronix 7B-series time-base units in the A HORIZ and B 
HORIZ compartments. 

3. Press the POWER switch to the on (locked in) position. Notice that the 
oscilloscope will go through the automatic verification sequence described in 
section 1 under Power-Up Conditions. 

4. Set both time-base units to 0.5 millisecond/division and triggering to auto mode 
with ac coupling from the internal source. 
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5. Rotate the B INTENSITY control until the trace is at a desirable viewing level 
(about quarter range). 

6. Connect the CALIBRATOR output to the channel 1 input of the LEFT VERT 
amplifier unit with a 42-inch bnc cable. 

7. Set the deflection factor of the LEFT VERT amplifier unit to display a signal 
amplitude of 2 divisions on the crt. 

8. Set the B HORIZ time-base triggering controls for a stable display, triggered on 
the negative-going slope. 

The 1 -kHz, 4-volt CALIBRATOR signal is now displayed on the crt screen. 



A AND B INTENSITY CONTROLS 

The A INTENSITY control determines the brightness of the display produced by the 
plug-in unit installed in the A HORIZ compartment; the B INTENSITY control 
determines the brightness of the display produced by the plug-in unit installed in 
the B HORIZ compartment. 



) CAUTION \ 

To avoid damage to the crt phosphor, avoid any condition where an 
extremely bright, sharply-focused dot exists on the crt screen. Also, 
remember that the light filter reduces the apparent light output from 
the crt. 



The crt display brightness (beam current) is limited during X-Y operation or when 
either, or both, time-base units being displayed are set for a slow sweep rate. This 
reduces the danger of damaging the crt phosphor with a stationary or slowly moving 
spot. 



Z-AXIS MODULATION 

Z-axis modulation can be used to relate a third item of electrical phenomena to the 
vertical (Y-axis) and the horizontal (X-axis) coordinates without affecting the 
waveshape of the real-time signal. This is accomplished by changing the intensity of 
the real-time waveform to provide a "gray scale" display. 
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The voltage amplitude required for visible trace modulation depends on the setting 
of the A and B INTENSITY controls. A two-volt, peak-to-peak, signal applied to the 
Z-AXIS INPUT connector will completely blank the display even at maximum 
intensity levels; lower amplitude signals can be used to change only the relative 
trace brightness. Negative-going signals increase the display intensity and positive- 
going signals decrease the display intensity. 



Refer to Table 2-1, in the Specification section of this manual, for Z-axis signal 
requirements. 

Time markers applied to the Z-AXIS INPUT connector provide a direct time reference 
on the display. With uncalibrated horizontal sweep, the time markers provide a 
means of reading time directly from the display. If the markers are not time-related 
to the displayed waveform, use a single-sweep display. 

The Z-axis blanking phenomena or the real-time X-Y display cannot be stored in 
waveform memory. 



USING THE BEAMFINDER 

The BEAMFINDER pushbutton helps locate a real-time display that overscans the crt 
viewing area either vertically or horizontally. When the BEAMFINDER is pressed, 
the display is compressed and defocused to be within the graticule area. 

To locate and reposition an overscanned real-time display: 

1. Press the BEAMFINDER, While the display is compressed, change the vertical 
and horizontal deflection factors of the vertical amplifier and horizontal time- 
base plug-in units until the display is about two divisions high and four divisions 
wide. (Horizontal deflection usually needs to be reduced only in X-Y modes ) 



2. Adjust the vertical and horizontal position controls to center the display on the 
graticule. 

3. Release the BEAMFINDER: the display should remain within the graticule area. 



REAL-TIME READOUT DISPLAY 

The readout system provides an alphanumeric display of information on the crt 
along with the waveform display. When the 7854 is in the SCOPE display mode, the 
alphanumeric information displayed by the readout system is obtained from the 
plug-in units installed in the plug-in compartments. 
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The readout information from each channel or each plug-in unit is called a "word". 
Up to eight words of real-time readout information may be displayed on the crt (two 
channels from each of the four plug-in compartments). The location of each readout 
word is fixed and is directly related to the plug-in unit and channel from which it 
originates. Figure 4-1 shows the area of the graticule where the readout word from 
each plug-in unit channel is displayed. Notice that the readout from channel 1 of 
each plug-in unit is displayed in the top division of the graticule, and the readout 
from channel 2 is displayed directly below that of channel 1 in the bottom division of 
the graticule. Only the readout information for plug-in units and channels selected 
will usually appear in the crt viewing area. However, some special purpose plug-in 
units may over-ride the VERTICAL MODE and HORIZONTAL MODE switches (in the 
SCOPE display mode) to display readout even though the compartment is not 
selected for display. 
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NOTE 

Each plug-in readout word displays a maximum of 10 characters. 



2873-5 



Figure 4-1. Location and definition of the real-time readout. 



READOUT IDENTIFY 

An "Identify" feature is provided on some probes and amplifier units to correlate the 
real-time readout word with the originating plug-in unit and channel. When the 
"Identify" button of an amplifier unit or probe is pressed, the word IDENTIFY 
appears in the readout location allocated to that plug-in and channel. Other readout 
words in the display remain unchanged. When the "Identify" button is released, the 
readout display from the plug-in channel is again displayed. Circuitry in some 
amplifier units can also produce a noticeable change in the real-time waveform 
display to identify the associated trace when the "Identify" button is pressed (see 
the plug-in unit instruction manual for details). 
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READOUT ACCESS PLUG-IN UNIT 

The 7M13 READOUT plug-in unit provides convenient control of the crt readout 
characters. This allows information, such as dates and identifying nomenclature, to 
be displayed on the crt in the SCOPE display mode. This capability is particularly 
useful when making photographs. 



VERTICAL AND HORIZONTAL 
MODE COMBINATIONS 

Twenty combinations of VERTICAL MODE and HORIZONTAL MODE switch settings 
are possible. The total possible number of real-time display combinations is further 
multiplied by the variety of plug-in units available for use with this instrument, the 
interchangeability of plug-ins (i.e., either an amplifier or a time-base unit can be 
installed in any of the four compartments), and by the capabilities of the plug-in 
units which are used in the instrument (e.g., a dual-trace amplifier unit can be used 
in either of the two single-channel modes, in dual-trace modes, or added- 
algebraically mode; a delaying time base may be used either for a sweep or for a 
delayed sweep). Since listing all display combinations which can occur in the 
SCOPE display mode would be difficult due to the large selection of available plug-in 
units. Table 4-1 lists only the displays obtained with each combination of VERTICAL 
MODE and HORIZONTAL MODE switch positions. Status of the VERTICAL and 
HORIZONTAL MODE switches is indicated by the illuminated buttons. These 
switches do not latch. 



VERTICAL MODES 

When the LEFT or RIGHT button of the VERTICAL MODE switch is pressed, only the 
signal from the plug-in unit in the designated compartment is displayed. 



Alternate Mode 

The ALT position of the VERTICAL MODE switch produces a display which 
alternates between the LEFT VERT and RIGHT VERT compartments with each 
sweep. Although the ALT mode can be used at all sweep rates, the CHOP mode 
provides a more satisfactory display at sweep rates below about 20 milliseconds/ 
division. At these slower sweep rates, the alternate-mode switching becomes 
perceptible. 

Alternate mode displays have three types of triggering available. When the A and B 
TRIGGER SOURCE switches are set to the VERT MODE position, each sweep is 
triggered by the signal being displayed on the crt. This provides a stable display of 
two unrelated signals, but does not indicate the time relationship between the 
signals. In the LEFT VERT or RIGHT VERT positions of the TRIGGER SOURCE 
switches, the two signals are displayed showing true time relationships. However, if 
the signals are not time related, the display from the plug-in unit not providing a 
trigger signal will be unstable on the crt. 
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TABLE 4-1 

Real-Time Display Combinations' 



Vertical 

Mode 


Horizontal 

Mode 


Comments 


LEFT 


A or B 


One trace. Vertical deflection from single unit; 
horizontal deflection from single unit. 




ALT or CHOP 


Two traces. Vertical deflection from single unit; 
horizontal deflection from both units. 


ALT 


A or B 


Two traces. Vertical deflection from both units: 
horizontal deflection from single unit. 




ALT or CHOP 


Two traces. Vertical deflection from both units: 
horizontal deflection from both units. Indepen- 
dent-pairs (sweep slaving) operation. See 
Alternate Mode discussion in this section. 


ADD 


A or B 


One trace. Vertical deflection is algebraic sum- 
mation of signals from both units: horizontal 
deflection from single unit. 




ALT or CHOP 


Two traces. Vertical deflection is algebraic sum- 
mation of signals from both units: horizontal 
deflection from both units. 


CHOP 


A or B 


Two traces. Vertical deflection from both units: 
horizontal deflection from single unit. 




ALT or CHOP 


Four traces. Vertical deflection from both units: 
horizontal deflection from both units. 


RIGHT 


A or B 


One trace Vertical deflection from single unit: 
horizontal deflection from single unit. 




ALT or CHOP 


Two traces. Vertical deflection from single unit: 
horizontal deflection from both units. 



'Combinations given are for single-channel vertical and horizontal units only. 



When the ALT vertical mode is selected and either the ALT or CHOP horizontal 
mode is selected, the instrument operates in the independent-pairs (sweep-slaving) 
mode. During this mode, the signal from the LEFT VERT unit is always displayed at 
the sweep rate of the B HORIZ time-base unit, and the signal from the RIGHT VERT 
unit is displayed at the sweep rate of the A HORIZ time-base unit (non-delayed 
sweep only). This results in two displays which are completely independent of each 
other in vertical deflection and sweep rate. This independent-pairs display is 
equivalent to the display obtainable with a dual-beam oscilloscope for most 
repetitive display combinations. 
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The display sequence in independent-pairs mode of operation is somewhat changed 
in delayed-sweep operation of the time-base unit. First, the LEFT VERT signal is 
displayed at the sweep rate of the A FIORIZ time-base unit (delaying sweep), then at 
the rate of the B HORIZ time-base unit (delayed sweep). The vertical display then 
shifts to display the RIGFIT VERT signal consecutively at the delaying and delayed 
sweep rates. 



Chopped Mode 

The CFIOP position of the VERTICAL MODE switch produces a display which is 
electronically switched between the LEFT VERT and RIGFIT VERT signals, at about a 
one-megahertz rate. In general, the CHOP mode provides the best display at sweep 
rates slower than about 20 milliseconds/division or whenever dual-trace, real-time, 
single-shot phenomena are to be displayed. At faster sweep rates the chopped 
switching becomes apparent and may interfere with the display. 



When the A or B TRIGGER SOURCE switches are set to VERT MODE, the internal 
trigger signals from the vertical plug-ins are algebraically added, and the time-base 
units are triggered from the resultant signal. The LEFT VERT or RIGHT VERT trigger- 
source positions provide trigger signals to the time-base units from the selected 
vertical unit only. This allows two time-related signals to be displayed showing true 
real-time relationships. (If the signals are not time-related, the display from the 
channel which is not providing the trigger signal will appear unstable.) 



The CHOP mode can be used to compare two single-shot, transient, or random real- 
time signals which occur within the time interval determined by the time-base unit 
(ten times the selected sweep rate). To provide correct triggering, the displayed 
signal providing the trigger signal must precede the second display. 



Algebraic Addition 

The ADD position of the VERTICAL MODE switch can be used (1 ) to display the sum 
or difference of two real-time signals, (2) for common-mode rejection to remove an 
undesired signal, or (3) for dc offset (applying a dc voltage to one channel to offset 
the dc component of a signal on the other channel). 



The overall deflection on the crt in the ADD mode is the algebraic sum of the real- 
time signals from the two vertical plug-in units. Determining the voltage amplitude 
of the resultant display is difficult unless the amplitude of the signal applied to one 
of the plug-ins is known. This is particularly true when the vertical units are set to 
differing deflection factors, since it is not obvious which portion of the display 
results from the signal applied to a given plug-in unit. The polarity and repetition 
rate of the applied signals will also affect the ADD display. 
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Observe the following precautions when using the ADD mode: 

1 . Do not exceed the input-voltage ratings of the plug-in units. 

2. Do not apply large signals to the plug-in units. A good rule is to limit the applied 
signal to no more than about eight times the vertical deflection factor. For 
example, with a vertical deflection factor of 0.5 volt/division, the voltage applied 
to that plug-in should not exceed four volts. Larger voltages may result in a 
distorted display. 

3. To ensure the greatest dynamic range in the ADD mode, set the position controls 
of the plug-in units to a setting which would result in a mid-screen display if 
viewed in the LEFT or RIGFIT positions of the VERTICAL MODE switch. 

4. For similar response from each channel, use identical plug-ins and set the plug- 
in units for the same type of input or coupling mode. 



HORIZONTAL MODES 

When either the A or B button of the HORIZONTAL MODE switch is pressed, the 
vertical signal is displayed at the sweep rate of the selected time-base unit. Set the 
applicable intensity control and trigger-source switch for the desired display. 

Alternate Mode 

The ALT position of the HORIZONTAL MODE switch provides crt sweeps derived 
alternately from the two time-base units. Although the ALT horizontal mode can be 
used at all sweep rates, the CHOP mode provides a more satisfactory display at 
sweep rates below about 20 milliseconds/division. At slower sweep rates, the 
switching between the traces becomes perceptible, 

NOTE 

This instrument will not present a real-time display in the ALT position 
of the HORIZONTAL MODE switch if either horizontal plug-ln 
compartment is left vacant. 



The A and B INTENSITY controls allow individual adjustment of the traces produced 
by the time-base units in the A HORIZ and B HORIZ compartments. Correct 
triggering of both time-base units is essential in obtaining the correct display in the 
ALT horizontal mode. If either of the time-base units does not receive a correct 
trigger, and therefore does not produce a sweep, the other unit cannot produce a 
sweep either. This means that one time-base unit cannot begin its sweep until the 
previous unit has completed its entire display. This can be avoided by setting the 
time-base units for auto-mode triggering. See Trigger Source for operation of the A 
and B TRIGGER SOURCE switches. Also, see Vertical Trace Separation for 
information about positioning the B HORIZ display when in the ALT horizontal 
mode. 



4-8 





Scope Display Mode Information — 7854 



Chopped Mode 

When the CHOP button of the HORIZONTAL MODE switch is pressed, the real-time 
display is electronically switched between the two time-base units at about a 200- 
kilohertz rate. In general, the CHOP horizontal mode provides the best display (1) 
when either of the time-base units is set to a sweep rate slower than about 20 
milliseconds/division, and (2) when the two time-base units are set to widely 
differing sweep rates. In the CHOP horizontal mode, equal time segments are 
displayed from each of the time-base units. This provides a real-time display which 
does not greatly change in intensity as the sweep rate of either time-base unit is 
reduced (in contrast to the ALT horizontal mode where the slowest trace tends to be 
the brightest). 

The A and B INTENSITY controls provide individual intensity adjustment of the 
traces produced by the time-base units in the A HORIZ and B HORIZ compartments. 
Triggering is not as critical in the CHOP horizontal mode as in ALT; if one of the 
units is not properly triggered, only the trace from the untriggered time-base unit is 
missing from the display. The other trace is presented in the normal manner. See 
Vertical Trace Separation and Trigger Source for further information. 



VERTICAL TRACE SEPARATION 

When either of the dual-sweep horizontal modes (ALT or CHOP) is selected, the 
VERT TRACE SEPARATION (B) control allows the trace produced by the B HORIZ 
plug-in to be positioned above or below the trace produced by the A HORIZ plug-in. 
To use the control, first position the trace produced by the A HORIZ unit. Then, 
adjust the VERT TRACE SEPARATION (B) control to move the trace produced by the 
B HORIZ unit away from the A HORIZ display. 



INTENSITY CONTRAST 

The CONTRAST adjustment varies the brightness of the intensified portion of the 
real-time waveform displayed when the A HORIZ and B HORIZ time-base units are 
operating in the delaying/delayed mode. (This adjustment does not affect the 
cursors displayed in the STORED display mode.) 



TRIGGER SOURCE 

The A and B TRIGGER SOURCE switches select the internal trigger signals for the A 
HORIZ and B HORIZ time-base units. For most applications, these switches can be 
set in the VERT MODE position. In this position, the internal trigger signal is 
automatically switched as the VERTICAL MODE switch is changed, or as the display 
is electronically switched between the LEFT VERT and RIGHT VERT plug-ins while 
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in the ALT vertical mode. The VERT MODE position also provides a usable trigger 
signal in the ADD or CHOP positions of the VERTICAL MODE switch. Therefore, this 
trigger source position ensures that the time-base units receive a trigger signal 
regardless of the setting of the VERTICAL MODE switch. 

If correct triggering for the desired display cannot be obtained in the VERT MODE 
position, the trigger source for either time-base unit can be changed to obtain the 
trigger signal from either the LEET VERT or RIGHT VERT plug-in. The internal trigger 
signal is obtained from the selected vertical compartment whether the plug-in in 
that compartment is selected for display or not. If the internal trigger is selected 
from a vertical unit which is not also selected for display, the trigger signal must be 
time-related to the displayed signal in order to obtain a triggered (stable) display. 



REAL-TIME FUNCTIONS 
CHECKOUT PROCEDURES 



This checkout procedure verifies proper operation of the real-time related controls, 
indicators, and connectors; and may also be used to familiarize the operator with 
the operation of the mainframe controls, indicators, and connectors. The processor- 
related functions, such as those selected with the measurement and Waveform 
Calculator keyboards, can be verified by performing the exercises given in sections 5 
and 6. 

Only functions (not measurement quantities or specifications) are checked in this 
procedure; therefore, a minimum amount of test equipment is required. If 
performing this checkout procedure reveals improper performance or instrument 
malfunction, check the operation of associated equipment; then refer to qualified 
service personnel for repair or adjustment of the instrument. 

TEST EQUIPMENT REQUIRED 

The following test equipment was used in this checkout procedure. Other test 
equipment which meets these requirements may be substituted. When other 
equipment is substituted, the control settings or setup may need to be altered. 



1. Function Generator (used only to check out the Z-AXIS INPUT) 



Description: Frequency range, 250 kilohertz to 1 megahertz; output amplitude, 2 
volts peak-to-peak into 50 ohms; waveshape, sine. 

Type Used: TEKTRONIX SG 503 Signal Generator (used with TM 500 Power 
Module). 
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2. Cables (2 required) 

Description: Length, 42 inches; connectors, bnc. 

Type Used: Type RG-58/U, 50-ohm coaxial, Tektronix Part 012-0057-01. 

3. T Connector 

Description: Connectors, bnc-to-bnc. 

Type Used: Bnc-to-bnc connector, Tektronix Part 103-0030-00. 

4. Adapter 

Description: Connectors, bnc female-to-bnc female. 

Type Used: Bnc female-to-bnc female, Tektronix Part 103-0028-00. 

PRELIMINARY SETUP 

1 . Connect the 7854 to a power source that meets the voltage requirements of this 
instrument (POWER switch off). If the available line voltage is outside the setting 
limits of the LINE VOLTAGE SELECTOR switch (on rear panel), see Operating 
Power Information under Installation in section 1. 

2. Set the front-panel controls as follows: 



FOCUS Midrange 

B INTENSITY Counterclockwise 

A INTENSITY Counterclockwise 

READOUT OFF 

STORED INTensity Quarter range 

GRAT ILLUM Counterclockwise 

POWER ON 

CALIBRATOR 4 V 

VERTICAL MODE LEFT* 

A TRIGGER SOURCE VERT MODE 

HORIZONTAL MODE A* 

VERT TRACE SEPARATION (B) Midrange 

B TRIGGER SOURCE VERT MODE 

CRT DISPLAY SCOPE 



•LEFT and B are automatically selected as Power-Up Conditions. (See Section 1. 
Introduction.) 
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3. Install Tektronix 7A-series amplifier units in the LEFT VERT and RIGHT VERT 
compartments. Install Tektronix 7B80-, 7B90-, or 7B1 0-series time-base units in 
the A HORIZ and B HORIZ compartments. 

4. Set both time-base units to 1 millisecond/division and triggering to auto mode 
with ac coupling from the internal source. 

5. Rotate the A INTENSITY control until the trace Is at a desirable viewing level. 
(Position trace it necessary.) 

6. Connect the CALIBRATOR output to the input of the LEFT VERT amplifier unit 
with a 42-inch bnc cable. 

7. Set the LEFT VERT deflection factor to display a signal amplitude of 2 divisions 
on the crt. 

8. Set the A HORIZ time-base triggering for a stable display. 



DISPLAY FOCUS CHECKOUT 

Rotate the FOCUS and ASTIG controls and observe the square-wave display. Notice 
that the thickness of the trace varies. Set the FOCUS and ASTIG controls for a well- 
defined trace as described in steps 6 through 8 of the Astigmatism-Focus 
Adjustment procedure in section 3. 



TRACE ALIGNMENT CHECKOUT 

Disconnect the input signal. Position the LEFT VERT trace to the center horizontal 
graticule line. If necessary, use the TRACE ROTATION control to align the trace with 
the center graticule line. 



GRATICULE ILLUMINATION CHECKOUT 

Rotate the GRAT ILLUM control throughout its range and notice that the graticule 
lines are illuminated as the control is turned clockwise. 



CONTROL ILLUMINATION AND TRACE INTENSITY CHECKOUT 

Set the rear-panel CONTROL ILLUMINATION switch to HIGH. Notice that the A 
INTENSITY indicator and the selected pushbutton switch positions are all 
illuminated. Sequentially press all of the HORIZONTAL MODE switch positions and 
notice the A and 8 INTENSITY lights; these lights indicate which intensity control is 
active. Set the CONTROL ILLUMINATION switch to the MEDIUM position. Observe 
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dimming of the lighted pushbutton switches on the plug-in units and the selected 
settings of the TRIGGER SOURCE switches. 



Rotate the active A or B INTENSITY control and notice that the corresponding trace 
intensity varies. Press ( STORED I on the measurement keyboard and notice that 
the STORED INTensity indicator is lit. Rotate the STORED INTensity control and 
notice that the stored trace intensity varies. 

Set the rear-panel CONTROL ILLUMINATION switch to the HIGH position. Press 
[ SCOPE I and return the HORIZONTAL MODE switch to A. 

VERTICAL DEFLECTION CHECKOUT 

Connect the 4-V CALIBRATOR output to the input connectors of both amplifier units 
with two 42-inch bnc cables and a bnc T connector. Set the deflection factor of the 
LEFT VERT amplifier unit to display about 2 divisions of signal on the crt. 

Notice that the position control of only the LEFT VERT amplifier unit affects the 
vertical position of the displayed square wave. Position the square wave to the 
upper half of the graticule. 

Set the VERTICAL MODE switch to RIGHT. Set the deflection factor of the RIGHT 
VERT amplifier unit to display about 2 divisions of signal on the crt. 

Notice that the position control of only the RIGHT VERT amplifier unit affects the 
vertical position of the displayed square wave. Position the square wave to the 
lower half of the graticule. 

Set the VERTICAL MODE switch to ALT. Two traces should be displayed on the crt. 
The top trace is produced by the LEFT VERT amplifier unit and the bottom trace is 
produced by the RIGHT VERT amplifier unit; the sweep for both traces is produced 
by the A HORIZ time-base unit. Set the sweep rate of the A HORIZ time-base unit to 
50 milliseconds/division; notice the display alternates between the LEFT VERT and 
RIGHT VERT amplifier units after each sweep. Turn the A HORIZ time-base sweep 
rate switch through its range; notice that the display alternates between amplifier 
units at all sweep rates. 

Set the VERTICAL MODE switch to CHOP. Turn the A HORIZ time-base unit sweep 
rate switch throughout its range. A dual-trace display will be presented at all sweep 
rates, and both amplifier units are displayed by the A HORIZ time-base unit on a 
time-sharing basis. Set the A HORIZ time-base unit sweep rate switch to 0.5 
millisecond/division. 



Set the VERTICAL MODE switch to ADD. The display should be four divisions in 
amplitude. Notice that the position control of either amplifier unit moves the display. 
Set the VERTICAL MODE switch to LEFT. 
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HORIZONTAL DEFLECTION CHECKOUT 

Position the start of the trace to the left-most graticule line with the A HORIZ time- 
base position control. Notice that the position control of only the A HORIZ time-base 
unit affects the horizontal position of the displayed trace (not the position control of 
the B HORIZ time-base unit). 

Set the HORIZONTAL MODE switch to B. Adjust the B INTENSITY control for a 
visible display. 

Notice that the position control of only the B HORIZ time-base unit affects the 
horizontal position of the displayed trace. Position the start of the trace to the left- 
most graticule line with the B HORIZ time-base unit position control. 

Set the HORIZONTAL MODE switch to ALT. Two traces should be presented on the 
crt. If the traces overlap, set the VERT TRACE SEPARATION (B) control to position 
one trace to the bottom of the graticule area. Turn the sweep rate switches of both 
time-base units throughout their range. Observe that each time-base unit controls 
one of the traces independently of the other time-base unit. Also notice that when 
one of the time-base units is set to a slow sweep rate (below about 50 
milliseconds/division) sweep alternation is evident (only 1 of the traces is presented 
on the crt at a time). Set the sweep rates of both time-base units to 0.5 
milliseconds/division. Rotate the A INTENSITY control; notice that the intensity of 
the trace produced by the A HORIZ time-base unit changes. Likewise, the B 
INTENSITY control changes the intensity of the trace produced by the B HORIZ time- 
base unit only. Return both INTENSITY controls to desirable levels. 

Set the HORIZONTAL MODE switch to CHOP. Two traces should be displayed on 
the crt in a manner similar to that of the ALT display. Turn the sweep rate switches 
of both time-base units throughout their ranges. 

Set the CALIBRATOR switch to 0.4 V. Set the VERTICAL MODE switch to CHOP. 
Four traces should be displayed on the crt. If not, set the position controls of the 
amplifier units and the VERT TRACE SEPARATION (B) control to position the four 
traces into view. Set the position controls of the plug-in units to identify which trace 
is produced from each plug-in unit. (If amplifier units have the "Identify" feature, it 
can be used to identify the traces.) Set the A HORIZ time-base unit for a sweep rate 
of 1 millisecond/division. The LEFT VERT amplifier unit should be displayed at the 
sweep rate of both time-base units. 

Set the HORIZONTAL MODE switch to ALT. Observe that the display is very similar 
to that obtained in the previous sweep. The main difference in this display is that 
the traces are now displayed alternately (noticeable only at slow sweep rates). 

Set the VERTICAL MODE switch to ALT. Set the CALIBRATOR switch to 4 V. Notice 
that only 2 traces are displayed. The trace produced by the LEFT VERT amplifier unit 
should be displayed at the sweep rate of the B HORIZ time-base unit and the trace 
produced by the RIGHT VERT amplifier unit should be displayed at the A HORIZ 
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time-base unit sweep rate. This feature is called independent-pairs operation and is 
obtained only when the VERTICAL MODE switch is in the ALT position, the 
HORIZONTAL MODE switch is in either the ALT or the CHOP position, and the time- 
base units are in the independent mode. 



TRIGGERING CHECKOUT 

Set the VERTICAL MODE switch to LEFT and the HORIZONTAL MODE switch to A. 
Center the display on the crt with the LEFT VERT amplifier position control. 
Disconnect the input signal from the RIGHT VERT amplifier unit input connector. 
Sequentially select all of the VERTICAL MODE switch positions. Notice that a stable 
display is obtained in all settings of the VERTICAL MODE switch (straight line in 
RIGHT switch position). 



Set the A TRIGGER SOURCE switch to LEFT VERT. Again, sequentially select all of 
the VERTICAL MODE switch positions; notice that the display is again stable in all 
positions, as in the previous step, and that the LEFT VERT pushbutton is 
illuminated. 

Set the A TRIGGER SOURCE switch to RIGHT VERT. Sequentially select all of the 
VERTICAL MODE switch positions and notice that a stable display cannot be 
obtained in any position (this is because there is no input signal connected to the 
RIGHT VERT amplifier unit) and that the RIGHT VERT pushbutton is illuminated. 
Return the A TRIGGER SOURCE switch to VERT MODE and notice that it is 
illuminated. 

The B TRIGGER SOURCE switch operates in a manner similar to the A TRIGGER 
SOURCE switch when the B HORIZ time-base unit is selected to provide the display. 
Set the B TRIGGER SOURCE switch to VERT MODE and the VERTICAL MODE 
switch to ALT. 

Set the HORIZONTAL MODE switch to B and the VERTICAL MODE switch to LEFT. 

READOUT CHECKOUT 

Turn the READOUT control clockwise until an alphanumeric display is visible within 
the top or bottom division of the crt. Change the deflection factor of the amplifier 
unit that is selected for display. The readout should change as the deflection factor 
is changed. Likewise, change the sweep rate of the time-base unit which is selected 
for display; the readout for the time-base unit should change as the sweep rate is 
changed. 



Set the selected time-base unit for XI 0 magnification. Notice that the readout 
display will change to indicate the correct magnified sweep rate. If a readout- 
encoded 10X probe is available for use with the amplifier unit, install it on the input 
connector of the LEFT VERT amplifier plug-in unit. Notice that the deflection factor 
indicated by the readout is increased 10 times when the probe is added. Return the 
time-base unit to normal sweep operation and disconnect the probe. 
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Sequentially select all of the VERTICAL MODE and HORIZONTAL MODE switch 
positions. Notice that the readout from a particular plug-in occupies a specific 
location on the display area. If either of the vertical plug-in units is a dual-trace unit, 
the readout for channel 2 is displayed within the lower division of the crt. Return 
the VERTICAL MODE switch to LEFT and the HORIZONTAL MODE switch to A. Set 
the READOUT control to OFF. 



BEAMFINDER CHECKOUT 

Set the deflection factor of the LEFT VERT amplifier to 10 millivolts/division and the 
CALIBRATOR for a 4 V output. Notice that the square-wave display is not visible, 
since the deflection exceeds the scan area of the crt. 



Press the BEAMFINDER push-button switch; notice that the display is returned to 
the viewing area in compressed form. Release the BEAMFINDER switch and notice 
that the display again disappears from the viewing area. 

With the BEAMFINDER switch pushed in, increase the LEFT VERT amplifier 
deflection factor until the display is reduced to about 2 divisions vertically. Adjust 
the position control of the displayed amplifier unit to position the compressed 
display near the center of the graticule. Release the BEAMFINDER switch and 
observe that the display remains within the viewing area. 



CALIBRATOR CHECKOUT 

Connect the CALIBRATOR output to both the LEFT VERT and RIGHT VERT amplifier 
units with two bnc cables and a bnc T connector. The display amplitude should be 
approximately 2 divisions. If not, adjust the deflection factor accordingly. 

Select different CALIBRATOR pushbuttons (labeled 4 V, 0.4 V, and 40 mV) and 
notice that the displayed signal changes accordingly (CALIBRATOR output must be 
terminated into more than a 100 kilohm load for stated output). When the 
CALIBRATOR output is terminated into 50 ohms, the output is 0.1 times the stated 
output. 



Z-AXIS INPUT CHECKOUT 

If an external signal is available (2 volts peak-to-peak minimum), the function of the 
Z-AXIS INPUT can be demonstrated. Connect the external signal to both the input 
connector of the displayed amplifier unit and the Z-AXIS INPUT connector. Set the 
sweep rate of the displayed time-base unit to display about 5 cycles of signal. Set 
the amplitude of the signal generator until intensity modulation is visible on the 
display (change the amplifier unit deflection factor as necessary to produce an on- 
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screen display). The positive peaks of the waveform should be blanked out and the 
negative peaks intensified. Notice that the setting of the INTENSITY controls 
determines the amount of intensity modulation that is visible. Disconnect the 
cables. 



SIGNAL OUT CHECKOUT 

Set the VERTICAL MODE switch to CHOP and connect the SIGNAL OUT connector 
to the input of the RIGHT VERT amplifier unit. Connect the 4 V CALIBRATOR output 
to the LEFT VERT amplifier unit. Notice that the CALIBRATOR output waveform is 
present at the SIGNAL OUT connector at reduced amplitude. 



+ SAWTOOTH OUT CHECKOUT 

Set the VERTICAL MODE switch to RIGHT and connect the + SAWTOOTH OUT 
connector to the input of the RIGHT VERT amplifier unit. Set the HORIZONTAL 
MODE switch to A. Notice that a sawtooth waveform is displayed. Remove the B 
HORIZ time-base unit and notice the display. If the sawtooth waveform disappears, 
the + sweep sawtooth signal available at the + SAWTOOTH OUT connector 
originates from the B HORIZ time-base unit as selected by the Sweep Selector 
switch. If the sawtooth display remains, the + sweep sawtooth available at the 
+ SAWTOOTH OUT connector originates from the A HORIZ time-base unit as 
selected by the Sweep Selector switch. 



+ GATE OUT CHECKOUT 

The signal available at the + GATE OUT connector is dependent on the Gate 
Selector switch position (i.e.. A, B, or Delay'd). If the Gate Selector switch setting is 
not known, the following procedure will determine the switch setting and verify that 
the proper signal is present. 

Set the VERTICAL MODE switch to RIGHT and connect the -r GATE OUT connector 
to the input of the RIGHT VERT amplifier unit. Set the HORIZONTAL MODE switch 
to A. If a single square-wave + gate display is obtained proceed to the next 
paragraph; if not, the Gate Selector switch is set to Delay'd and, thus, the signal 
available at the + GATE OUT connector is the delayed gate from the A HORIZ time- 
base unit, which requires that a delaying time-base unit be installed in the A HORIZ 
compartment. Set the A HORIZ delaying time-base unit for B Starts After Delay 
mode. Notice that the display is a single square wave. Vary the delaying time base 
delay-time control and notice that the displayed square-wave width varies. 



Remove the B HORIZ time-base unit and notice the display. If the + gate waveform 
disappears, the -r gate signal available at the + GATE OUT connector originates from 
the B HORIZ time-base unit as selected by the Gate Selector switch. If the + gate 
display remains, the + gate signal available at the + GATE OUT connector originates 
from the A HORIZ time-base unit as selected by the Gate Selector switch. 
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SINGLE SWEEP RESET CHECKOUT 

Connect the 4 V CALIBRATOR output to the LEFT VERT amplifier unit. Obtain a 
display of the CALIBRATOR output. Set both time-base unit triggering controls for 
single-sweep operation. Connect one end of the bnc cable to the rear panel + GATE 
OUT connector. Connect the other end of the cable to the SINGLE SWEEP RESET 
connector while watching the crt. A single-sweep display of the CALIBRATOR 
output signal should be obtained each time the + GATE OUT signal is applied to the 
SINGLE SWEEP RESET connector. 

This completes the Real-Time Functions Checkout Procedures. 
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Using the 
Measurement Keyboard 

This section of the manual demonstrates, in the form of self-teaching exercises, the 
operation of all front-panel measurement keyboard commands, except those given 
in the EXTERNAL block. These exercises are for the Option 0D 7854 Oscilloscope 
which can be operationally simulated by disconnecting the Waveform Calculator 
and the GPIB cables from the oscilloscope rear-panel connectors, 

AH displays shown in the exercises in this manual are correct lor the given 
conditions — specified and previously displayed real-time waveform, the position of 
the stored waveform, etc. — but might not be exactly duplicated on your instrument 
due to the extreme sensitivity of the processor. Therefore, your readings may vary 
slightly from those shown in the exercise displays. 

In addition to the exercises to demonstrate the WFM ACQUISITION, CURSOR, and 
WFM PARAMETER commands available on the measurement keyboard, this section 
includes information on: 

1 . Waveform storage considerations; 

2. The command buffer; 

3. Error and warning indications; and 

4. The character display in the STORED and BOTH modes. 



Using The Measurement Keyboard— 7854 



WAVEFORM STORAGE CONSIDERATIONS 

Before measurements can be made by the processor, the real-time waveform must 
be stored in waveform memory. With Option 0D, only one waveform can be stored 
at a time. Scale factors (vertical deflection factor and horizontal sweep rate) with 
units, and the vertical zero reference (VZR) are stored in memory with the waveform 
points since all are required to fully specify the waveform value. 



The processor can only store the waveform selected by the VERTICAL MODE, 
HORIZONTAL MODE, or plug-ln unit display mode switches; other waveforms, or 
those which would be displayed with a plug-in unit chop mode, are considered 
invalid by the processor and cannot be stored. Each acquisition command has an 
associated maximum number of waveforms which can be displayed during 
execution; if more are selected, the processor cannot perform the acquisition 
command and an error condition exists. (See Error and Warning Indications later in 
this section for more details.) 



Only one repetitive real-time waveform can be selected for display prior to any AVG 
(Average) command; however, two waveforms can be selected at the time of an 
AQR (Acquire Repetitive Waveform) or AQS (Aquire Single-Sweep Waveform) 
command. If two waveforms are selected at the time of an AQR or AQS command, 
only one will be stored and available for subsequent measurement. Use the 
following rules to determine which selected waveform is stored: 



1. If the two waveforms are selected with the VERTICAL MODE switch in ALT or 
CHOP, the vertical values of the stored waveform are those from the LEFT VERT 
plug-in unit. 



2. If the two waveforms are selected with the plug-in unit in the alternate mode, 
the vertical values of the stored waveform are those from channel 1 of the plug- 
in unit. 



3. If the VERTICAL MODE switch is in ADD and either vertical plug-in unit is in the 
alternate mode, the vertical values of the stored waveform are those of channel 
1 of the alternating plug-in added to the value of the other plug-in unit. 



4. If the two waveforms are displayed with the HORIZONTAL MODE switch in ALT 
or CHOP, the sweep values of the stored waveform are those from the B HORIZ 
time-base unit. 
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Figure 5-1. The acquisition graticule in relation to the display graticule. 



The stored waveform consists of the vertical coordinate values of 512 equally- 
spaced horizontal points taken from within the boundaries of a 10 x 10 division 
"acquisition graticule" (see Fig. 5-1 ). Any part of the real-time signal which exceeds 
the vertical limits of or - 5 divisions from vertical zero (the center horizontal 
graticule line) is clipped at the edge of the acquisition graticule. Any points outside 
the 10-division horizontal limits are ignored. 



If the selected VERTICAL MODE, HORIZONTAL MODE, and plug-in display mode 
settings would result in more than one vertical or horizontal scale factor readout 
being displayed in the SCOPE display mode, the processor performs a search 
sequence to determine which one will be stored with the waveform points. The first 
valid scale factor encountered in the search is stored. The vertical scale factor 
search sequence is; LEFT VERT channel 1 (R0), LEFT VERT channel 2 (R4), RIGHT 
VERT channel 1 (R1), and RIGHT VERT channel 2 (R5). The horizontal scale factor 
search sequence is: B HORIZ (R3, R7), A HORIZ (R2, R6). (See Fig. 4-1 for locations 
of the readout, R designated, word.) 



If a valid scale factor is not found in the required readout word(s), a default scale 
factor of "1" is assigned by the processor and a warning is issued. To determine if 
the required readout word is a valid scale factor, the processor scans the readout 
word starting at the first (leftmost) character. If the readout word is blank, or 
contains non-numeric characters only, the default scale factor is assigned. Leading 
non-numeric characters, such as ">", are not stored as part of the scale factor. The 
scale factor unit (e.g., V or S) is stored and displayed with the scale factor, but is not 
used by the processor for any other purpose. 
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COMMAND BUFFER 

Keyboard commands (except STOP) received while the processor is BUSY are stored in 
the command buffer (capacity: 10 commands) while awaiting execution. (A STOP com- 
mand is executed immediately and any remaining commands in the buffer are dis- 
carded). If commands are received while the command buffer is full, they are ignored and 
a warning is issued. Normally the processor will continue executing the commands in the 
order they were received until the buffer is empty. However, if an error occurs, process- 
ing stops and the command buffer is immediately emptied of any stored commands. 



ERROR AND WARNING INDICATIONS 

Before executing any command the processor checks for error conditions which 
would prevent execution; and during command execution the processor checks for 
warning conditions which could give incorrect or unexpected results. Whenever an 
error or warning condition occurs, an audible warning lasting approximately 300 
milliseconds is issued (if the rear-panel AUDIBLE ERROR/WARNING switch is ON). 
During this tone, in either the STORED or BOTH display modes, the alphanumeric 
and stored waveform display are blanked to provide additional warning. (In SCOPE 
display mode, only the readout portion of the display is blanked during the tone.) 
The ERROR indicator will light for either an error or a warning, and will remain lit 
until another command is received by the processor. 

NOTE 

If an error or warning occurs during the SCOPE display mode when the 
AUDIBLE ERROR/ WARNING switch is OFF, the condition might not be 
noticed. Therefore, always pay dose attention to the ERROR indicator 
whenever any command is issued. 

ERRORS 

When an error condition occurs, execution of the command is aborted and any 
subsequent commands stored in the command buffer are erased. The ERROR 
indicator is lit and the error message is displayed until the condition is corrected or 
until a new command is given. Error messages are displayed in the STORED and 
BOTH display modes only and in the form: , where are the first 

three mnemonic characters of the aborted command. Table 9-20 lists the error 
conditions which can occur. 

WARNINGS 

If during command execution a condition occurs which may cause the results to 
be other than might normally be expected for the command, execution is 
completed and (in STORED or BOTH display modes) a warning message is 
displayed until a new command is given. Warning messages are displayed in the 
form: , where are the first three characters of the command 

mnemonic associated with the warning. Table 9-21 lists warning conditions which 
can occur. 
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WAVEFORM ACQUISITION EXERCISES 

A real-time waveform is placed in memory using either the AQR, AQS, AVG10, 
AVG100, or AVG1000 commands. These command keys are located in the WFM 
ACQUISITION block at the top of the 7854 measurement keyboard (see Fig. B, 
block 6). Also located in this block are the GND (Ground) and STOP keys, and the 
BUSY indicator. The STOP key prematurely terminates a GND, AQR, AVG10, 
AVG100, or AVG1000 command if that command is still executing. The BUSY 
indicator lights when the processor is busy executing any command. 

NOTE 

The and ■ S . commands (not labeled on panel) are 

available as the shift functions of the GND and STOP keys respectively. 
However, as they are of little use to the operator without the Waveform 
Calculator or GPIB interface, they are discussed in Section 6, Using the 
Waveform Calculator. 

The following exercises only illustrate the function and operation of the WFM 
ACQUISITION keys and indicator, and must be sequentially performed in order to 
obtain similar results. 

ACQUIRING A REPETITIVE WAVEFORM 

Perform the procedure for Obtaining a Scope Display given in Section 4, Scope 
Display Mode Information. 

Position the 4 V CALIBRATOR signal so that the first positive-going pulse starts at 
the second vertical graticule line, and so the square wave is centered around the 
center horizontal graticule line. 

Set the STORED INTensity control to quarter range. 

To Acquire the waveform: 



Press Display Comments 

[AQR I ( "| The BUSY indicator is lit 



j I while the processor is 

! j executing the command, 

i ' Scale factors (vertical 

: ' " ~ deflection factor and 

horizontal sweep rate) of 

! - • the valid waveform are 

j acquired and stored, 

L . I - AOR WARNING is 

issued (and displayed in 

' " ’ the STORED or ii’ G H 

modes) if: (1 ) More than 
5% contiguous points are 
not filled, (2) an invalid 

@ 
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ACQUIRING A REPETITIVE WAVEFORM (Cont) 



Comments (cont) 

scale factor readout is 
encountered, (3) non- 
unique scale factors are 
encountered in add 
vertical modes, or (4) the 
AQR command is pre- 
maturely terminated with 
the STOP command. 
Refer to Waveform 
Storage Considerations 
for further details. 



NOTE 

If the specified readout position does not contain a valid scale factor, 
a default value of "1 " is assigned by the processor and an 
AQR WARNING is displayed when in the STORED or BOTH display 
modes. 



AQR Operation: Equivalent-time random sampling is used to construct the 
waveform into memory from as many repetitions of the real-time waveform as 
required (see Fig. 5-2). This command is useful at all sweep speeds. 




2873-275 



Figure 5-2. The input pulse of a repetitive signal is reconstructed using equivalent-time 
random sampling. 
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ACQUIRING A REPETITIVE WAVEFORM (Cont) 

The digitizer simultaneously samples and quantizes the repetitive real-time 
waveform. This sampling is asynchronous with respect to the sweep and only the 
samples acquired within the horizontal limits of the graticule while the waveform is 
visible are considered valid. During digitizing most of the waveform points will have 
been sampled more than once, while some may not have been filled at all. The most 
recent data is retained in memory. 

Waveform acquisition is terminated when at least 99% of all valid points have been 
sampled and stored into memory and at least one complete sweep has occurred, or 
when a STOP command is received. 

AQR Restrictions: No more than two real-time waveforms may be selected for 
display and no plug-in chop modes are permitted prior to execution of an AQR 
command. FRFfOF? is issued if either restriction is violated. 



Press 

[STOREDI 



Display 



Comments 




The stored calibrator 
signal with scale factors 
and data from the 
processor is displayed on 
the crt. 



NOTE 

Notice that the stored calibrator signal is a representation, both in 
waveshape and position, of the real time CALIBRATOR signal just 
observed in the SCOPE display mode-, however, the alphanumeric 
information has changed. The alphanumerics displayed in the STORED 
display mode are discussed in detail under Stored Character Display 
following these exercises. 
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SETTING THE GROUND REFERENCE (IN THE BOTH MODE) 

Notice that the number following (vertical zero reference) in line #1 of the 
stored display has been to this point in the exercises. This means that the 0-volt 
level of the stored waveform is assumed to be at the center horizontal graticule line. 
This setting is a Power-Up Condition (see section 1) set by the processor. The 
GND command provides a means to set a specific ground reference level for 
subsequently stored waveforms. 



To demonstrate, go to the BOTH display mode: 



Press 

n 



(BOTH) 



Display 



Comments 



OPW 0 VZR 0 



2V 



500^S 




The processor is flagged 
to perform the shift 
function of the next key 
pressed. (If the next key 
pressed does not have a 
shift function, no function 
is performed.) 



Both the real-time and 
the stored calibrator 
signals are displayed. 
Rotate the LEFT VERT 
amplifier position control 
to verify that both 
waveforms are present. 
(See Both Display Mode 
for further information.) 



Exercise continues on next page 
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SETTING THE GROUND REFERENCE (Com) 

Now set the input coupling switch of the LEFT VERT amplifier unit to ground, and 
position the trace to one division below the center horizontal graticule line. This will 
be the new ground reference level. 



Press 

(Gi^ 



Display 



Comments 




I 

P WfM -..002: GND j 



Although the displayed 
waveforms do not 
change, the BUSY 
indicator lights and 
BUSY is displayed while 
the processor stores 
this level in a ground 
reference register. The 
vertical value, 1 002 
in this example, is 
given in graticule 
divisions with reference 
to the center horizontal 
graticule line; and is 
displayed in the X 
register location — bottom 
line, center, of the crt. 
This new ground 
reference will not 
change until either a 
new GND command is 
issued or the 7854 is 
turned off. 



Set the input coupling switch of the LEFT VERT amplifier unit to dc. Do not 
reposition the real-time waveform. 



Press 



fAQ^ 



Display 



Comments 



■OPW 0 VZR 1.002 2V bOBiiS 




The previously stored 
waveform has been 
replaced by the newly 
acquired calibrator 
signal. 



@ 
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SETTING THE GROUND REEERENCE (Com) 



Press 

ISTOREDl 



Display 



OPW 0 VZR -1.002 2V 500<yS 






-1.002 0 WFM S70«?r 



Comments 

The stored calibrator 
signal is displayed with 
the baseline at the new 
ground reference level. 
VZR reading in the top 
division of the graticule 
reflects the currently 
stored ground setting of 
1 002 division below 
the center horizontal 
graticule line. 



GIMD Operation: The processor stores the algebraic mean vertical level of the real- 
time trace for the ground (vertical zero) reference of waveforms subsequently 
stored. 

GND Restrictions: No more than two real-time waveforms may be selected for 
display and no plug-in chop modes are permitted prior to execution of the GND 
command. GND ERROR is issued if either restriction is violated. 




To assure that ihe ground reference is set as close as possible to the desired 
level, monitor the ground setting as displayed in the X register of the 
STORED or HOI II modes. If the value displayed is not what you want, 
simply reposition the real-time trace and press I GND 1 again. Repeat if 
necessary. 



@ 
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AVERAGING A WAVEFORM 

To remove random noise which may be present on the real-time waveform or to increase 
the resolution of the digitized waveform, use an AVG (Average) command. The AVG10, 
AVG100, and AVG1000 keys on the measurement keyboard averages the real-time 
waveform the specified number of times before placing the resulting waveform into 
waveform memory. 



To demonstrate, return to the SCOPE display mode by pressing I SCOPE 1 . Next, 
set the VERTICAL MODE to ADD and attach an unshielded cable to the 1 MO input 
of the RIGHT VERT amplifier unit. Set the RIGHT VERT amplifier to maximum 
sensitivity and the LEFT VERT amplifier to 1 V/Div. Set the B HORIZ time base for 
0.2 milliseconds/division. The crt should display a 4-division square wave with 
about 1 division of noise riding on it. Return to the STORED display mode by 
pressing [ STORED | . 

Press Display Comments 

(AVG1 00 1 r ' " ' ! During command execu- 

^ f jOPW a V2fl -1.302 IV 200 ms i ^ 

: j tion; the BUSY indicator 

I ' is lit; the previously 

! ! stored waveform is 

I maintained on the 

i ' ' ; display; and the 

! - mnemonic, mes- 

I 

I - . i sage, and number of 

i I averages to be completed 

i . are displayed in the 

i. — ' bottom division (line #1 6) 

of the graticule. 



After command execu- 
tion: the BUSY indicator 
is off; the newly stored 
waveform is displayed in 
line #1 6 of the display; 
and the last command 
mnemonic, is 

displayed. 



; OPW 0 VZR -1.002 
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AVERAGING A WAVEFORM (Cont) 

AVG Operation: Acquires repetitive real-time waveform as for AQR command. 
Then the processor repeatedly re-acquires the real-time waveform, by points, and 
accumulates new data into the corresponding points of the stored waveform. If the 
value of a point is found to be changed from its initial value, the difference is 
modified with a weighting factor and added to the initial value. The result is that at 
any time during averaging the stored waveform will approximate the algebraic mean 
value of the individual waveforms acquired so far. 

AVG Restrictions: Only one real-time waveform may be selected for display, 
no chop or alternate modes permitted, prior to execution of the AVG commands, 
is issued if this restriction is violated. 



STOPPING ACQUISITION 

The STOP command is used to terminate either an AOR, GND. or AVG command 
while the processor is busy executing that command. To illustrate: 



Press 

IAVG1000 1 



Comments 

The display is similar to 
that previously described 
during execution of 
AVG 100. 



While the BUSY indicator is lit: 



Press 
rsTOP I 



Display 



Comments 



)OPW 0 VZR -1.002 IV 2W^s\ 



I ! I 



0 WFM 0 WFW 



The stored waveform 
now consists of the 
number of averages 
completed prior to the 
STOP; if no averages 
were completed, all 
waveform points are set 
to zero. 

is issued when a STOP is 
executed. 



NOTE 

The STOP command is executed immediately upon receipt by the 
processor. 



NEXT EXERCISE BEGINS WITH POWER-UP 



5-11 






Using The Measurement Keyboard— 7854 



ACQUIRING A SINGLE-SWEEP WAVEFORM 

When the real-time signal to be stored is not repetitive because of varying 
amplitude, waveshape, or repetition rate, use the AQS command to store the 
signal. 

To acquire a single-sweep waveform, perform the first step of Obtaining a Scope 
Display given in Section 4, Scope Display Mode Information. 



Then install a Tektronix 7A-series amplifier unit in the LEFT VERT compartment and 
a 7B87 Time Bas.c With Pretrigger Acquire Clock in the B HORIZ compartment. 

Perform steps 3 through 8 of the procedure for Obtaining a Scope Display. 



Now set the 7B87 to the single-sweep mode. (Refer to the 7B87 Instruction Manual 
for more detailed operating information for the 7B87 Time Base With Pretrigger 
Acquire Clock.) 



Press 

(stored) 



0(^D 



Display 



Comments 




Stored display at power- 
up. 



The display is blanked 
and the BUSY indicator is 
lit while the processor 
awaits the triggered 
sweep. 
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ACQUIRING A SINGLE-SWEEP WAVEFORM (Cont) 



Press 



Display 



Comments 



Stored single-sweep 
calibrator signal and 
AQS mnemonic are dis- 
played. aqs warning 

is issued if more than 5% 
contiguous points are not 
filled. 



e WFM 0 WFM AQS 



7B87 Single 
Sweep Reset 
Pushbutton 



aqs Operation: The processor uses real-time sampling (see Fig. 5-3) to sequentially 
sample and store 512 points of the single-sweep waveform unless the command Is 
prematurely terminated by use of the rear-panel AQS ABORT pushbutton. The 
processor will not accept any other commands during AQS execution (which includes 
waiting for the single-sweep trigger). 

If fewer than 512 points have been stored when the command is terminated, the 
stored points are right-justified on the display and the remaining points are 
displayed at the value of the first stored point. If no points have been sampled when 
the command is terminated, all points are set to and displayed at the vertical zero 
reference level. 




2873 276 



Figure 5-3. The single-sweep input signal is sequentially sampled and each point is 
displayed as it actually occurred. 
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ACQUIRING A SINGLE-SWEEP WAVEFORM (Cent) 

NOTE 

This command can be prematurely terminated only with the rear-pane! 

AQS ABORT pushbutton. 

AQS Restrictions: No more than two real-time waveforms may be selected 
for display and no plug-in chop display modes are permitted prior to execution of 
the AQS command. Also the B HORIZ compartment must contain a properly 
adjusted 7B87 Time Base with Pretrigger Acquire Clock that is selected for display. 
Alls ERROR is issued if either restriction is violated. 



NEXT EXERCISE BEGINS WITH POWER-UP 



STORED CHARACTER DISPLAY 

With the 7854 in the STORED or BOTH display modes, the alphanumeric character 
information displayed by the ert is provided by the processor. In addition to the stored 
waveform scale factors, data and status messages from the processor are also 
displayed. Each data message or scale factor is displayed in a specific fixed field (see 
glossary) assigned to that item. The graticule area is formatted into 16 display lines 
(numbered 1 through 16, top to bottom) of 40 characters each. Each field is assigned a 
maximum number of characters, and is not necessarily unique with respect to data 
assigned. A typical character display in the STORED mode is shown in Figure 5-4. 
Refer to this illustration throughout the following discussion. 




Figure 5-4. Typical character display of STORED mode. 
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OPERATIONAL WAVEFORM STATUS 

Information displayed in the top division of the graticule (line #1) pertains to the 
operational waveform (OPW) and consists of four fields. The first field of line #1, 
OPW 0, indicates that the operational waveform is from waveform memory address 
number 0. The second field, VZR 1, indicates that the waveform's vertical zero 
location is one division below the center horizontal graticule line. The third and 
fourth fields are the scale factors which were stored with the waveform (vertical 
deflection factor and horizontal sweep rate as supplied by the plug-in units), and are 
usually displayed with scale factor units (e.g., V or S). 



CURSOR STATUS 

When cursors are on, cursor coordinates, are displayed in display line #1 5. (See Fig. 
5-4.) If one cursor is on, the coordinates given are those of Cursor 1 . The first field 
of this line, VCRD 23.70mV, is the vertical coordinate of Cursor 1 measured 
from the VZR and given in scale factor units. The second field, HCRD 3 66//S, is 
the horizontal coordinate of Cursor 1 measured from the start of the waveform and 
given in scale factor units. With both cursors on, the coordinates given are those of 
Cursor 2 relative to Cursor 1. This is indicated by the (delta) in VCRD and 
HCRD (called relative coordinates). If the cursors are off, this line is blank. 



STACK AND PROCESSOR STATUS 

The contents of the Y and X stack registers and status messages are displayed in the 
bottom line of the display. (The operand stack is discussed in detail in Section 6, Using 
the Waveform Calculator). The first two fields of this line are the contents of the Y and X 
stack registers. (For all practical purposes, the contents of the Y register, which usually 
contains the last contents of the X register, can be ignored while operating the Option 
0D instrument). Status messages comprise the remaining fields of this line. These 
messages include the mnemonic of the command just executed or of the command now 
executing; plus the execution status messages of BUSY. WARNING, ERROR. STOP IN, 
END, and PL XXX. (See Programming in section 6 for explanations of the and 

PL XXX mesages). 



NUMERIC DISPLAYS 

All numeric displays in the STORED mode (except scale factors, which have been 
previously formatted by the plug-in units) adhere to the general format of: 

<sign><mantissa><exponent> 



The sign is displayed only for negative numbers (-), and is blank for positive 
numbers. A zero value is displayed as 0, and up to four mantissa digits in the range 
of 1 .000 through 999.9 are displayed. 



REV JUN 1983 



5-15 





Using The Measurement Keyboard— 7854 



If the number is within the range of 1.000 * 10''^ through 999.9 * 10^^, a letter 
exponent is displayed. See Table 5-1. Numbers outside the range for letter 
exponents are displayed in the form: 



<sign><mantissa>E<esign><evalue> 



where the esign is ’ if the exponent is positive and if negative, and the evalue is 
displayed as a two-digit integer, multiple of 3. 



TABLE 5-1 
Letter Exponents 



Multiplier 


Prefix 


Symbol 


10-'^ 


pico 


P 


10'^ 


nano 


n 


10'® 


micro 

1 


/.; 


10'^ 


milli 


m 


10" 


kilo 


K 


10® 


mega 


M 


10® 


giga 


G 


10'" 


tera 


T 



@ 
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CURSORS EXERCISE 

Cursors are one or two specially identified points of the operational waveform. 
When the cursors are on, their position on the waveform is identified by intensified 
points, and their vertical and horizontal coordinates are displayed on the crt. (See 
Stored Character Display for more information on the cursor coordinates.) The 
cursors are also used to define portions of the operational waveform for waveform 
and pulse parameter measurements. 

The cursor control keys are located at the lower right edge of the 7854 
measurement keyboard (see Fig. B, block 3). The following exercise only illustrates 
the function and operation of the cursor control keys. Effects of cursor status and 
position on waveform parameter commands are illustrated by performing the 
exercises given later in this section under Waveform Parameter Measurements. 



POSITIONING THE CURSORS 

Perform the procedure for Obtaining a Scope Display given in Section 4, Display 
Mode Information. 

Position the CALIBRATOR signal so that the first positive-going pulse starts at the 
second vertical graticule line, and the baseline is one division below the center 
horizontal graticule line. 

Set the STORED INTensity control to quarter range. 



Press 




Display 




Comments 


(AVG10 1 


r 






Calibrator signal and 
scale factors are stored. 



Exercise continues on next page 
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POSITIONING THE 
Press 
(STORED) 



a(cMD 



To move Cursor 1 

Press 

ICRS1>) 



CURSORS (Cont) 

Display 




Comments 

Stored calibrator signal is 
displayed. 



OPW 0 VZR 



2 V 500pS I 



0 0 WFM 



I 




Cursor 1 is turned on. 
Cursor 1 appears at left 
edge of display if it has 
not been moved since the 
7854 was turned on, 
otherwise it appears at its 
last positioned horizontal 
location. Cursor coordin- 
ates are displayed in line 
#15. 



to the right: 



Comments 

Cursor 1 moves right. 
Notice how the co- 
ordinate readings change 
to reflect the new 
position of the cursor. 

is 

issued when Cursor 1 
reaches the end of the 
waveform. 
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POSITIONING THE CURSORS (Cont) 

NOTE 

For all manual cursor positioning keys, the initial actuation moves the 
designated cursor by one point. If you continue to hold the key down, 
the cursor begins continuous movement, accelerating across the 
display. When the key is released, cursor movement is immediately 
halted. 



To move Cursor 1 to the left: 

Press 

(CRS1 <) 



Comments 

Cursor 1 moves to the 
left. Notice the change 
in cursor coordinate read- 
ings. ( ' ' ■ ' is 

issued when Cursor 1 
reaches the start of the 
waveform. 



To turn on both cursors: 



Press 

(CRS2-1I 



Display 



Comments 




Turns on Cursor 2. 
Relative cursor coordin- 
ates express the differ- 
ence between Cursor 2 
and Cursor 1 (identifiable 
by ). 



Exercise continues on next page 
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POSITIONING THE CURSORS (Cont) 

Position Cursor 1 to the third vertical graticule line. 

Comments 

CRS WARNING 's 
issued when Cursor 2 
reaches Cursor 1 . Cursor 
2 cannot be positioned 
before Cursor 1 on the 
operational waveform. 
Notice that the relative 
coordinates read 0v and 
0S indicating both 
cursors are positioned at 
the same point. 



Comments 

Cursor 2 moves to the 
right. CRS WARNING 
issued when Cursor 2 
reaches the right edge of 
the graticule. 

To turn off the cursors: 

Press 



@ 



Comments 

Turning the cursors off 
does not change their 
horizontal location. Verify 
this by pressing (CRS2-1 ) . 
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POSITIONING THE CURSORS (Cont) 

After turning on both cursors, position Cursor 1 
Cursor 2 to the center vertical graticule line. 


to the left edge of the graticule and 
Then: 


Press 




Comments 


(CRS1>J 




Notice that as Cursor 1 
passes through the 
center vertical graticule 
line it picks up Cursor 2 
and both move toward 
the right. 


(CRS1 <1 




Move Cursor 1 at least 
one division to 
the left of Cursor 2. 


(CRS2<1 




CRS WARNING is 
issued when Cursor 2 
meets Cursor 1 . Notice 
that Cursor 2 cannot pick 
up Cursor 1 . 


(M) 




Turn cursors off. 


1 NEXT EXERCISE BEGINS WITH POWER-UP | 
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WAVEFORM PARAMETER MEASUREMENTS 

The keys located in the WFM PARAMETER block at the left of the measurement 
keyboard (see Fig. B, blocks 1 and 2) cause the processor to compute various scaler 
parameters of the operational waveform. Basically, two types of parameters are 
computed: amplitude parameters (with the MAX, MIN, P-P, MID, MEAN, RMS, AREA, 
and ENERGY commands) and time parameters (with the PER, FREQ, DELAY, WIDTH, 
RISE and FALL commands). Cursor status and position affect the calculation of these 
parameters. 

The following exercises only illustrate the function and operation of the WFM 
PARAMETER keys. Refer to Section 9, Command Language, for the specific 
algorithm used for each computation. 



MAKING AMPLITUDE-PARAMETER MEASUREMENTS 

Perform the procedure for Obtaining a Scope Display given in Section 4, Scope 
Display Mode Information. 

Set the input coupling switch of the LEFT VERT amplifier unit to ground. Position 
the trace one division below the center horizontal graticule line. 

Press 1 GND I to set the ground reference level for all measurements made in this 
exercise. 



NOTE 

If the GND is not set, the measurements will be taken with reference to 
the center horizontal graticule line and not necessarily with reference 
to the 0-volt level of the waveform. 



Return the input coupling switch of the LEFT VERT amplifier unit to dc. 

Horizontally position the CALIBRATOR signal so that the first positive-going pulse 
starts at the second vertical graticule line. 



Set the STORED INTensity control to quarter range. 

NOTE 

Cursor status and position affect all voltage parameter measurements 
as follows-. (1) With both cursors off, the measurement spans all stored 
waveform points: (2) with Cursor 1 on. the measurement spans from 
(and including) Cursor 1 to the right end of the waveform: and (3) with 
both cursors on, the measurement spans between (and including) the 
cursor points. 
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MAKING AMPLITUDE- PARAMETER MEASUREMENTS (Cont) 

Press Display Comments 




The calibrator signal is 
averaged 10 times and 
stored in waveform 
memory. 




Return to the STORED 
display mode. 



To measure the MAXimum value of the waveform: 



Press 

fivi^ 



Display 



Comments 




The maximum value (the 
stored waveform's most 
positive point relative to 
the VZR) is returned to 
the X register field and 
the MAXmnemonic is 
displayed. (The unit of 
measurement is the 
same as the vertical scale 
factor unit.) 



Exercise continues on next page 
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MAKING AMPLITUDE- PARAMETER MEASUREMENTS (Cont) 

To measure the MINimum value of the waveform: 

Comments 

The minimum value (the 
stored waveform's most 
negative point relative to 
the VZR) is returned to 
the X register field and 
the^lN mnemonic is 
displayed. 



To measure the Peak-to-Peak value of the waveform: 

Comments 

The peak-to-peak value 
of the stored waveform 
is returned to the X 
register field and the 
P-P mnemonic is 
displayed. Notice that 
the P-P value is the 
difference between 
MAX and MIN. 



To measure the MIDdle value of the waveform: 

Comments 

The middle value is 
returned to the X register 
field and theMID 
mnemonic is displayed. 
The MID value is halfway 
between MAX and MIN. 



@ 





Press Display 




I 

4.249 /,324n. MIN | 
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MAKING AMPLITUDE-PARAMETER MEASUREMENTS (Cont) 

NOTE 

When taking the MEAN and RMS measurements, turn on and position 
the cursors to span an integer number of cycies. For the foilowing 
exampies we have arbitrariiy chosen to span three cycies. 



To measure the MEAN value of the waveform: 



Press 
(CRS2-1I 
(CRS1> I 
1CRS2< I 



Display Comments 

: opw 0 vZR - 0.997 2 v 500 pS Tu f O 00 3 0 d poS i t io O t ho 

cursors as shown. 

jumnr 



VCRD 6.»e4mV HORU 3.e47mS 

4.242 2.128 



(MEAN! 



OPW 0 VZR -0.997 2V 500yS 






/.VCRD = 6.104mV ,.HCRD = 3.047mS 

2.128 2 .itlU MEAN 



The algebraic mean value 
of all spanned waveform 
points is returned to the 
X register field and the 
MEAN mnemonic is 
displayed. (See Section 9, 
Command Language, for 
the specific algorithm.) 



To measure the Root-Mean-Square of the waveform: 



Press 






Display 



;OPW 0 VZR -0.997 2V 500*/S^ 




•WCRD = 6.104mV AHCRO 

2.019 2.8S4^HMS 



Comments 

The root-mean-square 
value of all spanned 
waveform points is 
displayed in the X 
register field and the 
RMS mnemonic is 
displayed. (See Section 9, 
Command Language, for 
the specific algorithm.) 
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MAKING AMPLITUDE -PARAMETER MEASUREMENTS (Cont) 

NOTE 

When taking AREA and ENERGY measurements turn on and position 
the cursors to span one cycle of the waveform. 



To measure the AREA under the waveform; 



Press 

(CRS1>) 



Display 



Comments 



joPW 0 VZR -0.997 2V $0fl^sl 




Position Cursor 1 as 
shown. 



[AREAl 



;OPW0 V2R -0.997 2V 600uSi 




I 

! AVCRD = -10 99mV riHCRD 1.00$mS 



The area under all 
spanned waveform points 
is returned to the X 
register field and the 
AREA mnemonic is 
displayed. (See Section 9, 
Command Language, for 
the specific algorithm.) 



To measure the ENERGY under the waveform: 



Press 

(ENERGY! 



Display 

^ OPW 0 VZF -0,997 2V 500«si 




AVCRD = -10 99mV AHCRD = 1.006mS j 



Comments 

The energy under all 
spanned waveform points 
is returned to the X 
register field and the 
I NERGY mnemonic is 
displayed. (See Section 9, 
Command Language, for 
the specific algorithm.) 



NEXT EXERCISE BEGINS WITH POWER-UP 
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MAKING TIME-PARAMETER MEASUREMENTS 

NOTE 

For the ioUowing measurements, if a point is not located specifically at 
the designated crossing level, the processor estimates the horizontal 
crossing location using linear interpolation between the two points 
adjacent to the crossing level. 

Perform steps 1 through 3 of the procedure for Obtaining a Scope Display given in 
Section 4, Scope Display Mode Information. 

Set the B HORIZ time-base unit to 0.5 microsecond/division and triggering to auto 
mode with ac coupling from the internal source. Set the sweep magnifier to the XI 0 
position. 

Rotate the B INTENSITY control until the trace is at a desirable viewing level. 

Connect a square wave of approximately 2.5 megahertz from a function generator 
(recommended type; TEKTRONIX EG 503 Function Generator with TM 500 Power 
Module) to the input of the LEET VERT amplifier unit. (Match impedances if 
necessary.) 

Set the LEET VERT amplifier deflection factor and the function generator output 
amplitude to display a signal of 4 divisions amplitude on the crt. 

Adjust the B HORIZ time-base triggering controls for a stable display triggered on 
the negative-going slope. 

Adjust the B HORIZ position control and the function generator o utput frequency to 
obtain a display similar to that shown below for ( AVG1 0^ . 

Set the STORED INTensity control to quarter range. 



Press Display Comments 

I AVG1 001 Store the pulse. 



J 



Exercise continues on next page 
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MAKING TIME- PARAMETER MEASUREMENTS (Cont) 



Press 

(STORED I 





Display 




Comments 


;o.>v , .. 


P -V 


bit-:'- , 


Display the stored pulse. 




0 .VMW STORFO 



[CRS2-11 
[CRS1> ) 
fCRS2< 1 




NOTE 

For the time-parameter functions the processor computes the 
horizontal spacing between identified levels of the operational 
waveform whose verticaf positions have certain specified values fi.e., 
baseline, 50% level, pulse top, etc.). These points and the 
corresponding measurements are illustrated in Figure 5-5. Refer to 
this figure throughout the following instructions. Always, for the time- 
parameter functions, the baseline and pulse top are identified by 
Cursor 1 and Cursor 2 respectivefy. If the cursors are off. Cursor 1 (and 
therefore the baseline) is assumed to be at the left edge of the 
graticule, and Cursor 2 (the pulse top) at the right edge. If several 
pulses are displayed. Cursor 2 also identifies the pulse to be measured. 
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MAKING TIME- PARAMETER MEASUREMENTS (Cont) 




Figure 5-5. Time-parameter relationships. 



Measuring a Pulse 

To measure the RISE time of the pulse: 



Press 



(RISE) 



Display 

iOPW 0 V2R 0 IV 50nSi 




Comments 

The rise time is returned 
to the X register field and 
RISE mnemonic is 
displayed. 



RISE Operation: The time between the 10% and 90% levels adjacent to the closest 
50% level before Cursor 2 is returned to the X register. 

RISE Restrictions: If both cursors are on, the VCRD must not be within: ±(6E- 
04) + (vertical scale factor), prior to executing the RISE command. RIS ERROR is 
issued if the restriction is violated. 
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MAKING TIME PARAMETER MEASUREMENTS (Cont) 
To measure the FALL time of the pulse: 



Press 



Display 



Comments 




The fall time is returned 
to the X register field 
and FALL mnemonic is 
displayed. 



FALL Operation: The time between the 90% and 10% levels adjacent to the first 
50% level following Cursor 2 is returned to the X register. 

FALL Restrictions: Cursor 2 must be on and the waveform must cross the 90% and 
10% levels after Cursor 2. Also, the ^VCRD must not be within: ±(6E-04) * (vertical 
scale factor), prior to executing the FALL command. FAL ERROR is issued if either 
restriction is violated. 



To measure the DELAY of the pulse: 



Press 



Display 



I DELAY 



0 VZR 0 IV 50ns| 




Comments 

The delay time is returned 
to the X register field 
and DELAY mnemonic is 
displayed. 



DELAY Operation: The time from Cursor 1 to the closest 50% level before Cursor 2 
is returned to the X register. 

DELAY Restrictions: If both cursors are on, the AVCRD must not be within: ±(6E- 
04) * (vertical scale factor), prior to executing the DELAY command. DEL ERROR is 
issued if this restriction is violated. 
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MAKING TIME -PARAMETER MEASUREMENTS (Cont) 
To measure the WIDTH of the pulse: 



Press 



Display 



Comments 



[WIDTH I 




The width is returned to 
the X register field and 
mnemonic is 
displayed. 



WIDTH Operation: The time from the closest 50% level before Cursor 2 to the 
closest 50% level after Cursor 2 is returned to the X register, 

WIDTH Restrictions: Cursor 2 must be on and the waveform must cross the 50% 
level after Cursor 2. Also, the VCRD must not be within: +(6E-04) * (vertical scale 
factor), prior to executing the WIDTH command. WID ERROR is issued if either 
restriction is violated. 



Measuring A Pulse Train 

Set the B HORIZ time-base time/division to 2 microseconds/ division and the sweep 
magnifier to the XI 0 position. 



Press 

IAVG100I 



Display 




Comments 

Store the pulse train. 



Exercise continues on next page 
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MAKING TIME-PARAMETER MEASUREMENTS (Cont) 

Press Display 



1CRS1>) 
(CRS2 1 



:OPW 0 V2R 0 1V 200nS^ 




Comments 

Position the cursors 
approximately as shown. 



To measure the I 



Press 



Comments 



OPW 0 VZR 0 IV 200nS' 




The processor requires a 
vertical level of the 
waveform to be in the X 
regi ster prio r to executing 
the [ PER I . Sincethe 
MID is convenient, we 
have placed it in the X 
register. 



(per) 



OPW 0 VZR 0 1V 200nS- 




The period is returned to 
the X register and PER 
mnemonic is displayed. 



PER Operation: The time between the first crossing of the waveform across the 
level specified in the X register to the next crossing of the specified level, in the 
same direction, is returned to the X register. 

The search for the crossing begins at the left end of the specified interval. Any place 
where the waveform touches the crossing level, but does not actually cross, Is detected 
as a crossing in either direction. 
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MAKING TIME-PARAMETER MEASUREMENTS (Com) 

PER Restrictions: The X register must contain a constand representing a vertical level 
which the waveform crosses twice in the same direction (either positive-going or 
negative-going), between the cursors if they are on. PER ERROR is issued if the 
restriction is violated. 



To measure the FREQuency of the pulse train first: 



Press 

IMEANI 



Display 



OPW 0 V2R 0 1V 200n^ 







Comments 

The processor requires 
a vertical level of the 
waveform to be in the 
X register prior to 
executing the FREQ 
command. In this 
example we have used 
the MEAN level. 



W fFREQl 

OPW 0 V2R 0 IV 200nS^ 




The frequency is returned 
to the X register and 
FREQmnemonic is 
displayed. 



FREQ Qperation: The processor computes the period, as described above, then 
returns the reciprocal of the period to the X register. 

FREQ Restrictions: The X register must contain a constant representing a vertical 
level which the waveform crosses twice in the same direction. FRE ERROR is 
issued if the restriction is violated. 



NEXT EXERCISE BEGINS WITH POWER-UP 
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BOTH DISPLAY MODE 

The BOTH display combines the real-time waveform(s) of the SCOPE mode and the 
stored waveform and character display of the STORED display mode. The real-time 
waveform of the BOTH mode is controlled by the associated plug-in units and the 
stored waveform and character display is controlled by the processor. This display 
mode is used primarily for the comparison of real-time and stored waveforms. 



SELECTING THE BOTH DISPLAY MODE 

Perform the procedure for Obtaining a Scope Display given in Section 4, Scope 
Display Mode Information. 



Position the CALIBRATOR signal so that the first positive-going pulse starts at the 
second vertical graticule line, and so the baseline is at the center horizontal 
graticule line. 



Set the STORED INTensity control to quarter range. 



Press 

[AVG100I 



Display 




Comments 

Average and store the 
calibrator signal. 



Reposition the real-time CALIBRATOR signal so that the pulse tops are one division 
below the center horizontal graticule line. 



Set the time-base unit in the B HORIZ compartment to 1 millisecond/division. 



Press 

O Iboth) 



Display 




Comments 

Both the real-time 
CALIBRATOR signal and 
the stored calibrator 
signal are displayed on 
the crt. Character infor- 
mation is the same as 
previously described for 
STORED display; no 
real-time readout from 
the plug-in units is 
displayed. 
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SELECTING THE BOTH DISPLAY MODE (Cent) 

NOTE 

In all display modes of the Option 0D instrument, all commands in the 
WFM ACQUISITION. WFM PARAMETERS, and CURSORS blocks on 
the 7854 measurement keyboard, function as previously described. 
The real-time waveform is controlled by the plug-in units as described 
in Section 4, Scope Display Mode Information. 



NEXT EXERCISE BEGINS WITH POWER-UP 






7854 



Using the 
Waveform Calculator 



The Waveform Calculator keyboard provides accessibility to increased processing 
capabilities for stored waveform manipulation and measurement, and for numeric 
computations. And in addition to the three display modes available with the 
measurement keyboard, the Waveform Calculator provides command programming 
which allows a repetitive command sequence to be performed automatically by the 
processor. 

This section builds upon the information presented in sections 1 through 5 of this 
manual and should be read in sequence. 

This section discusses only the increased capabilities available with the Waveform 
Calculator and is divided into two subsections: 

1. Stored Display Mode Information — additional information pertaining to the 
STORED display mode using the Waveform Calculator; and 

2. Programming — a discussion of programming using the Waveform Calculator. 
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STORED DISPLAY MODE INFORMATION 

In addition to displaying real-time waveforms and readout (as described in Section 
4, Scope Display Mode Information), the crt can display various aspects of the 
processor's data memory — stored constants, stored waveforms, operational 
waveform (OPW) scale factors, operand stack contents, and program status— in the 
STORED display mode. Also, the BOTH display mode is available for comparing 
real-time and stored waveforms. The Waveform Calculator keyboard is the primary 
port to input operands and programs to the processor, and operates similarly to 
hand-held programmable stack-oriented calculators using Reverse Polish Notation 
(RPN). (Programming is explained under Programming later in this section.) 



This subsection has been divided further Into Mathematical Calculations and 
Waveform Processing. Stack operation, processor operation (RPN), and numeric 
functions and limitations are explained under Mathematical Calculations. Waveform 
Processing explains waveform storage, data memory, and waveform manipulation. 



MATHEMATICAL CALCULATIONS 

Plug-in units are not necessary when only mathematical calculations are to be 
performed, since only the Y and X register fields (on the STORED or BOTH display) 
are observed during execution of mathematical functions. 



OBTAINING A STORED DISPLAY 
WITHOUT WAVEFORMS 

Although mathematical calculations can also be performed and observed in the 
BOTH display mode, the STORED display mode is used here. To enter the STORED 
display mode: 



1 . Connect the Waveform Calculator to the 7854 Oscilloscope mainframe (POWER 
switch off) as described under Installation in Section 1, Introduction. 



2. Connect the 7854 (POWER switch off) to a power source that meets the voltage 
requirements of the instrument. If the available line voltage is outside the setting 
limits of the LINE VOLTAGE SELECTOR switch (on the mainframe rear panel), 
see Operating Power Information under Installation in section 1 . 
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OBTAINING A STORED DISPLAY WITHOUT WAVEFORMS (Cont) 

3. Set the front-panel controls as follows: 



GRAT ILLUM 

READOUT Intensity 

STORED INTensity 

A INTENSITY 

FOCUS 

B INTENSITY 

POWER 

CALIBRATOR 

VERTICAL MODE 

A TRIGGER SOURCE 

HORIZONTAL MODE 

VERT TRACE SEPARATION (B) 
B TRIGGER SOURCE 



Fully counterclockwise 

Quarter range 

Fully counterclockwise 
Fully counterclockwise 

Midrange 

Fully counterclockwise 

On (locked in) 

4 V 

LEFT* 

VERT MODE 

B* 

Midrange 

VERT MODE 



•These controls are automatically set to the specified positions at power turn on. See 
Power-On Conditions in section 1. 



4. Press the f STORED I key on either keyboard. (Identically named keys on the 
measurement and Waveform Calculator keyboards perform the identical 
function.) 

5. Adjust the READOUT intensity control until the readout is at a desirable viewing 
level (about quarter range). 



THE STACK 



The stack is a special storage structure primarily used to provide operands for 
commands, and as the target for results from the processor. The displayed Y and X 
registers are two of the five data registers which constitute the stack. These 
registers have been labeled W, T, Z, Y, and X, and are pictorially represented as: 



REGISTER 

NAMES 



w 


T 


Z 


Y 


X 


4.1M 


25 K 


9.45 


0 WFM 


1 



V ^ j 






REGISTER 

CONTENTS 



Displayed in STORED mode as the 
first two readout fields of the bottom line 



6-2 






Using The Waveform Calculator— 7854 



Each stack register may contain either a numerical constant (displayed in numeric 
format) or a waveform memory address (displayed as n WFM). (The actual 
waveform data remains in the designated waveform memory.) All data flow into and 
out of the stack is via the X register. 

To accommodate a new data item, the previous contents of each register is first 
moved to the next register left, then the new data is entered into the X register. This 
is called "pushing the stack" and is illustrated in Figure 6-1 B and C. 

When a new data item is required from the stack, the stack is "popped" as shown in 
Figure 6-ID and E. First, the data item in the X register is "popped" to the 
processor, then the data in the remaining stack registers is copied into the next 
register right. Notice that the contents of the W register remains unchanged. 



NUMERIC ENTRY 

Numbers are e ntered in the stack via the X register, by pressing the numeric keys 
(Q , fEEXl , and through CD ), just as though you were writing on a 

piece of paper. The decimal point must be keyed in if it is part of the number; 
however, any additional decimal point entered after the first will be ignored and a 
warning’ will be issued. Any sequence of digits, up to a total of twelve characters, 
may be entered as a mantissa; but the processor will ignore any additional digits 
entered and will issue a warning’. 

Initially the mantissa is positive, but CFIS (Change Sign) commands can be issued at 
any time during the mantissa entry. Any number of CFIS commands may be issued 
during entry of the mantissa and each will reverse the existing sign of the mantissa. 
Mantissa entry is terminated by EEX (Enter Exponent), ENTER, or any non-numeric 
command (except CFIS, RUN, STEP, STOP, or PAUSE), 



When working with numbers which are either too large or too small for the normal 
mantiss a limits , using an exponent is particulary advantageous. To enter an exponent, 
press I EEX | following mantissa entry or a non-numeric command, and key in the 
desired exponent. (If a mantissa is not entered prior to an EEX command, a default 
mantissa of “1” is assigned and displayed). Any number of digits may be entered for the 
exponent, but only the last two are retained by the processor. Decimal points or addi- 
tional EEX commands issued during exponent entry are ignored by the processor and a 
warning' is issued. The exponent sign is initially positive, but any number of CHS 
commands may be issued at any time during exponent entry to reverse the existing 
exponent sign. Exponent entry is terminated by the ENTER command or by any non- 
numeric command except CHS, RUN, STEP, STOP, or PAUSE. 



'The warning message of XXX WARNING is not displayed for this warning. 
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A. The Stack. 

W T Z Y X 




B Pushing a new data item (3.414) into the slack 

W T Z Y X 




C. The stack after being pushed. Notice that the original 
contents of the W register are lost. 



W T Z Y X 




D. Data item (3.41 4) is popped to an outside target as required 
by the processor. 



W T Z Y X 




E. The stack after bei ng popped Notice that the contents of the 
W register remain unchanged, but its data has been duplicated 
in the T Register. 



W T Z Y X 




2873 44 

Figure 6-1. A demonstration of stack "pushing" and "popping". 

@ 
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When numeric entry is terminated, the mantissa is rounded to a maximum of four 
significant digits within the range of 1.000 through 999.9, and the exponent is 
displayed as a letter if within the range of 10'^ to 10"'^. At this point, the value of 
the number is: 



(displayed exponent) 

(rounded mantissa)* 10 



The location of the keys demonstrated in the following exercises are shown in 
Figure D, blocks 2 and 8 at the front of this manual. 



KEYING IN NUMBERS 

Perform the procedure for Obtaining a Stored Display Without Waveforms given 
earlier in this section. 

Operands are keyed into the X register by pressing the numeric keys in the 
sequence used when writing on paper. For example, to key in the number 851 .25: 



Press 


X Register Field 


Comments 


CD 


8 


Mantissa sign is blank 
Indicating a positive number. 


CD 


85 


Successive mantissa digits 


CD 


851 


entered are displayed to the 
right of existing digits. 
Notice that each character is 
generated by the associated 
key. 


□ 


851. 


The decimal point is entered 
as part of the mantissa. 
Additional decimal points 
issued are ignored and a 
warning' is given. 


CD 


851.2 


Up to a total of 1 2 characters 
(digits + decimal point) may 


CD 


851.25 


be keyed in. Additional 
characters entered are 
ignored and a warning' is 
given. 



'The warning message of XXX WARNilVG is not displayed for this warning. 
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KEYING IN NUMBERS (Cont) 

NOTE 

If the shift, IB , command is issued during numeric entry the 
processor will blank 5 characters of the X register display to the right of 
the center vertical graticule line and will display the here. The value 
of the number is not affected and the display is returned to normal 
following a cl/ command. 



ENTERING NEGATIVE NUMBERS 

To key in a negative number, press the keys for the number, then press (CHS ) 
(Change Sign). The number, preceded by a minus sign (-), will be displayed in the X 
register. 

To change 851.25 now in the X register to a negative number: 

Press X Register Field Comments 

[CHS I -851.25 Notice that only the minus 

sign is displayed; positive 
numbers do not have a 
displayed sign. 

The sign of a number may be changed any number of times, and at any time during 
mantissa entry. 



CLEARING THE X REGISTER 

If a mistake is made while keying in a number, clear the entire number string by 
pressing ( CLX ) (Clear X Register). Then enter the correct number. 

For example, you have entered -851,25 when you should have entered -814.25: 



X Register Field Comments 



The stack is popped; 
mnemonic is displayed. 

The correct number is 
entered. 

NOTE 

The CLX command does not reset the X register to tb; it merely pops the 
stack. In the example, the 0 came from the Y register. 



Press 

fcT3D 

814.25 (CHS I 
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PERFORMING TWO-OPERAND FUNCTIONS WITH CONSTANTS 

Two-operand functions are key commands that must have two numbers entered in 
order for the operation to be performed. Examples of two-operand functions are the 
+, *, and / arithmetic commands. 




To place two constants into the stack and perform an operation: 
a. Key in the first number. 

h. Press ( ENTER] to separate the first constant from the second. The 
first constant may, if necessary, be rounded by the processor at this 
time. 

c. Key in the second number. 

d. Press the arithmetic function key to perform the operation. 



NOTE 

When a function key is pressed, the processor (if not busy) immediately 
executes that function. 



To illustrate, add 12 and 13 by pressing (T), CD. (ENTER) , CD , CD , and 
Q . Notice that the stack is popped twice to remove the operands and . The 
result of ?h is then pushed to the X register. 



The other arithmetic functions are similarly performed. 



NOTE 

Hereafter in this manual when numbers are entered into the stack they 
will not be represented as individual keystrokes. 



To Perform: 




Press: 






25-13 


25 


( ENTER) 


13 


Q 


13 * 3 


13 


(ENTER ) 


3 


CD 


12/4 


12 


( ENTER) 


4 


CD 



X Register: 



@ 
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Arithmetic Function Operation 

+: The contents of the Y register is added to the contents of the X register; result is 
returned to the X register. 

The contents of the X register is subtracted from the contents of the Y register; 
result is returned to the X register. 

*: The contents of the X register is multiplied by the contents of the Y register; 
result is returned to the X register. 

/: The contents of the Y register is divided by the contents of the X register; result is 
returned to the X register. A warning’ is issued if the divisor is 0 and the result is set 
internally to the largest representable binary number and displayed as eight asterisks 
preceded by the appropriate sign (i.e., ). 



PERFORMING CHAIN CALCULATIONS 

During chain calculations only one operation at a time is performed, and the results 
are displayed as you calculate. The stack stores the intermediate results until 
needed, and then inserts them into the calculation. This makes all complex 
calculations merely a series of one- and two-operand functions. 

For example, solve (9 + 5) / 2 = 



If you were to work the problem on paper you would first calculate the intermediate 
result of (9 + 5). . . 



14/2 



. .and then you would divide the intermediate result by 2. 

14/2 = 7 



To work this problem on the 7854, you proceed the same way. 

Solve for the intermediate result first: 

NOTE 

Press 1 CLX ) before proceeding so that your stack display will agree 
with that shown in this exercise. 



'The warning message of XXX WARNING is not displayed for this warning. 
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PERFORMING 


CHAIN CALCULATIONS (Cont) 




Press 


Display 


Comments 




Y Register 


X Register 






Field 


Field 




9 


0 


9 


Enter the first number. 
(The Y register contains 
the results of the last 
function performed.) 


(enter) 


0 


9 


Separate the two numbers. 








Notice that when the 
number was being entered it 
was left-justified in the 
X register field, and after 
numeric entry is terminated 
it is right-justified. (ENTER 
mnemonic is displayed.) 


5 


9 


5 


Enter the second number. 


0 


0 


14 


Intermediate result. (- is 
displayed.) 



Now solve for the final result: 



NOTE 

The ( ENTER~\ does not need to be pressed to separate the 
intermediate result from the next number keyed in, since the processor 
assumes digits keyed in immediately after performing any function are 
a new entry. 



Press 



2 



CZ) 



Display 

Y Register X Register 
Field Field 



Comments 



14 



The intermediate result is 
pushed to the Y register 
when the new entry is 
made. 



Pressing the function key 
divides the intermediate 
result by the new number 
and returns the result to the 
X register. 
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PERFORMING CHAIN CALCULATIONS (Cont) 

NOTE 

The results of any mathematical function are displayed in the X 
register field. 

Problems which are even more complex can be solved in the same manner by 
keeping the following rules in mind: 

1 . Reduce the problem to a series of one- and two-operand functions. 

2. Separate the numbers of a two-operand function by using the ENTER command 
unless one of the numbers Is an intermediate result. 

3. Pressing any function key immediately performs the function. 

4. Intermediate results are accumulated in the stack and inserted into the problem 
on a last-in, first-out basis. 

To illustrate, let's solve the following problem: 

t<’2*2.67)-4] . = 



First, rewrite the problem in a serial fashion of one- and two-operand functions: 



|(12*2,67)-41 + 12 / (0.707*15)1 - vl-414 = 



Now solve for the intermediate results: 



Press Comments 



12 ( ENTER 1 

2.67 r*~) 4 (~n 


The first intermediate 
result of 28.04 is dis- 
played in the X register. 


2 [ ENTER 1 
.707 ( ENTER ) 

15 Q (7] 


The second intermediate 
result of 1 88.6m is 
displayed. Notice that the 
first intermediate result 
is now in the Y register. 


1.414 ( SORT 1 


The third intermediate 
result of 1 .1 89 is 
displayed in the X register. 
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PERFORMING 


CHAIN CALCULATIONS (Cont) 




Now complete the problem by performing the operations between the intermediate 
results in a right-to-left sequence: 


Press 




Comments 


□ G3 




The final result of 27.04 
is displayed in the X 
register. 


1 NEXT EXERCISE BEGINS WITH POWER-UP ] 



KEYING IN EXPONENTS 

When working with numbers which are either too large or too small for the 
mantissa limits of 1 .000 to 999.9 , ente r the number using an exponent (power of 
10). To enter an exponent, press f EEX ) (Enter Exponent) following mantissa entry 
or any non-numeric command. If a mantissa is not entered prior to an ( EEX 1 
command, a default mantissa of 1 is assigned and displayed. This is useful when 
keying in exact powers of 10. For example, to key in 1 million (10®) simply press 
1 EEX I 6. 

If more than two digits are keyed in following an EEX command, only the last two 
are retained and displayed. 

The exponent sign can be ch anged any number of times, anywhere during entry of 
the exponent, by pressing fcftsl . 

Although exponents can be entered as any power of 10, they are displayed as a 
multiple of 3 following termination of the exponent entry state. Exponents between 
the multiplier range of 10"’^ and and 10'^ are displayed with letters, while those 
outside this range are displayed as a 2-digit integer which is a multiple of 3. The 
exponent letters, listed in Table 5-3, appear directly to the right of the mantissa 
upon termination of numeric entry or after a computation. 

Multiply the 1 million previously entered by 1000 by pressinq ( ENTER 1. 1000 
Q. Notice that the exponent is displayed as a G; the processor automatically 
maintained the exponent as a multiple of three by shifting the decimal point. 

When a number resulting from a calculation exceeds 9.999 x 10“ in magnitude, it is 
displayed as 9 asterisks preceded by the mantissa sign. When the 

numeric result is equal to or less than 1.000 x 10“, it is displayed as 0,O00...» 
(preceded by the mantissa sign). In both cases the value is internally maintained for 
use in further calculations. 
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USING THE STACK 



The STACK commands on the Waveform Calculator allow the user to view and 
rearrange the contents of all registers in the stack. The function and operation of 
these commands (CLS, CLJC, ROLL, X<>y, and ENTER) are illustrated in the 
following exercises. Also demonstrated are the SORT, EXP, LN, SGN, and ABS 
functions. (See Fig. D, blocks 2 and 4 for the location of the keys demonstrated in 
the following exercises.) 



REVIEWING STACK CONTENTS 

The ROLL command allows you to review the stack contents or to shift data within 
the stack. 

Perform the procedure for Obtaining a Stored Display Without Waveforms given 
earlier in this section. 

To observe the ROLL function, first load the stack with the numbers 1 through 5 by 
pressing: 



1 , I ENTER 1 , 2, I ENTER ) , 3, ( ENTER 1 , 4, [ ENTER 1 , 5 



The stack is now loaded with the numbers you keyed in and looks like: 



w 


T 


Z 


Y 


X 


LlJ 


1 ^ 1 


lIj 


LjJ 


[U 



Each time the ROLL command is given, the stack contents shift circularly right by 
one register and the contents of the X register is rotated into the W register. 

Press (B I ROLL I and the stack contents are "rolled" to: 



w 


T 


Z 


Y 


X 


lXj 




lIj 


bJ 


Q 



Notice that only the contents of the registers are shifted; the registers maintain 
their positions. 

Press the |B 1 ROLL 1 sequence four more times to return the data to their 
original registers. 
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EXCHANGING X AND Y 

The X<>_y (X Exchange Y) command exchanges the contents of the X register with 
the contents of the Y register without affecting the other registers in the stack. For 
example, with the data intact from the previous ROLL exercise, pressing [ x V ) 
changes the stack from this. . . 



w 


T 


z 


Y 


X 


LjJ 


L±J 


1 ^ 1 


1 1 





to this. . . 



w 


T 


Z 


Y 


X 


LiJ 


1 ^ 1 


Lij 


1 ® 1 





Pressing ( X<>V I again will return the numbers in the X and Y registers to their 
original positions. 



CLEARING THE STACK 

To clear all five registers of the stack, press |y [ CLS ) (Clear Stack). This 
replaces all data contained in the stack with zeros: 



w 


T 


Z 


Y 


X 


l_0j 


l±_\ 




1 ^ 


lLi 



Clearing the stack before starting a new calculation is not necessary since the 
processor will push the stack before entering a new number. 

You can verify that the stack has been cleared by using the ROLL command to 
review the stack contents. 



USING THE ENTER COMMAND 

When a number is keyed in, the stack is pushed and the new number is then 
written into the X register. In order to key in a second number, you must separate 
the digits of the first number from the digits of the second by terminating the 
numeric entry state of the processor. This is done with the ENTER command. 
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USING THE ENTER COMMAND (Cont) 

For example, key in the number 45 and the stack looks like: 



w 


T 


Z 


Y 


X 


M 


1 ^ 1 


1 ^ 


u 


u 



Press I ENTER 1 . 

Numeric entry is terminated (as indicated by the right shift of the X register 
contents) and the stack is prepared for a new number. Therefore, when you key in 
the second number of 48 the stack contents change from this. . . 



w 


T 


Z 


Y 


X 


M 


1 ^ 1 


1 ^ 1 


L_J 


Ld 



to this. . . 



w 


T 


Z 


Y 


X 


M 


1 ^ 1 


1 ^ 1 


Ld 


L_l 



Notice that the stack is pushed at the beginning of numeric entry so that there is no 
need for the ENTER command to also push the stack. However, if the processor is 
not in the numeric entry state when an ENTER command is issued (e.g., an 
arithmetic function key was just pressed), the stack is pushed and the contents of 
the X register remain unchanged. This is useful for either performing an arithmetic 
function upon an intermediate result, for maintaining and separating the first 
intermediate results from a second, or for performing a two-operand function when 
the two operands are identical. 



For example, to square 48; press ( ENTER*) , | ENTER D. m , and the stack 
changes through this. . . 



W T Z Y X 

I 0 I 0 I 45 I i I ~ 



to this. . . 



w 


T 


z 


Y 


X 




Ld 


1 ^ 1 


Ld 
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OBSERVING STACK OPERATION WITH SINGLE-OPERAND 
FUNCTIONS 

Single-operand functions (SORT, tXP, LN, A6S, and SG^i) are performed upon the 
contents of the X register only and not upon the contents of the Y, Z, T, or W 
registers. 

The SGN (Signum) and ABS (Absolute Value) commands alter the operand in the X 
register. The SGM function is most useful when performed on a waveform and is 
used to indicate whether the contents of the X register (constant or referenced 
waveform) are greater than, equal to, or less than zero. These three states are 
indicated by 1, 0, and -1, respectively. For example, to obtain the signum of -20: 
press 20, ( CHS ) , n i J^Gr>n . The result of indicates that the original 
value was less than zero. 

The absolute value of a constant is the magnitude of the constant without reference 
to the sign. To obtain the absolute value of the -20: press 20, [ CHS) , [ ABS I . 
The result of 2G is given in the X register. 

To obtain the square root of a number in the X register, press [ SORT ) . For 
example, to find the square root of 25: press 25, ( SORT ) , The result is 5. 



NOTE 

A SQR W Ai^r,! i /s issued if the contents of the X register are negative 
prior to executing the SORT command, and the square root of the 
magnitude is returned. 

To compute the natural logarithm (loge X) of the number in the X register, press 
m^ . For example, to obtain the natural log of 8: press 8, (~LN~) . The result is 



NOTE 

A L N 'A /' ■ ' is issued if the contents of the X register is < prior 
to the LN command. 



The exponential function is computed by raising e (2.718) to the power of the 
number in the X register. For example, to compute e°: press 8, WM' ' ■ 

result of 2 98 ' is given in the X register. 



Exercise continues on next page 
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Stored waveform data is not lost until a command is executed which either changes 
the value of the waveform points or of the stored scale factors. Until this occurs, the 
original waveforms can be recovered by issuing another >P/W command to restore 
the originally selected value. However, the stack contents, display status, and OPW 
number are not recoverable. 



WAVEFORM ACQUISITION AND DATA STORAGE 

The Waveform Calculator allows one or two real-time waveforms to be acquired into 
waveform memory with the use of the AQR or AQS commands. To do so, however, 
no more than two real-time waveforms may be selected for display; also, no plug-in 
chop modes are permitted prior to issuing the command. When only one real-time 
waveform is selected for display it is stored in waveform memory 0. When two 
waveforms are stored in this manner, use the following rules to determine which of 
the selected real-time waveforms is stored in waveform memory 0 (0 WFM) and 
which is stored in waveform memory 1 (1 WFM): 

1 . If the VERTICAL MODE switch is in either ALT or CHOP to select two real-time 
waveforms for display, 0 WFM is from the LEFT VERT amplifier unit and 1 WFM 
is from the RIGHT VERT amplifier unit. 

2. If the selected amplifier plug-in unit (either LEFT VERT or RIGHT VERT) is in the 
alternate mode, 0 WFM is from channel 1 and 1 WFM is from channel 2 of the 
selected amplifier unit. 

3. If the VERTICAL MODE switch is in ADD and either vertical amplifier is in the 
alternate mode to select two real-time waveforms for display, 0 WFM is channel 
1 of the alternating amplifier added to the other vertical amplifier input signal, 
and 1 WFM is channel 2 of the alternating amplifier added to the other vertical 
amplifier input signal. 

4. If the HORIZONTAL MODE switch is in either ALT or CHOP to select two real- 
time waveforms for display. 0 WFM is from the B HORIZ time-base unit and 1 
WFM is from the A HORIZ time base. 



Scale factors are stored with the appropriate waveform component whenever 
possible. Refer to the information given under Waveform Storage Considerations in 
Section 5, Using the Measurement Keyboard, for further details on scale factor 
acquisition. 



When using an Average command to store a waveform, remember that only one 
real-time waveform can be selected for display prior to AVG execution. Also, since 
the processor uses 1 WFM memory space as working storage to perform the A VG 
command, any waveform stored in 1 WFM will be lost unless it is copied into 
another waveform memory using the >WFM (Copy to Waveform Memory) command. 
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The following exercises only illustrate the function and operation of the WFM 
ACQUISITION and DATA STORAGE commands (except CNS and >CNS) and must 
be sequentially performed in order to obtain results similar to those shown. (The 
CNS and >CNS commands were previously demonstrated under Using the Constant 
Registers earlier in this section.) Figure D, blocks 10 and 15 shows the location of 
the keys demonstrated in the following exercises. 



OBSERVING THE WAVEFORM MEMORIES AT POWER-UP 

Perform the procedure for Obtaining a Scope Display in Section 4, Scope Display 
Mode Information. 



Position the CALIBRATOR signal so that the first positive-going pulse starts at the 
second vertical graticule line, and so the square wave is centered around the center 
horizontal graticule line. 



Set the STORED INTensity control to quarter range. 



To observe the power-up conditions of the waveform memories: 



Press 

(STORED) 



Display 



Comments 



The power-up condition 
of 0 WFM is displayed: 

All point values are set to 
0, VZR is set to 0, and 
the scale factors are set 
to 1 V and 1 S. All stack 
registers power-up to 0. 



I P/W ) !opw 0 ' vzB 0 ^ Vv ■ isi The waveform resolution 

register powers-up to a 
' setting of 51 2 as 

presently displayed in the 
X register; therefore, the 
— waveform memories are 

organized as presented in 

I .. Table 6-1 allowing 4 

I waveforms to be stored 

I 2 5,2 pw with the standard 7854 

, instrument. 



Exercise continues on next page 
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SETTING THE GROUND REFERENCE (Cont) 

GND Operation: 128 points of the real-time waveform are acquired as described 
for the AQR command in section 5. Then the processor computes the algebraic 
mean value of the acquired points (relative to the center horizontal graticule line) 
and stores this in the ground reference register. The contents of waveform memory 
are not changed. If no points have been acquired, due to a premature termination 
via the STOP command, the ground reference Is set to 0. This process is then 
repeated for the second waveform. (Note that at power-up the vertical zero 
reference, V/R, is set to the center horizontal graticule line.) 

GND Restrictions: No more than two real-time waveforms, and no plug-in unit 
chop modes, are permitted prior to issuing a GND command. GND ERROR is 
issued if either restriction is violated. 



ACQUIRING TWO WAVEFORMS 

To demonstrate how to simultaneously acquire two real-time waveforms, first 
return the input coupling switch of the LEFT VERT amplifier to dc. Then set the A 
HORIZ time-base unit to 1 ms/div, the HO RIZONTAL MODE switch to ALT, and the 
VERTICAL MODE switch to LEFT. Press I SCOPE ) . Set the A INTENSITY for a 
visible display. Use the VERT TRACE SEPARATION (B) control to position the 
baseline of the B HORIZ square wave to the center horizontal graticule line. (If 
necessary, adjust the A HORIZ time base to position the A display to begin at the 
first vertical graticule line.) 



Press 



Display 



Comments 



fAQ^ 




Both displayed real-time 
CALIBRATOR signals are 
acquired and stored in 
waveform memory ac- 
cording to the previously 
discussed rules. (See 
Waveform Acquisition 
and Data Storage.) 

AQR WARNING is 
issued if default scale 
factors are assigned, if 
non-unique scale factors 
are detected (e.g., real- 
time ADD mode select- 
ed), if more than 5% 
contiguous points are 
unfilled, or if the 
command is prematurely 
terminated with the 
STOP command. 
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ACQUIRING TWO WAVEFORMS (Cont) 

AQR Restrictions: No more than two real-time waveforms and no plug-in unit chop 
modes are permitted prior to issuing an AQR command. AQR ERROR is issued if 
either restriction is violated. 



Press 

[STORED I 



1 [WFM ) 



Display 



Comments 




The stored calibrator 
signal from the B HORIZ 
sweep is shown display- 
ed with the previously 
set ground reference 
(VZR 3 007) infor- 
mation. 



The stored calibrator 
signal from the A HORIZ 
sweep is displayed, This 
waveform was stored in 1 
WFM when the previous 
AQR was issued, and is 
referenced to the ground 
setting (VZR) or 0.955. 



@ 
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AVERAGING A WAVEFORM 

By using the AVG command available on the Waveform Calculator keyboard, the 
operator can designate the number of Averages to be done to a repetitive real-time 
waveform. 



NOTE 

The noise-reduction characteristic of the A VG command is 
demonstrated in the exercise for Averaging A Waveform in Section 5, 
Using the Measurement Keyboard. 



To demonstrate the AVG command by averaging the CA LIBRATOR signal 75 times, 
first return to the SCOPE display mode by pressing 1 SCOPE 1 , Then set the 
HORIZONTAL MODE switch to B and vertically center the CALIBRATOR signal 
around the center horizontal graticule line. Then: 



Press 

P’l 



Display 



Comments 



fOPW ? V7« -3.f«7 



2V 500, Si 



3 WFM 2 WFM BOTH 



The real-time CALIBRA- 
TOR signal and the 
contents of 2 WFM are 
displayed. (The m: i : 
display mode is used 
here to aid in under- 
standing the AVG 
operation.) 



75 [ AVG ) 



^OPW 0 VZFI'3-00/ 



JLTUinj- 



I ,2 WHW a WFM AVG 



Both the real-time and 
the newly averaged 
calibrator signals are 
displayed. (To verify this, 
vary the LEFT VERT 
position control.) 

AVG WARNING is 
issued if more than 5% 
contiguous points are 
unfilled, or if the 
command is prematurely 
terminated with a STOP. 



AVG Restrictions: The X register must contain a constant which (when rounded) is 
from 1 to 1023 inclusive, and only one real-time waveform is permitted, prior to 
issuing any AVG command. AVG ERROR is issued if either restriction is violated. 
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AVERAGING A WAVEFORM (Cont) 

To observe the effects of an Average command on 1 WFM: 



Press 

1 STORED) 



Display 



Comments 



OPW 0 VZR -3.007 2V 500pS 






2 WFM 0 WFM .-’JR; u 



Return to STORED 
display mode. (The real- 
time signal is no longer 
displayed.) 



1 ( WFM 1 



OPW 1 V2R 



0 WFM 1 WFM ,-Vf\ 



The contents of 1 WFM 
are displayed. Notice that 
1 WFM is returned to the 
power-up condition after 
having been used as 
working storage by the 
processor for the AVG 
command. However, 
since we had duplicated 
the waveform data into 3 
WFM prior to the AVG, 
the data has not been 
lost. 



OBSERVING EFFECTS OF A >P/W 

Review the present contents of each of the four waveform memories {available in 
the standard 7854 with the present conditions): 

Display 

iOPw f! VZR oo.i :-v 



Press 
0 I WFM 1 



Comments 

Display 0 WFM contents. 
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OBSERVING EFFECTS OF A >P/W (Cont) 



Press 

1 (WFM 1 



Display 



jOPW ■ VZR 0 IV is| 



0 ATM WFM WFM 



Comments 

Display 1 WFM contents. 



2 I WFM 1 



3 [WFM I 




iOPW ■> VZR 2V 




Display 2 WFM contents. 



Display 3 WFM contents. 



@ 
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OBSERVING EFFECTS OF A >P/W (Cent) 

Now, let's change the P/W value and observe the reorganization of the waveform 
memories: 



Press 



1024 

n 1 p/w 1 



Display 



pPW VZR •• ! 2V ImSl 




Comments 

The P/W value is 
changed from 512 to 
1024; therefore, each 
waveform memory now 
contains twice the num- 
ber of waveform points. 
(Since the processors’ 
memory can only hold a 
set number of waveform 
points, this has the effect 
of dividing the number of 
available waveform 
memories by 2.) The first 
512 displayed points 
were in 0 WFM and the 
second 512 points were 
in 1 WFM prior to the 
P W. The processor 
automatically rescales 
the horizontal spacing of 
the displayed points so 
that they span only the 
10-divlsion graticule. 
Therefore, the scale 
factors and V'ZRwill not 
necessarily reflect the 
true values of the newly 
displayed waveform. 
Also, note that the stack 
registers have all been 
set to 



P/W Restrictions: The X register must contain a constant which (when rounded 
to an integer) is one of 128, 256, 512, or 1024, prior to execution of the P W 
command. P tRROR is issued if this restriction is violated. 



Exercise continues on next page 
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OBSERVING EFFECTS OF A >P/W (Cont) 

To recover the waveforms as they were orignally stored: 



Press 



Display 



Comments 



512 




The calibrator signal 
stored using 75 I AVG I 
is displayed as originally 
stored in 0 WFM. All 
waveform memories have 
been restructured. 



NOTE 

Stored waveform data is recoverable only if the P/W value is returned 
to the original setting before a command is executed which either 
changes the value of any waveform point, the stored scale factors, or 
the vertical zeros. 



RECALLING AND SETTING THE VALUE OF A POINT 

Each stored point of the operational waveform can be directly accessed. 



For example, to recall the vertical value of the 102"“ point: 



Press 

102 



Display 



ioPW 0 VZR -3.007 

n n r 


2V 500ySl 


u u u 

1 0 10 2 


1 



Comments 

We have entered the 
point number of 1 02 into 
the X register. This is the 
point whose vertical 
value we need. 
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RECALLING AND SETTING THE VALUE OF A POINT (Cont) 



Press 

( PNT) 



Display 



Comments 



500SI The vertical value of point 
1 02 is displayed in the 
X register. 



PNT Restriction: The X register must contain a constant which, when rounded to 
an integer, is from 0 to the maximum waveform point number (inclusive). PNT 
ERROR is issued if this restriction is violated. 



To have the processor return the vertical value of a specific point on a 
stored waveform: 

a. Key in the number of the point, 
h. Pre.ss ( PAT I . 

Read the vertical value of the designated point from the X register. 



Now, let's change the value of a specific point. To change the present setting of 
point number 102 to the VZR setting of 0 volt: 



Press 

0 I ENTER ) 



Display 



Comments 



(OPW 0 VZR -3.007 2V SB0i/S; 




The vertical value of 0 
volts relative to the VZR 
of the OPW has been 
entered into the stack. 



Exercise continues on next page 
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COMPUTED WAVEFORM SCALING, OVERFLOW, 
AND UNDERFLOW 

All new waveforms which have been generated by the processor (e.g., with the use 
of the arithmetic functions) are automatically scaled vertically so that: 

1 . The vertical scale factor is in the format of d * 1 0", where d = 1 , 2 , or 5 , and n = 
integer. 

2. The VZR is set to a full graticule division within the vertical range limits of +20 and 
-20 divisions from the center horizontal graticule line. 

3. The waveform points are displayed within + or - 3.5 divisions from the center 
horizontal graticule line. 

4. First the vertical scale factor and then the VZR are set as small as possible while 
still consistent with 1 through 3 above. 

Whenever a waveform point value (vertical scale factor times the point value, in 
divisions relative to the VZR) is smaller than the smallest internally representable 
value of 1*2'“’^®^, it is set to 0. 

If all points of a waveform are 0, the VZR is set to0, the vertical scale factor is set 
to 1 , and the horizontal scale factor is left unchanged. 

If a point value exceeds the largest internally representable value of: (1-2’’^) * 
I232.767j n |g ggj jQ ygiug gp,jj wavofotm is scaled to + or -3 divisions. 



WAVEFORMS AS ARITHMETIC OPERANDS 

The arithmetic functions (previously discussed under Mathematical Calculations in 
this section of the manual) can also be used with waveform(s) as the operand(s). 
The following exercises demonstrate the effects of these one- and two-operand 
functions when waveforms replace the numbers as the operands. 

A one-operand arithmetic function performed on a waveform results in a new 
waveform in 0 WFM. 

A two-operand arithmetic function performed with one waveform and one constant 
results in a new waveform in 0 WFM which is calculated by combining each 
waveform point value with the constant value. The resulting horizontal scale factor 
and both scale factor units (e.g., V, S) are retained from the original waveform. 

A two-operand arithmetic function performed using two waveforms results in a new 
waveform in 0 WFM which is calculated by applying the specified operation to 
corresponding points of each operand waveform. In this case, if the horizontal scale 
factor and horizontal scale factor unit of each operand was the same, the resulting 
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horizontal scale factor unit will be retained from both operands; however, if they 
differed, the resulting unit will be left blank, the default scale factor of 1 will be 
assigned, and a warning' will be issued. In addition, the resulting vertical scale 
factor unit will be blank if the operand units were not identical prior to CD or 
G3 and whenever either CD or CD is performed. Figure D, block 2 shows the 
location of the keys demonstrated in the following exercises. 



OBSERVING WAVEFORMS WITH ONE-OPERAND ARITHMETIC 
FUNCTIONS 



To perform one-operand ariihmeiic functions (SQRT, LN. . ABS, and 
SGN) with a waveform as the operand: 

a. Place the waveform memory address into the X register using the 
WFM command. 

h. Press the desired function kev (see the above list). 



To demonstrate the one-operand arithmetic functions of SQRT, LN, EXP, ABS, and 
SGN using a waveform as the operand, first perform steps 1 through 3 of the 
procedure for Obtaining a Scope Display in Section 4, Scope Display Mode 
Information. 

Set the B HORIZ time-base unit to 20 microseconds/division and triggering to auto 
mode with ac coupling from the internal source on the negative slope. 

Rotate the B INTENSITY control until the trace is at a desirable viewing level (about 
quarter range). 

Connect a triangular shaped waveform (from 0 to +2 V dc) from a function generator 
(recommended type: TEKTRONIX FG 503 Function Generator used with a TM 500 
Power Module) to the input connector of the LEFT VERT amplifier unit with a 42- 
inch bnc cable. (Match impedances, if necessary.) 

Set the deflection factor of the LEFT VERT amplifier unit and the output amplitude of 
the function generator to display 2 divisions of signal on the crt. 

Set the input coupling switch of the LEFT VERT amplifier to ground and pos ition the 
trace one division below the center horizontal graticule line. Press 1 GND ) . Return 
the input coupling to the dc mode. 

Adjust the function generator output frequency for 2.5 cycles of displayed signal. 



'The warning message of XXX WARNING is not displayed for this warning. 
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OBSERVING WAVEFORMS WITH ONE-OPERAND ARITHMETIC FUNCTIONS (Com) 

Set the B HORIZ time-base unit triggering and position controls for a stable display 
horizontally centered on the crt. 



Set the STORED INTensity control to midrange. 



Press 



Display 



( APR 1 [ STORED ) 

2 WM 




Comments 

Acquire and store the 
signal into 2WFM for 
later use. 



( SORT ) 




-1.037 I /.f.- :ih: 



The processor applies the 
SORT algorithm to each 
point of the OPW and 
places the result in 0 
WFM . Notice that the 
new waveform has been 
automatically scaled by 
the processor. (See 
Computed Waveform 
Scaling, Underflow, and 
Overflow for more 
details. )SQR WARNING 
is issued whenever any 
point of the OPW is 
negative prior to the 
SORT command. 



2 I WFM ) 




Recall 2 WFM to the 
display. 



@ 
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OBSERVING WAVEFORMS WITH ONE-OPERAND ARITHMETIC FUNCTIONS (Coni) 



Press 

(TFn 



Display 



Comments 



OPW ■ VZR 20fiS; 




The natural logarithm of 
the triangular waveform 
from 2 WFM is dis- 
played as 0 WFM. 

LN WARNING is issued 
If any point of the OPW 
was 0 or negative prior to 
the LN command. 



2 I WFM 1 



‘f‘ 

Vertical Position 
1 APR ) 3 



; ' I 

OPW 0 VZR 20t,s; 




^ 0 WFM 0 WFM * . 




The exponential function 
of the triangular wave- 
form from 2 WFM is 
displayed as 0 WFM, 



Go to the display 

mode and position the 
real-time waveform to be 
centered about the 0 V dc 
level (one division below 
the center horizontal 
graticule line). Then 
reacquire the waveform 
and store it in 3 WFM. 



Exercise continues on next page 
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OBSERVING WAVEFORMS WITH ONE-OPERAND ARITHMETIC FUNCTIONS (Com) 



Press 

O ( SGN ) 



Display 



Comments 




The signum function is 
performed on each point 
of the triangular wave- 
form from 3 WFM and 
the result placed in 0 
WFM, Where the value of 
a point was greater than 
0 it is set to +1 , where 
equal to 0 it is set to 0, 
and where less than 0 it 
is set to -1 . 



3 ( WFM I 
I ABS ) 




The absolute value of 
each point of the 
triangular waveform from 
3 WFM is displayed. The 
resulting waveform is not 
automatically scaled. 



To avoid overflow when compuiin^ the LN(.x) of a waveform with zero- 
valued points, use the following sequence: 

a. Identify the zero-valued waveform points. 

h. Change the zero-valued points to the smallest non-zero value, which 
is: (6E-04) * (Vertical Scale Factor), 
c. Take the LN of the waveform. 

For e.xample. to find the LN of I WFM: 

a. Find the zero-valued points by pressing I | WFM ) / ( 3F <> V ) 
mi SGN ) . 

h. Scale this waveform to represent the smallest possible value by 
pressing / I WFM ) | VS( L | 6 1 FFX ) { CHS ) 04 Q 0 
I WFM I 1 CL.X ) ( >VSCI. ) . 

c. Now add this waveform to the orig inal wave form and comp ut e th e 
natural logarithm by pressing 0 1 WFM ) / ( WFM ) Q 

CmD 
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OBSERVING WAVEFORMS WITH TWO-OPERAND ARITHMETIC 
FUNCTIONS 

Two-operand arithmetic functions can be performed upon two constants (as 
demonstrated under Mathematical Calculations), upon one waveform and one 
constant, or upon two waveforms. 



To demonstrate the use of the arithmetic functions using a constant and a 
waveform first press [ STORED | , then; 



Press 

2 ( WFM ) 



Display 



Comments 




Recall signal from 
2WFM. 



2 CD 




The value of each point of 
the operational waveform 
(in relation to the VZR) is 
multiplied by 2. 



To demonstrate this more fully, let's observe what occurs to a specific point when a 
two-operand arithmetic function Is performed using a waveform as one of the 
operands. 



Press 
75 f?r^ 



Display 



Comments 




0 WFM }JH2 f’N: 



The value of point 75 of 
the operational wave- 
form, 882 6m, is dis- 
played in the X register. 
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OBSERVING WAVEFORMS WITH TWO-OPERAND ARITHMETIC FUNCTIONS (Cont) 



Press 
0 1 WFM 1 



Display 



OPW 0 V2R -1 



1 V 20^8 ; 




Comments 

Enter the waveform 
operand of 0 WFM into 
the stack. 




(3 




The entire waveform is 
divided by 2 and rescaled. 
A warning’ is issued if 
any point of the divisor is 
0. If the corresponding 
point of the dividend is 
also 0, the result is 
set to 0. 



’The warning message of \;<X is not displayed for this warning. 
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OBSERVING WAVEFORMS WITH TWO-OPERAND ARITHMETIC FUNCTIONS (Cont) 



Press 

75 (PNT) 



Display 




Comments 

Notice that the value of 
this point has been 
divided by 2. 



A stored waveform cart he normalized such that t he pea k-lo-peak value is 
1.0 volt by recalling the waveform and pressing ( P-7* ) CD . Also, the 
MID point of the waveform can he set to zero volts hy recalling the 
waveform and pressing [ MID D Q 



Now, let's add two waveforms to illustrate the use of two-operand arithmetic 
functions when both operands are waveforms: 



Press 

2 ( WFM I 

3 I WFM I 



Display 




Comments 

Enter the two operands of 
2 WFM and 3 WFM into 
the stack. 



Exercise continues on next page 
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OBSERVING WAVEFORMS WITH TWO-OPERAND ARITHMETIC FUNCTIONS (Com) 



Press 

Q 



Display 



;OpW 0 V2R i 




Comments 

The two waveforms are 
added together point by 
point. The resulting 
waveform is placed in 
0WFM. 



NOTE 

Refer to Section 9. Command Language, for the algorithms used for 
each command. 



Two repetitive real-time signals which represent current and voltage can he 
multiplied to determine instantaneous power. With ha th signals displayed 
(using ALT or CHOP vertical modes), press ( AQR DCD . Be sure that 
the GND reference has been previously set to the desired value. 



NEXT EXERCISE BEGINS WITH POWER UP 
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STORED WAVEFORM DISPLAY 

The Waveform Calculator adds several commands which allow the operator to set 
various parameters of the stored waveform display. For example, without the 
Waveform Calculator the stored waveforms are always displayed as vectors drawn 
between the points of the waveform (VECT). However, with the Waveform 
Calculator you can select to display the waveform points only, using the DOTS 
command. Care must be taken when displaying waveforms using the DOTS mode 
to avoid perceptual aliasing or envelope errors. Perceptual aliasing, a type of optical 
illusion inherent in dot displays, occurs because the human eye tends to connect 
the dots to their closest neighbors. The closest dots on the display, however, may 
not be the next points in sequence. This illusion can be avoided by using the vector 
display mode. 

An envelope error occurs when the waveform points do not fall on the peaks of the 
signal, leaving some of the signal outside the displayed envelope. This problem can 
occur in either display mode (DOTS or VECT); but, it can be helped by using more 
points-per-waveform or a faster sweep speed. 

The Waveform Calculator allows up to 9 stored waveforms to be displayed on the crt 
screen at the same time (using DSW) to aid in waveform comparison, and also 
allows waveforms to be displayed versus another waveform (VS) instead of versus 
time (TIME). The following exercise demonstrates the effects of the STORED WFM 
DISPLAY commands. See Figure D. block 12 for the location of these keys. 

DISPLAYING STORED WAVEFORMS AS DOTS OR VECTORS 

Perform steps 1 through 3 of the procedure for Obtaining a Scope Display in Section 
4, Scope Display Mode Information. 

Set the B HORIZ time-base unit to 20 microseconds/division and triggering to auto 
mode with ac coupling from the internal source on the negative slope. 

Rotate the B INTENSITY control until the trace is at a desirable viewing level (about 
quarter range). 

Connect a triangular shaped waveform from a function generator (recommended 
type: TEKTRONIX FG 503 Function Generator used with a TM 500 Power Module) 
to the input connector of the LEFT VERT amplifier unit with a 42-inch bnc cable. (If 
necessary, match impedances.) 

Set the deflection factor of the LEFT VERT amplifier unit and the output amplitude of 
the function generator to display two divisions of signal on the crt. 

Adjust the function generator output frequency for about four cycles of displayed 
signal. 

Set the B HORIZ time-base unit triggering and position controls for a stable display 
horizontally centered on the crt. 
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DISPLAYING STORED WAVEFORMS AS DOTS OR VECTORS (Cont) 

Using the position control of the LEFT VERT amplifier unit, position the tops of the 
waveform to one division below the center horizontal graticule line. 



Set the STORED INTensity control to quarter range. 



Press 



Display 



Comments 



128 

I ADR ) 



[ STORED 1 




Set the P/Wto 128. 
(Refer to Table 6-1 for 
organization of the 
waveform memories.) 
Store the waveform. 



Display the stored 
wayeform. Notice that 
the waveform is display- 
ed as vectors drawn 
between the 1 28 points 
of the waveform. 



The waveform is display- 
ed as dots only. 
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DISPLAYING STORED WAVEFORMS AS DOTS OR VECTORS (Com) 



Press 

[ VECT I 



Display 



OPW 0 V2R 0 


IV 


20pS 


,A. 




r 


\ / \ 




- 


'J \ 






0 0 WFM 







Comments 

Return to the vector 
mode. 



DISPLAYING SEVERAL STORED WAVEFORMS 

A maximum of 9 stored waveforms can be displayed at the same time on the crt. To 
demonstrate, first store the following signals: 



Press 



Display 



| |>WFM 




Comments 

Copy the triangular 
waveform into 2 WFM for 
use in demonstrating the 
DSW (Display Stored 
Waveform) command. 



Return to the SCOPE mode (by pressing ( SCOPE ) ) and set the function generator 
to display five cycles of square wave. 

Adjust the LEFT VERT amplifier unit to display one division of signal centered 
around the center horizontal graticule line. 

Press Comments 

( AQR 1 3 n ( WFM ) Store the square wave 

into 3 WFM. 



Exercise continues on next page 
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DISPLAYING SEVERAL STORED WAVEFORMS (Cont) 

Set the function generator to display five cycles of sine wave. 

Adjust the LEFT VERT amplifier unit to display two divisions of signal with the base 
one division above the center horizontal graticule line. 

Press Comments 

[ APR I 4 19 ( ■ WFM 1 Store the sine wave into 

4 WFM. 



Now, to display all of these signals on the screen at the same time, first return to 
the STORED display mode: 



Press 

[ STORED 1 
1 ( DSW ) 



Display 




Comments 

The sine wave from 4 
WFM and the power-up 
condition of 1 WFM are 
displayed. The scale 
factors and VZR are 
only for the operational 
waveform (4 WFM). 

Line 2 of the character 
display shows 4 and 1 
indicating which wave- 
form memories the 
displayed waveforms are 
from. The left-to-right 
sequence of these 
numbers corresponds to 
the top-to-bottom 
sequence of point 0 of 
each displayed wave- 
form. DSW WARNING 
is issued if 8 waveforms 
have already been 
displayed with the DSW 
command. (If the 
operational waveform 
was not displayed with 
the DSW command, a 
total of 9 waveforms may 
be displayed.) 
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DISPLAYING SEVERAL STORED WAVEFORMS (Cont) 



Press 

2 I DSW I 



Display 




Comments 

The triangular waveform 
from 2 WFM is also 
displayed. Waveform 
memory address ?is 
added to display line 2. 



3 [ DSW ) 



JOPW4 VZfl 0 IV 20i/S 

i OSW 4 1 i 2 i 

vx/vw 




The square wave from 3 
WFM is added to the 
display. 



DSW Restrictions: The X register must contain a constant which, when rounded to 
an integer, is from 0 to the maximum valid waveform memory address (inclusive). 
DSW ERROR is issued if this restriction is violated. 
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CLEARING STORED WAVEFORMS FROM THE DISPLAY 

To clear a waveform from the display which has been displayed with the DSW 
command, first enter the waveform memory address number of the waveform to be 
cleared. For example, to clear 2 WFM from the present display: 



Press 

2 1 CLW ) 



Display 



OPW 4 VZR 0 IV 20//SI 

DSW 4 13 ? 

WW\A 




3 WFM 4 WFM 



Comments 

2 WFM contents are 
cleared from the display. 
If necessary, the DSW 
line of display shifts to 
reflect the new top-to- 
bottom sequence of point 
0 of the remaining 
displayed waveforms. 
CLW WARMMG is 
issued if waveform 
designated for clearing 
was not displayed with 
the DSW. 



CLW Restrictions: The X register must contain a constant which (when rounded) is 
an integer from 0 to the maximum valid waveform memory address (inclusive), prior 
to executing a CLW command. Ci W FRROR is issued if this restriction is violated. 



To clear all waveforms from the display, except the operational waveform, which 
have been displayed with the DSW command: 



Press 

n CcHD 



Display 

iOPW 4 VZR 0 IV 20uS 

^WW, 

; i 

i ' I 

r ' I 

I ' 

! 

3 WFM 4 WFM 



Comments 

All waveforms displayed 
with DSW are cleared 
from the display (except 
the operational wave- 
form, even though it too 
may have been displayed 
with the DSW command) 
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DISPLAYING STORED WAVEFORMS IN THE X-Y MODE 

Up to nine stored waveforms can be displayed versus another in the X-Y 
mode. 



Use the command as follows: 

a. Display the waveform (with either WFM or DSW command) which 
will provide the vertical (Y-axis) values for the X-Y display, 
h. Key into the X reffister the waveform memory number of the 
waveform to provide the horizontal (X-axis) values, 
c. Press n 



Return to Scope Mode. Connect 4-volts of a 50-kHz sine wave from the function 
generator to the input of the LEFT VERT amplifier unit with a 42-inch bnc cable. 
(Match impedances, if necessary.) 

Set the LEFT VERT amplifier unit and the function generator to display four divisions 
of signal centered around the center horizontal giaticule line. 

Set the B HORIZ time-base unit for 2 microseconds/division using the 20 /zs/div 
and XI 0 magnification settings. Set the triggering controls for auto mode with ac 
coupling from the internal source. 

Adjust the B INTENSITY if necessary. 

Using the B FIORIZ position control, display one cycle of the sine wave as shown 
below: 

Comments 

Return P/W setting to 
51 2 to increase the 
resolution of stored 
waveforms. This sine 
wave will be stored for 
display later in a Lissajous 
pattern. 



Press 

512 m (~T~w1 



Display 



r U. 


y 


\ 




/ 


\ f 


\ 

^ \ 


/ ..... 4 

/ 


, \j 
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DISPLAYING STORED WAVEFORMS IN THE X-Y MODE (Cont) 



Press 

I AVG10 ) 
[STORED 1 3 
O (>WFM I 



Display 




Comments 

Store the sine wave in 3 
WFM. 



a ( both ) 1^ 




Display both the real-time 
and the stored sine 
waves. 



Using the B HORIZ time-base unit trigger level control, position the real-time sine wave 
as shown below: 



Display 



Comments 



iOPW 0 VZR 0 IV 2(isi 




Position the sine wave 
90 ° out of phase with 
the stored sine wave. 
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DISPLAYING STORED WAVEFORMS IN THE X-Y MODE (Cont) 



Press 



Display 



Comments 



(AVG10 ) 
(STORED) 2 
O ( >WFM ) 




Store the out-of-phase 
sine wave in 2WFM. 



3 




OPW 2 V2R 



Enter the address 
number of the waveform 
memory which is to be 
the horizontal axis of the 
display (the versus 
waveform). 



a 




The Lissajous pattern 
formed by displaying the 
operational waveform 
versus 3 WFM is shown. 
The "horizontal scale 
factor" is the vertical 
scale factor of the versus 
waveform. The waveform 
memory address number 
of the versus waveform 
(which in this case is ) is 
displayed at the right end 
of display line 2, pre- 
ceded by the mnemonic 
VS. 



Exercise continues on next page 
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DISPLAYING STORED WAVEFORMS IN THE X-Y MODE (Cont) 

Operation: The horizontal position of each displayed waveform point is the 
vertical value (in divisions, measured from the center horizontal graticule line) of the 
like-numbered point of the waveform chosen for the horizontal axis. 

Restrictions: The X register must contain a constant which, when rounded, is 
an integer from 0 to the maximum valid waveform memory address number 
(inclusive), prior to executing a command. VS ERROR is issued if this 

restriction is violated. 



All waveforms displayed following the command (and prior to a TIME command) 
are displayed versus the designated waveform. To illustrate: 



Press 

3 ( DSW 1 



Display 



Comments 




3 WFM is displayed 
versus 3 WFM. 



DISPLAYING STORED WAVEFORMS IN THE Y-T MODE 

To return to using time as the horizontal axis of the display: 



Press 

I TIME I 



Display 




Comments 

All displayed waveforms 
(3WFMand2WFM in 
this case) are displayed 
using time as the 
horizontal axis. 



NEXT EXERCISE BEGINS WITH POWER UP 



6-54 







Using The Waveform Calculator— 7854 



CURSORS 

The cursor commands available on the measurement keyboard are duplicated on 
tbe Waveform Calculator keyboard and will not be discussed here in detail; 
however, the four additional cursor commands included on the Waveform 
Calculator keyboard will be demonstrated. See Figure D, blocks 7 and 9 for the 
location of the CURSOR keys used in the following exercises. 

POSITIONING THE CURSORS 

Perform the exercise entitled Displaying Stored Waveforms in the X-Y Mode, to the 
point where the following display is shown on the crt graticule: 

Display Comments 

topw ‘ vzS 0 IV Lissajous pattern is 

I i displayed. 




Comments 

Both cursors are turned 
on. Notice that they are 
positioned at the start 
and end of the displayed 
operational waveform. 
Also notice that the 
VC R n and the ft ( R ; ' 
readings are given with 
the same units as those 
displayed with the 
corresponding vertical 
and horizontal scale 
factors. In this particular 
case, the unit symbol for 
both scale factors and 
both cursor coordinates 
is V. 

Exercise continues on next page 
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POSITIONING THE CURSORS (Cont) 
Press 
[CRS1>) 



Comments 

Notice that Cursor 1 is 
moved toward the end of 
the operational wave- 
form, not necessarily to 
the right, 



|CRS2< ) 



Cursor 2 moves to the 
start of the operational 
waveform. 



Press 



Display 



Comments 



The Cursor 
Positioning 
Keys As 
Necessary To 
Obtain Shown 
Display 



1 TIME I 




OPW 2 VZft 0 



Position cursors to the 
center horizontal grat- 
icule lines. 



Display the operational 
waveform versus time. 
Although the cursors 
have physically changed 
their horizontal location 
on the display, they have 
maintained the vertical 
position to which they 
were set. 
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POSITIONING THE CURSORS (Cont) 

Press Display 




Comments 

Turn off Cursor 2. 



To move Cursor 1 directly to a point which is a specified time from the start of the 
waveform: 



Press 

10 ( EEX I 
( CHS ) 6 



W(>HCRD| 



Display 



jOPW 2 VZB 0 IV 2vs! 

I i 





Comments 

We have entered the 
new setting for the 
HCRD(10/.)into 
the X register. 



Cursor 1 is moved to the 
stored point nearest the 
value in the X register. 



Exercise continues on next page 
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POSITIONING THE CURSORS (Cont) 

To set the 2 cursors a specified distance apart: 

Press Display 



( CRS2-1 ) 



! OPW 2 VZR 0 




Comments 

Turn on both cursors. 



6 rw) 

( CHS ) 6 



lopw 2 wR 0 IV 2 »s. Enter the amount of time 

to separate the cursors. 




K >HCRD I 



OPW 2 V2R 0 1V 2fjS 




Cursor 2 is moved 6 /is 
to the right of Cursor 1 . 

HC WARNING is 
issued if the number in 
the X register represents 
a position beyond the 
right edge of the 
graticule for Cursor 2. 
See >HCRD Operation. 



@ 
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POSITIONING THE CURSORS (Cont) 

>HCRD Operation: If the position designated in the X register does not coincide 
with a stored waveform point, the cursor is set to the nearest stored point. If both 
cursors are on at the time of a >HCRD command, Cursor 2 is moved so that the 
difference between Cursor 1 and Cursor 2 is as close as possible to that specified in 
the X register. However, if this represents a position beyond the right edge of the 
graticule. Cursor 2 is set to the right edge and HC WARNiiVG is issued. 

>HCRD Restrictions: At least one cursor must be turned on, the X register must 
contain a constant which is greater than 0, and the operational waveform must not 
have been displayed with the VS command, prior to executing the >HCRD 
command. HC ERROR is issued if any of these restrictions are violated. 



To set the vertical coordinate of Cursor 1 to a specified setting, and thus move the 
cursor: 



Press 



Display 



Comments 



O [ CRS1 ) 
0.25 



1 Turn off cursor 2 and 

OPW 2 V2fl 0 IV 2pS’ 

enter the new setting of 
the vertical coordinate. 





The vertical coordinate 
and position of the 
cursor change to be as 
close as possible to the 
specified setting. See 
>VCRD Operation. 



Exercise continues on next page 
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POSITIONING THE CURSORS (Cont) 



To set Cursor 2 a specified vertical distance from Cursor 1: 



Press 

(CRS2-1 ) 



Display 



Comments 




1.5 



ToPW 2 V2R 0 IV 2vsi 




Enter the vertical dis- 
tance from Cursor 1 . See 
>VCRD Operation. 



a i>vcRD) 



’ OPW 2 VZR 0 IV 2psi 




Move Cursor 2 the 
specified distance from 
Cursor 1 . 
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POSITIONING THE CURSORS (Cont) 



The follow ing keystroke sequence can he used to position the cursors to the 
0 PNT and the MAX point for measuring pulse parameters: 

a. Turn on and position Cursor / to the MAX point by pressing WM 
( CRS! ) [ MAX ) Q [>yCRD'\ ' 

h. Position Cursor 2 to the same point hy pressing ( CRS2-I ) 0 
1 >HCRD ) . 

c. Reposition Cursor I to the 0 PNT hy pressing KB I CRS I | 0 

( >HCRD 1 , 

d. Turn on both cursors { C RS2- 1 1 and make the desired 

measurement (i.e., DEI. A Y, RISE, etc.) 



>VCRD Operation: With only one cursor on (CRS1 mode), the operational 
waveform is scanned for the specified vertical level from the present cursor location 
to the end of the waveform. If a crossing or touching point is not found, the scan 
continues from the start of the waveform to the cursor. The cursor is set to the point 
prior to the first crossing or touching point found. 

With both cursors on (CRS2-1 mode), the operational waveform is scanned from 
Cursor 2 to the end of the waveform. If a crossing or touching point is not found, the 
scan then begins again at Cursor 1 and continues toward Cursor 2, Cursor 2 is then 
set to the point prior to the first crossing or touching point found. 

>VCRD Restrictions: The cursor(s) must not be turned off, and the operational 
waveform must either cross or touch the designated vertical level within the 
allowed cursor movement range, prior to execution of the >VCRD command. . < ' 
ERROR is issued if either restriction is violated. 
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RECALLING CURSOR COORDINATES 

To recall the horizontal coordinate (or relative horizontal coordinate if both cursors 
are on) to the X register: 



Press 

(HCRDI 



Display 



Comments 



lOPW 2 VZR 0 IV 2^Sf 




The displayed horizontal 
coordinate (or relative 
horizontal coordinate) is 
returned to the X 
register. 



HCRD Restriction: At least one cursor must be turned on prior to executing 
an HCRD command. HCR ERROR is issued if this restriction is violated. 



To recall the vertical coordinate (or relative vertical coordinate if both cursors are on) 
to the X register: 



Press 

I VCRD ) 



Display 



Comments 



’opw 2 VZR 0 1V 2vSi 




The displayed vertical 
coordinate (or relative 
vertical coordinate) is 
returned to the 
X register. 



VCRD Restriction: At least one cursor must be turned on prior to executing a 
VCRD command. VCR ERROR is issued if this restriction is violated. 



NEXT EXERCISE BEGINS WITH POWER-UP 
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WAVEFORM SCALING, EXPANSION, 

AND POSITIONING 

Commands are available with the Waveform Calculator to change the scale factors 
and vertical zero reference settings of the operational waveform without 
subsequently affecting the dimensions of the waveform. Also available are 
commands to vertically or horizontally expand or position the operational waveform. 
Figure D, blocks 17 and 18 shows the location of the keys demonstrated in the 
following exercises. 



SETTING THE SCALE FACTORS 



To change the vertical or horizontal .scale factors of the operational 
waveform: 

a. Key in the new seitinf; for the scale factor, 
h. Press the shift f[jj§ key. 

c. Press [>iS(l. ) to change the vertical stale /actor or [>H.S( I. 1 to 
change the horizontal .scale factor. 



Perform the procedure for Obtaining a Scope Display in Section 4, Scope Display 
Mode Information. 



Position the CALIBRATOR signal so that the first positive-going pulse starts at the 
second vertical graticule line, and so the square wave is centered around the center 
horizontal graticule line. 



Set the STORED INTensity control to quarter range. 



Press 

(aq^ 

(STORED) 



Display 




Comments 

Display the stored 
calibrator signal. 



Exercise continues on next page 
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SETTING THE SCALE FACTORS (Cont) 

To change the vertical scale factor of the operational waveform to 5 /vV: 

Press Display Comments 

First enter the new scale 
factor into the X register, 
then issue the >VSCL 
command. The vertical 
scale factor has changed 
from to 



The unit associated with the vertical scale factor, in this case V, remains the same. 

VSCL OperationiThe operational waveform is displayed with the number in the X 
register as the vertical scale factor. 

VSCL Restrictions: The X register must contain a constant which is greater than 0 
prior to executing the >VSCL command. is issued if this restriction is 

violated. 

To change the horizontal scale factor of the operational waveform to 1 ms: 

Press Display Comments 

First enter the new scale 
factor into the X register, 
then issue the >HSCL 
command. The horizontal 
scale factor of 
has changed to 
The unit - remains the 
same. 
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SETTING THE SCALE FACTORS (Cont) 



To easily determine the number of a specific point on the stored waveform: 

a. Change the horiz ontal sca le factor to be equ al to the ( Pj W) divided 
(!) by pressing [ P! W \ 10 m o c HS( L ) . 

b. Turn on and position Cursor I as desired. 

c. The point number where the cursor is located can now be read from 

the displayed .setting. 

If this procedure is used with, both cursors on, the setting will 

reflect the number of points between the cursors. 



>HSCL Operation: Executing a HSCL command is the equivalent to changing the 
time span of the operational waveform by a value equal to: (the number in the X 
register) divided by (the original horizontal scale factor). The operational waveform 
is then displayed with the number in the X register as the horizontal scale factor, 

>HSCL Restrictions: The X register must contain a constant which is greater than 
0, and the operational waveform must not be displayed with the VS command, prior 
to executing the >HSCL command. is issued if either restriction is 

violated. 
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RECALLING THE SCALE FACTORS 

To recall the setting of the operational waveform's vertical scale factor: 



Press Display Comments 

) WW 0 WR a ^ ,„s: The vertical scale factor 

of the OPW is returned to 
the X register. 




To recall the setting of the operational waveform's horizontal scale factor; 



Press 

( HSCL 1 



Display 



Comments 



lOPW 0 VZR 0 5t/V ImS- 

I 

I 



The horizontal scale 
factor of the OPW is 
returned to the X 
register. 
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EXPANDING THE STORED WAVEFORM 
Vertical Expansion 



To venically expand the operational waveform display, without chantting 
the waveform value.s: 

a. Key in the expansion rate. 

b. Press ( VXPD 1 . 



To vertically expand the operational waveform by a factor of 3: 



Press 
3 1 VXPD 1 



Display 



’ OPW 0 


V2R 0 . 1 


1tnS 


r~ 

j 

j 


i 1 




I 

i I 


Im 


— j 



Comments 

The operational wave- 
form has been vertically 
expanded by a factor of 
3 times about the center 
horizontal graticule line. 
The vertical scale factor 
is divided by the same 
factor in order to 
maintain the waveform 
values. See VXPD 
Operation below. 

is 

issued if the operational 
waveform is from 0 WFM 
and the command causes 
any waveform points to 
fall outside ±1 0 divisions 
from the center horiz- 
ontal graticule line. 

These points are then set 
to +1 0 divisions. 



VXPD Operation: The operational waveform is vertically expanded around the 
center horizontal graticule line by the expansion factor specified in the X register. If 
the expansion factor is negative, the waveform is expanded and then inverted. The 
vertical scale factor is divided by the expansion factor in order to maintain the 
waveform values. 

VXPD Restrictions: The expansion factor must be a constant and must be entered 
into the X register prior to the VXPD command. If the operational waveform is not 
from 0 WFM, the expansion must not result in any point falling outside the ±10 
division vertical limits, \'Xf is issued if either restriction is violated. 
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EXPANDING THE STORED WAVEFORM (Cont) 

Horizontal Expansion 

Cursor status affects the operation of the HXPD (Horizontal Expansion) command. 



To horizontally expand the operational waveform with both cursors off or 
with only Cursor 1 on: 

a. Enter the waveform memory address of the operational waveform 
into the X register by using the WFM command. 

b. Kev in the expansion factor. (The OPW number will push into the Y 
register at this rime.) 

c. Press ( HXPD I . 



To horizontally expand the operational waveform by a factor of 2: 



Press 

0 ( WFM ) 5 
0 1 WFM I 



Display 




Comments 

Enter the number of the 
operational waveform 
into the X register after 
copying the waveform 
into 5 WFM for storage. 



2 




Key in the expansion 
factor of 2. 
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EXPANDING THE STORED WAVEFORM (Cont) 



Press 

( HXPD ) 



Display 



OPW 0 VZR 0 1.667aV 




Comments 

The operational wave- 
form is horizontally 
expanded by a factor of 2. 
Point 0 at the left edge of 
the graticule remains 
fixed and the waveform is 
expanded to the right. 

is 

issued if the expansion 
factor is less than , in 
which case one or more 
points of the expanded 
waveform are filled by 
extending the value of 
the right-most point of 
the original waveform. 



HXPD Operation (Cursors Off): The operational waveform is horizontally expanded 
about the left edge (point 0) of the graticule by the expansion rate specified in the X 
register. The horizontal scale factor is divided by the expansion factor in order to 
maintain the waveform values. 

HXPD Restrictions (Cursors Off): The Y register must contain the waveform 
memory address, and the X register must contain a constant greater than 0, prior to 
executing the HXPD command. is issued if either restriction is 

violated. 



To demonstrate the HXPD command with Cursor 1 on: 



Press 



Display 



mm i CRS 1 1 


^ OPW 0 


VZR 0 


1. 


667*^V 


500/jS: 


( CRS1> 1 


5 


WFM 


0 WFM 







Comments 

Turn on Cursor 1 and 
position it as shown. 



Exercise continues on next page 
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EXPANDING THE STORED WAVEFORM (Com) 

Press Display 

3 




Comments 

Enter the expansion 
factor into the X register. 
(Notice that the 
waveform memory 
address of 0 WFM was 
already in the X register, 
therefore we did not 
need to re-enter it before 
the expansion factor.) 



( HXPD 1 



OPW 0 VZR I 



The operational wave- 
form has been horizon- 
tally expanded by a 
factor of 3 times to the 
right of Cursor 1 . 
HXPWARNING is 
issued if the expansion 
factor is less than 
(10/ (the divisions 
from Cursor 1 to the 
right edge of the 
graticule)!; meaning that 
one or more points at the 
right end of the waveform 
are filled by extending the 
right-most point of the 
original waveform. 



HXPD Operation (Cursor 1 On): The operational waveform is horizontally 
expanded about Cursor 1 by the expansion rate specified in the X register. The 
horizontal scale factor is changed by the expansion factor in order to maintain the 
waveform horizontal values. 

HXPD Restrictions (Cursor 1 On): The Y register must contain the operational 
waveform address and the X register must contain a constant greater than 0, prior 
to executing the HXPD command, tixf- ,rR(<Of- is issued if either restriction is 
violated. 
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EXPANDING THE STORED WAVEFORM (Cont) 

To horizontally expand the positive-going pulse now displayed with both cursors on: 



Press 

(CRS2-1 1 
(CRSK ) 
1CRS2< ) 



Display 



Comments 



OPW 0 VZR 0 1.667/zV 166.7//S 




Turn on Cursor 2 and 
position the cursors as 
shown. 



(HXPD) 



OPW 0 VZR 0 1.667,/V //S 




The portion of the 
operational waveform 
between the cursors has 
been expanded to fill the 
full 10 graticule divisions. 
The cursors maintain 
their horizontal positions 
on the graticule. The 
horizontal scale factor 
has been changed to 
maintain the waveform 
values. 



To horizoruaUv expand the operalional waveform with hath cursors on: 
a. Enter the w aveform number of the operational w aveform into the 
stack by usiny the WFM command, 
h. Position the cursors to delimit that portion of the operational 
waveform to he e.vpanded. 
e. Pre.ss ( HXPD ] . 



Exercise continues on next page 






Using The Waveform Calculator— 7854 



EXPANDING THE STORED WAVEFORM (Cont) 

HXPD Operation (Both Cursors On): That portion of the operational waveform 
delimited by the cursors is expanded to fill the 10-division graticule. The horizontal 
scale factor is changed to maintain the waveform values. 

HXPD Restriction (Both Cursors On): The X register must contain the waveform 
memory address of the operational waveform prior to executing the HXPD 
command. is issued if this restriction is violated. 



NEXT EXERCISE BEGINS WITH POWER UP 



POSITIONING THE STORED WAVEFORM 

Using commands available on the Waveform Calculator, the operational waveform 
can be repositioned either vertically or horizontally. 

To demonstrate, first perform the procedure for Obtaining a Scope Display in 
Section 4, Scope Display Mode Information. 

Position the CALIBRATOR signal so that the first positive-going pulse starts at the 
second vertical graticule line, and so the square wave is centered around the center 
horizontal graticule line. 

Set the STORED INTensity control to quarter range. 

Vertical Positioning 

Since operation of the VPDN (Vertical Position Down) command is similar to that of 
VPUP (Vertical Position Up), only VPUP will be demonstrated. 

Display Comments 

Display the stored 
calibrator signal. 



I I i I 1 I 



Press 
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POSITIONING THE STORED WAVEFORM (Cent) 
To move the operational waveform up: 



Press 



Display 



Comments 



(VPUP I 



The operational wave- 

OPW 0 VZR 2V 500pS 

form moves upward 

^ by increments (1 02.4 

increments/division). If 
the key is depressed 

- • — " ' longer than approximate- 

ly 300 milliseconds, the 
movement of the wave- 
form begins to be 

a a continuous, advancing in 

incremental steps as long 
as the key is depressed, 
Notice that the 
reading changes to 
reflect the new vertical 
position of the waveform, 
is 

issued if the operational 
waveform is from 0 WFM 
and the move has caused 
any points to be outside 
the vertical limit of +20 
divisions from the center 
horizontal graticule line. 
These points are then set 
at +20 divisions. The 
warning is not issued 
until after the move is 
made, therefore take care 
that the waveform is not 
unnecessarily clipped. 



VPUP Restrictions: The vertical zero reference must not exceed +20 divisions; and 
if the operational waveform is not 0 WFM, all points of the moved waveform must 
be within +20 divisions of the center horizontal graticule line. is 

issued if either restriction is violated. 



Exercise continues on next page 
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POSITIONING THE STORED WAVEFORM (Cont) 

To manually move the operational waveform down, press I VPDN ) . VPD 
WARNING is issued if the operational waveform is from 0 WFM and if the move 
would result in any points falling outside the -20 division vertical limit. Those points 
are then set to -20 divisions from the center horizontal graticule line. 

VPDN Restrictions: The vertical zero reference must be higher than, or equal to, 
-20 divisions; and if the operational waveform is not 0 WFM, all points of the moved 
waveform must be within -20 divisions of the center horizontal graticule line. VPD 
ERROR is issued if either restriction is violated. 

The operational waveform can also be vertically positioned by directly setting the 
vertical zero reference (VZR) to a specified value. For example: 

Comments 

Enter the new vertical 
zero reference (in 
divisions relative to the 
center horizontal grat- 
icule line). 



Press Display 

2 R 

OPW 0 VZR 0.947 2V 600/zS 

J^^TU 



WfM 



(..VZRJ 




0 WFM 



VZR 



The operational wave- 
form has been moved to 
the new vertical zero 
reference level of 2.5 
divisions above the center 
horizontal graticule line. 

VZ WARNING is issued 
if the operational 
waveform is 0 WFM a nd 
the move would cause 
any points to fall outside 
the vertical limits of ±20 
divisions. Those points 
are then set to the vertical 
limits. 
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POSITIONING THE STORED WAVEFORM (Cont) 

VZR Restrictions: The X register must contain a constant from -20 to less than 
+20; and if the operational waveform is not from 0 WFM, all points of the moved 
waveform must be within +20 divisions of the center horizontal graticule line, prior 
to execution of the VZR command. VZ ERROR is issued if either restriction is 
violated. 



To return the operational waveform to the original display: 



Press 

0 WA i VZR i 



Display 

OPW 0 VZR 0 



2V S00^S 



Comments 

Return the operational 
waveform to the display. 







0 VZR 



Horizontal Positioning 

Cursor status affects the operation of the horizontal position commands. 

To demonstrate the horizontal positioning commands (HPI.FT and HPRCi), we 
will first mark the displayed waveform with a reference by moving a point to a 
higher vertical value. Now, with the cursors off: 



Press 


Display 




Comments 


2.5 (ENTER | 






Key in the new vertical 




OPW 0 VZR 0 2V 


500uS 


value of 2.5volts into 








the X register. 






Exercise continues on next page 
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POSITIONING THE 
Press 
206 


STORED WAVEFORM (Com) 

Display Comments 


opw 0 vzR 0 2v 500^8 Key in the point number 

(|(P/W)/10 1* 
(number of divisions to 

^ ^ ^ the right of the waveform 

1 1 1 1 1 1 1 start where the point is)|, 

1 1 I 1 in this case. 


1 

1 

L 




OPW 0 VZR 0 2V 5^ moved to the 

j 2.5 volt level. (Adjust the 

’ STORED INTensity, if 

necessary.) 

JiTuinr 

■ j 




To horizontally position the operational waveform with the cursors off: 

a. Enter the amount of time hy which the operational waveform is to he 
moved. 

b. Press the shift WM kev. 

c. Press the ( HPR(,7 1 to move the waveform to the rieht. or press 
( HPl.pl ) to move the waveform left. 



6-76 







Using The Waveform Calculator— 7854 



POSITIONING THE STORED WAVEFORM (Cont) 

Now, move the operational waveform to the left by 250 microseconds; 



Press 

250 ( EEX ) 
[ CHS ) 6 



Display 



OPW 0 VZR 0 2V 500#/S 

jinruir 



Comments 

Enter the amount of time 
which the waveform will 
be moved. 



1 1 HPLFT 



The square wave is 
moved left 250/js (0.5 
division). 



HPLFT Operation (Cursors Off): The operational waveform is rotated to the left by 
the amount of time in the X register. 

HPLFT Restrictions (Cursors Off): The X register must contain a constant from 0 to 
the maximum horizontal value of the operational waveform, prior to execution of the 
HPLFT command. is issued if this restriction is violated. 



Exercise continues on next page 
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POSITIONING THE STORED WAVEFORM (Cont) 

To move the operational waveform to the right by 500 microseconds: 



Press 

500 [ EEX ) 
I CHS 1 6 



Display 



OPW 0 vzn 0 



2V 500^S 



Comments 

Enter the amount of time 
by which the waveform 
will be moved (500 /vs). 






50ef 06 



n LhpRgU 



2V 500/.S 



The square wave is 
moved 500 jjs to the 
right. 




HPRGT Operation (Cursors Off): The operational waveform is rotated to the right 
by the amount of time in the X register. 

HPRGT Restrictions (Cursors Off): The X register must contain a constant from 0 
to the maximum horizontal value of the operational waveform, prior to execution of 
the HPRGT command, HPR ERROR is issued if this restriction is violated. 



To horizontally position a specific point of the operational waveform to a 
designated position on the display graticule: 

a. Turn on Cursor / and position it to the waveform point of interest, 
h. Key in the time reference on the display graticule j (number of 
horizontal divisions) • (the horizontal scale factor) j where the 
waveform point is to be placed, 
c. Press the shift n key. 

ci. Press the appropriate horizontal position key (either UPl f i j or 

[ npiun I t 
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POSITIONING THE STORED WAVEFORM (Cont) 

To move the marker on the displayed operational waveform to be at the center 
vertical graticule line: 



Press 

Q I CRS1 



CRS1> ) 



Display 



OPW 0 VZR 



2V Seed'S 



irUlTLRJ 



Comments 

Turn on and position 
Cursor 1 to the waveform 
marker. 



2.5 [ EEX 1 
( CHS ] 3 



OPW 0 VZR 0 



2V 600i/S 



iMjuir 



Enter the time reference 
of (5 divisions * 

500 fjs) in the X register 



VCRO 2.5V 



HCRO - 2.256mS 



BB Thprc t 



OPW 0 VZR I 



2V S00/;S 



The waveform is rotated 
to the right by the 
amount of time necessary 
to move the marker to the 
2.5 ms reference. 



HCRD = 2.256mS 



Exercise continues on next page 
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POSITIONING THE STORED WAVEFORM (Cont) 

HPRGT Operation (Cursor 1 On): The operational waveform is rotated to the right 
by the absolute value of the difference between the HCRD setting and the time in 
the X register. 

HPRGT Restrictions (Cursor 1 On): The X register must contain a constant which 
is from 0 to the maximum horizontal value |10 * (horizontal scale factor)) of the 
operational waveform, prior to execution of the HPRGT command. . -: , ;i is 

issued if this restriction is violated. 



To move the marker to the second vertical graticule line, first position Cursor 1 to 
the top of the marker. Now: 



Press 

500 I EEX ) 
( CHS 1 6 



Display Comments 

3 2 v 500 «s Enter the time reference. 



iMnji 



VCRO = 2.5V HCRD = 2.5mS 



n [ HPLFT I OPW 0 VZR 0 The waveform is rotated 

left by the amount of 
’ time necessary to move 

j. the marker to the 500 ps 

reference. 



VCRD 



HCRD 2.5mS 



HPLFT Operation (Cursor 1 On): The operational waveform is rotated to the left by 
the absolute value of the difference between the setting and the time in the 

X register. 

HPLFT Restrictions (Cursor 1 On): The X register must contain a constant which is 
from 0 to the maximum horizontal value j10 ♦ (horizontal scale factor)) of the 
operational waveform, prior to execution of the HPLFT command. is 

issued if this restriction is violated. 
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POSITIONING THE STORED WAVEFORM (Cont) 



To horizontally move the operational waveform by the time difference 
between the two cursors (the relative horizontal coordinate): 
a. Turn on and position both cursors, 
h. Press the shift fey. 

c. Press the app ropriate horizontal position kev (either : ■ or 

( HPRGT 1 ). 



To place waveform point 256 of the operational waveform to the 4-volt level: 



Press 

4 1 ENTER 1 256 

O i PMT ) 



Display Comments 

o7w^ VZR 0 2 'v P°'^* 256 to the 

I i 4-volt level. 

iMnjL 

; VCBD = HCRD = 2,5mS } 



To move the operational waveform left by the 

Press Display 

( CRS2-1 I 




setting: 

Comments 

Turn on Cursor 2. 



Exercise continues on next page 
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POSITIONING THE STORED WAVEFORM (Cont) 



Press 

WM rrn^i^ 



Display 




VCRD 4.0'',' HCRD = 2.49mS 

2.5 4 HPlfT 



Comments 

The waveform is rotated 
left by 2.49 ms (.^.HCRD 
value). Notice that this 
resulted in the shorter 
marker appearing to 
move to the right due to 
the wrap-around opera- 
tion of HPLFT (and 
HPRGT); however, it is 
still 4 divisions (2.49 ms) 
to the left of the higher 
marker. 



HPi I ■; Operation (Cursors On): The operational waveform is rotated left by the 
amount of time between the cursors (the HCRD reading). 



To move the waveform to the right: 



Press 
[CRSK I 
(CRS2<I 



Comments 

Position the cursors as 
shown. 




VCRD b.t;?V HCRD = 1.25mS 

2.5 4 CRS2 



Display 

OPW 0 VZR 0 2V S001/S 






OPW 0 VZR 0 



2V 500i/S; 




The waveform is rotated 
right by 1 .25 ms 
( '.HCRD value). 



VCRD : ..HCRD - 1.25mS 

2.5 4 HPRGl 
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POSITIONING THE STORED WAVEFORM (Cont) 

HPRGT Operation (Cursors On): The operational waveform is rotated right by the 
amount of time between the cursors (the :,HCRD reading). 



NEXT EXERCISE BEGINS WITH POWER-UP 



WAVEFORM FUNCTIONS 



All of the commands in the WFM FUNCTIONS block on the Waveform Calculator 
require the horizontal extent of the operational waveform in order to calculate the 
new waveform. (This is in contrast to the arithmetic functions which treat each 
waveform point value as a constant.) The following exercises demonstrate the ' f > 
(Differentiation), INT (Integration), ORD (Return Ordinate), onf' (Set Ordinate), 
ITRP (Interpolate), and SMOOTH commands. See Figure D, block 18 for the location 
of the corresponding keys. 



NOTE 

The DIFF and INTO functions are not exactly reciprocal in the 7854 
due to the specific algorithms used. Each function introduces a small 
amount of smoothing. 



DIFFERENTIATING A WAVEFORM 

Perform the procedure for Obtaining a Scope Display in Section 4, Scope Display 
Mode Information. 



Position the CALIBRATOR signal so that the first positive-going pulse starts at the 
second vertical graticule line, and so the square wave is centered around the center 
horizontal graticule line. 



Set the STORED INTensity control to quarter range. 



Press 

I AVG 1 0 I 
[ STORED ) 



Display 



OPVit 0 



7V 500. .Si 



Comments 



VZH 0 



Store and display the 
calibrator signal. 
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DIFFERENTIATING A WAVEFORM (Cont) 

Press Display 



Comments 



. OPW 0 



VZR 0 




500//S 



I : 
! 

-L_: 



The square-wave signal 
has been differentiated. 
The vertical scale factor 
is blank. See Section 9, 
Command Language, for 
the specific algorithm. 



0 0 WFM 



. , Restrictions: The X register must contain a valid waveform memory address 
prior to executing the Oli'i command. ■ is issued if this restriction is 

violated. 



NOTE 

Remember that any dc or constant goes to zero upon differentiation 
and is not retained automaticaUy. 



INTEGRATING A WAVEFORM 

To integrate the displayed operational waveform; 



Press 

rwfGi 



Display 



Comments 



OPW 0 VZR 


; r ; 


500<yS 


0 


0 WFM 





The waveform has been 
integrated. The vertical 
scale factor unit is blank. 
See Section 9, Command 
Language, for the specific 
algorithm. 



INTG Restrictions: The X register must contain a valid waveform memory address 
prior to executing the INTG command. is issued if this restriction is 

violated. 



6-84 



REV MAY 1982 






Using The Waveform Calculator— 7854 



SMOOTHING THE WAVEFORM 

Essentially, smoothing replaces each point of the stored waveform with the average 
value of the waveform within the specified distance about the point. 



To smoolh a sloreil waveform: 

a. Display the waveform to he smoolhed (and enter its waveform 
number into the X re/^isler) by using the WFM command. 

b. Enter the width of the smoothing window (in divisions) to he used for 
smoothing the waveform into the X register. 

c. Pre.ss I SMOOTH 1 . 



For example, to smooth the displayed waveform with a window of 1.5 divisions: 



Press 



Display 



Comments 



1 .5 

( SMOOTH ) 



,OPW 0 VZB -1 



0 0 WFM 



The operational wave- 
form has been smoothed 
using a 1 . 5-division 
smoothing window. See 
Section 9, Command 
Language, for the specific 
algorithm. 



SMOOTH Restrictions: The Y register must contain a valid waveform number and 
the X register must contain a constant from 0 to 2 (inclusive), prior to execution of 
the SMOOTH command, is issued if either restriction is violated. 
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RECALLING AND SETTING AN ORDINATE VALUE 

To recall the value of the operational waveform at the horizontal coordinate of 1.5 
milliseconds (from the start of the waveform): 

Press Display Comments 

1.5 CUED OPW0 WR 1 , Enter the horizontal 

coordinate (from the start 
of the operational 
waveform) whose 
ordinate value is 
desired, 




fORDi 



The ordinate value of 
1.867 is returned to 
the X register. 




Cursor I can he used to change a specific waveform point to a new value: 
a. Turn on and position Cursor / to the point of interest. 

h. Key in the new point value. 

c. Recall the .setting to the X register with I IK Rl> j. 



d. Set the point to the new value with 
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RECALLING AND SETTING AN ORDINATE VALUE (Cont) 

To set the ordinate value of the operational waveform at 2 milliseconds from the 
start of the waveform to a value of 3: 



Press 

3 [ ENTER) 



Display 



Comments 



OPW 0 VZR 1 



1 500aS 




Enter the new value, 
, into the stack. 



2 ( EEX ) 
[ CHS I 3 



OPW 0 VZR • 1 1 S00/jS 




Enter the distance from 
the start of the 
operational waveform, 




Exercise continues on next page 
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RECALLING AND SETTING AN ORDINATE VALUE (Cont) 

Operation: The operational waveform is set to the vertical value given in the 
Y register at the location given in the X register. 

Restrictions: The Y register must contain a constant and the X register must 
contain a constant from 0 to the maximum horizontal value of the operational 
waveform (inclusive), prior to execution of the >ORD command. is 

issued if either restriction is violated. 

NOTE 

The waveform is autoscaled following a DRD command, if necessary. 



INTERPOLATING ON THE WAVEFORM 

To interpolate between the second and third vertical graticule lines with the cursors 
off: 



Press 

500 I EEX 1 
[ CHS ) 6 



Display 



OPW 0 V2fl -1 



1 500pS 




Comments 

Enter the horizontal 
location {(graticule 
divisions) * (horizontal 
scale factor)! of 500 jus 
into the stack. 



( ENTER I 
1 ( EEX ) 
( CHS ) 3 




Separate the locations 
and enter the second 
horizontal location. 



6-88 




Using The Waveform Calculator — 7854 



INTERPOLATING ON THE WAVEFORM (Com) 



Press 

fTf^ 



Display 




Comments 

Interpolate between 
500 /rs and 1 ms of the 
operational waveform. 



To draw a slraifThi line (linearly interpolate) between two specified points on 
the operational waveform with the cursors off: 

a. Key one of the horizontal locations into the slack, 
h. Press ( ENTER I to terminate entry of the frsi location. 

c. Key the second horizontal location into the stack. 

d. Press I ITRP ) . 




ITRP Operation (Cursors Off): The portion of operational waveform delimited by 
the horizontal locations specified in the Y and X registers is replaced with a straight 
line. 

ITRP Restrictions (Cursors Off): The Y and X registers must both contain constants 
from 0 to the maximum horizontal value of the operational waveform (inclusive), 
prior to execution of the ITRP command. is issued if either restriction is 

violated. 



Exercise continues on next page 
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INTERPOLATING ON THE WAVEFORM (Cont) 

To interpolate from the start of the second positive-going pulse to the top of the 
glitch: 



Press 

WM fcR^ 

1CRS1>] 



Display 



OPW 0 VZR -1 



1 500^S 




Comments 

Turn on Cursor 1 and 
position it to the start of 
the second positive-going 
pulse. 



v'C«i' f.2My HCRD 1.387mS 

600t< ImCRSi 



I HCRD I 




Return the horizontal 
coordinate value (the 
horizontal location of the 
desired starting point for 
interpolation) into the 
X register. 



( CRS1> 1 



OPW 0 VZR -1 



500pS 




Position Cursor 1 to the 
top of the glitch, the end 
point for interpolation. 



VCRD = ' HCRD = 2.(>0:-rnS 

1m 1.387m C.fUSI 
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INTERPOLATING ON THE WAVEFORM (Cent) 

Press Display 




Comments 

The designated portion of 
the operational waveform 
is replaced with a 
straight line. 



To interpolate with only Cursor I on: 

a. Enter the startins; point horizontal location into the X register, 
h. Positi on Cursor / to the end point of the portion to he interpolated, 
c. Press I ITRP 1 . 



ITRP Operation (Cursor 1 On): The portion of operational waveform delimited by 
Cursor 1 and the horizontal location specified in the X register is replaced with a 
straight line. 

ITRP Restrictions (Cursor 1 On): The X register must contain a constant from 0to 
the maximum horizontal value of the operational waveform (inclusive), prior to 
execution of the ITRP command, ITR ERROR is issued if this restriction is violated. 

To interpolate from the center vertical graticule line to the present position of 
Cursor 1 : 



Display 



0 1 WFM 



Comments 

Display 0 WFM. 
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INTERPOLATING ON THE WAVEFORM (Com) 



Press 

(CRS2-1 1 
ICRS2< I 



Display 



OPW 0 VZR -1 1 500ySi 




Comments 

Turn on and position 
Cursor 2 as shown. 



[ ITRP I 



OPW 0 VZR -1 1 500i.si 




Interpolate between the 
cursors. 



To inierpolaie with hath cursors on: 

a. Display the operational waveform using the WFM command. 

b. Position the cursors at the end points of the portion to he 
interpolated. 

c. Press [ ITRP | . 



ITRP Operation (Cursors On): The portion of the operational waveform delimited by 
the cursors is replaced with a straight line. 

ITRP Restriction (Cursors On): The X register must contain a valid waveform 
number prior to execution of the ITRP command, r: s is issued if this 

restriction is violated. 
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INTERPOLATING ON THE WAVEFORM (Cont) 



This procedure is helpful when you want to generate a linear section of 
waveform between two specific vertical values: 

a. Turn on and position Cursor I to the desired starring point of the 
linear section. 

h. Set the starling point to the desired vertical level. 

c. Move Cursor I to the ending point anti .set this to the desired vertical 
level. 

d. Interpolate between these points. 



For example, to generate a linear section front the second vertical graticule 
line to the sixth, from 2 volts to -0.5 volt; 

a. Press |Q| [ ( KS! ) and move the cursor to the second vertical 

graticule line. 

b. Set this point to the 2-volt level by pressing 2 1 HCRD 1 |d 
[ >ORD 1 

c. Move Cursor I to the sixth (center) vertical graticule line and s et this 
point to the -0.5 volt level by /tre.s.sing .5 [_CIIS J [ HCRD 1 M 

( >ORn ) . 

d. Press [ CLX 1 to move the HCRP o f the star ting point to the ,V 
register. Then interpolate hv presing I ITRP 1 



You may at times find it useful to manually generate known waveforms. The 
following three examples may be helpful. 

To generate a ramp which is symmetrical around the crt center; press 
0 ( WFM] 0 Q / CD t ) ( MID 1 (D . (Cursors must he 



To generate two cycles of a triangular waveform from the generated ramp: 
Press I ABS ) 1 MID | □ \ ABS ] ( MID ) a 



Now, to generate one cycle of sine wave, which will he accurate within IC( at 
512 P/W: First generate the two cycles of triangular shape. Now press: 
( OFF ) 2 [SMOOTH] 2 ( SMOOTH'] 2 [ SMOOTH ) ( hCt 1 
2 .5 nr) WM [ H PI FT 1 2 I HXPD ] ( HSCf ) 2.5 CD a 
HP IFF 1 



NEXT EXERCISE BEGINS WITH POWER- 
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PROGRAMMING 



A 7854 program is a series of commands stored by the processor for later 
execution. The program can then be run as often as necessary. The results obtained 
at the end of program execution are identical to those you would have received by 
manually pressing the keys one at a time. 

NOTE 

Programs can be written into the program memory either trom the 
Waveform Calculator keyboard or from the GPIB. Only programming 
with the Waveform Calculator keyboard is discussed here: see Section 
7, GPIB Information, for details concerning 7854 programming over the 
GPIB. 



PROGRAM MEMORY 

The commands that make up the program are stored by the processor in the 
program memory. The program memory is separate from the stack, constant 
registers, and waveform memories; but the processor may utilize any or all of these 
storage devices during program execution. 

Stored programs are organized by program lines which consist of a three-digit 
processor-assigned line number and a mnemonic-oriented command group. 
Program lines are sequentially numbered from to a maximum of . Each 
program line must contain at least one command (in addition to the line number), 
and may contain more. A representative program line could be: 

LINE 

NUMBER 



EDIT 

PROMPT 



COMMAND 

GROUP 



Notice that the keystroke commands are stored and displayed as the corresponding 
mnemonics, and that spaces automatically separate adjacent mnemonics. To 
conserve space, the blanks between adjacent numeric commands (0-9, ., EEX, and 
embedded CHS commands) are suppressed. 

The total number of commands that may be entered on one program line is limited 
to 35 characters, which includes the separating spaces between mnemonics. If a 
command is issued during program entry which would cause the command group to 
exceed the limit of 35 characters, a warning' is issued and a new program line is 
started. The last command issued (which exceeded the allowable line length) then 
becomes the first command on the new line. 



'The warning message of is not displayed for this warning. 
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Program memory will hold a maximum of 920 (commands plus line numbers), 2000 
with Option 2D t, and a maximum of 1000 program lines. If the program memory is 
fuii and you attempt to enter an additional command: (1) The ERROR indicators wili 
light; (2) the audible warning tone will be issued if the AUDIBLE ERROR/WARNING 
switch is ON; (3) the dispiay wiil blink; and (4) commands other than CLL (Clear 
Line), CLP (Clear Program), or EXECUTE, will not be accepted. 



PROGRAM MODES 

Three program modes are provided with the Waveform Calculator: (1) The Entry 
mode in which commands are not executed but are instead stored in program 
memory for later execution; (2) the Edit mode which allows the deletion and 
rearrangement of entire lines of programmed commands; and (3) the Execute mode 
which allows the processor to automatically execute the programmed commands. 



THE ENTRY AND EDIT DISPLAYS 

The edit prompt, , indicates where the program can be currently accessed for entry 
or editing and is displayed at the start of the program line printed on crt display line 
8. This program line (which is preceded by the edit prompt) is called the current 
program line when entering or editing a program. The end-of-program line is the 
blank line following the last assigned program line. 



The Entry and Edit modes override the CRT DISPLAY commands to display up to 1 6 
lines of program. The current program line is printed on display line 8 with the 
previous seven program lines displayed above this, and the subsequent eight 
program lines displayed below. Program lines are assigned line numbers after an 
entered line is terminated, A typical program display is shown in Figure 6-2. 




Figure 6-2. A typical program display on the 7854 Oscilloscope. 



' Applies only to instruments with serial numbers below B085121. For instruments with 
serial number B085121 and above, features previously provided by Option 2D are standard. 



REV AUG 1986 
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THE ENTRY MODE 

The program Entry mode is invoked by the first programmable command received 
by the processor following either the PROG (Program Entry) command or an edit 
command. If a program is not already stored, only the edit prompt and the 
mnemonic of the last received command will be displayed (see Fig. 6-3); otherwise, 
a one-line space is opened in the program prior to the current program line, and the 
edit prompt and newly entered command mnemonic are displayed at the start of this 
new program line (see Fig. 6-4). Any additional programmable commands issued 
are sequentially added to the command group of the current program line. The Entry 
mode can be identified by the absence of a line number before the command group 
of the displayed current program line. To leave the Entry mode simply issue any of 
the program edit commands or the EXECUTE command. 




Figure 6-3. Example of the program Entry mode without previously stored programs. 




Figure 6-4. Example of the program Entry mode with a previously stored program. 
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THE EDIT MODE 

The program Edit mode is invoked by issuing CLL (Clear Line), (Clear Program), 
PREV (Go to Previous Line) or NEXT (Go to Next Line) when in the Entry mode; or by 
issuing the PROG command when in the Execute mode if a program is already 
stored. The Edit mode (see Fig. 6-5) is distinguishable from the Entry mode by the 
line number between the displayed edit prompt and the command group of the 
current program line. The Edit mode is exited by issuing the EXECUTE command or 
by invoking the Enter mode. 




Figure 6-5. Example of the program Edit mode. 



THE EXECUTE MODE 

The Execute mode is invoked, only after a program has been stored in the program 
memory, by issuing either RUN, , or STEP following the EXECUTE command. 

The Execute mode is made up of two distinct states: (1) The Run state which is 
entered by executing the RUN or command, and (2) the Step state which is 

entered by executing the STEP command. Before invoking either state of the 
Execute mode (and after leaving the Enter or Edit mode with the EXECUTE 
command) the processor is in the "idle" state. While in the idle state, the processor 
will only execute directly issued commands from the keyboards or the GPIB. 



STOP is the only directly issued command which will be accepted during the Run or 
the Step state; all other directly issued commands are ignored. The 7854 returns to 
the idle state after executing a stored STOP command or by a directly issued STOP. 
An error, or a warning occurring in the Step state, will also return the processor to 
idle. 
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AN INTRODUCTORY PROGRAM 

The exercises given here are intended to acquaint you with the program entry 
display and will not go into the details of command operation. 

This introductory program will average a real-time signal 75 times, store the 
averaged waveform in 3 WFM, measure the peak-to-peak amplitude of the 
waveform and place this amplitude in constant register 1 (1 CNS). Then a window 
from +1 0% to -1 0% of the peak-to-peak amplitude is computed; the 1 1 0% amplitude 
value is stored in 2 CNS and the 90% value in 3 CNS. The input signal is then 
averaged again and the present peak-to-peak amplitude is compared with the 1 1 0% 
and 90% limits. 



To do this manually you would first set up the desired real-time display and then 
issue the following commands: 



75 1 AVG 1 3 #ji i WHM 


J 


Average and store the 
selected waveform in 3 
WFM. 


(TD 1 iri r cMi 




Measure the P-P 
amplitude and store in 
1 CNS. 


1 1 CNS 1 1.1 rn 2 ioi r 


CNSl 


Compute 110% value 
and store in 2 CNS. 


1 1 CNS 1 0.9 fT) 3 me 


CNS ) 


Compute 90% value and 
store in 3 CNS. 


1 AVG 10 1 (m 4 m r 


cnsH 


Average the input 
signal (only 10 times, 
for speed) and place 
the P-P value in 4 
CNS. 


2 ( CNS 1 1 \FV>X ) 




Compare if the present 
P-P value is greater 
than the 1 1 0% limit 
value. 


3 ( CNS ) 4 ( CNS ] 1 IFV»: 


) 


Compare if the 90% 
limit is greater than the 
present P-P value. 



Now, let's enter the introductory program into program memory. 
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ENTERING THE PROGRAM 

Perform steps 1 through 5 of the procedure for Obtaining a Scope Display given in 
Section 4, Scope Display Mode Information. 



Press 

I PROG ) 



Display 




Comments 

The program Entry mode 
is invoked. The edit 
prompt is displayed at 
the start of display line 
8 . 



fl ( LNN 1 0 1 ■ 

I 

j 

I 



The start of this program 
is identified with a label 
(L01). Notice that the r 
mnemonic was only 
displayed until the shift 
function was issued. 



NOTE 

AH new commands used in this exercise will be discussed in detail 
later in this section. 

1 NEXT 1 T” j The edit prompt is 

advanced to the next 
program line. Notice that 
the line number (C0D) 
has been added to the 

' .■aaa lai 

previous program line. 



Exercise continues on next page 
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ENTERING THE PROGRAM (Cont) 

Press Display Comments 

The mnemonics of the 
issued commands are 
entered into the 
command group of the 
current program line. 
Spaces separate adjacent 
commands (except 
adjacent numeric 
commands). This 
command group will 
initialize the real-time 
display. 



NOTE 

Notice that the mnemonics . MOi andHKViit: are displayed to indicate 
the selected vertical and horizontal modes. /AH settings of the 
VERTICAL and HORIZONTAL MODE switches are programmable; see 
the Glossary in section 1 for mnemonics.) 



Initialize the cursors by 
assuring that they are 
turned off. The NEXT 
terminates the line and 
advances the edit 
prompt. 



@ 
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ENTERING THE PROGRAM (Cont) 

Press Display 

75 ( AVG I 3 r“ 

ti rr'y"' 1 I 

I NEXT 1 ; 



Comments 

Enter the commands to 
average and store the 
waveform. Notice that 
the space between the 
and is suppressed. 



("pTI 1 

WM 

1 I CNS 1 1.1 

CD 2 

1 I CNS I 



Attempt to enter the 
remaining commands of 
the program. Although 
this is a more efficient 
use of the program 
memory, this will make 
editing a program more 
difficult and is done here 
to demonstrate the 
automatic NEXT which 
occurs when the line 
length of 35 characters 
is exceeded. Notice that 
the processor terminated 
the full program line, 
advanced the edit 
prompt, placed the 
offending command in 
the new current program 
line, and issued a 
warning\ 



Exercise continues on next page 



The warning message of 



is not displayed for this warning. 
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ENTERING THE PROGRAM (Cent) 

Press Display Comments 

Enter the commands to 
compute and store the 
90% limit. 



0.9 t_»J 3 
n t>CNS ) 

[ next ) 



B ( LNN ) 

0 2 ( AVG10 1 

1 P P 1 4 

B [>CNS) 
( NEXT ) 



Enter the commands to 
average the input signal 
and store the P-P value 
in 4 CNS. The label ( ) 

will be used as the start 
of the loop. 



2 I CNS I 

t iFy>y ) 

1 STOP 1 
I NEXT ) 




Compare the present P-P 
value to the 110% limit. 

If the P-P value is greater 
the program will stop. 



@ 
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ENTERING THE 
Press 

3 ( CNS ) 

4 I CNS 1 
( iFv>y ) 

[ STOP ) 

[ NEXT ) 



2 rjcnD 

1 goto 1 

( NEXT ) 



1 STOP ) 



PROGRAM (Cont) 

Display 



30' scrr -“Cc 3"" 

02: Av: i 

003 p- ^ >:ns ^ :n5 • . • t ?. >:t. 

004 C'iS 3.3 4 3 >:\'S 

Wj ^ ^ 

: C’;s :''■< s’3F 

3?: : :'i3 " 3"'; :=v>x :-' 2 p 



Comments 

Compare the 90% limit to 
the P-P. If the P-P value 
is less the program will 
stop. Notice that line 
000 is no longer 
displayed, although it is 
retained in program 
memory. 



. 00^ ’L AV\> 3 

• 003 P ' >:MS ^ CNS ^ * 

• 004 CNS 0.:. * 3 >CNS 

00S Av::’0 p p •* >"NS 

: 00fi : :ns ;-y.>x: s-op 
: 00? 3 CNS 4 :ns :-v>< stcp 
. 03P : l8l G.ro 



If the present P-P value 
is within the monitoring 
limits, the program will 
return to label 1.02 and 
continue executing 
commands from there. 




The end of this program 
is identified with a STOP. 



The introductory program is now stored in the 7854 program memory and can be 
executed at any time. 
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EXECUTING THE PROGRAM 

To execute the int roductory pro gram now stored in the 7854, first invoke the idle 
state by pressing 1 EXECUTE ) . The processor now returns display control to the 
previously selected CRT DISPLAY mode (SCOPE). 

NOTE 

The PROG and EXECUTE functions are issued with alternating 
actuations of the ( PROGRAM ENTRY/EXECUTE ) key. 

Now connect an 8-volt (peak-to-peak), 1-kHz sine wave to the input of the LEFT 
VERT amplifier unit from a function generator. (Recommended type: TEKTRONIX 
EG 503 Function Generator used with a TM 500 Power Module.) 

Set the LEFT VERT amplifier unit to display about 4 divisions of signal centered 
around the center horizontal graticule line. 

To execute the program from the first command of line 000: 

Comments 

The program is executed 
command-by-command 
beginning with the first 
command of line 000. 

The lighted BUSY 
indicators are the only 
indication that you will 
have that this program is 
executing. 



Vary the output amplitude of the function generator until the BUSY lights go out. 
Verify that the program has been executed by first setting the STORED INTensity 
control to quarter range. Now: 

Display Comments 

The contents of 0 WFM 
are displayed. Notice that 

the current program line 

number ( ) is 

; I i j displayed in display line 

I ! I i ■ ' 1 ' : 16 near the right edge of 

■ - - - * the graticule. This 

. .. .- .- .. .. indicates which program- 

med STOP caused the 
interruption. 



@ 




Press Display 

fi 
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CLEARING THE PROGRAM 

To clear the entire contents of the program memory, which i n this cas e is the 
introductory program, first return to the Edit mode by pressing I PROG 1 . Then: 



Press 

n 



1 NEXT I 



Display 




Comments 

A warning’ is issued and 
the crt displays only the 
statement " 



The program memory is 
cleared. 



If after the CLP is issued you don't want to clear the program memory, simply issue 
any command other than NEXT and the CLP command will be aborted. 

If you have more than one program stored and you want to clear a selected program 
and not the entire program memory, use the CLL (Clear Line) command as described 
later under Editing a Program. 

CLP Operation: The CLP command must be followed with the NEXT command in 
order to clear the program memory. After the CLP command is issued the display 
shows only the statement: <yrvi ^ y yy-,- 

If the following command issued is not NEXT, the CLP command is aborted. 

CLP Restrictions: If the CLP command is not issued in the Edit or Entry mode, 
CLP ERROR results. 



'The warning message of is not displayed for this warning. 
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PROGRAMMING TECHNIQUES 

In the Introductory Program exercises just performed, you entered and executed a 
program that computed a ±10% amplitude window for a waveform. This program, 
when entered into the program memory, consisted of the following four major parts: 
(1) The beginning, (2) the initialization, (3) the body, and (4) the ending. All 7854 
programs should contain these four parts, although they need not be entered 
sequentially due to the power of such programming features as branches and 
subroutines. However, we recommend that you try to keep these parts sequential in 
the program memory until you are comfortable with 7854 programming. Flowcharts 
should be used when writing programs to keep track of the different parts of the 
programs. 



FLOWCHARTS 

A flowchart should be used when writing a program to outline the process used by 
the program to solve a problem. With up to 1000 program lines available, you could 
quite easily get lost while creating a long program. A flowchart, in addition to 
documenting your program, will help you design programs by breaking them into 
smaller groups of commands. 



Flowcharting symbols vary from source to source; however, in this manual we will 
use ovals to represent the beginning and end of a program or routine, and 
rectangles to represent groups of commands. Diamonds will be used to represent 
decisions where a choice of two outputs can be made. 



You can make your flowcharts as basic or as detailed as you like. At times your 
flowchart may exactly duplicate the programmed commands; and at other times, 
having several command groups represented by a single block in the flowchart 
could be more useful. 



Flowcharts should be drawn linearly, from the top of the page to the bottom, 
reflecting the flow of the program from beginning to end. Use the flowcharts given 
throughout the rest of this section to help you understand the features of 
programming with the 7854. Then draw your own flowcharts to help you write, edit, 
and document your programs. 



Figures 6 6 and 6-7 both show flowcharts for the Introductory Program. Neither is 
more correct than the other; however, the flowchart shown in Figure 6-7 would be 
more help in creating a specific program. Make your flowcharts as detailed as 
required to aid in documenting your programs or routines. Figure 6-8 gives a 
flowchart for a pulse-measuring program. 
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Figure 6-6. Basic flowchart of the introductory program. 
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SETUP REAL-TIME DISPLAY 



TURN OFF CURSORS 



AVERAGE AND STORE 
REFERENCE WAVEFORM 



COMPUTE 110% AND 90% 
AMPLITUDE LIMITS; STORE 
IN CONSTANT REGISTERS 




AVERAGE INCOMING 
SIGNAL; MEASURE ITS 
P-P VALUE 



/IS P-P \ 
' VALUE ^ 
GREATER 
THAN 110% 
X LIMIT? / 



P-P\ 
VALUE ' 
LESS THAN 
110% LlMITy 
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SETUP REAL-TIME DISPLAY: 
LEFT AND B 



TURN OFF CURSORS 



STORE AND DISPLAY PULSE WAVEFORM 



MEASURE PULSE MAX VALUE 



TURN ON CURSOR 1 



SET VCRD TO MAX VALUE 



STORE HCRD OF MAX POINT 



RETURN CURSOR 1 TO POINT 0 



TURN ON CURSOR 2 



SET CURSOR 2 TO MAX POINT 



MEASURE AND STORE RISE 



MEASURE AND STORE FALL 



MEASURE AND STORE DELAY 



MEASURE AND STORE WIDTH 
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DEFINE PROGRAM BEGINNING 

The beginning of every program or routine should always be defined with a label. 
Labels permit you to have up to 100 uniquely labeled routines (labeled from L00 to 
; '• i) in program memory. These routines can be executed in any order desired. For 
best visual identification of the beginning, don't place any additional commands on 
the same line. Also, always document the use of each label in program memory as 
you assign it, since labels can also be used as targets for branches. Be careful not to 
assign the same label more than once in the program memory because the 
processor will only find the first occurrence of the label and will ignore any others. 



PROGRAM INITIALIZATION 

Normally a program or routine will require that certain features (such as the vertical 
and horizontal modes, the display mode, the stack, the cursors, etc.) be preset to a 
known condition. This is called initialization and, whenever possible, should be done 
with programmed commands. Obviously not all features can be set or selected with 
programmed commands and these will have to be set manually. But, in any case, all 
initialization should be done prior to executing the program and should be 
documented thoroughly. A properly initialized program will result in far less errors 
and mistakes due to improper operands than will a program which was not properly 
initialized. 



THE PROGRAM BODY 

The program body consists of the commands executed between the program 
beginning and ending which either solve a specific problem or process specific data 
in a predetermined order. The program body could use such features as branches, 
loops, or subroutines; or it may not use any of these. Whether or not the program 
body makes use of these programming features will depend upon what the program 
is to accomplish, as well as your familiarity with these features. 

The program body will also include commands to allow you to "view" the program 
when it is executing, as well as commands to help locate program mistakes (debug). 



Unconditional Branching 

The stored GOTO (Go To Program Line) command is used to transfer program 
execution to a specified program line, and should always be used in conjunction 
with the LBL (Return Label) command. For example, if the processor is executing 
a program and encounters "6 GOTO", execution is immediately transferred to 
the first command of program line 006. However, if the processor encounters 
" . execution is transferred directly to the first command of the line 

containing label L06, no matter what program line label L06 is in. When a GOTO 
command is used to transfer program execution as just described, this is called an 
unconditional branch. 
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Looping 

When program execution is branched to a previous program line, the branch is 
referred to as a loop. A loop was used in the Introductory Program to repeatedly 
store and monitor the amplitude of the incoming signal. When used in this manner, 
to continually update data or perform calculations, the loop is a powerful 
programming feature. 



Conditional Branching 

Two commands are available which give the processor the ability to make decisions 
based on the comparison of the contents of the Y and X registers. These commands, 
\fy>Xand IF.x=;l when stored in a program, will transfer execution based on the 
results of the comparison. If the specified condition is TRUE, program execution 
continues with the next command; if FALSE, execution continues with the first 
command of the next line. 



Subroutines 

When a group of commands is to be executed several times throughout the 
program, consider using a subroutine. The GSB (Go to Subroutine) command is 
used like the GOTO command to transfer program execution to a specified line 
number, and should also be used in conjunction with the LBL command to branch 
to the start of the line containing the specified label. However, unlike the GOTO 
command, when the program next encounters a RTN (Return) command, execution 
is transferred back to the command following the calling GSB. Execution then 
continues sequentially through program memory. 



Subroutines can contain a loop, or can be executed as part of a loop. Also, a 
subroutine can call another subroutine; this is known as "nesting”. Subroutine 
nesting is limited by the number of RTNs that the processor can keep pending. In 
the 7854 up to 10 subroutines can be nested. However, when using subroutines 
keep in mind that whenever the end-of-program line is reached by the processor, 
the subroutine return register is cleared. 



DEFINE PROGRAM ENDING 

The program ending should be defined with a programmed STOP. When the 
processor is executing a program and encounteres a stored STOP command, 
execution is halted and the processor goes to the idle state. A label accompanying 
the STOP can be used to differentiate between the end-of-program STOP and other 
stored STOPs. This is most useful when searching for program mistakes 
(debugging). Again, be sure to document the use of the assigned label(s). 



@ 
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WRITING A PROGRAM 

The process used to write any program can be separated into the following four 
steps: (1) Define the program objective (2) detail the intended flow of the program 
with a flowchart (3) translate the flowchart statements into specific commands, and 
(4) enter the program. The following exercises will illustrate this process. The 
location of the keys demonstrated here are shown in Figure D, blocks 1 and 19. 



CREATING A PULSE-MEASURING PROGRAM 

The first step when writing any program is to define the objective. We will now 
create a program to store a selected pulse waveform; then measure and store the 
associated RISE, f ALL, DELAY, and WIDTH parameters. 

Now that the program objective is defined, we need a flowchart. Try to be as specific 
as possible when making flowcharts to aid yourself in translating the flowchart into 
specific 7854 commands. Eigure 6-8 is a flowchart for our pulse-measuring 
program. 

After you are satisfied that your flowchart is as complete and detailed as you 
require, translate the flowchart statements into specific command groups. Let's 
now do this for our pulse-measuring program: 



Flowchart 

Statements 


Commands 


Comments 


Begin 


n 1 lnn ) 00 


Assign label ■ t to the 
program beginning. 


Setup real-time 
display: LEFT 
and B. 


1 SCOPE 1 
Vertical Mode: 
Horizontal Mode: (b) 


Select the real-time 
LEFT VERT and B HORIZ 
compartments for display. 


Turn off cursors 


( OFF ) 




Store and display 
pulse waveform. 


I AOR 1 2 
n ( WFM 1 

1 stored") 


Acquire the real-time 
pulse and store in 
2 WFM; select STORED 
display. 


Measure pulse MAX 
point. 


1 MAX 1 0 
n i CISIS) 


Measure MAX and store 
value in 0 CNS. 


Turn on Cursor 1 . 


WA i CRS1 ) 
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Flowchart 

Statements 


Commands 


Comments 


Set VCRD to MAX 
value. 


0 ( CNS ) 
n ( >VCRD 1 


Return MAX value from 
0 CNS to X register; 
set Cursor 1 to the MAX 
point by changing the 
to this value. 


Store HCRD of MAX 
point. 


( HCRD ) 1 
M ( >CNS ) 


Store position of MAX 
point in 1 CNS. 


Return Cursor 1 
to point 0. 


0 n ( >HCRD 1 


Return Cursor 1 to point 
0 by setting the 
to 


Turn on Cursor 2 


( CRS2-1 1 




Set Cursor 2 to 
MAX point. 


1 [ CNS 1 
n (HCRD) 


Return position of MAX 
point from 1 CNS to 
X register; move Cursor 2 
to this position by 
changing the ' 


Measure and store 
RISE. 


( RISE 1 2 
■1 ( >CNS J 


Store RISE time in 
2 CNS. 


Measure and store 
FALL. 


n ( FALL J 3 

n ( CNS ) 


Store FALL time in 
3 CNS. 


Measure and store 
DELAY. 


( DELAY ) 4 
n ( CNS J 


Store DELAY time in 
4 CNS. 


Measure and store 
WIDTH. 


( WIDTH 1 5 
M 1 >CNS J 


Store WIDTH in 5 CNS. 


STOP 


( STOP 1 


Identify end-of-program 
with STOP. 



Now you're ready to enter the program into the 7854 program memory. 
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ENTERING THE PULSE-MEASURING PROGRAM 

NOTE 

A complete listing of the entered program is given at the end of this 
exercise in Figure 6-9. Consulting this listing while entering the 
program may be helpful. 



Press 
I PROG I 



Comments 

Invoke the Edit mode. 



WM CInn") 00 



Enter label L00 to identify 
the program beginning. 



LNN Operation: The LNN command, when executed, starts a label in the program. 
This command must be followed by two digit commands to complete the label. 
Initially the label is displayed as LNN; however the first N is then replaced with the 
first digit entered, and the second N with the second digit. 

LNN Restrictions: The LNN command is executed only when the processor is in 
the program Entry mode, and must be followed either by the CLL (Clear Line) 
command or by two successive digit commands. Otherwise, LNN ERROR is issued, 
although the message is only displayed in the STORED or BOTH modes. 

Continue entering the program: 

Press Comments 

( NEXT ) Advance the edit prompt 

to the following program 
line, A warning' is 
issued whenever a new 
line is started. 



NEXT Operation: When the NEXT command is issued in the Entry mode, the entry 
line is terminated (line number assigned), and the edit prompt is advanced to the 
next program line. If the NEXT command is issued in the Edit mode, the edit prompt 
is advanced to the next program line. 

If the I NEXT I key is held down after the initial actuation, the edit prompt 
increments through the existing program lines (if any) toward the end-of-program 
line. 



The warning message of XXX WARNING is not displayed for this warning. 
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ENTERING THE PULSE-MEASURING PROGRAM (Cont) 

Automatic NEXT Operation: Whenever a command is issued which causes the 
program entry line to exceed the 35 character line length limit, an automatic NEXT 
is executed. At this time a line number is assigned to terminate the full line, a new 
line is started with the last entered command, and a warning' is issued. 

NEXT Restrictions: The NEXT command is executed only in the Entry or Edit 
modes, and only if the current program line is not the end-of-program line. 
NEX ERROR is issued if any of these restrictions are violated, although the error 
message is only displayed if the command was issued over the GPIB while in the 
Execute mode. 

Now, enter the remaining commands of the pulse-measuring program (using the 
NEXT to separate command groups) by pressing: 

( SCOPE ) I LEFT ) of VERTICAL MODE [b] of HORIZONTAL MODE [ NEXT.) 

1 OFF ) [ NEXT 1 

I APR ) 2 n ( WFM ) [ STORED! I NEXT 1 

( MAX ) 0 « c CNS ) I NEXT 1 

o f CRS1 1 1 NEXT I 

0 I CNS I » ( VCRD ) ( NEXT 1 

1 HCRD ) 1 O ( CNS ) 1 NEXT | 

0 n r~HCRD 1 [ NEXT I 

1 CRS2-1 ) I NEXT ) 

1 I CNS I ta ( HCRD ) ( NEXT ) 

t RISE ) 2 ii I CNS 1 ( NEXT 1 



'The warning message of XXX WARNING is not displayed for this warning. 
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ENTERING THE PULSE-MEASURING PROGRAM (Cent) 

WA CL£lJ : 3 ti ’ t next j 

I delay') 4 :•=/ ( NEXT 1 

( WIDTH ) 5 ( NEXT I 



( STOP 1 [ NEXT I 



The pulse-measuring program is now stored in program memory. 



000 


L00 




001 


SCOPE VMDL HMDS 




002 


OFF 




003 


AQR 2 >WFM STORED 




004 


MAX 0 >CNS 




005 


CRS1 




006 


0 CNS >VCRD 




007 


HCRD 1 >CNS 




008 


0 >HCRD 




009 


CRS2-1 




010 


1 CNS >HCRD 




011 


RISE 2 >CNS 




012 


FALL 3 >CNS 




013 


DELAY 4 >CNS 




014 


WIDTH 5 >CNS 




015 


STOP 


2873-375 



Figure 6-9. Listing of the basic pulse-measuring program. 
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EXECUTING A PROGRAM 

As previously explained, a 7854 program can be executed in either of two states; 
Run or Step. The following exercises demonstrate the use of each state. Figure D, 
block 19 shows the location of the keys demonstrated here. 



STARTING THE PULSE-MEASURING PROGRAM 

With the pulse-measuring program stored in the program memory, return to the idle 
state by pressing [ EXECUTE ) . 

Connect an 8-volt (peak-to-peak) 1-MHz square wave to the LEFT VERT amplifier 
unit from a function generator. (Recommended type; TEKTRONIX FG 503 Function 
Generator used with a TM 500 Power Module.) 

Set the B FIORIZ time-base unit for a 1 00 nanosecond/division sweep rate using a 1 
microsecond/division setting with X10 magnification. 

If necessary, return to the SCOPE display mode by pressing ( SCOPE ) , 

Adjust the deflection factor of the LEFT VERT amplifier unit to display about four 
divisions of signal. Vertically center the display. 

Using the B HORIZ position control, position a positive-going pulse to horizontal 
center. 

Run the pulse-measuring program from the first command of line 000 by pressing 
I START ) . When the program is finished, the display will appear similar to 
that shown in Figure 6-10. 




Figure 6-10 Typical display after executing the pulse-measuring program. 
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STARTING THE PULSE-MEASURING PROGRAM (Cont) 

START Operation: When the START command is directly issued with the 
processor in the idle state, the processor goes to the Run state and begins executing 
the program with the first command of line 000. If a stored START command is 
encountered when the processor is in the Run state, program execution is 
immediately transferred to the first command of line 000. However, if a stored 
START command is encountered when in the Step state, program execution is 
halted and the processor returns to the idle state with the edit prompt set to line 
000. All START commands clear the subroutine return register (the register used 
for tracking RTN commands). 

Restrictions: If the command is directly issued but a program is not 

in the program memory, STA ERROR is issued. 

RUNNING THE PULSE-MEASURING PROGRAM 

When more than one routine is in program memory and you want to execute a 
selected routine which does not begin at line 000, you must first set the edit prompt 
to the beginning of the desired routine. Although this can be done manually in the 
Edit mode, if you have assigned a label to specify the beginning of the program, 
using directly issued LBL and GOTO commands can be quicker. 

For example, at this time the edit prompt is at program line 015, and we want to 
execute the program which begins with label L00. (Although in this case the label is 
at line 000, it might not always be at this line number.) 

Press Comments 

0 ISB 1 LBL ) [ GOTO I The displayed program 

status changes from 
PL 15 to PL 0 to 
indicate that the edit 
prompt has moved to 
line 000, which is the 
first occurrence of label 
L00. GOT WARNING is 
issued if the constant in 
the X register was 
greater than the last 
assigned program line 
number. Also, this 
causes the edit prompt 
to be set to the blank 
end-of-program line, the 
program line number to 
be blanked from the 
STORED or BOTH 
display, and the 
processor to return to 
the idle state. 
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RUNNING THE PULSE-MEASURING PROGRAM (Cont) 

At this time you can execute the pro gram beg inning with the first command of the 
current program line by pressing ( RUN | . Notice that the pulse-measuring 
program is again executed. 

L3L Operation: The program line number containing the first occurrence of the 
label specified in the X register is returned to the X register. 

LBl Restrictions: The X register must contain a constant which, when rounded to 
the nearest integer, is from 0 to 99 (inclusive) and represents a label which occurs 
at least once in the program memory. is issued if either restriction is 

violated prior to execution of the LBL command. 

GOTO Operation: When the GOTO command is directly issued, the edit prompt is 
moved to the program line specified by the number in the X register; but, the 
processor remains in the idle state. When a stored GOTO command is encountered 
with the processor in the Run state, program execution is continued at the first 
command of the program line specified by the number in the X register. However, 
when a stored GOTO command is encountered in the Step state, the edit prompt is 
then moyed to the program line specified in the X register. 

GOTO Restrictions: The X register must contain a constant which, when rounded 
to the nearest integer, is from 0 to 999 inclusive. is issued if this 

restriction is violated prior to execution of the GOTO command. 

RUN Operation: The processor goes to the Run state of the program Execute mode 
when the RUN command is executed. Stored commands are sequentially executed 
in the Run state. 

RUN Restrictions: If the RUN command is issued when the edit prompt is at the 
end-of-program line, or when a program has not been stored, is 

issued and the processor will not go to the Run state. 
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STEPPING THROUGH THE PULSE-MEASURING PROGRAM 

Programs can be executed one line at a time by using the Step state of the Execute 
mode. Set the edit prompt to the be ginning of the pulse-measuring program by 
pressing 0 ¥ii ' , I GOTO | . 

To Execute the command group of the current program line: 

Press Comments 

( STEP I The command group of 

the current program line 
is executed. Since the 
ony command on this 
line was a label, the 
mnemonic is 
displayed and the edit 
prompt is advanced a 
line as indicated by 
; ■ . STt VvARNiNG is 

issued if the edit prompt 
is at the end-of-program 
line. 



Continue stepping through the pulse-measuring program with the I STEP ) . The 
display will change to the real-time pulse, and (after two more STEP commands) will 
reacquire and display the stored pulse. Refer to the listing given in Figure 6-9 as 
you step through the program to verify that the program is indeed being executed by 
command groups. 

Notice that when y ou reac h program line 15 execution is stopped by the stored 
STOP command. If I STEP ) is pressed again, t he proce ssor finishes executing any 
commands remaining on this line. The next 1 STEP ) brings us to the end-of- 
program line where is issued. 

STEP Operation: The processor goes to the Step state of the program Execute 
mode when the STEP command is executed. This command is not programmable. In 
the Step state, the commands on the current program line are sequentially 
executed, the edit prompt is advanced to the next line, and the processor returns to 
the idle state. However, if the line contains a stored STOP or RUN command, the 
processor will either stop or switch to the Run state, respectively. 

NOTE 

The STEP command will not terminate numeric entry into the X 

register. 
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EDITING A PROGRAM 

The editing commands of NEXT, PREV, and CLL are provided to aid you in altering 
programs already stored in program memory without necessitating a complete re- 
entering of the altered program. If, however, the existing program is to be drastically 
changed, you may want to use the ^ command to clear the program memory and 
then enter the newly written program. These exercises will demonstrate the editing 
commands, as well as the conditional statements! and IF>'>X) and the 

subroutine commands (GSB and ' '■). The location of these keys are shown in 
Figure D, block 19. 



ALTERING THE PULSE-MEASURING PROGRAM 

Figure 6-1 1 shows a modified flowchart of the pulse-measuring program. We have 
added a loop to the flowchart which will stop the program after executing it ten 
times, and we are now going to alter the existing program to do the same. 

Perform the previous exercise for Stepping T hrough a Program. Then return the 
existing program to the display by pressing ( PROG ) . 

Manually move the edit p rompt bac k through the existing lines to line 002 by 
pressing and holding the ( PREV 1 as necessary. 

PREV Operation: The edit prompt is backed to the previous program line. If the 
PREV command is issued in the Entry mode, the current program line is terminated. 
If the [ PREV I key is held down, the edit prompt will decrement through the 
program lines until released or until line 000 is reached. 

PREV Restrictions: If the PREV command is directly issued in the Execute mode, or 
if the current program line is 000, ■ is issued. The error message will 

only be displayed in the STORED or “O'H mode. 

To enter the commands which will initialize the loop counting register (6 CNS): 

Press Comments 

0 ( ENTER ) 6 This will place a 0 in 

6 CNS when the program 
is first run. Notice that a 
new entry line was 
opened prior to what had 
been line 003. The newly 
issued commands are 
entered here. 



Exercise continues on next page 
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2873-379 



Figure 6-11. Flowchart for the pulse-measuring program using a loop. 
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ALTERING THE PULSE-MEASURING PROGRAM (Cent) 

Now, terminate this entry line and advance the edit prompt to the following line by 
pressing I NEXT I . Then: 

Comments 

The label L02 is assigned 
to the start of the 
commands to store and 
measure the pulse. Add 
the command to turn off 
the cursors. 

Remove the duplicated OFF command by pressing ( NEXT 1 t CLL ) . Notice that 
the line containing the duplicated OFF command has been deleted, and that the 
following command groups have all been moved up one line to close the gap. 

CLL Operation: When the CLL command is issued the commands on the current 
program line are removed and all command groups following it are moved up one 
line. 

CLL Restrictions: If the CLL command is issued when the processor is in the 

Execute mode, or when the edit prompt is at the end-of-program line, 

is issued. The error message is only displayed in the STORED or BOTH modes. 

Advance the edit pro mpt to what is now program line 016 by pressing and holding 
down the I NEXT I . To increment the loop counting register and add the 
conditional loop: 

Press Comments 

6 ( CNS I 1 CZ) 6 O ( CNS I 1 NEXT ) This will increment 

6 CNS by 1 . 

The contents of 6 CNS 
will be compared with 
the value of 10. If they 
are equal the program 
will stop; otherwise 
program execution is 
transferred to label L02. 



Exercise continues on next page 



@ 
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ALTERING THE PULSE-MEASURING PROGRAM (Cont) 

IFX = V Operation: When the |FX=>’ command is executed, the processor compares 
the contents of the X register to that of the Y register. If both registers contain 
constants at the time of the comparison, the result is TRUE when the constants 
have identical values. If both registers contain waveform memory addresses, the 
processor compares corresponding pairs of points on the referenced waveforms 
(between cursors, if on); the result is TRUE when the difference between all 
compared points is zero. If one register contains a constant and the other contains a 
waveform memory address, each point of the waveform (between cursors, if on) is 
compared to the constant value; the result is TRUE when all compared waveform 
points do not vary from the value of the constant. Scale factor units are ignored if 
they differ. After execution of a stored IFX = p command, program execution 
continues normally with the next command if the result was TRUE. Otherwise, 
program execution continues at the start of the next program line (if comparison 
results are FALSE). Test results, fRUE or FAL-St , are displayed in line 16 of the 
STORED or BOTH mode. 

A complete listing of the pulse-measuring program with a conditional loop is given 
in Figure 6-12. 



000 


L00 




001 


SCOPE VMDL HMDB 




002 


0 ENTER 6 >CNS 




003 


L02 OFF 




004 


AQR 2 >WFM STORED 




005 


MAX 0 >CNS 




006 


CRS1 




007 


0 CNS >VCRD 




008 


HCRD 1 >CNS 




009 


0 >HCRD 




010 


CRS2-1 




011 


1 CNS >HCRD 




012 


RISE 2 >CNS 




013 


FALL 3 >CNS 




014 


DELAY 4 >CNS 




015 


WIDTH 5 >CNS 




016 


6 CNS 1 + 6 >CNS 




017 


6 CNS 10 IFX=Y STOP 




018 


2 LBL GOTO 




019 


STOP 


2873-380 



Figure 6-12. Listing of the pulse-measuring program with a loop. 



Execute the modified program by pressing ( EXECUTE ) |Q| [ START ) . When 
the progra m stops, check the contents of 6 CNS (the loop-counting register) by 
pressing 6 [ CNS ) to verify that the loop was executed 10 times. 
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USING SUBROUTINES 

The commands used in the pulse-measuring program to position Cursor 1 to point 0 
and Cursor 2 to the MAX point could be useful for other programs; so let's put them 
in a subroutine that can be accessed by other programs. Also, let's add a subroutine 
which will monitor the amplitude of the pulse and stop the program when the 
amplitude is not between 7 and 9 volts (peak-to-peak). Figure 6-13 gives a flowchart 
for the main program. Figure 6-14 gives one for the cursor-positioning subroutine, 
and Figure 6-15 gives one for the amplitude-monitoring subroutine. 

To avoid possible confusion we will completely re-enter the new version of the 
pulse-mea suring p rogram. So clear the pre sent program from the memory by 
pressing I PROG I •1 GSE C NEXT ) . 

Again, translate the flowchart of Figure 6-13 into specific command groups and 
enter them into the 7854 by pressing: 

n ro^~i 00 1 NEXT ) 

f SCOPE ) VERTICAL MODE [ LEFT ) HORIZONTAL MODE [¥} [ NEXT 1 
0 [ ENTER I 6 LZcEE ; I next ) 

n r~iWi 02 Caqr'I 2 m i stored i i next j 

3 « C i.Bi. 1 ( GSB 1 [ NEXT I 

GSB Operation: When the GSB is executed the edit prompt is moved to the line 
specified in the X register. If the program was running at the time the GSB was 
encountered, program execution is transferred to the first command of the specified 
line. The subroutine return register is set to point to the next command following 
the GSB. 



NOTE 

The GSB command will not terminate numeric entry. 

GSB Restrictions: The X register must contain a constant which, when rounded to 
the nearest integer, is from 0 to 999 inclusive. Also, not more than 10 levels of 
nesting can be issued. ‘ ; : : is issued if either restriction is violated; 

although the error message is only displayed in the STORED or mode. 



Exercise continues on next page 
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SETUP REAL-TIME DISPLAY: LEFT AND B 



SET LOOP COUNTING REGISTER (6 CNS) TO 0 



ASSIGN LABEL, STORE AND DISPLAY PULSE 



POSITION CURSORS USING SUBROUTINE 



MEASURE AND STORE RISE 



MEASURE AND STORE FALL 



MEASURE AND STORE DECAY 



MEASURE AND STORE WIDTH 



INCREMENT LOOP COUNTING REGISTER 



f HAVE \ 

10 LOOPS X YES 
OCCURRED / 

V ? / 



Figure 6-13 Flowchart of main body of the pulse-measuring program using subroutines. 
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Figure 6-14. Flowchart of the cursor-positioning subroutine. 
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Figure 6-15. Flowchart of the amplitude-monitoring subroutine. 
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USING SUBROUTINES (Com) 

Continue entering the program by pressing: 

[ RISE I 2 W ^ CNS 1 ( NEXT ) 

H 3 n ( CNS J 1 NEXT ) 

[ DELAY I 4 il f CNS 1 ( NEXT 1 

[ WIDTH ) 5 99 [ CNS ) ( NEXT I 

6 ( CNS ) 1 E) 6 99 [ CNS ) f NEXT 1 

6 [ CNS ) 10 m ] [ STOP 1 ( NEXT ) 

2 99 ( goto I r NEXT 1 

f STOP ) fl ' i.NIM 1 01 I NEXT") 

Now enter the cursor positioning-subroutine by pressing: 
gg QF^' 03 [ NEXT 1 

I OFF ) ( NEXT I 

[ MAX ) 0 fl r "'CNS ) [ NEXT ) 

n 

0 [ CNS 1 fl i vCRD ) ( NEXT > 

[ HCRD ) 1 fi ! CNS 1 ( NEXT 1 



Exercise continues on next page 
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USING SUBROUTINES (Cont) 

0 WM r HCRD ) I NEXT I 

( CRS2-1 ) ( NEXT ) 

1 I CNS ) o c HCRD 1 [ NEXT ) 

m r~RTfn 



RTIXi Operation: When the RTN command is executed, the edit prompt is moved to 
the line holding the calling GSB command, and the next executed program 
command (as indicated by the subroutine return register) is the one following the 
GSB. 

RTN Restrictions: is issued if the RTN command was executed 

without a calling GSB. 

Refer to Figure 6-1 6 for a listing of the program memory at this time. Then run the 
program. (Press [ EXECUTE ) 11 ( START ) .) 



000 


L00 




001 


SCOPE VMDL HMDB 




002 


0 ENTER 6 >CNS 




003 


L02 AQR 2 >WFM STORED 




004 


3 LBL GSB 




005 


RISE 2 >CNS 




006 


FALL 3 >CNS 




007 


DELAY 4 >CNS 




008 


WIDTH 5 >CNS 




009 


6 CNS 1 +6 >CNS 




010 


6 CNS 10 IFX-Y STOP 




011 


2 LBL GOTO 




012 


STOP L01 




013 


L03 




014 


OFF 




015 


MAX 0 >CNS 




016 


CRS1 




017 


0 CNS >VCRD 




018 


HCRD 1 CNS 




019 


0 >HCRD 




020 


CRS2-1 




021 


1 CNS >HCRD 




022 


RTN 


2873-383 



Figure 6-16 Listing of pulse-measuring program and cursor-positioning subroutine. 
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USING SUBROUTINES (Cont) 

Now, let's enter the amplitude-monitoring subroutine to be nested within the 
cursor-positioning routine. 

First press I PROG 1 to retu rn to the program Edit mode. Now advance the edit 
prompt to line 022 with the ( NEXT 1 . Enter the calling commands b y pressin g 4 
( LBL ) ( GSB ) . Advance the edit prompt, again by using the I NEXT 1 , to 
the end-of-program line. 

Now enter the amplitude-monitoring subroutine by pressing: 

D ( LNN 1 04 ( NEXT 1 

2 1 WFM I ( P-P ) 7 O ( CNS ) ( NEXT 1 

7 ( ENTER I 7 ( CNS ) ( IFV>y ) ( STOP 1 ( NEXT ) 

7 ( CNS I ( ENTER I 9 ( IFy>X ) ( STOP ) I NEXT 1 

O 1 RTN ) 



A complete listing of both subroutines is shown in figure 6-17. 



013 


L03 






014 


OFF 






015 


MAX 0 >CNS 






016 


CRS1 






017 


0 CNS >VCRD 






018 


HCRD 1 >CNS 






019 


0 >HCRD 






020 


CRS2 1 






021 


1 CNS >HCRD 






022 


4 LBL GSB 






023 


RTN 






024 


L04 






025 


2 WFM P-P 7 >CNS 






026 


7 ENTER 7 CNS IFY>X 


STOP 




027 


7 CNS ENTER 9 IFY>X 


STOP 




028 


RTN 




2873-386 



Figure 6-17. Listing of the cursor-positioning and amplitude-monitoring subroutine. 



Exercise continues on next page 
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USING SUBROUTINES (Com) 

\fy>X Operation: When the IF>^>jr command is executed, the processor compares 
the contents of the X register to that of the Y register. If both registers contain 
constants at the time of comparison, the result is TRUE when the constant in the Y 
register is more positive than the constant in the X register. If both registers contain 
waveform memory addresses, the processor compares corresponding pairs of points 
on the referenced waveforms (between cursors, if on); the result is TRUE when 
even one point of the Y register referenced waveform is more positive than the 
value of the corresponding point of the X register referenced waveform. If one 
register contains a constant and the other contains a waveform memory address, 
each point of the waveform (between cursors, if on) is compared to the constant 
value; the result is TRUE when the value in the Y register (either constant or 
referenced waveform point) is more positive than that in the X register. 

After execution of a stored IF>'>X' command, program execution continues normally 
with the next command if the result was TRUE. Otherwise, program execution 
continues at the start of the next program line. Test results, i or ' M , are 
displayed in line 16 of the STORED or BOTH mode. 



PROGRAM INTERRUPTIONS 

In addition to having a program stop execution as a result of a decision, you will 
often want to stop execution in order to input new data or to pause during execution 
to view results. The stored STOP and PAUSE commands, or a directly issued STOP 
command, can be used to interrupt program execution as demonstrated in the 
following exercises. See Figure D, block 19 for the location of these keys on the 
Waveform Calculator. 

USING THE STORED STOP 

When a stored STOP command is executed by a running program, program 
execution stops. 

To demonstrate, run the pulse-measuring program now in the 7854 program 
memory: 

Pfess Comments 

1 EXECUTE ) I START ) The program is executed 

and then stops when the 
stored STOP is 
encountered on line 01 0. 
The processor returns to 
the idle state. Notice that 
the truncated mnemonic 
of the command prior to 
the stored STOP, plus 
the status message 

, are displayed 
in line 1 6. 



@ 
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USING THE STORED STOP (Cont) 

Stored STOP Operation: When the processor encounters a stored STOP command 
in either the Run or Step state, program execution Is stopped. At this time the 
processor returns to the idle state and displays the previously executed command 
mnemonic (e xcept STOP or PAUSE) plus the status message . If you press 

( EXECUTE I I RUN | without having moved the edit prompt, execution will begin 
with the command following the STOP. 

NOTE 

The STOP command (stored or direct) will not terminate numeric entry 
into the X register. 



PAUSING TO VIEW PROGRAM RESULTS 

The stored PAUSE command is used to "slow down" a program during execution to 
allow you to view the displayed results. Executing a stored command will 

momentarily interrupt the program execution. The length of the interruption can be 
extended by storing two or more successive commands. 



Let's now add stored PAUSE commands to interrupt the existing program after the 
RISE, FALL, DELAY, and WIDTH commands. 



Now move the edit prompt to line 005 using the ( PREV 



To add the PAUSE commands: 

Press 

( RISE ) n f pause tu 

2 n C CNS ) ( NEXT I fCLTl 



Comments 

Insert commands 

after RISE by entering 
the new command group 
and deleting the old line. 



n i FALL ) n rpMJstn 
3 me CNS ! ( NEXT ) fern 



Insert commands 

after 



[ delay j n rpAu~^ ! fv c... 

4 OC CNS ! [ NEXT ) I CLL ) 



Insert commands 

after DELAY. 



5 OC CNS 1 ( NEXT 1 fan 



Insert commands 

after WIDTH. 



Exercise continues on next page 
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PAUSING TO VIEW PROGRAM RESULTS (Cont) 

See Figure 6-18 for a listing of the main program at this time. 



000 


L00 




001 


SCOPE VMDL HMDB 




002 


0 ENTER 6 >CNS 




003 


L02 AQR 2 >WFM STORED 




004 


3 LBL GSB 




005 


RISE PAUSE PAUSE 2 >CNS 




006 


FALL PAUSE PAUSE 3 >CNS 




007 


DELAY PAUSE PAUSE 4 >CNS 




008 


WIDTH PAUSE PAUSE 5 >CNS 




009 


6 CNS 1 + 6 >CNS 




010 


6 CNS 10 IFX=Y STOP 




011 


2 LBL GOTO 




012 


STOP L01 


2873-384 



Figure 6-18. Listing of the pulse-measuring program with commands added to view results. 



PAUSE Operation: The PAUSE command interrupts all command execution for 
approximately 0.7 second. 



NOTE 

The command will not terminate numeric entry into the X 

register. 

Return to the Execute mo de by pressing [ EXECUTE ) and then run the program 
(press ( START~j ). Notice how the program execution is interrupted 

following the RISE, FALL, DELAY, and WIDTFI measurements for each of the 10 
successively acquired pulses. 

Of course, for the stored PAUSE command to be effective, you must first format the 
display to show the results you are interested in viewing. 



THE DIRECT STOP 

Another method used to interrupt a running program is to directly issue a STOP 
from the keyboard(s). However, if program execution is to be continued after being 
stopped, you must take care not to alter anything which is required for proper 
continuation of the program. For example, the stack contents, numeric entry status, 
cursor status or position, the subroutine return register, waveform memory and 
constant register contents are all likely to change the outcome of the program if 
they are altered. Therefore, you may want to avoid using direct STOPs. 



@ 
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THE DIRECT STOP (Cont) 

Direct STOP Operation: If the directly issued STOP occurs while the processor is 
executing the AQR, AVG, AVG10, AVG100, AVG1000, or GND commands (stored 
or direct), the executing command is prematurely terminated. Otherwise, the 
processor completes execution of the current command. The processor then returns 
to the idle state and the truncated mnemonic of the command executing when the 
STOP was received, plus the . status message, is displayed in line 16 of the 

STORED or BOTH mode. If program execution is then resumed with the RUN 
command, execution begins with the command following the command during 
which the STOP was received. 



PROGRAM EXAMPLES 

The following programs are provided as additional program examples. Only the 
purpose and constraints of each program are explained since you should have a 
working knowledge of the 7854 commands used in these example programs. Of 
course, each of these programs can be modified to agree with prior assignments of 
waveform memory or constant registers. Line numbers have been left off the 
program listings given here so that you will not be unduly restrained in the use of 
these programs. 



PERCENT OF OVERSHOOT 

This program will calculate the percent of overshoot of the operational waveform. 
After execution, the percent calculated will be displayed in the X register, as well as 
being stored in 1 CNS. Since this program calculates the percentage rate 
independently of the VZR setting, the GND need not be set. 

Constraints: The 0% level of the operational waveform must be at the left edge of 
the graticule, and the 100% level must be at the right edge of the graticule. Any 
number of cycles can be displayed between these two points, provided that all 
pulses are identical. 



L01 




STORED 4 AVG 




CRS 0 >HCRD 




VCRD 2 >CNS 




CRS2-1 HSCL 10 * ENTER 




P/W / - >HCRD 




MAX 2 CNS - VCRD / I - 100* 




1 >CNS 




STOP 1 LBL GOTO 


2873-387 



Figure 6-19. Program to calculate the percent of overshoot. 
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PROPAGATION DELAY 

The propagation delay between the first MID point of each of two signals will be 
calculated and, after execution, displayed in the X register field. Also, the two 
signals will be displayed on the screen after execution (and stored in 1 WFM and 2 
WFM). 

Constraints: The vertical amplifier(s) must not be in the chop mode. The two input 
signals must have at least one displayed transition (either positive- or negative- 
going). 



L01 AQR STORED OLD 
CRS1 0 HCRD OFF 
0 WFM MIN -.5 VXPD 1 >VZR 

0 WFM 2 >WFM 

1 WFM MIN .5 VXPD 3CHS >VZR 

0 WFM 1 >WFM 

1 DSW 2 DSW 

CRS1 2 WFM MID >VCRD HCRD 1 >CNS 
1 WFM MID >VCRD HCRD 1 CNS - STOP 



Figure 6-20. Program to calculate propagatiort delay. 



CONVOLUTION OF WAVEFORMS 

This program will calculate the convolution between an input signal and the 
impulse response. After execution the result of the convolution is displayed on the 
graticule (and stored in 0 WFM). 

Constraints: The input waveform must be in 1 WFM and the impulse response 
must be in 0 WFM prior to execution of tbis program. Also, to avoid time-domain 
aliasing with nonperiodic signals, both 1 WFM and 0 WFM contents should be zero 
from the left edge of the graticule to the center vertical graticule line. 



0 WFM STORED VSCL 1 >CNS 

1 WFM 2 >WFM 0 WFM 1 >WFM 0 WFM 0 
* P/W 10 / >HSCL 

1 WFM CLX >HSCL 2 WFM CLX >HSCL 
CLS >CNS 

LOO 2 WFM 0 CNS PNT 1 WFM CLX 0 
IFX=Y 1 LBL GOTO 

CLX ENTER ABS >VSCL CLX SGN VXPD 
1 WFM 0 WFM + 

L01 1 WFM 1 HPRGT 0 CNS 1 + 0 >CNS 
P/W IFX=Y 0 WFM 1 CNS ♦ STOP 
0 LBL GOTO 



2873-389A 



Figure 6-21 . Program to convolve waveforms. 
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SINE OF WAVEFORMS 

This program will compute and display the sine of an input waveform. 



This program finds the equivalent of the input waveform from -n/2 to tr/2 by using 
a mod function, and then uses a 4-turn taylor series. The sine of the waveform is 
then displayed from 0 WFM. 



NOTE 

The cosine of a waveform can be computed by adding it/ 2 to the input 
waveform at the beginning of this program. 



Constraints: The input waveform must not exceed ±(511*2rr) in magnitude. 



STORED 0 WFM 1 >WFM SON 2 >WFM 

1 WFM ABS 6.283 / 1 >WFM 

256 ENTER 0 >CNS 

L00 1 WFM 0 CNS IFY>X 2 LBL GOTO 

L01 0 CNS 2/0 >CNS .75 

IFY>X 0 LBL GOTO 

3 LBL GOTO 

L02 - SGN MIN - SGN 0 CNS CHS * 

0 WFM 1 WFM + 1 >WFM 1 LBL GOTO 
L03 1 WFM 5 - SGN MIN - SGN 1 WFM 
X<>Y - 2 WFM ♦ 0 WFM 1 >WFM 

.25 - SGN MIN - SGN 2 >WFM 1 WFM * 
2CHS *5 + 2 WFM * 1 WFM + 1 >WFM 
.25 + SGN 1CHS VXPD MIN - SGN 2 >WFM 

1 WFM * 2CHS * 5 - 2 WFM * 

1 WFM + 6.283 * 2 >WFM 

5040CHS / 2 WFM * 1 ENTER 120 / + 

2 WFM * 2 WFM * 1 ENTER 6CHS / + 

2 WFM * 2 WFM *1+2 WFM * 



Figure 6-22. Program to display the sine of a waveform. 
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7854 




GPIB 

Information 



The 7854 (except Option 0D) is equipped with an interface which conforms to IEEE 
Standard 488-1978 Digital Interface for Programmable Instrumentation, commonly 
referred to as a General Purpose Interface Bus, or GPIB. 

The GPIB allows permanent storage of 7854 programs, remote programming of the 
7854, and data transfers to and from the 7854. 
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DESCRIPTION 

The GPIB is an interface system using sixteen signal lines: eight data lines, three 
handshake lines, and five bus management lines. Information is transferred over 
the bus in a bit-parallel, byte-serial format using an asynchronous "handshake" 
procedure. This handshake allows communication between instruments with 
different transfer rates if they conform to the handshake state diagrams and other 
protocols defined in the IEEE standard. The data transfer rate is effectively limited 
by the slowest active instrument (talker or listener) on the bus. This ensures the 
accurate transfer of data to and from all active instruments. 

The GPIB system can be connected in either a star or linear configuration, or a 
combination of both (see Fig. 7-1). To maintain the electrical characteristics of the 
bus, a device load must be connected for each two metres of cable, and at least half 
of the devices connected to the bus must be powered up. 

A minimum GPIB system for the 7854 Oscilloscope would consist of the 7854 and a 
GPIB controller (e.g., a Tektronix 4050-series graphic system). The controller directs 
all command and data transfers on the GPIB. 



( 1 ) 




(3) 




2873-301 



Figure 7-1. GPIB system configurations. 
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A larger GPIB system may consist of up to 15 instruments distributed over a total 
cable length of up to 20 metres. These instruments may include, in addition to the 
7854 and controller, other talkers (e.g., counter, digital multimeter, etc.) and other 
listeners (e.g., line printer, tape drive, programmable signal generator, etc.). 



A more detailed description of the actual operation of the GPIB interface may be 
found under GPIB Theory at the end of this section. 



GPIB FUNCTIONS 

The IEEE Standard 488-1978 defines the GPIB interface functions and the 
allowed subsets of those functions. The subsets that apply to the 7854 are listed in 
Table 7-1. 



TABLE 7-1 

7854 GPIB Interface Functions 



Function 


Subset 


Capability 


Source Handshake 


SHI 


Complete. 


Acceptor Handshake 


AH1 


Complete. 


Talker 


T5 


Complete. 

(no secondary address) 


Listener 


L3 


Complete. 

(no secondary address) 


Service Request 


SRI 


Complete. 


Remote/Local 


RL1 


Complete. 


Parallel Poll 


PP0 


None. 


Device Clear 


DC1 


Complete. 


Device Trigger 


DTI 


Complete. 


Controller 


C0 


None. 
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ADDRESS SELECTION /\ 

The primary GPIB address of the 7854 is set by using the Address selection 
switches located on the rear panel of the 7854 {see Fig. 7-2). Actually, these 
switches set only the lower five bits of the address. The upper three bits are 
determined by the function (e.g., 001 for Listen Address, 010 for Talk Address). To 
set the primary GPIB address of the 7854, use a pen or other pointed object to set 
the binary equivalent of the desired primary address. Any primary address between 
and including 0 decimal (00000 binary) and 30 decimal (1 1 1 1 0 binary) may be used. 
Do not set 31 decimal (11111 binary) as the primary address; 31 is reserved for use 
by the controller to "untalk" or "unlisten" a device. (Tektronix 4050-series graphic 
systems also reserve 0 decimal for another function.) 



To set the 7854 for a primary GPIB address of 1 0 (decimal), set the address switches as 
shown below. 

1 

0 

16 8 4 2 1 — ADDRESS 

0 + 8-50+2 + 0= 10 

» INDICATES THIS END PRESSED 




This setting results In My Listen Address (MLA) of 42 decimal (primary address +32), 
and My Talk Address (MTA) of 74 decimal (primary address +64). 



To set the 7854 for GPIB operation (ON LINE) using a Line Feed (LF) character along 
with the EOl line asserted as a message terminator and TALK /LISTEN mode, set the left 
three switch sections as shown below. 



EOI - 



■0 0 - 



TERM — 



|— 0 1 - 

1_1^ OR EOl 1 0- 

1 1 - 



] — TALK, 



LISTEN 



- TALK ONLY 

- LISTEN ONLY 



— MODE 



ON LINE 



OFF LINE 



oqdddddd; 



Figure 7-2. Address and mode selection. 
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The remaining three switches select the operating mode of the 7854. The switch 
section to the left (ON LINE/OFF LINE) connects or disconnects the 7854 from the 
bus. (One device load is presented to the bus even when the 7854 is OFF LINE.) The 
other two switch sections set the message terminator or allow the 7854 to be used 
in a Talk Only or Listen Only mode. The message terminator is selected for 
compatibility with the GPIB controller being used. Refer to the controller manual for 
message termination requirements. (Set to EOl when using a Tektronix 4050-series 
graphic system as the GPIB controller.) 



POWER-UP AND RESET STATES 

POWER-UP STATE 

When the 7854 is turned on. a self-test procedure is started to check the 7854 
circuitry (see Power-Up Conditions in section 1). On completion of the self test, the 
7854 asserts SRQ (Service Request) on the GPIB and sets the status byte to indicate 
the results of the self-test. (See Service Request in this section.) This SRQ can be 
cleared by a serial poll, or by executing any valid 7854 command. 

RESET STATES 

The following resets return the 7854 to the listed conditions. 

Device Clear 

The 7854 responds to either a DCL (Device Clear) or SDC (Selected Device Clear) 
message by executing a STOP command, aborting any input/output or waveform 
acquisition command in progress, and clearing all SRQ's. If an external input 
command (READX or >TEXT) is in progress, the partially filled data area is cleared (0 
WEM points = 0, X-register = 0, or any text input is deleted) and a warning is 
displayed. If an external output command (SAVE, SENDX, or TEXT) is in progress, it 
is terminated and a warning is displayed. (The READX, >TEXT, SAVE, SENDX, and 
TEXT commands are described under Commands In this section.) 

Interface Clear 

The IFC (Interface Clear) message interrupts any data input or output. If the 7854 is 
talking, it will continue from that point when it is again addressed as a talker. If the 
7854 is listening, it will continue inputting data when it is again addressed as a 
listener. 

Stop Key 

If the 7854 is In talk-listen mode, pressing the 7854-keyboard STOP key will abort 
an I/O command (SAVE, TEXT, >TEXT, SENDX, READX) if the 7854 is not yet 
addressed as a talker or listener. If data transmission has already started, the STOP 
command is buffered until the I/O (Input/Output) command is finished. 

If the 7854 is in talk-only mode or listen-only mode, the STOP command will abort 
an I/O command even if data transmission has started. 
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MESSAGES 

All of the many possible messages that may be sent over the GPIB can be split into 
two major classifications; interface messages or device-dependent messages. 
Interface messages are sent by the GPIB controller to the other instruments on the 
bus to control the functions of each instrument's GPIB interface. Device-dependent 
messages (e.g., instrument commands, data, etc.) may be sent by any instrument on 
the bus, to any other instrumentfs) on the bus. (See Fig. 7-3.) 




Figure 7-3. Device-dependent messages vs. interface messages. 



GPIB INTERFACE MESSAGES 

Interface messages are used by the controller to manage the bus (e.g., designate 
talkers and listeners, etc.). All instruments on the bus listen to every interface 
message. 

The interface messages that constitute the controller's vocublary are defined by the 
standard. They can be thought of as ASCII codes given a new meaning when sent 
by the controller with the Attention (ATN) line asserted. 

Two of the interface messages are the talk and listen addresses. When a device 
sees its talk address (called My Talk Address or MTA) and ATN simultaneously, it 
must become a talker. When the controller removes ATN, the device begins the 
source handshake to transmit its data. Similarly, My Listen Address (MLA) and ATN 
tells a device to listen to the data sent by a talker. 
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The controller uses other kinds of interface messages for other tasks. One is the 
Serial Poll Enable command (SPE) used with the service request function. Suppose 
an instrument is designed to assert SRQ when it has acquired some data. The 
controller must poll the devices to find the interrupting device since any one (or 
more than one) can assert SRQ. To conduct the serial poll, the controller sends SPE, 
a universal command, then addresses each device in turn as a talker and reads a 
status byte from each. Any device asserting SRQ also asserts DI07 of the status 
byte to tell the controller that it is actively requesting service. The remainder of the 
status byte tells the controller why it is requesting service. (See Service Request 
later in this section.) 



The device trigger function uses an addressed command: Group Execute Trigger 
(GET). In the 7854, GET is equivalent to the RUN command. 



The controller issues the Device Clear message (DCL) to initialize internal functions 
of devices on the bus. A universal command. DCL applies to all devices. Its effect on 
each instrument, however, is decided by the designer, who can choose to initialize 
any device function to any state that suits the purpose of the instrument. Its effect 
in the 7854 is described under Power-up And Reset States earlier in this section. 



DEVICE-DEPENDENT MESSAGES 

Device-dependent messages (e.g., 7854 commands, data, etc.) are transferred from 
any one instrument (talker) to one or more other instruments (listeners) on the bus. 
Device-dependent messages may effect the functions of the instruments (e.g., 
commands), but they do not directly effect the actual GPIB interface. 



COMMANDS 

Refer to Section 9, Command Language, for a complete listing of the 7854 
commands with descriptions. All commands listed in section 9 can be sent through 
the GPIB to the 7854, which will react exactly as if the equivalent key(s) had been 
pressed on the Waveform Calculator or Measurement keyboards. Commands can be 
given to the 7854 from the Waveform Calculator keyboard, the Measurement 
keyboard, the GPIB, or any combinaton of the above. (Pressing any key on either 
7854 keyboard generates a local rtl message.) Commands are executed in the order 
in which they are received by the 7854, regardless of the source of the command. 

The 7854 keyboards can be disabled by setting the 7854 to remote-only mode. 
Remote-only mode prevents the accidental insertion of a command from the 7854 
keyboard into a command string from the GPIB. (See Fig. 7-4 and 7-5 for sample 
programs.) 

To send a command to the 7854 through the GPIB, send (to the 7854's address) the 
command mnemonic (or numeric command) as it appears on either of the 7854 
keyboards (separating each mnemonic with a space). 
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100 REM * SUBROUTINE TO SET 7854 TO REMOTE-ONLY STATE 
110 REM * 7854 IS GPIB DEVICE #10 
120 REM + 

130 WBYTE @ 17,42,63: 

140 RETURN 

LINE 130 COMMENTS; 

17 = Send GPIB Local LOckout command (LLO) 

42 = Send 7854's listen address (device #+32) 

63 = Send GPIB UNListen command (UNL) 

2873-304 



Figure 7-4. Subroutine to set 7854 for remote-only operation (disable keyboards). 



100 REM * SUBROUTINE TO SET 7854 TO NORMAL (REMOTE/LOCAL) STATE 
110 REM * 7854 is DEVICE #10 
120 REM * 

130 WBYTE @ 42,1,63: 

140 RETURN 

LINE 130 COMMENTS: 

42 = Send 7854's listen address (device #+32) 

1 = Send GPIB Go To Local command (GTL) 

63 = Send GPIB UNListen command (UNL) 

2873-306 



Figure 7-5 Subroutine to set 7854 for normal (remote/local) operation. 



Multiple commands may be grouped as one message and sent in the same manner 
as a single command by separating each command (mnemonic or numeric) with a 
space. 



Example: 1 0 2 4 >P/W AVG10 MAX SENDX 

NOTE 

No more than ten (10) commands should be grouped following an I/O 
(Input/Output) command in the same message. The 7854 will buffer 
up to ten commands following an I/O command, and will execute them 
on completion of the I/O command. More than ten commands will 
cause the I/O command to be aborted and all commands following the 
I/O command to be ignored. 



In addition to the standard commands, the 7854 has some commands for use with 
the GPIB only. These commands are listed below. (See Section 9, Command 
Language for detailed descriptions.) 
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Input/Output Commands 

SAVE Outputs the contents of the program memory (from the edit 
prompt through end-of-program) to the GPIB. 

SENDX Outputs the contents of the X register (constant or waveform 
data) to the GPIB. 

READX Inputs a number (or waveform) from the GPIB and places it in 

the X register. (Waveform data is stored as 0 WFM.) 

>TEXT Inputs up to 12 lines of text (40 char. max. each) from the GPIB 

for display on the 7854 crt (in STORED, SCOPE, or BOTH 
modes). 

TEXT Outputs a copy of all 16 lines of currently displayed text to the 

GPIB (includes crt readout and blank lines). 



Service Request Control 

RQS Asserts Service Request (SRQ). 

RQSON / RQSOFF Enables/disables all service request functions except 
power on. 

REMOIM / REMOFF Enables/disables effect of RQS command. 

OPCON / OPCOFF Enables/disables operation-complete service request. 

CERON / CEROFF Enables/disables command-error service request. 

EXRON / EXROFF Enables/disables execution-error service request. 

lOCON / lOCOFF Enables/disables service request due to an Input/Output 
command being initiated. 



NOTE 

AH service-request ON / OFF functions are set to ON condition at 
power-up. 

@ 
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Queries 

ERR? Outputs error status; 

ERR 00 If no error exists or 
ERR 01 if an error does exist. 

ID? Outputs a copy of the 7854 identification display to the GPIB. 

(ID TEK/7854,V79.I,XX.YY,ZK where XX is the ROM version, 
YY is the ROM revision, and Z is 2, 4, or 8, indicating the 
number of kilobytes of RAM installed.) 

SRQ? Outputs a copy of the bottom line of the calculator display. 

(SRQ XXXXXXXXXXXXXXXXXXXXXXXXXXXXXXX where 
XXXX... is the bottom line of the display.) 



NOTE 

Do not send a query (ERR?, ID?, or SRQ?) to the 7854 following an I/O 
command (SAVE, SENDX, TEXT, >TEXT, or READX) until the I/O 
command is completed. A query will interupt the I/O command and 
cause unpredictable I/O. (Use a serial poll to determine l/O-command 
status, if necessary. Status byte >127 indicates I/O in progress.) 



DATA TRANSFERS 

Data that can be sent through the GPIB include programs, numeric values, 
waveforms, and text strings. The format of all data sent (output) by the 7854 is such 
that the same data can then be sent back (input) to the 7854 without any 
intermediate processing or loss of information. (The only exception to this is when 
the 7854 is set for EOl OR LF as the message terminator in the Talk-Listen mode 
and waveform data is being sent. In this case a carriage return and line feed 
separate the waveform preamble and curve data. The line feed must be deleted 
before sending the data back to the 7854.) 



Programs 

Refer to Programming in section 6 for detailed instructions for entering a program 
into the 7854 program memory. The GPIB allows permanent storage and rapid 
loading of 7854 programs. 



NOTE 

Initial program entry, editing, and testing should be done in the 7854, 
not in the controller. This eliminates the possibility of mnemonic 
spelling errors and other difficult-to-find problems in your program. 
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To send a program from the 7854 through the GPIB for permanent storage on tape 
or disk, Simply move the edit prompt to the beginning of the program and issue the 
SAVE command. The program will be sent as one record, with the NEXT command 
and a carriage return appended to the end of each program line. The line numbers 
are removed from the program when it is sent and line labels will appear as 
LNN a b where a and b are single digit integers representing the label number. 



These format changes allow the program to be easily entered into the 7854 program 
memory, and the carriage returns allow the controller to transfer the program (line- 
by-line) to tape or disk. (See Fig. 7-6 for sample program.) 



100 


REM ♦ TRANSFER 7854 PROGRAM TO 4050 TAPE FILE 




110 


REM * 7854 IS GPIB DEVICE #10 




120 


REM * 




130 


REM ♦ STORE PROGRAM ON FILE NUMBER: F 




140 


REM * 




150 


ON SRQ THEN 260 




160 


S=0 




170 


PRINT @10:"EXECUTE 0 GOTO PROGRAM SAVE" 




180 


IF S<>208 THEN 180 




190 


FIND F 




200 


ON EOl THEN 240 




210 


INPUT (g)10:L$ 




220 


PRINT @33:L$ 




230 


GO TO 200 




240 


PRINT @33:L$ 




250 


END 




260 


POLL D.S.10 




270 


RETURN 

LINE BY LINE COMMENTS: 

150 Enable SRQ interrupt handler at 260 

160 Clear status flag 

170 Command 7854 to send entire program 
180 Wait for 'SAVE' service request status byte 
190 Position 4050 tape to file F 
200 Enable EOl interrupt handler at 240 
210 Input next line of program from 7854 
220 Save line of program on tape 

230 Continue until EOl 

240 On EOl save last line of program on tape 
250 Stop 

260 Serial poll 7854; S = status byte 
270 Return from SRQ interrupt handler 


2873-306 



Figure 7 6. Transfer 7854 program to controller tape file (SAVE sample program). 
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To copy a program back to the 7854 program memory, first execute the PROG 
command to enter the Program Entry mode. Then send the stored program to the 
7854's address. When the program has been copied by the 7854, it may be 
modified and/or executed in the normal manner using the 7854 keyboard. (See Fig, 
7-7 for sample program.) 



100 


REM TRANSFER PROGRAM FROM 4050 TAPE FILE TO 7854 




110 


REM *7854 IS GPIB DEVICE #10 




120 


REM * 




130 


REM *LOAD PROGRAM FROM FILE NUMBER: F 




140 


REM * 




150 


ON SRQ THEN 250 




160 


S=0 




170 


PRINT @10:"PROGRAM CLP NEXT" 




180 


IF S<>66 THEN 180 




190 


FIND F 




200 


ON EOF (0) THEN 240 




210 


INPUT @33:L$ 




220 


PRINT @10:LS 




230 


GO TO 210 




240 


END 




250 


POLL D,S;10 




260 


RETURN 

LINE BY LINE COMMENTS: 

150 Enable SRQ interrupt handler at 250 

160 Clear status byte 

170 Command 7854 accept a new program 

1 80 Wait for operation complete status byte 

190 Position 4050 tape to file F 

200 Enable end-of-file interrupt handler at 240 

210 Input next line of program from tape file 

220 Send line of program to 7854 

230 Continue until end-of-file 

240 Stop 

250 Serial poll 7854; S = status byte 
260 Return from SRQ Interrupt handler 


2873-307 



Figure 7-7. Transfer 7854 program from controller tape file to 7854. 



Numeric Values 

Numeric values (constants) can be transferred from the 7854 over the GPIB by 
placing the value in the X register and then executing the SENDX command. (See 
Fig. 7-8 for sample program.) 

Numeric values can be transferred back to the 7854 and placed in the X register by 
executing the READX command and then sending the number to the 7854 over the 
GPIB, (See Fig. 7-9 for sample program.) 






100 


REM»TRANSFER CONSTANT (MAX) FROM 7854 TO 4050 VARIABLE 


110 


REM *7854 IS GPIB DEVICE #1 0 




120 


REM * 




130 


REM *INPUT CONSTANT INTO VARIABLE: M 




140 


REM * 




150 


ON SRQ THEN 210 




160 


S=0 




170 


PRINT (3)10:"MAX SENDX" 




180 


IF S<>210 THEN 180 




190 


INPUT @10:M 




200 


END 




210 


POLL D,S:10 




220 


RETURN 

LINE BY LINE COMMENTS: 

1 50 Enable SRQ interrupt handler at line 210 
160 Clear status flag 

170 Command 7854 to send the 'MAX' value 
180 Wait for 'SENDX' service request status byte 
190 Input constant (MAX) from 7854 into variable M 
200 Stop 

210 Serial poll 7854; S = status byte 
220 Return from SRQ interrupt handler 


2873-308 



Figure 7-8, SENDX sample program. 



100 


REM *TRANSFER 4050 VARIABLE TO 7854'S X REGISTER 




110 


REM *7854 IS GPIB DEVICE #10 




120 


REM * 




130 


REM *OUTPUT CONSTANT FROM VARIABLE: M 




140 


REM * 




150 


ON SRQ THEN 210 




160 


S=0 




170 


PRINT @10:"READX" 




180 


IF S<>211 THEN 180 




190 


PRINT @10:M 




200 


END 




210 


POLL D,S;10 




220 


RETURN 

LINE BY LINE COMMENTS: 

1 50 Enable SRQ interrupt handler at 21 0 

160 Clear status flag 

170 Command 7854 to accept data 

180 Wait for 'READX' service request status byte 

1 90 Output variable M to 7854 

200 Stop 

210 Serial poll 7854; S = status byte 
220 Return from SRQ interrupt handler 


2873-309 



Figure 7-9. READX sample program. 
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Waveforms 

Waveform data is sent as one message; the waveform preamble, a separator, and 
the curve data. The waveform preamble contains information such as 
points/waveform, volts/division, time/division, offset voltage, etc. The separator is 
either a carriage return (Message Terminator set to EOl) or a carriage return and 
line feed (Message Terminator set to LF OR EOl). The curve data contains the actual 
vertical ordinate value (in divisions) of each point of the waveform relative to the crt 
graticule. 



Waveform Preamble: A typical waveform preamble, as sent by the 7854, is shown 
below 



WFMPRE ENCDG:ASC,rMR,PT:512,PT.FMT:Y,XZERO:0,XINCR:9.766E-06, 
XUNIT:S.YZERO:2 704,YMULT:1.YUIMIT:V; 



The abbreviations in the waveform preamble are as follows; 



WFMPRE’ 

ENCDG:ASC’ 

IMR,PT:(P/W) 

PT.FMT:Y’ 

XZERO:0’ 

XINCR:[1 0 ♦ HSCL/(P/W)) 

XUNITrS 

YZERO:[-(VSCL*VZR)] 

YMULT:(VSCL) 

YUNITiV 



waveform preamble (header) 

curve data encoded ASCII decimal 

number of points/waveform 

point format (curve data in vert, div.) 

no horizontal offset 

horizontal increment between points 

horizontal scale factor units (S=seconds) 

vertical zero offset 

vertical scale factor 

vertical scale factor units (V=volts) 



^Fixed value, cannot be changed. 



Curve Data: A typical curve data (partial) is shown below: 



CURVE 1.3779, 1.3777, 1.3778, 1.3777,..., 1.3777, -2.6953, -2.6955, -2.6954, 
-2.6955 



The curve data consists of the header (CURVE) followed by one ASCII coded decimal 
number for each point of the waveform. Each number is separated by commas and 
represents the vertical distance of that point from the center horizontal graticule 
line, measured in graticule divisions (negative if below center). 
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To send (output) a stored waveform (or more properly, send data representing a 
waveform) from the 7854 through the GPIB, the waveform must be placed in the 
X register. The waveform data can then be sent by giving the SENDX command. 
(See Fig. 7-10 and 7-11 for sample programs.) 

To copy a waveform back into the 7854, execute the READX command and send the 
waveform preamble and curve data to the 7854's address. The waveform preamble 
and curve data must be sent as a single message with no line feed between the two 
strings. The waveform will become the operational waveform (0 WFM) in the 7854 
and can then be copied to another waveform memory address if desired. (See Fig. 
7-12 and 7-13 for sample programs.) 



100 REM ^TRANSFER WAVEFORM #0 FROM 7854 TO 4050 ASCII STRINGS 
120 REM *7854 IS GPIB DEVICE #10 
130 REM » 

140 REM *INPUT WAVEFORM PREAMBLE INTO ASCII STRING: P$ 

150 REM *INPUT WAVEFORM CURVE INTO ASCII STRING: WS 
160 REM* 

170 DIM P$(200),W$(8200) 

180 ON SRQ THEN 250 
190 S=0 

200 PRINT @10:"0 WFM SENDX" 

210 IF S<>210THEN 210 
220 INPUT @10:P$ 

230 INPUT @10:WS 
240 END 
250 POLLD,S:10 
260 RETURN 



LINE BY LINE COMMENTS: 

170 Dimension ASCII strings P$ & W$ 

1 80 Enable SRQ interrupt handler at line 250 
190 Clear status flag 

200 Command 7854 to send waveform #0 
210 Wait for 'SENDX' service request status byte 
220 Input waveform preamble from 7854 to PS 
230 Input waveform curve from 7854 into W$ 
240 Stop 

250 Serial poll 7854; S = status byte 
260 Return from SRQ interrupt handler 



2873-310 



Figure 7-10. Waveform transfer from 7854 to controller (ASCII strings). 
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100 


REM * TRANSFER WAVEFORM #0 FROM 7854 TO 4050 VARIABLES & ARRAY 


110 


REM *78 


54 IS GP'P DEVICE ff10 


120 


REM * 




130 


REM*INPUT WAVEFORM PREAMBLE INTO VARIABLES: N.Z1,X,22,Y 


140 


REM * 


N POINTS/WAVEFORM 


1 50 


REM * 


Z1 ^ HORIZONTAL ZERO 


160 


REM * 


X ^ HORIZONTAL INCREMENT BETWEEN POINTS 


1 70 


REM * 


Z2 ^ VERTICAL ZERO 


180 


REM * 


Y = VERTICAL SCALE FACTOR 


190 


REM *INPUT WAVEFORM CURVE INTO ARRAY: W i 


200 


REM * 




210 


ON SRQ THEN 300 I 


220 


S 0 




230 


PRINT @10:”0 WFM SENDX” 


240 


IF S 210THEN 240 


250 


INPUT @10:N,Z1,X,Z2,Y 


260 


DELETE W 


270 


DIM W(N 




280 


INPUT (0)1 0;W 


290 


END 




300 


POLLD,S;10 


310 


RETURN 






LINE BY LINE COMMENTS: 




210 


Enable SRQ interrupt handler at line 300 




220 


Clear status flag 




230 


Command 7854 to send waveform #0 




240 


Wait for 'SENDX' service request status byte 




250 


Input waveform preamble arguments into N,Z1,X,Z2,Y 




260 


Delete Array W 




270 


Dimension array W to size N (N Points 'Waveform) 




280 


Input waveform curve into array W 




290 


Stop 




300 


Serial poll 7854; S status byte 




21 0 


R<=turn from SRQ interrupt h;^nHler 2873 311A 



Figure 7-11. Waveform transfer from 7854 to controller (numeric array). 



100 


REM * TRANSFER 4050 ASCII STRINGS TO 7854'S WAVEFORM #0 


110 


REM * 7854 IS GPIB DEVICE #10 


120 


REM » OUTPUT WAVEFORM PREAMBLE FROM ASCII STRING: PS 


140 


REM » OUTPUT WAVEFORM CURVE FROM ASCII STRING: WS 


150 


REM * 




160 


ON SRQ THEN 220 


170 


S^0 




180 


PRINT ((D10; 'READX " 


190 


IF S 21 1 


THEN 190 


200 


PRINT (^10:P$;W$ 


210 


END 




220 


POLL D.S 


10 


230 


RETURN 






LINE BY LINE COMMENTS: I 




160 


Enable SRQ interrupt handler at 220 




170 


Clear status flag 




180 


Command 7854 to accept data 




190 


Wait for 'READX' service request status byte 




200 


Output waveform from P$ & W$ to 7854 




210 


Stop 




220 


Serial poll 7854; S - status byte 




230 


Return from SRQ interrupt handler 2873 31 2 



Figure 7-12. Waveform transfer from controller (ASCII strings) to 7854. 
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100 


REM *TRANSFER 4051 VARIABLES AND ARRAY TO 7854's WAVEFORM #0 


110 


REM * 




120 


REM *OUTPUT WAVEFORM PREAMBLE FROM VARIABLES: 


N,Z1,X,Z2,Y 


130 


REM* N = POINTS/WAVEFORM 




140 


REM * 21= HORIZONTAL ZERO 




150 


REM * X = HORIZONTAL INCREMENT BETWEEN POINTS 


160 


REM* Z2 = VERTICAL ZERO 




170 


REM * Y = VERTICAL SCALE FACTOR 




180 


REM *OUTPUT WAVEFORM CURVE FROM ARRAY: W 




190 


REM + 




200 


DIM P$(200) 




210 


ON SRQTHEN 460 




220 


REM * BUILD WAVEFORM PREAMBLE 




230 


P$-"WFMPRE ENCDG;ASC,NR.PT:" 




240 


T$=STR(N) 




250 


P$=P$&T$ 




260 


P$-P$&",PT.FMT:Y,XZERO;*' 




270 


T$=STR(Z1) 




280 


P$=P$8.T$ 




290 


P$=P$8«",XINCR:" 




300 


T$=STR(X) 




310 


P$=P$&T$ 




320 


P$=P$&",XUNIT:S,YZERO:" 




330 


T$=STR(Z2) 




340 


PS=P$8.T$ 




350 


P$=PS&",YMULT:" 




360 


T$=STR(Y) 




370 


P$=P$&T$ 




380 


P$=P$8.",YUNIT:V;CURVE " 




390 


S=0 




400 


PRINT @10:"READX" 




410 


IF S<>211 THEN 410 




420 


REM * THE COMMA(,| BETWEEN PS AND W IN LINE 440 IS 


REQUIRED, 


430 


REM • A SEMICOLON (:) WILL NOT WORK 




440 


PRINT @10:PS,W 




450 


END 




460 


POLL D,S:10 




470 


RETURN 






LINE BY LINE COMMENTS; 

200 Dimension ASCII string P$ 

210 Enable SRQ interrupt handler at line 460 
230 through 380; 






Build waveform preamble in P$ 






390 Clear status flag 

400 Command 7854 to accept data 

410 Wait for 'READX' service request status byte 

440 Send waveform to 7854 

450 Stop 

460 Serial poll 7854; S - status byte 
470 Return from SRQ interrupt handler 
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Figure 7-13. Waveform transfer from controller (numeric array) to 7854. 



7-16 






GPIB Information — 7854 



Text 

Up to 12 lines of text (40 characters max. each) may be sent to the 7854 to be 
displayed on the crt along with the waveform(s). This text can include operator 
prompts, additional information for documenting photographs, or any comments the 
programmer may wish to display on the 7854 crt, 

To send text to the 7854, give the >TEXT command, followed by a single string of 
text which has carriage return codes (ASCII decimal 13) inserted at the line breaks. 
The text display remains until another >TEXT command is given, a crt display 
command (STORED, SCOPE, BOTH, or ID) is given, or the 7854 is put into Program 
mode. (See Fig. 7-14 for sample program.) 

The text to be displayed may include characters not found on the ASCII code chart 
(located at the end of this section). Table 7-2 lists the additional special characters 
which may be displayed on the 7854 crt and the codes used to represent them. 



TABLE 7-2 

Special Character Codes 



Special Character 


ASCII Code 


(decimal) 


Keystrokes 


P (cap, beta) 


SOH 


1 


ESC CTRL-A 


Y (gama) 


STX 


2 


ESC CTRL-B 


n (eta) 


EOT 


4 


ESC CTRL-D 


□ (box) 


ENQ 


5 


ESC CTRL-E 


0 (rectangle) 


ACK 


6 


ESC CTRL-F 


6 (delta) 


BEL 


7 


ESC CTRL-G 


° (degree) 


BS 


8 


ESC CTRL-H 


a (alpha) 


ht 


9 


ESC CTRL-1 


A (cap. delta) 


S0 


14 


ESC CTRL-N 


IT (pi) 


SI 


15 


ESC CTRL-0 


P (rho) 


DLE 


16 


ESC CTRL-P 


a (sigma) 


DC1 


17 


ESC CTRL-Q 


r (tau) 


DC2 


18 

1 


ESC CTRL-R 
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TABLE 7-2 (CONT) 
Special Character Codes 



Special Character 


ASCII Code 


(decimal) 


Keystrokes 


^ (mu or micro) 


DC3 


19 


ESC CTRL-S 


V (nu) 


DC4 


20 


ESC CTRL-T 


n (cap. omega) 


SYN 


22 


ESC CTRL-V 


cj (omega) 


ETB 


23 


ESC CTRL-W 


\ (square root) 


EM 

1 


25 


ESC CTRL-Y 


- (right arrow) 


SUB 


26 


ESC CTRL-Z 


- (left arrow) 


ESC 


27 


ESC CTRL-r 


1 (down arrow) 


FS 


28 


ESC CTRL-\ 


I (up arrow) 


GS 


29 


ESC CTRL-] 



For example, to display a symbol, send ESC followed by CTRL-S or the decimal 
ASCII codes 27, 19. 

All 16 lines of text being displayed on the 7854 can be sent back to the controller for 
editing or inspection by giving the TEXT command. This text includes all currently 
displayed text previously sent to the 7854 via the >TEXT command (lines 3 through 
1 4), and all crt-readout text (lines 1 -2 and 1 5-16). The TEXT command is executable 
in SCOPE, STORED, or BOTH modes only. (See Fig. 7-15 for sample program.) 



SERVICE REQUEST 

The service request function allows the 7854 to keep the GPIB controller informed 
of its status. This is done by asserting SRQ (Service Request) and then sending a 
status byte to the controller when polled. The status byte is an eight-bit binary 
number which represents the status of the 7854. Most of the SRQ's can be disabled 
if desired; however, the status byte is still available. The only SRQ that cannot be 
disabled is the Power-On SRQ which is asserted on completion of the 7854 self test 
(if the 7854 is ON LINE when power is applied). Any service request can be cleared 
by performing a serial poll of the 7854. 
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100 REM * TRANSFER TEXT FROM 4050 TO 7854 CRT 
110 REM * 7854 IS GPIB DEVICE #10 
120 REM * 

130 REM * BUILD TEXT IN STRING: T$ 

140 REM * 

150 ON SRQ THEN 340 
160 DIMT$(12‘41) 

170 PRINT "LINPUT TEXT AS IT IS TO BE DISPLAYED ON 7854 " 
180 PRINT "J SPACE RETURN FOR A BLANK LINE " 

190 PRINT " RETURN ONLY TO END INPUTJ " 

200 T$-'"' 

210 C$^CHR(13) 

220 FOR 1 = 1 TO 12 
230 PRINT 
240 INPUT L$ 

250 IF LEN(LS)-^ 1 THEN 290 
260 T$-T$&L$ 

270 T$-T$&CS 
280 NEXT I 
290 S 0 

300 PRINT @10 "EXECUTE TEXT" 

310 IF S 213 THEN 310 
320 PRINT @10;TS 
330 END 
340 POLL D.S;10 
350 RETURN 

LINE BY LINE COMMENTS: 

150 Enable SRQ interrupt handler at line 340 

160 Dimension ASCII string T$ (12 lines of 41 characters) 

170 through 190: 

Prompt 4050 user to input text 
200 Null T$ 

210 Define CS as CARRIAGE RETURN 
220 Loop to accept maximum of 12 lines 
230 Issue line input prompt 
240 Input next line of text 

250 If only CARRIAGE RETURN - then done inputting 
260 Concatenate text onto T$ 

270 Concatenate a CARRIAGE RETURN after each line 
280 Continue accepting text 
290 Clear status flag 

300 Command 7854 to accept text for display 
310 Wait for ' TEXT' status byte 
320 Send text to 7854 
330 Stop 

340 Serial poll 7854; S = status byte 
350 Return from SRQ interrupt handler 
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Figure 7-14. TEXT sample program. 
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100 


REM * TRANSFER TEXT FROM 7854 DISPLAY TO 4050 


110 


REM ♦ 




120 


ON SRQ THEN 280 


130 


PAGE 




140 


PRINT 


@10:"SRQ?" 


150 


INPUT 


@10:S$ 


160 


S=POS(SS,"SRQ ",D 


170 


S$=SEG(S$,S+4,LEN(SS) S-3) 


180 


S=0 




190 


PRINT 


@10:"TEXT" 


200 


IF S<>212 THEN 200 


210 


FOR 1 = 


1 TO 15 


220 


INPUT 


@10:L$ 


230 


PRINT 


L$ 


240 


NEXT 1 




250 


PRINT 


SS 


260 


INPUT 


(5)10:LS 


270 


END 




280 


POLL D,S;10 


290 


RETURN 




LINE BY LINE COMMENTS: 




120 


Enable SRQ interrupt handler at line 280 




130 


Page 4050 crt screen 




140 


Use 'SRQ?' querie to get line #16 of 7854's readout 




150 


Input line #16 




160 


Find position of substring 'SRQ' In response 




170 


Remove querie header 




180 


Clear status flag 




190 


Command 7854 to send readout 




200 


Wait for 'TEXT' service request status byte 




210 


Loop to Input first 15 lines of text 




220 


Input line of text 




230 


Display line of text on 4050 




240 


Continue inputting first 15 lines 




250 


Use 16th line from 'SRQ?' querie 




260 


Clear last line of text from 7854 




270 


Stop 




280 


Serial poll 7854: S = status byte 




290 


Return from SRQ interrupt handler 
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Figure 7-15. TEXT sample program. 



Status Bytes 

The status bytes which are sent by the 7854 and their meanings are listed in Table 
7-3. 

@ 
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TABLE 7-3 
7854 Status Bytes 



Condition 


Status Byte 
8765 4321 


Decimal 

Equivalent 


Normal 


000X 0000” 


(0,16) 


Ext. command group complete’ 


0X00 00 r0® 


(2,66) 


End of program’ 


0X00 0010® 


(2,66) 


Execution error^ 


0X10 0010® 


(34,98) 


External command error^ 


0X10 0001® 


(33,97) 


Power On 


01 0X 0001® 


(65,81) 


Power on check failure 


011X 0011® 


(99,115) 


RQS command executed"* 


0101 0000 


(80) 


SAVE command initiated® 


1X01 0000® 


(144,208) 


SENDX command initiated® 


1X01 0010® 


(146,210) 


READX command initiated® 


1X01 0011® 


(147,211) 


TEXT command initiated® 


1X01 0100® 


(148,212) 


>TEXT command initiated® 


1X01 0101® 


(149,213) 



'OPCOFF command will disable this service request. 
^EXROFF command will disable this service request. 
’CEROFF command will disable this service request. 
“REMOFF command will disable this service request. 
^lOCOFF command will disable this service request. 

‘bit 5 true (1) indicates busy condition. 

“bit 7 true (1) indicates active service request. 



NOTE 

The RQSOFF command will disable all SRQ's except power on. 
Therefore, for any other service request to function, the RQSON 
command must be given, along with the command to enable that 
service request. 



REV MAY 1982 



7-21 
















GPIB Information— 7854 



Polling 

A serial poll allows the GPIB controller to check the status of any or all instruments 
on the bus. When the 7854 is polled, it sends the appropriate status byte and (if the 
7854 was asserting SRQ) clears its service request. The status byte can then be 
used to initiate corrective action, proceed with the program, or send a message to 
the operator. (See Fig. 7-16 for sample program.) 



100 REM * SERIAL POLL SUBROUTINE #1 
110 REM* 

120 POLLD,S:10 
130 RETURN 

140 REM*SERIAL POLL SUBROUTINE #2 
150 REM* 

160 WBYTE @95.63.24,74: 

170 RBYTE S 
180 WBYTE @95,25: 

190 RETURN 

LINE BY LINE COMMENTS: 

1 00 Use 4050 POLL command if 7854 is requesting service 
120 S = status byte 
130 End of subroutine #1 

140 Use 4050 WBYTE and RBYTE commands if 7854 is not 
requesting service 

160 95 = Send GPIB UNTalk command (UNT) 

63 = Send GPIB UNListen command (UNL) 

24 = Send GPIB Serial Poll Enable command (SPE) 

74 = Send 7854's talk address 

170 Input status byte (S) 

180 95 = Send GPIB UNTalk command (UNT) 

25 = Send GPIB Serial Poll Disable command (SPD) 

190 End of subroutine #2 

2873-316 



Figure 7-16 Serial-poll sample subroutines 



GPIB THEORY 

The IEEE Standard 488-1978 is a complete description of the GPIB interface. The 
following brief description is included here to, hopefully, simplify the standard's 
technical descriptions and state diagrams, and make them a little easier to 
understand. This description should be read in conjunction with the IEEE standard. 



GPIB SIGNAL LINES 

The GPIB contains three groups of signal lines: data, handshake, and control. 



The eight data lines, DI01 through DI08, are used to carry both interface messages 
and device-dependent messages. 
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The asynchronous, three-wire handshake is controlled by these lines: 

DAV (Data Valid) — asserted by the transmitting device, 

NRFD (Not Ready For Data) and NDAC (Not Data Accepted) — asserted by the 
receiving device. 

The five interface control lines are used for the following functions: 

ATN (Attention) — specifies how data on the DIO lines is to be interpreted; as 
interface messages when asserted; as device dependent messages when 
unasserted. 

IFC (Interface Clear) — is used to initialize the interface functions of all instruments 
and return control to the system controller. 

SRQ (Service Request) Is used to request service from the controller. 

REN (Remote Enable) — allows remote control of devices on this bus. 

EOl (End Or Identify) — indicates the last byte of a message. 

See IEEE Standard 488-1978, Standard Digital Interface for Programmable 
Instrumentation, for full definitions of these lines and the protocol for their use. 



THE HANDSHAKE 

The data and handshake lines are used for the source and acceptor handshake. 
Actually, they are two parts of the same handshake. Fig. 7-17 shows the states of 
these lines as they are set by a talker using the source handshake and a listener 
using the acceptor handshake. Note that the timing diagram relates the electrical 
signals on the bus to the states of the source and acceptor handshakes. By looking 
at both, it may be easier to grasp the sequence of the interlocked handshakes than it 
is to absorb, by themselves, the state diagrams in the standard. 



1 . To begin, the source goes to the Source Generate State (SGNS), In this state, the 
source is not asserting a data byte on the data lines or Data Valid (DAV), When 
no bus driver is asserting a line, the line rises to a high level (0) set by the bus 
terminating network. The acceptors are in the Acceptor Not Ready State (ANRS), 
asserting both Not Ready For Data (NRFD) and Not Data Accepted (NDAC). In this 
condition, NRFD and NDAC are both low (asserted). 



2. The source sets the data byte on the data lines and enters the Source Delay 
State (SDYS). If this is the last data byte in the message, the source asserts the 
End Or Identify (EOl) line at the same time. The source waits for the data to 
settle on the lines and for all acceptors to reach the Acceptor Ready State 
(ACRS). 



3. Each acceptor says, "I'm ready" by releasing Not Ready For Data (NRFD) to move 
to the Acceptor Ready State (ACRS). This is one of the points in the handshake 
designed to accommodate slower listeners. Any acceptor can delay the source 
handshake by asserting NRFD. 
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Figure 7-17. Source and acceptor handshake sequence 



4. When the source sees Not Ready For Data {NRFD) high, the Source Transfer 
State (SIRS) is entered by validating the data with Data Valid (DAV). The source 
then waits for the data to be accepted. 

5. When the receiving devices see DAV true, they go to the Accept Data State 
(ACDS). Each device asserts Not Ready For Data (NRFD) because it is busy with 
the current data byte and is not ready for another. 



6. As each device accepts the data, the device releases Not Data Accepted (NDAC) 
to move from the Accept Data State (ACDS) to the Acceptor Wait for New cycle 
State (AWNS). Again, all receivers must release the Not Data Accepted (NDAC) 
line for the source to see a high level. 

When the source sees NDAC high (all listeners have accepted the data), the 
Source Wait for New cycle State (SWNS) is entered. 



7. In the SWNS, the source unasserts Data Valid (DAV). This causes the acceptors 
to proceed to the Acceptor Not Ready State (ANRS), their initial state in the 
handshake. In ANRS, they assert Not Data Accepted (NDAC). 

8. The source continues to the Source Generate State (SGNS), its initial state in the 
handshake, to prepare a new byte for transmission. 
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Instrument Options 

Your 7854 Oscilloscope may be equipped with one or more options. This section 
includes a brief description of each option, and an Option Information Locator table. 
The Option Information Locator table lists all the options and tells where they are 
mentioned in this manual. For further information about options, see your Tektronix 
Products catalog or contact your Tektronix Field Office. 
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OPTION 02 

Option 02 provides X-Y mode phase correction of the real-time signals. A horizontal 
delay line and compensation network equalizes the signal delay between either 
vertical compartment and the horizontal deflection system. With this network 
installed and activated, the phase shift between the vertical and horizontal systems 
is adjustable to less than 2° from dc to one megahertz. 

OPTION 03 

With Option 03 installed, the instrument will meet the EMC (electromagnetic 
compatibility) specifications given in section 2. 

OPTION 78 

Replaces standard crt phosphor with P1 1 . 

OPTION 00 

Deletes the Waveform Calculator and GPIB facilities by removing 2000 words of 
memory, and replacing the rear-panel GPIB connector and ADDRESS SELECTION 
switches with a blank panel. Operation of the instrument will not change except 
that the front-panel RQS key and I/O, SRQ, and REMOTE ONLY indicators are 
inoperative. All access to the Waveform Calculator commands is denied when the 
2K of memory is removed. 

OPTION 2D 1 

An additional 4096 words of memory are added with Option 2D to expand the 
program memory, waveform memory, and constant registers. Program memory is 
increased to a maximum of 2000 commands, waveform memory is increased to 
5120 waveform points, and the constant registers are increased to 100. 



OPTION A1 

The standard power cord is replaced with the Universal European 220-volt type 
power cord (Tektronix Part 161-0066-09). 

OPTION A2 

The standard power cord is replaced with the UK240-volt type power cord (Tektronix 
Part 161-0066-10). 

OPTION A3 

The standard power cord is replaced with the Australian 240-volt type power cord 
(Tektronix Part 161-0066-11). 

OPTION A4 

The standard power cord is replaced with the North American 240-volt type power 
cord (Tektronix Part 161-0066-12). 

r Applies only to instruments with serial numbers below B085121. For instruments with 
serial number B085121 and above, features previously provided by Option 20 are standard. 
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OPTION IS 

Option IS includes a currently applicable version of the Diagnostic Memory Card 
(Tektronix Part 067-0961 -XX) with the 7854 Oscilloscope. This card is part of the 
digital servicing package and is not required for instrument operation or 
understanding. 

OPTION 2S 

Option 2S includes a currently applicable version of the Signature Tables (Tektronix 
Part 070-2972-XX) with the 7854 Oscilloscope. The Signature Tables are required 
for signature analysis troubleshooting, but not for instrument operation or 
understanding. 

INSTRUMENT OPTION IDENTIFICATION 

7854 Oscilloscopes with one or more options have a tag attached to the rear-panel 
of the mainframe to identify each Included option (02, 03, 78, 0D, 2D, A1 , A2, A3, or 
A4). The tag(s) will be located as shown in Figure 8-1 . Instruments with Options 1 S 
or 2S will not have any identification tag since these options are not part of the 
7854 Oscilloscope. 




Figure 8-1. Location of Option Identification Tags. 
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TABLE 8-1 

Option Intormation Locator 





Location in Manual 




Option 


Section 


Heading 


Information 


02 


8 

Instrument 

Options 


Option 

02 


Gives a brief description of 
Option 02. 


03 


3 

General 

Operating 

Information 


Light 

Filter 


Mentions that the crt mesh filter is 
included with Option 03. 




8 

Instrument 

Options 


Option 

03 


Gives a brief description of 
Option 03. 


78 


8 

Instrument 

Options 


Option 

78 


Gives a brief description of 
Option 78. 


0D 


1 

Introduction 


General 

Purpose 

Interface 

Bus 


Mentions that, except for instru- 
ments with Option 0D, the 7854 
has a GPIB. 




5 

Using The 
Measurement 
Keyboard 


Introduction 


Describes use of keyboard on 7854 
Option 0D. 




Waveform 

Storage 

Considerations 


Explains that with Option 0D, 
only one waveform can be stored 
at a time. 






Selecting 
Both CRT 
Display Mode 


Describes display modes of 7854 
Option 0D. 




6 

Using The 
Waveform 
Calculator 
(Waveform 
Processing) 


Waveform 
Memories & 
Resolution 


Mentions that the Option 0D 
instrument will not process 
waveforms. 




Waveform 
Acquisition 
And Data 
Storage 


Lists parameters of pulse 
of pulse acquisition for standard 
and Option 0D instruments in 
Table 6-1 . 
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TABLE 8-1 (CONT) 
Option Information Locator 





Location 


in Manual 




Option 


Section 


Heading 


Information 


0D 

(cont) 


7 

GPIB 

Information 


Introduction 


Mentions that Option 0D deletes 
the GPIB, the Waveform Calculator 
keyboard, and 2,000 words of 
memory. 




8 

Instrument 

Options 


Option 

0D 


Gives a brief description of 
Option 0D. 


2D 1 


6 

Using The 
Waveform 


Using The 
Constant 
Registers 


Explains how the constant registers 
are referenced (by addresses 0-99) 
with Option 2D. 




Calculator 
(Stored 
Display 
Mode Info) 


Storing A 
A Constant 


Explains how the constant registers 
are referenced (by addresses 0-99) 
with Option 2D. 




Retrieving 
A Constant 


Explains how the constant registers 
are referenced (by addresses 0-99) 
with Option 2D, 




(Waveform 

Processing) 


Waveform 
Acquisition 
& Data 
Storage 


Lists parameters of pulse 
acquisition for standard and 
Option 2D instruments in Table 6-1 , 




i 


Observing The 
Waveform 
Memories At 
Power-Up 


Mentions that the X register must 
contain a number within the limits 
of the P/W setting for Option 2D. 




8 

Instrument 

Options 


Option 

2D 


Gives a brief description of 
Option 2D. 




9 

Command 

Language 


Error And 
Warning 
Messages, 
Table 9-20 


Mentions that the X register does 
not contain a constant between 
zero and 99. 






Displayed 
CNS Error 
Messages, 
CNS ERROR 
and >CN 


Mentions that the X register does 
not contain a constant between 
zero and 99. 



' Applies only to instruments with serial numbers below B085121. For instruments with 
serial number B08S121 and above, features previously provided by Option 2D are standard. 
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TABLE 8-1 (CONT) 
Option Information Locator 





Location 


in Manual 




Option 


Section 


Heading 


Information 


A1 


1 

Introduction 


Operating 
Power 
Information 
(Table 1 2) 


Lists details of Option At . 




8 

Instrument 

Options 


Option 

A1 


Gives a brief description of 
Option A1 . 


A2 


1 

Introduction 


Operating 
Power 
Information 
(Table 1 2) 


Lists details of Option A2, 




8 

Instrument 

Options 


Option 

A2 


Gives a brief description of 
Option A2. 


A3 


1 

Introduction 


Operating 
Power 
Information 
(Table 1 -2) 


Lists details of Option A3. 




8 

Instrument 

Options 


Option 

A3 


Gives a brief description of 
Option A3. 


A4 


1 

Introduction 


Operating 
Power 
Information 
(Table 1-2) 


Lists details of Option A4. 




8 

Instrument 

Options 


Option 

A4 


Gives a brief description of 
Option A4. 


IS 


8 

Instrument 

Options 


Option 

IS 


Gives a brief description of 
Option 1 S. 


2S 


8 

Instrument 

Options 


Option 

2S 

1 


Gives a brief description of 
Option 2S. 
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Command Language 

Information in this section is intended only as reference material on the operation of 
the 7854 Oscilloscope. The information is generally presented in a tabular format; 
however, all information about a command is not necessarily contained in only one 
table. Refer to the Command Index at the rear of this manual for the locations of 
related command information. 
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OPERATIONAL CONVENTIONS 

The following conventions are intended as a reference guide to describe the overall 
operating principles of the 7854 Oscilloscope. 



OPERATING MODES 

Figure 9-1 illustrates the basic 7854 modes in order of priority. Column A lists the 
commands that can be executed when in the program Entry and Edit modes, and 
column B lists the commands that cannot be executed when in the program Execute 
mode. 



CRT DISPLAY 

The crt graticule lines are spaced 8 cm vertically and 10 cm horizontally, with 
markers each 0.2 cm. The character display area (within graticule outline) is 
assigned 16 lines, numbered 1 through 16, starting at the graticule top. Each line 
contains spaces for 40 characters, numbered 1 through 40, starting at the graticule 
left. Characters to be displayed have preassigned fields in the display area for each 
display mode, as illustrated in Figures 9-2, 9-3 and 9-4. 

REAL-TIME WAVEFORMS AND READOUT DISPLAY 

All real-time waveforms within the crt graticule area (8 by 10 cm) is valid. Readout 
is determined by the plug-in unit, and will be displayed as described in Figure 9-2. 
Flowever, if the selected plug-in unit is not equipped to encode readout, the 
processor will assign a default scale factor and issue a warning. 

STORED WAVEFORMS AND CHARACTER DISPLAY 

All waveform data is valid within the acquisition graticule area of 10 by 10 cm. 
(Area extends vertically plus and minus one additional cm from the crt graticule.) 
Refer to Figure 5-1 for more information. 

Horizontal Resolution: Stored waveform horizontal resolution depends upon the 
P/W selection (see Table 9-1). 



TABLE 91 

Points-Per-Waveform vs Horizontal Resolution 



1 

P/W 


Horizontal Resolution 




(increments/div) 


128 


12.8 


256 


25.6 


512 


51.2 


1024 


102.4 



@ 
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Program 

Entry and Edit Modes 
Display Commands 



Program 
Execute Mode 

Display Commands 



Lines of program 
text. 



SAVE, and edit commands 
NEXT, PREV, CLL and 
are executable. All other 
commands are programmable. 



NEXT, PREV, CLL, Ci r 
and ' commands are 
not executable. All other 
commands are executable. 



SCOPE Mode 

Real-time wayeforms 
and readout. 



STORED Mode 

Stored waveforms 
and stored character 
display. 



Real-time waveforms, 
stored waveforms, and 
stored character display 
(no real-time readout). 




Plug-In Unit Modes 



Figure 9-1. The 7854 hierarchy of operational modes. 
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Symbol 


Description 


A 


LEFT VERT plug-in unit, channel 1. 


B 


RIGHT VERT plug-in unit, channel 1. 


c 


A HORIZ plug-in unit, channel 1, 


D 


B HORIZ plug-in unit, channel 1 


E 


LEFT VERT plug-in unit, channel 2, 


F 


RIGHT VERT plug-in unit, channel 2. 


G 


A HORIZ plug-in unit, channel 2. 


H 


B HORIZ plug-in unit, channel 2. 


2873 404 



Figure 9-2. Character display fields utilized in the SCOPE mode. 
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Stored or Mode 



(/> 

C 

E 

3 

Z 

« 

c 



> 

a 

D 



Character Numbers 

5 10 15 20 26 30 35 40 



1 


B 


B 


B 


B 


Hi 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 








B 


B 


B 


B 


B 


B 


E 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 


fl 


2 


D 


D 


D 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 








B 




B 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 


B 


fl 


B 


B 


fl 


fl 


B 


fl 


3 












B 


B 


B 


































































4 


















































































5 


















































































6 


















































































7 


















































































8 


















































































9 
















Q 






Q 


Q 


Q 




fl 


B 


fl 


B 


fl 


B 


0 


0 






































10 


P 


P 


r 

p 


P 


P 


P 




p 




Q 


• 


R 


R 


R 


R 


R 


R 


R 


R 


R 


R 


R 


R 


R 


fi 


R 
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1 


























































12 


• 


S 


s 


S 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 


T 
























13 


U 


u 


u 


u 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 


V 
























14 


















































































15 


■ 


w 


X 


X 


X 


X 


■ 


Y 


■ 


z 


2 


Z 


z 


Z 


Z 


z 


z 


z 


Z 


• 


• 


a 


b 


b 


b 


b 


• 


c 


• 


d 


d 


d 


d 


d 


d 


d 


d 


d 


d 


• 


16 


e 


e 


e 


e 


f 

e 


f 

e 


e 


g 

e 


g 

e 




. 


h 


h 


h 


h 


h 


h 


h 


1 

h 


j 

h 


I 

h 


. 


1 

k 


1 

k 


1 

k 


k 


m 

k 


m 

k 


m 

k 


m 

k 


m 


m 

k 


m 




n 


n 


- 




0 


0 
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Figure 9-3. Character display fields utilized in the STORED or BOTH mode. 
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Stored or Both Mode 



Symbol 


Description 


. 


Blank space. 




A 


OPW 




B 


Operational waveform number (left justified). 




c 


VZR. 




D 


Vertical zero number, in divisions (left justified). 




E 


Vertical scale factor, per division (right justified). 




F 


Vertical scale unit. 




G 


Horizontal scale factor, per division (right justified). 




H 

1 


Horizontal scale unit. 
DS\A/. 




J 


Integer, displayed waveform number (right justified). 




K 


vs 




L 


Integer, horizontal axis waveform number (left justified). 


M 


TEK/7854V79.1, 




N 


Firmware version 




0 


Available RAM 




P 


ADDRESS: 




Q 


Address. 




R 


Talk/listen mode and terminator. 




S 


ON: 




T 


Status message. 




U 


OFF: 




V 


Status message. 




w 


Blank if one cursor on; A if two cursors on. 




X 


VCRD 




Y 


r 




z 


Vertical cursor coordinate including unit (left justified). 


a 


Blank if one cursor on; A if two cursors on. 




b 


HCRD, 




d 


Horizontal cursor coordinate including unit (left justified). 


e 


Y constant (right justified). 


Display is either a 


f 


Y waveform number (right justified). 


constant, or a waveform 


g 


WFM 


number followed by 


h 

i 

j 


X constant (right justified). 

X waveform number (right justified). 
WFM. 


the mnemonic WFM. 


k 


Key mnemonic (left justified). 


If no status message 


1 


Key mnemonic (left justified). 


follows the mnemonic, the 
entire mnemonic is 
displayed. If a status 
message does follow the 
mnemonic, it is truncated 
to 3 characters. 


m 


Status message (left justified). 




n 


PL. 




0 


Program line number. 
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Figure 9-3 (cont.) Character display fields utilized in the STORED or BOTH mode. 
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Display Line Numbers 



Program Entry and Edit Mode 



Character Numbers 

5 10 15 20 25 30 35 40 





Figure 9-4. Character display fields utilized in the program Entry and Edit modes. 

@ 
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Vertical Resolution: 102.4 increments/div (only at time waveform is stored into 
memory); P/W is fixed at 512 with Option 0D, 

Y-T Mode 

The components of a stored waveform superimposed upon a calibrated graticule 
are: 

1. Vertical Scale Factor. Specifies the numeric value of each vertical division and 
the associated unit (e.g., v). Scale factors are constants, and have the same 
range and precision as positive constants. 

2. Horizontal Scale Factor. Specifies the numeric value of each horizontal division 
and the associated unit (e.g., s). 

3. Waveform. Consists of vertical coordinates (in units of vertical graticule 
divisions) corresonding to the individual points of the waveform. Waveforms are 
displayed as a series of points at the specified graticule locations, with or 
without connecting vectors. 

The points are numbered, for reference, from 0 to the points-per-waveform 
minus one. Waveform values have a maximum range of +20 divisions, and are 
stored within a resolution of 1/1638.4 of a division. The stored waveform 
vertical range is +20 divisions from vertical zero. Also, each point must be less 
than 20 divisions from every other point. 

4. Vertical Zero. Specifies the vertical location (in graticule divisions) of waveform 
zero with relation to crt graticule zero. The vertical zero values have a maximum 
range of +20 divisions, and are stored with a resolution of 1/1638.4 of a 
division. When the display location is specified in graticule divisions, vertical 
zero is at the specified graticule location, with positive upward. 

5. Horizontal Zero. When the display location is specified in graticule divisions, 
horizontal zero is at the left edge of the graticule, with positive to the right. 

X-Y Mode 

The horizontal position of each displayed waveform point represents the vertical 
value of the corresponding waveform point on the horizontal waveform; the 
corresponding waveform point location is measured from the horizontal graticule 
center (zero reference) and is measured in divisions, with positive to the right. 

The mnemonic vS. followed by the horizontal waveform number, is displayed on 
line 2 of the character display field. Refer to Figures 9-2 and 9-3. 

The displayed horizontal scale factor is the same as the horizontal waveform vertical 
scale factor. 

The horizontal cursor-coordinate display reflects the displayed horizontal scale 
factor, (i.e., hcRD = (divisions)* (HSCL)). This is, in effect, the VCRO value of the 
cursor points on the horizontal waveform. 
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STORED WAVEFORM ACQUISITION 

Waveform acquisition is the storage of real-time waveforms into the waveform 
memory. Waveform and scale factors are acquired because both are required to 
fully specify waveform values. 



REAL-TIME WAVEFORM ACQUISITION 

The digitizer converts the displayed real-time waveform(s) into numeric form for 
storage in the data memory. The generated digital data corresponds to that 
observable visually, such as graticule division and scale factor terms. The only 
deliberately introduced changes are due to quantizing. 

The instrument acquisition system operates properly with single-valued functions of 
the horizontal variable. X-Y type waveforms will not be correctly acquired. 



The digitizer control starts and stops the digitizer, and also controls its mode. Real- 
time single-shot, equivalent-time sampled, and signal averaged modes are 
available. 



REPETITIVE DIGITIZING 

Repetitive digitizing uses equivalent-time sampling to construct complete 
waveform(s) from many repetitions of the same real-time waveform(s); this mode is 
useful at all sweep speeds. 



The digitizer simultaneously samples and quantizes the horizontal and vertical real- 
time trace location. The horizontal value specifies the point number where the 
vertical value is stored. 



Sampling is asynchronous with respect to the sweep. Only those samples taken 
while the sweep gate is on are considered valid. Samples taken from portions of the 
real-time trace horizontally outside the graticule are loaded into the corresponding 
extreme stored points (hence these points are generally erroneous). At any time 
during digitizing, most points will have been sampled more than once (the latest 
data is retained), while some may not have been filled at all. 



Waveform acquisition terminates when either of the following occurs: 

1 . At least 99% of all sampled points of the real-time waveform are stored into 
memory, and at least one complete sweep has occurred. 

2. A STOP command from the keyboard is received. 
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REAL-TIME DIGITIZING 

Real-time digitizing samples and digitizes only one occurrence of the real-time 
waveform(s). The fastest equivalent sweep speed at which this mode is usable is 
limited by the maximum sample rate at which the digitizer hardware can operate. 

The instrument requires a clock-generator time base to supply a clock, which then 
determines the sampling rate. An external clock signal may also be connected via 
the plug-in's external clock connector. 

During digitizing, vertical signals are sampled every clock cycle, digitized, and then 
stored in memory. The memory contains the last P/W samples, or all samples if 
fewer clock cycles have occurred. 



UNFILLED/ERRONEOUS POINTS 

After termination, any unfilled and known erroneous points are corrected as 
follows: 

Up to 0.01 of the total sampled points in the on-screen portion (horizontally) of the 
trace may not have been digitized. These are randomly distributed, and are filled by 
linear interpolation from adjacent valid data. When the real-time trace terminates 
outside the horizontal graticule boundary, the corresponding stored waveform end 
point(s) are set to the same value(s) as the adjacent point(s). When the trace 
terminates on-screen, the stored end point data is copied to all unfilled points, to the 
end of the waveform. 

If no points are filled, due to a forced STOP before any or enough sweeps have 
occurred, the scale factors are acquired as described, and all waveform points are 
set to zero. 



WAVEFORM STORAGE 

Waveform data is stored in a digital storage area. 

A stored waveform is represented by a sequence of 16-bit binary integers. Each 
number repersents a point of the waveform. 

Points-per-Waveform (P/W) is the number of points in a waveform. Points are 
numbered from 0 through [(P/W)-l] and are assumed to be uniformly spaced at 
increments of (10 / [(P/W)-1j) divisions along the horizontal graticule axis. Point 0 
is at the left edge of the graticule. 

The stored data format is used directly for internal input from the digitizer and 
output to the display. (The user numerical access is via software routines which 
transform the internal format to and from the external decimal form.) 
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WAVEFORM RESULTS 

New waveform data generated by computation is always stored at waveform 
memory address 0 WFM. 



OVERFLOW AND UNDERFLOW 
Large and Small Constants 

The largest internally representable constant magnitude is approximately 10^°® or 
larger constants are set to this magnitude with the proper sign. The largest 
constant magnitude that can be displayed is 10®^; larger constants are displayed 
as: (mantissa sign) »»«»•»*» . 

The smallest internally representable constant magnitude is approximately 10'^°® or 
2-32.767, gf^giig,. constants are set to zero. 

The smallest constant magnitude that can be displayed is 10'®®; smaller constants 
are displayed as zero. 



Large and Small Waveforms 

All waveform point values larger than the largest constant magnitude are set to that 
magnitude with the proper polarity, and are displayed at the plus or minus 3 division 
level. All other waveform points are set to zero. 

Waveform point values smaller than the smallest magnitude may be accessed 
externally (e.g., by waveforms). If all waveform values are smaller than the smallest 
magnitude, the entire waveform value is set to zero. 
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INSTRUMENT COMMANDS 

The following tables list all the commands, and provide a concise description of their 
functions. 



ARITHMETIC FUNCTIONS 

The commands ABS through SORT, listed in Table 9-2 are performed on a single 
constant or waveform operand; the remaining commands (-r, /) are performed 

on two constant or waveform operands. Table 9-3 lists operand types and results 
when using the Y and X registers for mathematical computations. 



TABLE 9-2 

Arithmetic Commands 



Command 


Execution 


ABS 

(Returns Absolute Value) 


Function: Computes absolute value of contents 
of X register, and returns result to X register. 
The result is not autoscaled; and if the 
operand is a waveform, the VZR and vertical 
scale factor are retained. 




Stack: Pops contents of X register; pushes 
result back into X register. 




Vertical Scale Factor Units: Remains same as 
operand unit. 


EXP 

(Exponential) 


Function: Computes exponential function of X 
register contents, and returns result to X 
register. 




Stack: Pops contents of X register; pushes 
result back into X register. 




Scale Factor Units: Blanked if operand is 
waveform. 


LN 

(Returns Natural Logarithm) 


Function: Computes natural logarithm of 
absolute value of contents of X register; 
returns result to X register. 




Stack; Pops contents of X register; pushes 
result back into X register. 
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TABLE 9-2 (CONT) 
Arithmetic Commands 


Command 


Execution 


LN (cont) 


Scale Factor Unit: Blanked if operand is a 
waveform. 




Warning: Issued if the X register contains 
either a negative or zero constant, or a 
waveform memory address in which any point 
of the waveform is negative or zero. 


SGN 

(Returns Signum) 


Function: Computes signum of X register 
contents, and returns result to X register. 
Result is not autoscaled; If operand is a 
waveform the vertical scale factor is set to 1, 
and is set to . 




Description: The signum of the contents of the 
X register equals: 

1 where contents of X register is greater 
than 0. 

0 where contents of X register is 0. 

-1 where contents of X register is less 
than 0. 




Stack: Pops contents of X register; pushes 
results back into X register. 




Both Scale Factor Units: Blanked if operand is 
waveform. 


SORT 

(Returns Square Root) 


Function: Computes square root of absolute 
value in X register; returns result to X 
register. 




Stack: Pops contents of X register; pushes 
result back into X register. 




Scale Factor Units: Blanked if operand is a 
waveform. 




Warning: Issued if the X register contains 
either a negative constant, or a waveform 
memory address in which any point of the 
waveform is negative. 
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TABLE 9-2 (CONT) 
Arithmetic Commands 



Command 


Execution 


+ (Add) 


Function: Adds contents of Y register to 
contents of the X register; returns result to X 
register. 


Stack: Pops contents of X and Y registers; 
pushes result back to X register. 


- (Subtract) 


Function; Subtracts contents of X register from 
contents of Y register; returns results to X 
register. 


Stack: Pops contents of X and Y registers; 
pushes result back to X register. 


* (Multiply) 


Function: Multiplies contents of Y register by 
contents of X register; returns result to X 
register. 


Stack: Pops contents of X and Y registers; 
pushes result back to X register. 


/ (Divide) 


Function; Divides contents of Y register by 
contents of X register; returns result to X 
register. 


Stack: Pops contents of X and Y registers; 
pushes results back to X register. 




Warning: Issued if the X register (divisor) 
contains either a zero constant, or a waveform 
memory address in which any point of the 
waveform is zero. The result is internally set to 
the largest representable binary number of the 
same sign as the Y register (dividend): a field 
of eight » (asterisks) preceded by the 
appropriate sign is displayed. However, if the Y 
register also contains a zero, or a waveform 
memory address in which the corresponding 
point of the waveform is also zero, the result 
is set to zero. 
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TABLE 9 3 
Operands and Results 



Operands 

(Contents of Y and 
X Registers) 


Result 


Two Constants 


A constant, returned to X register. 


Two Waveforms 


A waveform returned to waveform memory 
address 0 WFM. (Each resulting waveform point 
is calculated by applying the specified operation 
to the corresponding points of the referenced 
waveforms.) 


Scale Factors 


If both horizontal scale factors of the 
referenced waveforms are the same, the 
resulting waveform has the same scale factor; 
otherwise, the scale factor is assigned a value 
of "1" and a warning is issued. 


Scale Factor Units 


Horizontal: If both horizontal scale factors and 
units of the referenced waveforms are the 
same, the resulting scale factor unit is the 
same; otherwise, the unit is blank. 




Vertical: For + and - functions the resulting 
vertical scale factor unit is blank if the two 
referenced waveforms have differing vertical 
units. For * and / functions the resulting 
vertical scale factor unit is blank. 


Constant and Waveform 


A waveform returned to waveform memory 
address 0 WFM. (Each resulting waveform point 
is calculated by combining each waveform point 
with the constant value.) 


Scale Factor Units 


The vertical and horizontal scale factor units of 
the resulting waveform are the same as the 
operand waveform. 
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CRT DISPLAY 

Table 9-4 lists the overall display content as selected by the CRT DISPLAY 
commands. 



TABLE 9-4 

CRT Display Commands 



Command 


Execution 


SCOPE 

(Scope Display) 


Function; Selects real-time waveform(s) and 
readout display on crt. 


STORED 

(Stored Data Display) 


Function; Selects stored data display on crt. 


BOTH 

(Combined Display) 


Function; Selects a combined display, 
consisting of a stored data display plus the 
real-time waveform(s) only; no real-time readout 
is displayed. 


CURSORS 



Cursors are one or two specially identified points displayed (with bright dots) on the 
operational waveform. The cursors delimit portions of the waveform for waveform 
parameter calculations. They also have special significance for pulse parameter 
measurements. Refer to Table 9-5, Cursor Commands, for functions and 
restrictions. 



ONE CURSOR 

Cursor 1 is displayed on a point of the operational waveform. 

VCRD is the vertical coordinate of Cursor 1 's point, in scale factor units, relative to 
VZR. 

HCRD is the horizontal coordinate of Cursor 1 's point, relative to the start of the 
waveform, in scale factor units. 



TWO CURSORS 

Cursors 1 and 2 are displayed on points of the operational waveform. 

VCRD is the vertical location of Cursor 2 relative to Cursor 1 , in scale factor units. 
( VCRD setting is equal to the operational waveform value at Cursor 2 minus the 
operational waveform value at Cursor 1.) 
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HCRD is the horizontal location of Cursor 2 relative to Cursor 1, in scale factor 
units. HCRD setting is equal to the Cursor 2 point number minus Cursor 1 point 
number times the horizontal increment.) 



CURSOR MOVEMENT 

Cursor movement is described in terms of horizontal position along the operational 
waveform. Therefore, the vertical position is determined by the horizontal position. 



Restrictions 

1. Each cursor must coincide with an operational waveform point. 

2 Cursor 1 can be moved to any operational waveform point. 

3. Cursor 2 can be moved to any point in the portion of the waveform between, and 
including, Cursor 1 and the end of the waveform. 

4. For stored programs, only the initial actuation of the manual slewing keys is 
stored and executed. 

5. Cursors can be positioned via the manual slewing keys 1 CRS1 < 1 , I CRS1 > ) , 
[ CRS2< I , and [ CRS2> ) . The initial actuation moves the cursor by one point. 
If the key remains actuated longer than approximately 300 milliseconds, the 
cursor begins continuous movement, slowly at first, accelerating in about 1 
second to maximum speed. Releasing the key terminates the cursor movement. 

6. Cursors can be positioned directly with the VCRD and HCRD commands. 

7. The cursor coordinates can be returned to the X register with the VCRD 



and HCRD commands. 


TABLE 9-5 




Cursor Commands 


Command 


Execution 


OFF 

(Cursors Off) 


Function: Turns off cursors. 


CRS1 


Function: Turns on Cursor 1. 


(One Cursor On) 


Display: Cursor 1 is displayed on the 
operational waveform. Coordinates are displayed 
in scale factor units. 
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TABLE 9-5 (CONT) 
Cursor Commands 


Command 


Execution 


CRS2-1 

(Both Cursors On) 


Function: Turns on Cursors 1 and 2. 


Display: Cursors are displayed on the 
operational waveform. Relative coordinates are 
displayed in scale factor units. 


CRS1 < 

(Cursor 1 Left) 


Function: Moves Cursor 1 toward start of 
waveform. 


Restriction: Cursors cannot be OFF. 


Warning: Issued if Cursor 1 is at start of 
waveform. 


CRS1> 

(Cursor 1 Right) 


Function: Moves Cursor 1 toward end of 
waveform (picks up Cursor 2, displayed or not). 


Restriction: Cursors cannot be OFF. 


Warning: Issued if Cursor 1 is at end of 
waveform. 


CRS2< 

(Cursor 2 Left) 


Function: Moves Cursor 2 toward start of 
waveform. 


Restriction: Cursor 2 must be displayed (in 
CRS2-1 mode). 


Warning: Issued if Cursor 2 is at Cursor 1 
location. 


CRS2> 

(Cursor 2 Right) 


Function: Moves Cursor 2 toward start of 
waveform. 


Restriction: Cursor 2 must be displayed (in 
CRS2-1 mode). 


Warning: Issued if Cursor 2 is at end of 
waveform. 


HCRD 

(Set Horizontal Coordinate) 


Function: Moves Cursor 1 (in CRS1 mode) 
or Cursor 2 (in CRS2-1 mode) so that the 
horizontal coordinate, or relative coordinate, is 
equal to the value in the X register. 
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TABLE 9-5 (CONT) 
Cursor Commands 


Command 


Execution 


HCRD (cont) 


Restriction; Cursors must not be 
in X register must be >0; display 
not be in X-Y. 


OFF; constant 
mode must 




Warning: Issued if constant in X register 
represents a position beyond the right graticule 
edge. Simultaneously sets cursor(s) to right 
graticule edge. 



NOTE 



The cursor is set to the nearest stored point when the specified 
position does not coincide with a stored point. 



VCRD 

(Set Vertical Coordinate) 


Function: Moves Cursor 1 (in CRS1 mode) or 
Cursor 2 (in CRS2-1 mode) so that the vertical 
coordinate, or relative vertical coordinate, is 
equal to value in X register. 




Restriction: Cursors must not be OFF. The 
operational waveform must cross or touch the 
specified vertical level (contained in X register) 
somewhere within the allowed cursor 
movement range. 


NOTE 



In all searching operations to be described, scanning always begins 
halfway between the initial location of the cursor to be moved, and the 
following point. If the next crossing is nearest to the present cursor 
location, that crossing is ignored. 

In CRS 1 mode, the operational waveform is scanned from Cursor 1 to 
the end of the waveform. If a crossing is not found, the scan continues 
from the start of waveform back to the cursor location. The cursor is 
set to the first crossing or touching point found. 

In CRS2-I mode, the operational waveform is scanned from Cursor 2 
toward the end of the waveform. If a crossing is not found, the scan 
continues from Cursor 1 forward to Cursor 2. Cursor 2 is then set to 
the first crossing or touching point found, where the touching point is 
preceded by at least one point of a different value. If the specified 
vertical level does not coincide with a stored point value, the cursor is 
set to the point which has the nearest vertical value. 
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TABLE 9-5 (CONT) 
Cursor Commands 



Command 


Execution 


VCRD 

(Returns Vertical Coordinate) 


Function: Copies the displayed vertical 
coordinate (CRS1 mode), or relative coordinate 
(CRS2-1 mode), into the X register. 


Stack: Pushes the result Into the X register. 


Restriction: Cursors cannot be OFF. 


HCRD 

(Returns Horizontal 
Coordinate) 


Function: Copies the displayed horizontal 
coordinate (CRS1 mode), or relative coordinate 
(CRS2-1 mode), into the X register. 


Stack: Pushes the result into the X register. 


Restriction: Cursors cannot be OFF. 



DATA STORAGE 

Table 9-6 lists the commands and functions used for storing and retrieving 
waveform and constant data. 



TABLE 96 

Data Storage Commands 



Command 


Execution 


CNS 

(Return Constant) 


Function: Contents of a constant register 
(designated by address number in X register) 
are returned to X register. 




Stack: Pops X register; pushes contents of 
constant register into X register. 




Restriction: X register must contain constant 
which, when rounded to nearest integer, is 
from 0 to 49 (0 to 99 with Option 2D '), 
inclusive. 


' Applies only to instruments with serial numbers below B085121. For instruments with 
serial number B085121 and above, features previously provided by Option 2D are standard. 

REV AUG 1986 



REV AUG 1986 
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TABLE 9-6 (CONT) 
Data Storage Commands 



Command 


Execution 


CNS 

(Store Constant) 


Function; Copies contents of Y register to 
constant register number given in X register; if 
contents of Y register is a waveform address, 
copies WFM number to X register. 




Stack: Pops X register. 




Restriction: X register must contain constant 
which, when rounded to nearest integer, is 
from 0 to 49 (0 to 99 with Option 2D ’), 
inclusive. 


PNT 

(Return Waveform 
Point Value) 


Function: Returns vertical value of operational 
waveform point number referenced in X 
register, to the X register. 




Stack: Pops the operational waveform point 
number from the X register; pushes vertical 
value to X register. 




Restriction: Contents of X register (rounded to 
nearest integer) must be from 0 to [(P/W)-1], 
inclusive. 


PIMT 

(Set Waveform Point Value) 


Function: Sets operational waveform point in 
X register to value contained in Y register. 




Stack: Pops X register. 




Restriction; Contents of X register (rounded to 
nearest integer) must be between, and 
including, zero and value of (P/W minus one). 
Contents of Y register must be a constant 
which, when divided by the vertical scale factor 
is within the vertical range limits of the 
waveform. See Y-T Mode in Operational 
Conventions, at the beginning of this section. 


P/W 

(Return Points Per 
Waveform Setting) 


Function: Copies points per waveform setting 
into X register. 


Stack: Pushes X register. 



' Applies only to instruments with serial numbers below B085121. For instruments with 
serial number B085121 and above, features previously provided by Option 2D are standard. 
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TABLE 9-6 (CONT) 
Data Storage Commands 



Command 


Execution 


>P/W 

(Set Points Per Waveform) 


Function: Reconfigures waveform memory so 
that the size of all waveforms (points per 
waveform) is the same as the constant in the 
X register, providing it is one of the available 
sizes (128, 256, 512, or 1024). Performs 
implicit CLD command. 




Stack: Clears stack (all registers equal to zero). 




Restriction: Contents of X register must be 
either 128, 256, 512, or 1024, where contents 
of X register is rounded to nearest integer. 


WFM 

(Recall Waveform) 


Function: Contents of waveform memory 
(number in X register) becomes operational 
waveform. 




Stack: Pops X register: pushes waveform 
address to X register. 




Restriction: X register must contain a constant 
which, when rounded to nearest integer, is 
from 0 to maximum valid waveform memory 
address number (inclusive). 


WFM 

(Copy Stored Waveform) 


Function: Copies operational waveform into 
waveform memory (address number in X 
register). 




Stack: Pops X and Y registers; pushes 
waveform address to X register. 




Restriction: Y register must contain valid 
waveform memory address. X register must 
contain a constant which, when rounded to 
nearest integer, is from 0 to maximum valid 
waveform memory address number (inclusive). 
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EXTERNAL FUNCTIONS 

Table 9-7 lists the external interface commands executed from both the Waveform 
Calculator keyboard or the measurement keyboard. 



TABLE 9-7 

External Interface Commands 



ID 



Command 



Execution 



Function: Identifies following data on crt screen. 



(Identify) 



Display 



Line 


Display Format 


9 


' :;k 


10 


■ ■'■Ai. K i..:ST!: [■ 0! 


12 


h':.. :'TM EXR CFR OPC 


13 






Device Type. 


2 


Implemented version of Codes and 
Format Standard. 


3 


ROM version. 


4 


ROM patch version for specified 
ROM version. 


5 


Instrument memory 
Memory 


tapability by option: 
Option 


2K 


0D 


4K 1 


(Standard ’) 


8K 1 


2D 1 


6 


GPIB address. 


7 


GPIB modes. 


B 


Message terminator. 


9 


GPIB service request command status 
(except with Option 0D). 



' Applies only to instruments with seriai numbers below B085121. For instruments with 
serial number B085121 and above, features previously provided by Option 2D are standard. 
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TABLE 9-7 (CONT) 
External Interface Commands 



Command 


Execution 


READr 

(Read Data From 
External Interface) 


Function: Inputs data from external interface: 
Received in X register if data record is 
constant; received in waveform memory address 
0 WFM if data record is a waveform. 




Stack: Pushes constant or waveform memory 
address, 0 'Vrs-, to X register. 




Restriction: GPIB interface must be properly 
selected, and incoming data must be of proper 
format and contents. Refer to Section 7, GPIB 
Information. 


RQS 

(Request Service) 


Function: Sends rsv (7854 local service request 
message) to interface if enabled by GPIB 
REMON command. 


SAVE 

(Save Program) 


Function: Sends one record consisting of 
stored program text to external interface; 
current program line through end-of-program is 
sent. 




Restriction: GPIB interface must be properly 
selected and current program line must not be 
end-of-program. 




Programmability: Command not programmable. 


SENDA 

(Send Data to 
External Interface) 


Function: Transmits contents of X register 
(if constant) to external interface; if X register 
contains waveform memory address, transmits 
corresponding waveform memory contents to 
external Interface. 




Stack: Pops X register. 




Restriction: GPIB interface must be properly 
selected. 


SWH 

(Set Output High) 


Function: Sets signal output at rear-panel 
TTL SIGNAL OUTPUT connector to high state. 


SWL 

(Set Output Low) 


Function: Sets signal output at rear-panel 
TTL SIGNAL OUTPUT connector to low state. 
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NUMBER ENTRY 

Table 9-8 lists the number entry commands as executed from the Waveform 
Calculator keyboard. Table 9-9 describes the functions and character positions 
within the number entry field. 



TABLE 9-8 

Number Entry Commands 



Command 


Execution 


(Decimal Point) 


Function: Enter and display decimal point 
in mantissa. 




Stack: Pushed at first decimal point (or 
number) entry. 




Warning: An audible tone and stored display 
blink (numeric warning) ocurs if more than one 
decimal point is entered in mantissa, or if 
decimal point entry in exponent (following EEX) 
is attempted; . iPN'NG message not 

displayed. 


0,1, 2. 3, 4, 5, 6, 7, 8, 9 
(Digits) 


Function: Input constants from keyboard 
(mantissa or exponent after EEX). 




Display: Number entry displayed. 




Stack: Pushed at first number (or decimal 
point) entry. 


EEX 

(Enter Exponent) 


Function: Begins exponent entry. 


Display After Mantissa Entry: Mantissa 
followed by exponent identifier (i ), initial esign 
( ), and evalue ( ). 




Display Without Mantissa Entered: Default 
mantissa ( ) and decimal point (.), followed by 
exponent identifier, esign, and evalue. 




Stack (Without Mantissa Entered): Pushes 
stack. 




Warning: Numeric warning issued if in 
exponent entry mode and EEX is initiated 
again, or if decimal point is issued. 
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TABLE 9-8 (CONT) 
Number Entry Commands 



Command 


Execution 


CHS 

(Change Sign) 


Function: Changes sign of X register value, or 
of exponent during exponent entry. 


Restriction: X register must contain a constant. 



NUMERIC ENTRY 

Number entry begins with a digit, decimal point, or EEX command following any 
nonnumeric command. 

Constants may enter the stack in two distinct ways: 

1 . By a sequence of numeric commands from the keyboard or GPIB. 

2. As a result of a command execution. 

Number Entry Display 

Numbers entered are displayed in a number entry f^eld as described in Table 9-9. 



TABLE 9-9 
Number Entry Field 



Horizontal Character 
Position (Display Line 16) 


Function 


12 


Mantissa Sign: Minus sign displayed if 
negative (blank if positive), and is entered with 
CHS command. 


13-25 


Mantissa: 12 digits (or 11 digits and 1 decimal 
point). Entry is started with any digit or 
decimal point, and is terminated by EEX or any 
nonnumeric command except CHS, RUN, STEP, 
STOP, or PAUSE. The first character (decimal 
point, entered digit, or a default 1) is displayed 
in horizontal position 13. Entered digits are 
displayed to the right of existing digits, up to 
position 25. The terminating command rounds 
the displayed mantissa to four significant 
digits. 
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TABLE 9-9 (CONT) 




Number Entry Field 


Horizontal Character 
Position (Display Line 16) 


Function 



NOTE 

An f command during number entry blanks character positions 22 
through 26 inclusive, and the mnemonic > is displayed; however, the 
internal numeric value is not affected. A C\.f or any nonshift function 
will return the display to normal. 



26-29 


Exponent (EEX): Exponent identifier, sign, 
and two digits are displayed (E OO) 
following the mantissa: 


26 


E (Exponent identifier.) 


27 


or (Exponent sign is initially positive,) 


28, 29 


00 (Exponent digits; digits move to left 
as entered, but only last two entered 
are retained and displayed.) 




Exponent entry starts with EEX command 
and is terminated by any nonnumeric 
command except CHS, RUN, STEP, STOP, 
or PAUSE. If no mantissa was entered, 
a default mantissa of is assigned and 
displayed. 
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PROGRAM ENTRY/EXECUTE 

Table 9-10 lists the program Entry and Execute commands executed from the 
Waveform Calculator keyboard. 



TABLE 9-10 

Program Entry and Execute Commands 


Command 


Execution 


CLL 

(Clear Program Line) 


Function: In program Entry mode, deletes new 
line and returns to Edit mode with edit prompt 
at line following the new line. In Edit mode, 
deletes current line command group and leaves 
edit prompt at same line number. Program text 
following the deleted line is moved up to close 
the gap (line numbers of all following command 
groups are reduced by one). 


Restriction: Must be in program Entry or Edit 
1 mode and edit prompt must not be at end-of- 
program line. 


Programmability: Command not programmable. 


CLP 

(Clear Program Memory) 


Function: Clears entire program memory. 


Confirmation: When CLP is received, an 
audible warning is given, and the program 
display shows only the statement 
'JTX' ■■■ ". A 

NEXT command will complete the CLP function. 
Any other command will abort the CLP 
command and will restore the previous status. 


Restriction: Must be in program Entry or Edit 
mode. 


EXECUTE 
(Execute Mode) 


Function: Selects program Execute mode when 
executed (or selects program Entry or Edit 
mode if already in Execute mode). 



Programmability: Command not programmable. 
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TABLE 9-10 (CONT) 

Program Entry and Execute Commands 



Command 


Execution 


GOTO 

(Go To Program Line) 


DIRECTLY ISSUED 

Function: Next program command becomes 
first command in program line number in X 
register; remains in idle state. 




Stack; Pops X register. 




Restriction: The X register must contain a 
constant which, when rounded to the 
nearest integer, is from 0 to 999 (inclusive). 




Warning: Issued if the X register contains a 
constant greater than the last stored 
program line number. (Edit prompt goes to 
end-of-program line; and line number 

removed from display line 16.) 




STORED EXECUTION 

Function; In Step state, returns to idle 
state; next program command is first 
command of program line number in X 
register. In Run state; continues execution 
at first command of program line number in 
X register. 




Display: Current program line number (in X 
register) is in display line 16. 




Stack: Pops X register. 




Restriction: The X register must contain a 
constant which, when rounded to the 
nearest integer, is from 0 to 999 (inclusive). 




Warning: Issued if the X register contains a 
constant greater than the last stored 
program line number. (Edit prompt goes to 
end of program; and line number 

removed from display.) 
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Program 


TABLE 9-10 (CONT) 

Entry and Execute Commands 


Command 


Execution 


GSB 

(Go To Subroutine) 


DIRECTLY ISSUED 

Function: Next command in program 
becomes first command in program line 
number in X register; returns to idle state. 




Display: Current program line number is in 
display line 16. 




Return Register: Advances to command 
following the GSB command. 




Stack: Pops X register. 




Restriction: The X register must contain a 
constant which, when rounded to the 
nearest integer, is from 0 to 999 (inclusive). 
Not more than 10 levels of nesting is 
allowed. 




Warning: Issued if the X register contains a 
constant greater than the last stored 
program line number. (Edit prompt goes to 
end-of-program line.) 




STORED EXECUTION 

All details same as listed above except: If 
executed in Run state, remains in Run state 
and continues execution from next 
command. 


IF.\ - i 

(If Contents Of 
X Register Is 
Equal To Contents 
Of Y Register) 


DIRECTLY ISSUED 

Function; Compares contents of Y and X 
registers. 

Operation: If the contents of the Y and X 
registers are both constants, a simple 
comparison is made. The test is if 

the displayed contents of both registers have 
identical values. 




If the contents of the Y and X registers are 
both referenced waveforms, values at 
corresponding pairs of points are compared. 
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TABLE 9-10 (CONT) 

Program Entry and Execute Commands 


Command 


Execution 


IFX = V (cont) 


The test is i.-ti ■ if the difference is zero at 
all points (between cursors, if on). If only 
one of the registers holds a constant, it is 
treated as a waveform of constant value. 

Display: i Ri r or * c; status message, 

depending on result of comparison. 


STORED EXECUTION 

Function: Continues execution, if result of 
comparison is , at next command; 

otherwise, execution continues at first 
command of next program line. Scale factor 
units are ignored if different. 

Operation and Display: All details same as 
above. 


[Fy>x 

(If Contents Of 
Y Register Is 
Greater Than 
Contents Of 
X Register) 


DIRECTLY ISSUED 

Function: Compares contents of Y and X 
registers. 

Operation: A simple comparison is made 
between the contents of the X and Y 
registers, if both are constants. If both are 
referenced waveforms, values at 
corresponding points are compared. The test 
is if the contents of the Y register 

exceeds that of the X register at one or 
more points (between cursors, if on). If only 
one of the registers is a constant, it is 
treated as a waveform of constant value. 

Display: Mnemonic and ‘ or FAI SE 

status message, depending on results of 
comparison. 


STORED EXECUTION 

Function: Continues execution, if result of 
comparison is : ■ , at next command; 

otherwise, execution continues at first 
command of next program tine. 

Operation and Display: All details same as 
above. 
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Program 


TABLE 9-10 (CONT) 

Entry and Execute Commands 


Command 


Execution 


LBL 

(Return Label Line) 


Function: Returns number of program line 
containing first occurrence of label number in 
X register, to the X register. 




Stack: Pops X register; pushes result to X 

register. 




Restriction: The X register must contain a 
constant which, when rounded to the nearest 
integer, is from 0 to 99 (inclusive). The label 
specified in the X register must occur in the 
stored program. 


LIMN 

(Begin Label) 


Function: Begins storing a label in the 
program; this command must be followed by 
two digits. Label entry ends (label is stored) 
when second digit is received. 




Display: Program display shows: 
LNN (after LNN command) 
LaN (a is the first digit) 

Lab (b is the second digit) 




Restriction: The LNN command must be 
followed by two digits, or by a CLL or CLP 
command. Must be in program Entry or Edit 
mode. 


NEXT 

(Advance to Next Line) 


Function: In program Entry state, terminates 
new line being entered and returns to program 
Edit state with edit prompt at next line; in Edit 
state, repetitively advances edit prompt to next 
line. 




Automatic NEXT; If (in program Entry mode) a 
programmable command is received whose 
mnemonic would cause the program line to 
exceed the allowed length (35 characters), an 
automatic NEXT is executed to terminate the 
line, and the mnemonic is automatically 
inserted at the start of a new line. 
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TABLE 9-10 (CONT) 

Program Entry and Execute Commands 



Command 


Execution 


NEXT (cont) 


Restriction: Must be in program Entry or Edit 
mode and edit prompt must not be at end-of- 
program line. 


Warning: Issued when new line started. 


Programmability: Command not programmable. 


PAUSE 

(Pause) 


Function: Stops command execution for 
approximately 0.7 seconds. This command does 
not terminate a numeric command sequence. 


PREV 

(Back To Previous Line) 


Function: If in program Entry mode, terminates 
new line being inserted and returns to Edit 
mode with edit prompt at new line; in Edit 
mode, backs edit prompt to previous line. If key 
remains activated for more than 300 
milliseconds, edit prompt backs through the 
program at approximately 8 lines per second. 


Restriction: Must be in program Entry or Edit 
mode and edit prompt must not be on line 
000. 


Programmability: Command not programmable. 


PROG 

(Program Entry) 


Function: Selects program Entry or Edit mode 
when executed (or selects Execute mode if 
already in program Entry or Edit mode). 


Current Program Line: Identified by the edit 
prompt (>) which remains on display line 8 (left 
edge at crt center) throughout program entry or 
edit. 


Programmability: Command not programmable. 


RTN 

(Return From Subroutine) 


DIRECTLY ISSUED 

Function: Next command becomes command 
identified by return register; clears register 
and returns to idle. 




Restriction: Return register must be set. 
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TABLE 9-10 (CONT) 

Program Entry and Execute Commands 



Command 


Execution 


RTN (cont) 


STORED EXECUTION 

All details same as above except: In Run 
state, remains in Run state and continues 
execution from new next command. 


RUN 

(Run Program) 


DIRECTLY ISSUED 

Function: System goes to Run state of 
Execute mode. 




Restriction: Program must be stored and 
edit prompt must not be at end-of-program 
line. 




STORED EXECUTION 

Function: No effects; execution continues 
with next command. 



NOTE 

The RUN command does not terminate a numeric command sequence. 



START 

(Execute Program 
From Start) 


DIRECTLY ISSUED 

Function: Initiates Run state. Execution 
begins with first stored command (first 
command of line 000); clears subroutine 
return register. 




Restriction: A program must be stored in 
memory. 




STORED EXECUTION 

Function: In the Step state, stops execution 
and returns to idle; next program command 
is first stored command; clears subroutine 
return register. 




In the Run state, continues execution at the 
first stored command; remains in Run state; 
clears return register. 
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Program 


TABLE 9-10 (CONT) 

Entry and Execute Commands 


Command 


Execution 


STEP 

(Single Line 
Program Execution) 


Function: Goes to Step slate and begins 
execution at next program command. 


Warning: Issued if edit prompt is at end-of- 
program line (remains in idle state). 




Programmability: Command not programmable; 
direct execution only. 



NOTE 

The STEP command does not terminate a numeric command sequence. 



STOP 


DIRECTLY ISSUED 


(Stop) 


Function: No function; warning issued if 
STOP command received in idle state. If a 
real-time waveform acquisition command 
(AQR, AVG10, AVG100, AVG1000, AVG, or 
GND) is being executed, execution is 
terminated. The GPIB commands READX 
SENDA-, >TEXT, TEXT, and SAVE, are 
stopped prior to the start of data transfer. 
The command buffer is cleared. 




If issued while executing a program, 
completes current command, then stops 
execution (returns to idle). The next program 
command follows the command that was in 
progress when the STOP was received. 




Display: Mnemonic of command being 
executed (if any) when STOP command was 
received, and a STOP IN status message if 
interrupted program execution. 




STORED EXECUTION 




Function: Stops execution and goes into idle 
state. Next program command is command 
following the STOP. 




Display: The last executed command 
mnemonic (except STOP, or PAUSE) and the 
STOP IN status message. 


NOTE 



The STOP command does not terminate a numeric command sequence. 
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SHIFT FUNCTION 

Table 9-11 lists the shift function commands. 



TABLE 911 
Shift Flag Commands 


Command 


Execution 


CL/ 

(Clear Shift Flag) 


Function: Clears shift function (/ command). 


/ 

(Sets Shift Flag) 


Function: Shifts operation to alternate key 
function (printed in blue on panel above 
applicable keys). 



Display: Mnemonic when shift flag set. 



Operation: The shift flag is cleared by any 
command, except the ycommand itself. If the 
associated key has a shift function, that 
function is executed. Otherwise no function is 
performed. 



The f key does not affect the status of numeric 
input if the next key activated has no shift 
function, or is C\-f 
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STACK 

Table 9-12 lists the commands that move data within the stack, executed from the 
Waveform Calculator keyboard. 



TABLE 9-12 

Stack Control Commands 



Command 


Execution 


(Clear Stack) 


Function: Clears stack; sets all registers 
to zero. 


CtX 

(Clear X Register) 


Function: Clears X register; pops stack as follows 
(refer to Fig. 6-1): 

—Copies contents of Y register to X register; 

— Copies contents of Z register to Y register; 

— Copies contents of T register to Z register; 

— Copies contents of W register to T register; 

— Original contents of W register remain in 
W, and are duplicated in T register. 


ENTER 

(Enter) 


Function; Terminates numeric entry if in the 
numeric entry state; otherwise pushes stack as 
follows (refer to Fig. 6-1): 

— Contents of W register are lost. 

—Copies contents of T register to W register; 

— Copies contents of Z register to T register; 

—Copies contents of Y register to Z register; 

—Copies contents of X register to Y register; 

— X register contents unchanged. 


(Roll Stack) 


Function: Simultaneously rolls (or circulates) stack 
contents as follows (refer to Fig. 6-1): 

— Copies contents of Y register to X register; 

—Copies contents of Z register to Y register; 

— Copies contents of T register to Z register; 

—Copies contents of W register to T register; 
— Copies original contents of X register to 
vacated W register. 


x<>y 

(Interchanges X and Y) 


Function; Interchanges contents of X and 
Y registers. 
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STORED WFM DISPLAY 

Table 9-13 lists the commands that control the content and format of stored 
waveform displays. 



TABLE 9-13 

Stored Waveform Display Commands 



Command 


Execution 


(Clear Display) 


Function: Clears all waveforms displayed using 
DSW command. Operational waveform remains 
displayed, even though it also was displayed 
using DSW command. 


CLW 

(Clear Stored Waveform) 


Function: Clears stored waveform (specified 
in X register) from stored display, providing it 
was displayed using DSW command. 


Stack: Pops X register. 

Restriction: The X register must contain a 
constant which, when rounded to the nearest 
integer, is from 0 to the maximum valid 
waveform memory address (inclusive). 


Warning: Issued if specified waveform was not 
displayed with DSW command. 


(Dot Display) 


Function: Displays stored waveform(s) as dots 
in the display location of each waveform point. 


DSW 

(Display Stored Waveform) 


Function: Displays stored waveform (WFM 
address in X register) on stored display (in 
addition to other waveforms already displayed). 


Displays the waveform number (given in X 
register) in addition to other waveforms already 
displayed. 


If this waveform is already displayed, it remains 
displayed. Up to 8 total waveforms can be 
displayed using the DSW command. Then, 
executing DSW will pop the stack and issue a 
warning, but the stored waveform display won't 
change. 
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TABLE 9-13 (CONT) 

Stored Waveform Display Commands 



Command 


Execution 


DSW (cont) 


The operational waveform is always displayed. 
There could be 9 displayed waveforms if the 
operational waveform number has not been the 
operand for a DSW command. 

If the operational waveform number is in the X 
register when the DSW is executed, the 
waveform remains displayed. 

The numbers of all displayed waveforms are 
displayed in line 2 of the character display, 
preceded by the DSW mnemonic. Left-to-right 
sequence of numbers is the same as top-to- 
bottom sequence of the corresponding 
waveform 0 points. 

NOTE 

Due to display hardware limitations, 
the display may show visible flicker 
if >2048 total points are displayed. 


Stack: Pops contents of X register. 


Restriction: The X register must contain a 
constant which, when rounded to the nearest 
integer, is from 0 to the maximum valid 
waveform memory address number. 


Warning: Issued if eight waveforms already 
displayed with DSW. 


TIME 

(Versus Time) 


Function: Time (waveform point number times 
horizontal increment) is the horizontal axis for 
all displayed waveforms. 


VECT 

(Vector Display) 


Function: Displays stored waveform(s) as 
straight-line vectors joining the display locations 
of adjacent waveform points. 


VS 

(Waveform Versus 
Waveform) 


Function: The waveform whose address number 
is contained in the X register provides the 
horizontal axis for all displayed waveforms. 
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TABLE 9-13 (CONT) 

Stored Waveform Display Commands 



Command 


Execution 


VS (cont) 


Description Of X-Y Display: The horizontal 
position of each displayed waveform point is 
the vertical graticule position of the 
correspondingly numbered waveform point of 
the horizontal waveform, in divisions, measured 
from horizontal graticule center. 




' The mnemonic vS followed by the horizontal 
waveform number is displayed on line 2. 




The displayed horizontal scale factor is the 
same as the horizontal waveform vertical scale 
factor. 




Stack: Pops X register. 




Restriction: The X register must contain a 
constant which, when rounded to the nearest 
integer, is from 0 to the maximum valid 
waveform memory address number. 



@ 
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VERTICAL POSITION 

Table 9-14 lists the commands that control the vertical position of the operational 
waveform. 



Command 



TABLE 9-14 

Vertical Position Commands 



Execution 



NOTE 

The following keys vertically position the operational waveform. 



Each initial actuation moves the waveform by one vertical 
resolution increment (1/102.4 div). Keeping the key depressed 
longer than approximately 300 ms begins a continuous 
movement, in steps of one display resolution increment, for as 
long as the key is held down. 



These keys are programmable. Each key actuation is stored as 
one command, and each stored execution moves the operational 
waveform by one increment. 



VPDN Function: Moves operational waveform 

(Vertical Position Down) downward. 



Restriction: Vertical zero reference (VZR) must 
be greater than -20 divisions. All points of the 
operational waveform (if not 0 WFM) must 
remain within -20 divisions of the center 
horizotnal graticule line. 



Warning: Issued if operational waveform is 
0 WFM. and any points are clipped at -20 
divisions. 



VPUP 

(Vertical Position Up) 



Function: Moves operational waveform 
upward. 



Restriction: Vertical zero reference (VZR) must 
be less than +20 divisions. All points of the 
operational waveform (if not 0 WFM) must 
remain within +20 divisions of the center 
horizontal graticule line. 



Warning: Issued if operational waveform is 
0 WFM. and any points are clipped at +20 
divisions. 
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WFM ACQUISITION 



, c thp ctnraae of real-time waveforms into the waveform 
l"t;"Table"^'5 lists the commands that control the waveform acpu,sit,on. 

TABLE 9-15 

Waveform Acquisition Commands 



Command 

AQR 

(Acquire Repetitive 
Waveforms) 



Execution 

Function; Digitizes one or two displayed 
repetitive real-time waveforms, including the 
scale factors, into waveform memory. 

Acquisition stops either when at least one 
complete sweep has occurred and at least 99 /o 
of the points have been filled, or when 
prematurely terminated with a directly issued 
STOP command. 

Post Acquisition Processing: All unfilled 
waveform points are linearly interpolated from 
the adjacent filled points. Unfilled end points 
are set to the nearest filled point value. If no 
points were acquired, due to premature 
termination, all waveform points are set to 
zero, default scale factors are assigned, and the 
VZR is set to zero. 

Display: Real-time waveforms may be displayed 
during execution of this command in SCOPE 
mode. Scale factors and/or previously stored 
information are displayed in STORED mode. 

Stack; Pushes waveform memory address 
0 vVf/. to the X register; also, to the 

Y register, for two waveforms. 

Direct Stop: A STOP command from the 
keyboard terminates AOR execution. 

Restriction: No more than two real-time 
waveforms may be displayed, and vertical plug- 
in unit(s) must not be in chop mode. 

Warning: Issued if nonunique readout selected, 
default scale factor(s) assigned, more than 5% 
contiguous points unfilled, or command 
prematurely terminated with STOP. 
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TABLE 9-15 (CONT) 
Waveform Acquisition Commands 



Command 



(Acquire Sin 
Waveforms) 



Execution 



gle-Sweep 



Function: Digitizes one or two real-time 
single-shot waveforms into waveform memory. 
Stops acquisition upon receipt of a signal from 
the clock generator plug-in (7B87 Time Base 
with Pretrigger Acquire Clock), or when the 



AQS ABORT is actuated. 



Post-Acquisition Processing: The waveform 
memory contains the last acquired points/ 
waveform number of samples taken from the 
real-time waveform. The last point acquired is 
the rightmost point on the stored waveform. 

If fewer than (P/W) samples have been taken 
when digitizing is terminated, the filled points 
are right justified, and the empty points filled 
with the value of the first (leftmost) filled point 

If no points have been filled when digitizing is 
terminated, all point values are set to 0, 
default scale factorjs) assigned, and the VZR is 
set to 0. 

No instrument commands are accepted during 
execution. Keyboard input is ignored. The 
effect is as though the command buffer were 
full, except that no warning is given. 



Display: Only the real-time waveform(s) 
displayed during execution of this command in 
SCOPE mode; no scale factors or stored 
information is displayed in STORED mode. 



Stack: Pushes waveform memory address 
0 WFM to the X register; also, 1 WFM to the 
Y register, for two waveforms. 



Direct Stop: Digitizing stops when the 
mainframe AQS ABORT control is actuated. 
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TABLE 9-15 (CONT) 
Waveform Acquisition Commands 



Command 


Execution 


AQS (cont) 


Restriction: No more than two real-time 
waveforms may be selected. Vertical plug-in 
unit(s) must not be in chop mode. The 
B HORIZ compartment must be selected, and 
must contain a properly adjusted 7B87 Time 
Base with Pretrigger Acquire Clock. 




Warning: Issued if nonunique readout is 
selected, default scale factor(s) assigned, more 
than 5% contiguous points unfilled, or if 
command prematurely terminated. 


AVG 

(Average Waveforms) 


Function: Averages one real-time waveform the 
number of times specified in the X register, 
and stores the result at waveform memory 
address 0 WFM. (Uses 1 WFM for working 
storage during execution; 1 WFM is zero 
valued at all points upon completion.) 




Post-Acquisition Processing: All unfilled 
waveform points are linearly interpolated from 
the adjacent filled points. Unfilled end points 
are set to the nearest filled point value. If no 
points were acquired due to premature 
termination, all waveform points are set to 
zero, default scale factors are assigned, and the 
VZR is set to zero. 




Algorithm: Refer to Command Algorithms at 
the end of this section. 




Display: During execution the X register 
displays the number of averages remaining to 
be done; the real-time and stored waveforms 
are retained on the display. 




Stack: Pops X register; pushes to the 

X register. 




Direct Stop: A STOP command from the 
keyboard terminates AVG execution. 
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TABLE 9-15 (CONT) 
Waveform Acquisition Commands 



Command 


Execution 


AVG (cont) 


Restriction: No more than one real-time 
waveform can be selected tor display. The X 
register must contain a constant which, when 
rounded to the nearest integer, is from 1 to 
1023 (inclusive). 




Warning: Issued if more than 5% contiguous 
points unfilled or if command prematurely 
terminated with STOP. 


AVG10, AVG 100, 
AVG 1000 (Average 
Waveform 1 0, 1 00, 
1 000 Times) 


Function: Averages real-time waveform either 
10, 100, or 1000 times. 

Algorithm: Refer to Command Algorithms at 
the end of this section. 




Display: Real-time waveforms are displayed 
during execution; scale factors and/or stored 
information may also be displayed. The X 
register display shows number of averages 
remaining. 




Stack: Before averaging, pushes , , or 

to the X register. After completion, pops 
the X register; pushes to the X 

register. 




Direct Stop: A STOP command from the 
keyboard terminates the AVG 10, AVG 100, or 
AVG 1000 execution. 




Restriction: No more than one real-time 
waveform can be selected for display. 




Warning: Issued if more than 5% contiguous 
points are unfilled, or if command is 
prematurely terminated with a STOP command. 
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TABLE 9-15 (CONT) 
Waveform Acquisition Commands 



Command 


Execution 


GND 

(Set Ground Reference) 


Function: Presets real-time ground reference(s) 
for subsequent acquisition to the mean vertical 
position of the real-time trace. With one real- 
time trace displayed, presets ground reference 
for waveforms digitized into 0 WFM. With two 
real-time traces, presets ground references for 
waveforms digitized into 0 WFM and 1 WFM, 
respectively. 

Acquires 128-point real-time waveform as 
described for the AQR command. Computes the 
mean value, in divisions referenced to graticule 
vertical zero, and stores this in the ground 
reference register. The contents of waveform 
memory are not changed. If fewer than 128 
points have been acquired, ground reference is 
set to the mean of the filled point values. If 
no samples are acquired, due to a forced STOP 
before enough sweeps have occurred, the new 
ground reference(s) is set to zero. 


Stack: Pushes ground reference for waveforms 
stored into 0 WFM, to the X register; and 
ground reference for waveforms stored into 1 
WFM, to the Y register, for two waveforms. 


Direct Stop: A STOP command from the 
keyboard terminates the GND execution. 


Restriction: No more than two real-time 
waveforms may be selected for display. Plug-in 
unit(s) must not be in chop mode. 


Warning: Issued if more than 5% contiguous 
points are unfilled, or if GND command is 
prematurely terminated with a STOP command. 


RDOUT 

(Return Real-Time 
Readout Value) 


Function: Copies contents of selected real-time 
readout position specified by the X register 
contents, to the X register. If the position 
selected is blank, or does not contain a valid 
number, a is returned. (See Waveform 

Storage Considerations in section 5 for details 
on valid readout.) 
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TABLE 9-15 (CONT) 
Waveform Acquisition Commands 



Command 


Execution 


RDOUT (cont) 


Stack: Pops the X register; pushes the readout 
value. 




Restriction: The X register must contain a 
constant which, when rounded to the nearest 
integer, is from 0 to 7 (inclusive). 




Warning: Issued if specified readout position is 
blank. 



WFM FUNCTIONS 

The waveform function commands compute a new waveform from the operational 
waveform, and the constant parameter(s) where applicable. Table 9-16 lists the 
waveform function commands. 



TABLE 9-16 

Waveform Function Commands 



Command 


Execution 


DIFF 

(Differentiate) 


Function: Differentiates and stores operational 
waveform at 0 WFM. Blanks the vertical scale 
factor unit. 




Algorithm: Refer to Command Algorithms at 
the end of this section. 




Stack: Pops X register; pushes 0 WFM to the 
X register. 




Restriction: The X register must contain a valid 
waveform memory address. 
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TABLE 9-16 (CONT) 
Waveform Function Commands 


Command 


Execution 



HPLFT Function: Horizontally rotates operational 

(Horizontal Position Left) waveform left. 



Cursor Status: Determines operation as follows: 

CURSORS OFF — Rotates the waveform left 
by the time value in the X register. 

ONE CURSOR ON — Rotates the waveform 
left by the absolute value of the horizontal 
coordinate minus the value in the X 

register. 

TWO CURSORS ON — Rotates the waveform 
left by the r.f ftp time. 

Stack: Pops X register. 

Restriction: The X register must contain a 
constant which is from 0 to the maximum 
horizontal value of the operational waveform 
(inclusive). 



HPRGT Function: Horizontally rotates operational 

(Horizontal Position Right) waveform right. 

Cursor Status; Determines operation as follows: 

CURSORS OFF — Rotates the waveform right 
by the time value in the X register. 

ONE CURSOR ON — Rotates the waveform 
right by the absolute value of the horizontal 
coordinate (HCMp) minus the value in the X 
register. 

TWO CURSORS ON — Rotates the waveform 
right by the HCFTD time. 

Stack: Pops X register. 
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TABLE 9-16 (CONT) 
Waveform Function Commands 



Command 


Execution 


HPRGT (cont) 


Restriction; The X register must contain a 
constant which is from 0 to the maximum 
horizontal value of the operational waveform 
(inclusive). 


HXPD 

(Horizontally Expand) 


Function: Horizontally expands operational 
waveform. 




Cursor Status: Determines operation as follows: 




CURSORS OFF 

Operation: Magnifies operational waveform 
(by value in X register) from left edge of 
graticule; 0 point remains fixed. 




Stack: Pops X register; pushes 0 WFM to 
the X register. 




Restriction: The Y register must contain a valid 
waveform memory address. The X register 
must contain a constant greater than 0. 




Warning: Issued if the X register contains a 
constant which is less than one. 




ONE CURSOR ON 

Operation; Magnifies operational waveform 
(by value in X register) from right of cursor. 
Cursor remains at same location relative to 
the graticule. 




Stack: Pops X register; pops Y register; 
pushes Vi M to the X register. 




Restriction: The Y register must contain a 
valid waveform memory address. The X 
register must contain a constant greater 
than 0. 




Warning: Issued if the X register contains a 
constant which is less than 10/(distance 
from Cursor 1 to the right graticule edge, in 
divisions). 
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TABLE 9-16 (CONT) 
Waveform Function Commands 


Command 


Execution 


HXPD (cont) 

! 

i 

i 


TWO CURSORS ON 

Operation: Magnifies portion of waveform 
i between cursors to fill the display screen. 

Cursors remain at same location relative to 
graticule. 

Stack: Pops X register; pushes to 

the X register. 

Restriction: The X register must contain a 
valid waveform memory address. 

Warning: Issued if -i. t-;; equals . 


Algorithm: Refer to Command Algorithms at 
the end of this section. 


Florizontal Scale Factor: This result is stored 
at 0 WFM. In all cases, horizontal scale factor 
is divided by the expansion ratio to keep 
relative horizontal waveform values unchanged. 


Vertical Scale Factor: Autoscaling is disabled. 
Original scale factor and vertical zero are 
maintained. 


ITRP 

(Interpolate) 


Function: Replaces portion of operational 
waveform, between two specified points, with a 
straight line. The result is stored in waveform 
memory address 0 WFM, which then becomes 
the operational waveform. 



Cursor Status: Determines operation as follows: 



CURSORS OFF 

Operation: The end point horizontal locations 
are specified by the values in the X and Y 
registers, in scale factor units. 



Restriction; The X and Y registers must 
contain a constant from 0 to the maximum 
horizontal coordinate of the operational 
waveform. 
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TABLE 9-16 (CONT) 
Waveform Function Commands 



Command 


Execution 


ITRP (cont) 


ONE CURSOR ON 

Operation: The end point horizontal locations 
are specified by the value in the X register 
and the Cursor 1 location. 

Restriction: The X register must contain a 
constant from 0 to the maximum horizontal 
coordinate of the operational waveform. 


TWO CURSORS ON 

Operation: The end points are the cursor 
locations. 

Stack: Pops X register; pushes 0 WFM to 
the X register. 

Restriction: The X register must contain a 
valid waveform memory address. 


Vertical Scale Factor: Autoscaling is disabled. 
The existing vertical scale factor and vertical 
zero are retained. 


INTO 

(Integrate) 


Function: Integrates the operational waveform. 
The result is stored in waveform memory 
address 0 WFM, which then becomes the new 
operational waveform. Blanks the vertical scale 
factor unit. 


Algorithm: Refer to Command Algorithms at 
the end of this section. 


Stack: Pops X register; pushes o wFM to the 
X register. 


Restriction: The register must contain a valid 
waveform memory address. 


ORD 

(Return Ordinate Value) 


Function: Returns vertical ordinate value of 
operational waveform (in scale factor units) at 
horizontal location indicated in X register, to 
the X register. 
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TABLE 9-16 (CONT) 
Waveform Function Commands 



Command 


Execution 


ORD (cont) 


Stack: Pops X register; pushes result to X 
register. 




Restriction: The X register must contain a 
constant from 0 to the maximum horizontal 
value of the operational waveform (inclusive). 


>ORD 

(Set Ordinate Value) 


Function: Sets the operational waveform 
horizontal location indicated in the X register to 
the vertical value in the Y register. The result 
Is stored in 0 WFM, which then becomes the 
operational waveform. 




Stack: Pops contents of X and Y registers; 
pushes previous contents of X register. 




Restriction: The Y register must contain a 
constant. The X register must contain a 
constant from 0 to the maximum horizontal 
coordinate of the operational waveform 
(inclusive). 


SMOOTH 

(Smooth) 


Function: Averages operational waveform by an 
amount determined by the number of divisions 
(between 0 and 2) entered in X register. 
Resultant waveform is stored at waveform 
memory address 0 WFM. 




Algorithm; Refer to Command Algorithms at 
the end of this section. 




Stack; Pops X register; pops Y register; pushes 
0 WFM to the X register. 




Vertical Scale Factor: Autoscaling is disabled. 
Vertical scale factor and vertical zero of the 
original waveform are maintained. 




Restriction; The Y register must contain a valid 
waveform memory address. The X register must 
contain a constant from 0 to 2 (inclusive). 
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WFM PARAMETERS 

The waveform parameter commands compute various constant parameters of the 
operational waveform. There are two parameter groups: The vertical unit 
parameters which return vertical axis values, and the pulse parameters which 
return horizontal axis values. Table 9-17 lists the waveform parameter commands. 

The following vertical waveform parameter commands are computed using 
waveform point values in scale factor units. Cursor status and position affect the 
calculation of all the vertical parameters as follows: 

CURSORS OFF. The function spans all waveform points. 

ONE CURSOR ON. The function spans from (and includes) the cursor point to the 
right end of the waveform. 

TWO CURSORS ON. The function spans between (and includes) the cursor 
points. 



TABLE 9-17 

Waveform Parameter Commands 



Command 


Execution 


VERTICAL PARAMETERS 


AREA 

(Returns Area) 


Function: Returns area under all spanned 
waveform points to the X register. 




Algorithm: Refer to Command Algorithms at 
the end of this section. 


Stack: Pushes value to X register. 


ENERGY 

(Returns Energy) 


Function: Returns the squared area under all 
spanned waveform points to the X register. 


Algorithm: Refer to Command Algorithms at 
the end of this section. 


Stack: Pushes value to X register. 


MAX 

(Returns Maximum Value) 


Function: Returns waveform maximum (most 
positive) value to the X register. 


Stack: Pushes value to X register. 
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TABLE 9-17 (CONT) 
Waveform Parameter Commands 



Command 


Execution 


VERTICAL PARAMETERS (Cont) 


MEAN 

(Returns Mean Value) 


Function: Computes algebraic mean value of all 
spanned points, and returns result to t)ie 
X register. 


Algorithm; Refer to Command Algorithms at 
the end of this section. 


Stack; Pushes value to X register. 


MID 


Function: Returns middle value [(MAX -r MIN)/2] 
to the X register. 


Stack: Pushes value to X register. 


MIN 

(Returns Minimum Value) 


Function: Returns waveform minimum point 
(most negative) value to the X register. 


Stack: Pushes value to X register. 


P-P 

(Returns Peak-to-Peak 
Value) 


Function: Returns peak-to-peak (MAX - MIN) 
value to the X register. 


Stack: Pushes value to X register. 


RMS 

(Returns Root-Mean- 
Square Value) 


Function: Returns root-mean-square value of 
all spanned points to the X register. 


Algorithm: Refer to Command Algorithms at the 
end of this section. 


Stack; Pushes value to X register. 



PULSE PARAMETERS 

NOTE 

For all pulse parameter commands except PER and FREQ the left end of 
the spanned Interval (as specified either by the start of the waveform or by 
Cursor 1, if on) defines the0%vertical level (baseline). The 100% vertical 
level (pulse top) is defined by the end of the interval (specif ied by the end 
of the waveform or by Cursor 2. if on). 
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TABLE 9-17 (CONT) 
Waveform Parameter Commands 



Command 


Execution 


PULSE PARAMETERS (Cont) 


DELAY 

(Returns Delay) 


Function; Returns the time from Cursor 1 to 
the last 50% point before Cursor 2, to the X 
register. 


Stack; Pushes DELAY time to the X register. 


Restriction; '/CRD must not be within: 
±(6E-4)-» (vertical scale factor). 


(Returns Fall Time) 


Function; Returns the time between the 90% 
and 10% points adjacent to the first 50% point to 
the right of Cursor 2. 


Stack; Pushes f Ai ; time to the X register. 


Restriction: Cursor 2 must be on. The operational 
waveform must cross the 90% and 10% levels 
after Cursor 2. . ( '%.• must not be within: 

±(6E-4)* (vertical scale factor). 


(Returns Frequency) 


Function: Returns a crossing frequency to the 
X register. 


Algorithm; Refer to Command Algorithms at the 
end of this section. 


Stack: Pops X register; pushes the value to 

the X register. 


Restriction: The X register must contain a 
constant. The operational waveform must cross 
the level specified in the X register twice in the 
same direction. 


PER 

(Returns Period) 


Function: Returns time in horizontal scale 
factor units between the first and second 
crossings, in the same direction, of the operational 
waveform across the level in the X register. 



Algorithm; Refer to Command Algorithms at the 
end of this section. 
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TABLE 9-17 (COIMT) 
Waveform Parameter Commands 



Command 


Execution 


PULSE PARAMETERS (Cont) 


PER (cont) 


Stack: Pops X register; pushes PER value to the X 
register. 




Restriction: The X register must contain a 
constant. The operational waveform must cross 
the level in the X register at least twice in the 
same direction (between cursors, if on). 


RISE 

(Returns Rise Time) 


Function: Returns the time between 1 0% 
and 90% points adjacent to the last 50% point 
before (to the left of) Cursor 2, 




Stack: Pushes RISE time to the X register. 




Restriction: v'CRD must not be within: 

±(6E-4)* (vertical scale factor). 


WIDTH 

(Returns Width) 


Function: Returns time between closest 50% 
points to the left and right of Cursor 2 to the X 
register. 




Stack: Pushes WIDTH value to the X register. 




Restriction: Cursor 2 must be on. The operational 
waveform must cross the 50% level after Cursor 2. 

VCRD must not be within: +(6E-4)» (vertical 
scale factor). 
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WFM SCALING 

Table 9-18 lists the commands that provide access to the operational waveform 
scale factors and zero location. 



TABLE 9-18 

Waveform Scaling Commands 



Command 


Execution 


HSCL 

(Return Horizontal 
Scale Factor) 


Function: Copies operational waveform 
horizontal scale factor to the X register. 


Stack: Pushes value to X register. 


>HSCL 

(Set Horizontal 
Scale Factor) 


Function: Copies contents of X register to the 
operational waveform horizontal scale factor. 


Restriction: The X register must contain a 
constant greater than zero. The operational 
waveform must not be displayed with the VS 
command. 


VSCL 

(Return Vertical 
Scale Factor) 


Function: Copies operational waveform vertical 
scale factor (size of each vertical graticule 
division) to the X register. 




Stack: Pushes value to X register. 


>VSCL 

(Set Vertical 
Scale Factor) 


Function: Copies contents of the X register to 
the operational waveform vertical scale factor. 
Does not alter stored waveform values relative 
to graticule. Displayed vertical scale unit not 
changed. 




Restriction: The X register must contain a 
constant greater than zero. 


VXPD 

(Vertically Expand) 


Function: Expands the operational waveform 
vertically about the screen center (by the value 
in the X register); changes the vertical scale 
factor by the reciprocal of the absolute value in 
the X register to keep the waveform values 
unchanged. Negative values in the X register 
invert the waveform about screen center. 




Stack: Pops X register. 
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TABLE 9-18 (CONT) 
Waveform Scaling Commands 



Command 


Execution 


VXPD (cont) 


Restriction: The X register must contain a 
constant. The resulting vertical zero reference of 
the operational waveform must be within +20 to 
-20 divisions. If the operational waveform is not 
from 0 WFM all resulting waveform oints must 
be within 20 divisions from the VZR or from all 
other waveform points. 




Warning: Issued if operational waveform is 
from 0 WFM and at least one point is clipped 
at ±10 divisions from the center horizontal 
graticule line. 


VZR 

(Return Vertical 
Zero Reference) 


Function: Copies operational waveform vertical 
zero reference (in graticule divisions relative to 
center screen) to the X register, 




Stack: Pushes X register, 


>VZR 

(Set Vertical 
Zero Reference) 


Function: Moves operational waveform 
vertically, so that its vertical zero reference is 
the value (in divisions) in the X register. 




Restriction: The X register must contain a 
constant from -20 to +20 (inclusive). All points 
of the operational waveform (if not from 
0 WFM) must be within +20 and -20 divisions. 




Warning: Issued if the operational waveform is 
from 0 WFM, and any point is clipped at +20 
divisions from the center horizontal graticule 
line. 
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GPIB COMMANDS 

Table 9-19 lists the commands that can be executed through the external interface 
only, as they have no corresponding keyboard pushbuttons. Refer to Section 7, GPIB 
Information, for sample programs using these commands. 



TABLE 9-19 
GPIB Only Commands 



Command 


Execution 


CEROFF 

CERON 


Function: Enables/disables local request for 
service due to external command error. 


ERR? 


Function: Outputs error status: 
"ERR 00 " if no error exists, or 
"ERR 01" if an error does exist. 


EXROFF 

EXRON 


Function: Enables/disables local request for 
service due to instrument command execution 
error. 


ID? 


Function: Outputs a copy of the 7854 
identification display to the GPIB. ("ID 
TEK/7854,V79.I,XX,YY,ZK" where XX is the 
ROM version, YY is the ROM revision, and Z is 
2, 4, or 8, indicating the number of kilobytes 
of RAM installed.) 


lOCOFF 

lOCON 


Function: Enables/disables request for service 
due to initiated instrument I/O command. 


OPCOFF 

OPCON 


Function: Enables/disables local request for 
service due to return to idle state (except error 
stop). 


REMOFF 

REMON 


Function: Enables/disables request for service 
due to execution of the Service Request (RQS) 
command. 


RQSOFF 

(Service Request Off) 


Function: Disables all service requests, except 
power on. 


RQSON 

(Service Request On) 


Function: Selects full-service-request capability. 





Command Language— 7854 



TABLE 9-19 (CONT) 
GPIB Only Commands 



Command 


Execution 


SRQ? 


Function: Outputs a copy of the bottom line of 
the calculator display. ("SRQ XXXXXXXXXXXXX 
XXXXXXXXXXXXXXXXXX" where XXXX... is the 
bottom line of the display.) 


TEXT 

(Output Displayed 
Characters) 


Function: Sends a data record to the external 
interface containing an ASCII representation of 
all 16 lines of the Execute mode character 
display. If the SCOPE display mode is selected, 
the real-time scale factors are sent. 




Restriction: The GPIB interface must be 
properly selected. 




Programmability: This command is 
programmable; therefore, it cannot be used to 
output program text. 


>TEXT 

(Input Characters 
To Display) 


Function: Inputs a record (up to 12 lines, 
maximum of 40 characters each) of ASCII 
characters from the external interface, and 
displays it as lines 3 through 14 on the 
Execute mode display. 




Restriction: The GPIB interface must be 
properly selected. 




Warning: Issued if line is more than 40 
characters long, or more than 12 lines. 




Programmability: This command is 
programmable. 
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MESSAGES AND ALGORITHMS 

Command Error and Warning messages are defined in the tables below. Command 
Algorithms are provided, where appropriate, at the end of this section. 



ERROR AND WARNING MESSAGES 

Some commands have associated restrictions on the type and/or value of their 
operands. These conditions are checked for each command; any error terminates 
further execution, and displays an error message. 

With some commands, the state of the instrument and/or the value of their 
operands may cause the result to be other than expected. In these cases, the 
command is executed, followed by a displayed warning message. Tables 9-20 and 
9-21 list the errors and warnings, the command(s) affected, and the possible 
causes. 



TABLE 9-20 
Error Messages 



Displayed 

Message 


Command(s) 

Affected 


Possible Causes 


AOR ERROR 


AQR 


a. More than two real-time waveforms 
are selected. 






b. Plug-in unit is in chop mode. 


AOS ERROR 


AQS 


a. More than two real-time waveforms 
are selected. 






b Vertical plug-in unit is in chop 
mode. 






c. The B HORIZ compartment is not 
selected or does not contain a properly 
adjusted 7B87 Time Base with 
Pretrigger Acquire Clock. 


.-h 'v' 1- R 0 R 


AVG 


a. More than one real-time waveform 
is selected. 






b. The X register does not contain a 
constant which, when rounded to the 
nearest integer, is from 1 to 1023 
(inclusive). 
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TABLE 9-20 (CONT) 
Error Messages 



Displayed 

Message 


Command(s) 

Affected 


Possible Causes 




AVG10, 

AVG100, 

AVG1000 


a. More than one real-time waveform 
Is selected. 


No Message 


CHS 


a. The X register does not contain 
a constant. 




CLL 


a. Command issued In program 
Execute mode. 

b. Edit prompt is at end-of-program. 






a. Command issued in program 
Execute mode. 




CLW 


a. The X register does not contain a 
constant which, when rounded to the 
nearest integer, is from 0 to the 
maximum valid waveform memory 
address number (inclusive). 




CNS 


a. The X register does not contain a con- 
stant which, when rounded to the nearest 
integer, is from 0 to 49 (0 to 99 with Option 
2D ’), inciusive. 




! 


a. The X register does not contain a con- 
stant which, when rounded to the nearest 
integer, is from 0 to 49 (0 to 99 with Option 
2D ’), inciusive. 




CRS1 < 
CRS1>, 
CRS2<, 
CRS2> 


a. Specified cursor is not on. 




DELAY 


a. is within: +(6E-05) * 

(vertical scale factor). 






a. The X register does not contain a 
valid waveform memory address. 



' Applies only to Instruments with serial numbers below B085121. For instruments with 
serial number B085121 and above, features previously provided by Option 2D are standard. 



REV AUG 1986 
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TABLE 9-20 (CONT) 
Error Messages 



Displayed 

Message 


Command(s) 

Affected 


Possible Causes 




DSW 


a. The X register does not contain a 
constant which, when rounded to the 
nearest integer, is from 0 to the 
maximum valid waveform memory 
address number. 




FALL 


a. Cursor 2 is not on. 

b The operational waveform does not 
cross the 90% and 10% levels after 
Cursor 2. 

c. vt:K(< is within: ±(6E-04)« 
(vertical scale factor). 




FREQ 


a. The X register does not contain 
a constant. 

b. The operational waveform does 
not cross the level specified in the 
X register twice in the same 
direction. 




GND 


a. More than 2 real-time waveforms 
are selected. 

b. Plug-in unit is in chop mode. 




GOTO 


a. The X register does not contain 
a constant which, when rounded to 
the nearest integer, is from 0 to 999 
(inclusive). 




GSB 


a. The X register does not contain a 
constant which, when rounded to the 
nearest integer, is from 0 to 999 
(inclusive). 

b. More than 10 levels of nesting 
entered. 




HCRD 


a. Cursor(s) are not on. 
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TABLE 9-20 (CONT) 
Error Messages 



Displayed 

Message 


Command(s) 

Affected 


Possible Causes 


HC ERROR 


>HCRD 


a. Cursor(s) are not on. 

b The operational waveform is 
displayed with 

c. The X register does not contain 
a constant which is greater than 0. 


H f-' ! h R R 0 


HPLFT 


a. The X register does not contain 
a constant which is from 0 to the 
maximum horizontal value of the 
operational waveform (inclusive). 


HPR ERROR 


HPRGT 


a. The X register does not contain 
a constant which is from 0 to the 
maximum horizontal value of the 
operational waveform (inclusive). 


HS f-RROF? 


HSCL 


a. The X register does not contain a 
constant greater than 0. 

b. The operational waveform is 
displayed with 


FiV'-> ERR OF? 


HXPD 

(Cursors Off) 
or 


a. The Y register does not contain a 
valid waveform memory address. 




(Cursor 1 On) 


b. The X register does not contain a 
constant greater than 0. 




HXPD 

(Both Cursors 
On) 


a. The X register does not contain a 
valid waveform memory address. 


!l\iT ERROR 


INTO 


a. The X register does not contain a 
valid waveform memory address. 


ITR ERROR 


ITRP 

(Cursors Off) 


a. The X or Y registers do not 
contain constants from 0 to the 
maximum horizontal coordinate of 
the operational waveform. 
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TABLE 9-20 (CONT) 
Error Messages 



Displayed 

Message 


Command(s) 

Affected 


Possible Causes 


(com) 


ITRP 

(Cursor 1 On) 


a. Tfie X register does not contain 
a constant from 0 to the maximum 
fiorizontal coordinate of the 
operational waveform. 


ITRP 

(Both Cursors 
On) 


a. The X register does not contain a 
valid waveform memory address. 






a. The X register does not contain a 
constant which, when rounded to the 
nearest integer, is from 0 to 99 
(inclusive). 

b. The label specified in the X register 
does not occur in the stored program. 






a. Command issued in program 
Execute mode. 

b. Command not followed by two 
digit-entry commands or the CLL or 
■ T..*' command. 




NEXT 


a. Command issued in program 
Execute mode. 

b. Edit prompt is at end-of-program. 




ORD 


a The X register does not contain 
a constant from 0 to the maximum 
horizontal value of the operational 
waveform (inclusive). 






a. The Y register does not contain a 
constant. 

b. The X register does not contain 
a constant from 0 to the maximum 
horizontal coordinate of the 
operational waveform (inclusive). 
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TABLE 9-20 (CONT) 
Error Messages 



Displayed 

Message 


Command(s) 

Affected 


Possible Causes 




PER 


a. The X register does not contain a 
constant. 

b. The operational waveform does 
not cross the level in the X 
register at least twice in the same 
direction (between cursors, if on). 




PNT 


a. The X register does not contain 
a constant which, when rounded to 
the nearest integer, is from 0 to 
[(P/W)-1], Inclusive. 




PN1 


a. The Y register does not contain a 
constant. 

b. The (contents of the Y register) 
divided by the (vertical scale factor) 
is not within waveform data vertical 

1 range. 

c. The X register does not contain 
a constant which, when rounded to 
the nearest integer, is from 0 to 
[(P,/W)-1), inclusive. 




PREV 


a. Command issued in program 
Execute mode. 

b. Edit prompt is at line 000. 




i> W 


a. The X register does not contain a 
constant which, when rounded to the 
nearest integer, is either 128, 256, 
512, or 1024, 




READX 


a. GPIB interface not properly 
selected. 




RDOUT 




a. The X register does not contain a 
constant which, when rounded to the 
nearest integer, is from 0 to 7 
(Inclusive). 



@ 
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TABLE 9-20 (CONT) 
Error Messages 



Displayed 

Message 


Command(s) 

Affected 


Possible Causes 


RiS ERROR 


RISE 


a. VCRD is within: ±(6E-05) * 
(vertical scale factor). 


RTivJ ERROR 


RTN 


a. Return register not set. 


RUN ERROR 


RUN 


a. No stored program. 

b. Edit prompt is at end-of-program. 


vJ A V L. M R v,^ n 


SAVE 


a. No stored program. 

b. Edit prompt is at end-of-program. 

c. GPIB interface not properly 
selected. 


SEN ERROR 


SENDA 


a. GPIB interface not properly 
selected. 


SMO ERROR 


SMOOTH 


a. The Y register does not contain a 
valid waveform memory address. 

b. The X register does not contain a 
constant from 0 to 2 inclusive. 


ST A ERROR 


START 


a. No stored program. 


TEX ERROR 


TEXT 


a. GPIB interface not properly 
selected. 


TE ERROR 


>TEXT 


a. GPIB interface not properly 
selected. 


VCR ERROR 


VCRD 


a. Cursor(s) are off. 


VC ERROR 


VCRD 


a. Cursor(s) are off. 

b. The operational waveform does 
not touch or cross the specified 
level within the allowed cursor 
movement range. 
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TABLE 9-20 (CONT) 
Error Messages 



Displayed 

Message 


Command(s) 

AHected 


Possible Causes 


— 


VPDN 


a xi'i’ is at +20 or -20 divisions. 




VPUP 


b. All points of the operational 
waveform (if not from 0 WFM) will 
not remain within +20 divisions of 
the center horizontal graticule line. 


■■ . ^ .i- 


VS 


a. The X register does not contain a 
constant which, when rounded to the 
nearest integer, is from 0 to the 
maximum valid waveform memory 
address number. 




VSCL 


a. The X register does not contain a 
constant greater than 0. 




VXPD 


a. The X register does not contain a 
constant. 

b Resulting waveform would 

not be within +20 to -20 divisions. 

c. All waveform points will not be 
within 20 divisions from the 
or from all other waveform points. 




>VZR 


a The X register does not contain a 
constant from -20 to +20 (inclusive). 

b. All points of the operational 
waveform (if not from 0 WFM) will 
not be within +20 and -20 
divisions. 


.1 


WFM 


a. The X register does not contain a 
constant which, when rounded to the 
nearest integer, is from 0 to the 
maximum valid waveform memory 
address number (inclusive). 



@ 
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TABLE 9-20 (CONT) 
Error Messages 



Displayed 


Command(s) 




Message 


Affected 


Possible Causes 






a. The Y register does not contain a 
valid waveform memory address. 






b. The X register does not contain a 
constant which, when rounded to the 
nearest integer, is from 0 to the 
maximum valid waveform memory 
address number (inclusive). 




WIDTH 


a Cursor 2 is off. 






b. The operational waveform does 
not cross the 50% level after 
Cursor 2. 






c. is within: ±(6E-04) ♦ 

(vertical scale factor). 



TABLE 9-21 
Warning Messages 


Displayed 

Message 


Command(s) 

Affected 


Possible Causes 




AQR 


a. Nonunique readout selected. 

b. Default scale factor(s) assigned. 

c. More than 5% contiguous points 
unfilled. 

d. Command prematurely terminated 
with STOP. 






a. More than 5% contiguous points 
unfilled. 




AVG, 
AVG10, 
AVG 100, 
AVG 1000 


a. More than 5% contiguous points 
unfilled. 

b. Command prematurely terminated 
with STOP. 
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TABLE 9-21 (CONT) 
Warning Messages 



Displayed 

Message 


r 

Command(s) 

Affected 


Possible Causes 




CLW 


a. Specified waveform was not 
displayed with DSW. 




CRS1 > 
CRS2> 


a. Cursor at end of operational 
waveform. 




CRS1< 


a. Cursor at start of operational 
waveform. 




CRS2< 


a. Cursor 2 at Cursor 1 . 




DSW 


a. Eight waveforms already displayed 
with DSW. 


No Message 


EEX 


a. EEX command issued during 
exponent entry. 




GND 


a. More than 5% contiguous points 
unfilled. 

b. Command prematurely terminated 
with STOP. 




GOTO 


a. The X register contains a constant 
greater than the last stored program 
line number. 




GSB 


a. The X register contains a constant 
greater than the last stored program 
line number. 




H D 


a. The value in the X register 
represents a position beyond the 
right graticule edge. 




HXPD 

(Cursors Off) 


a. The X register contains a constant 
which is less than 1 . 


HXPD 

(Cursor 1 On) 


a. The X register contains a 
constant which is less than; 
10/(distance from Cursor 1 to the 
right graticule edge, in divisions). 



@ 
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TABLE 9-21 (CONT) 
Warning Messages 



Displayed 

Message 


Command(s) 

Affected 


Possible Causes 


(cont) 


HXPD 

(Both Cursors 
On) 


a. HCHli equals \ . 




LN 


a. The constant in the X register is 
either 0 or negative, 

b. At least one point of the waveform 
referenced in the X register is either 
0 or negative. 


No Message 


NEXT 


a. New program line is started. 




RDOUT 


a. Specified readout position is blank 
or does not contain a valid readout. 




SORT 


a. The constant in the X register is 
negative. 

b. At least one point of the waveform 
referenced in the X register is 
negative. 




STEP 


a. Edit prompt is at end-of-program. 




STOP 


a. STOP command issued as part of a 
stored program. 




STOP 


a Direct STOP command issued 
during execution of a stored program. 




>TEXT 


a. Line too long, too many characters, 
or too many lines. 




VPDN 


a. Operational waveform is from 
0 WFM and at least one point 
would be below -20 divisions. 




VPUP 


a. Operational waveform is from 
0 WFM and at least one point 
would be above +20 divisions. 
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TABLE 9-21 (CONT) 
Warning Messages 



Displayed 

Message 


Command(s) 

Affected 


Possible Causes 




VXPD 


a. Operational waveform is from 
0 WFM and at least one point 
would be more than 10 divisions 
from the center horizontal graticule 
line. 




>VZR 


a. Operational waveform is from 
0 WFM and at least one point 
would be more than 20 divisions 
from the center horizontal graticule 
line. 


No Message 


0-9 


a. More than 12 (digits plus decimal 
point) issued as mantissa. 


No Message 




a. More than one decimal point issued 
during mantissa entry. 

b. Decimal point issued during 
exponent entry. 






a. Both operands are waveforms with 
differing horizontal scale factors. 




* 




;• p f\‘ i r.- ■" 


/ 


a. Both operands are waveforms with 
differing horizontal scale factors. 

b. The X register contains 0. 

c. At least one point of the 
operational waveform is equal to 0. 
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COMMAND ALGORITHMS 

The algorithms listed below describe the operation of the associated 7854 
commands. Algorithm terms are defined in Figure 9-5. 





m 










1 


a 




X I 


N POINT^ 


/ 


\ 

CURSOR 1 




a 


m 


V 

CURSOR 2 










— 





Any point, from and including the M point, to the last point prior to N (N 1 point) is a J point. 
Any point except the M point is a J + 1 point. 

Y (J) = the vertical coordinate of the designated point in divisions relative to VZR. 
2873 407 

Figure 9-5 Algorithm terms defined. 

AREA 

Algorithm— If M and N are the interval end-points (M < N), then: 

N 1 

AREA = T ([Y(J+1 ) + Y(J)]/2) * (horizontal increment) 

J-M 

For one point (N=M), AREA = 0. 

Where: horizontal increment= horizontal time increment between two adjacent points. 

This is equivalent to estimating the area by linear interpolation between points 
(Trapezoidal rule). 
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AVG 

Acquires the real-time waveform, then repeatedly reacquires it, accumulating new 
data, point-by-point, into corresponding points of the averaged waveform. At each 
point, the process is characterized by the stable averaging formulas given below: 

Let Y0(N) = averaged stored waveform value after N cycles 
Y1(N) = new data acquired during acquisition N. 

Initially Y0(0) = 0 

After cycle N, Y0(N) = Y0(N-1) -r [Y1(N) - Y0(N-1)]/N 
Continue until N = Value in X register. 

It can be shown that this process is equivalent to the simple additive average: 
Y0(N) = i [Y1(J)]/N 



Stable averaging is used because, in the averaged data, the stable component 
(repeating from cycle to cycle in the raw data) does not grow in size. After every 
cycle, the averaged data has the values it should have if the process were complete 
at that time. Thus, the user can observe the progress of the process, and has the 
option of early manual termination. 



Practical Operation— The practical details and specifications described in 
connection with repetitive acquisition apply to every digitized point during 
averaging. 

A modified stable averaging formula is used: 



Y0(N) = Y0(N-1 ) + [Y1 (N) - Y0(N-1 )]/M 
Where M = 2 expKInt [Logz (1 .443 * N)|| 
Int = integer value 



This increases computing speed, but the influence of all samples is not equal in the 
final result, leading to slightly less noise rejection (approximately 0.7 dB less for 
random Gaussian noise). 

An average value of N is used to compute M at any stage of the process: 



total processed points 
points per waveform 
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Due to the random sequence of new point acquisition more samples of some points will 
be processed than of others. The standard deviation on the actual number of samples 
at any given point is: 

S = vTT 

This method avoids keeping count of each individual point; but it leads to a variation 
in noise rejection from point to point, which effectively adds an extra noise 
component. 



DIFF 

Ideal Algorithm — Resulting waveform = d (operational waveform)/dx. 

Practical Algorithm — The continuous operand waveform is conceptually derived 
from the discrete operational waveform by linear interpolation between the stored 
data points. Then, the differential coefficient at each data point is defined as the 
mean slope of the adjacent segments: 

for N = 1 to (M-1 ) 

diff(N) = ([Y(N+1) - Y(N-1)]/2) / (horizontal increment) 
diff(0) = (Y(1) - Y(0)] / (horizontal increment) 
diff(l\/l) = [Y((VI) - Y(IVI-I)) / (horizontal increment) 

where: 

diff(N) = differential coeff at point N. 

Y(N) = operational waveform value at point N. 

M = points per waveform minus one. 

Horizontal increment = horizontal time increment between two adjacent points. 

For the general point, this is equivalent to the slope of the parabola passing thru the 
corresponding point of the operational waveform and its two adjacent points. 



ENERGY 

Algorithm — If M and N are the interval end-points (M < N), then: 

ENERGY = Y ([Y(J+1)^ + Y(J)V2) * (horizontal increment) 

J=M 

For one point (N=M), ENERGY = 0. 
where: 

Horizontal increment = horizontal time increment between two adjacent points. 

This is equivalent to squaring all waveform points, then estimating the area using 
linear interpolation between points (Trapezoidal rule). 





Command Language— 7854 




FREQ 

Algorithm-Computes period as described for PER command, then computes its 
reciprocal. 



HXPD 

Alaorithm-For each waveform point which will become part of the expanded 
waveform, the new horizontal location is computed, and that value placed at the 
nearest point location. Intervening data is generated by linear interpolation. 

In the expanded waveform, values of the unexpanded points are stored in the actual 
point location closest to the computed location. This generates a "random 
perturbation of the expanded waveform, proportional to the slope at the moved points. 

Interpolation is used to fill intervening points. Points outside the interval bounded by 
the original data values are filled with the value of the closest original point. Actual 
data, which may have been present at other than stored points, generally would 
behave differently. 



INTO 

Ideal Algorithm— INT(x) 



y" ’'(operational waveform) dx 



Practical Algorithm— The continuous integrand waveform is conceptually derived 
from the opTational waveform by linear interpolation between the stored points 
Then, the area to point N of the integral waveform is calculated using the trapezoidal 

rule: 



INT(0) = 0 

for N = 1 to (points per waveform -1): 

INT(N) = [Y(0)/2 + Y(1) + Y(2) + ... + Y(N)/2] * (horizontal increment). 



where; 

INT(N) = value of integrated waveform point N. 

Y(N) = value of integrand waveform point N. 

Horizontal increment = horizontal time increment between two adjacent points. 



MEAN 

Algorithm— If M and N are the interval end points (M < N), then 

MEAN = l’ [Y(J + D + Y(J)]/2(N-M) 

J = M 

For one point (N=M), MEAN - Y(N) 

This is equivalent to AREA (horizontal extent). 




Command Language— 7854 



PER 

Algorithm — Computes time between first crossing of operational waveform across 
level (value in X register) to next crossing in same direction. Searching starts at the left 
end of the interval. 

Any point where the waveform touches the level (value in X register) but does not cross 
it is detected as a crossing. 

RMS 

Algorithm— If M and N are the interval end-points (M < N), then: 

(n-1 1 

RMS = sqrt 1 [Y(J + 1 f + Y(J)^]/2(N-M)V 

For one point (N=M), RMS = absolute value of Y(N). 

SMOOTH 

Ideal Algorithm— The waveform is convolved with a square pulse of width (equal to 
the value in the X register) m graticule divisions, centered about time zero. 

Practical Operation— The pulse width (value in X register) indivisions is converted to 
the equivalent number of horizontal increments, which is then rounded up to the 
nearest odd number S. 

For each point of the new waveform: the corresponding point of the old waveform, and 
the (S-1 )/2 points on either side of it, are averaged and the value stored as the new 
point. 

Near the ends of the waveform, the above method requires up to (S-1 )/2 nonexistent 
points beyond the ends. The values of the corresponding end points are used for these 
nonexistent points. 

Errors— The actual width of the pulse differs from the specified width; in general, an 
error of up to ±1 horizontal increment could occur. 

The method of extending the waveform ends is arbitrary, and the results within a pulse 
width of the ends must be interpreted in the light of the method. Actual data which may 
have existed beyond the ends would generally give a different result, but it is unknown 
to the calculator. 




Appendix A- 

Command Index 

A 

ABS (Absolute Value) 

demonstration of, xxui; 6-15,40 
discussion of, 1-13; 6-12,15,37,40; 9-11 
location of. Fig. D block 2 
usage of, 6-15,40,93 



AQR (Acquire Repetitive Waveform) 
demonstration of, 5-4; 6-24 

discussion of, xxii.xxxi; 1-13; 5-1, 4, 5; 6-20 24 9-41 
location of. Fig. B block 6; Fig. D block 15 ’ 
restrictions for, 5-6; 6-25; 9-41,60 

usage of, 5-4.8; 6-24,38,39,44,46,47,48,63,72 112 115 125 
warnings issued for, 5-4,5; 6-24; 9-41,68 



AQS (Acquire Single-Sweep Waveform) 

demonstration of, 5-12 

discussion of, xxii, xxxi; 1-13; 5-1,4,12,13,14,20; 9-42 
location of. Fig. B block 6; Fig. D block 15 
maximum sweep rate, 2-5 
restrictions for, 5-14, 9-43,60 
usage of, 5-12 

warnings issued for, 5-13; 9-43,68 

AREA (Return Area) 
accuracy of, 2-12 
algorithm for, 9-72 
demonstration of, 5-26 

discussion of, xx.xxviii; 1-13; 5-22,26; 9-52 
location of. Fig. B block 1, Fig. D block 5 
usage of, 5-26 



AVG (Average) 

algorithm for, 9-73 
demonstration of, 6-28 

discussion of, xxxi; 1-13; 5-10,11, 6-20,28, 9-43 

location of. Fig. D block 15 

restrictions for, 5-11: 6-28; 9-44,60 

usage of, 6-28,98,101 

warnings issued for, 5-11; 6-28; 9-44,68 



AVGl 0 (Average 10 Times) 
algorithm for, 9-73 

discussion of, xxii; 1-13; 5-4,10,11; 6-20; 9-44 

location of. Fig. B block 6 

restrictions for, 5-11:9-44,61 

usage of, 5-17,23, 6-52,53,83,98,102 

warnings issued for, 5-11; 9-44.68 
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Appendix A— Command Index 



AVG1 00 (Average 100 Times) 
algorithm for, 9-73 
demonstration of, 5-10 

discussion of. xxii; 1-13; 5-4,1 0.1 1 ; 6-20; 9-44 

location of, Fig. B block 6 

restrictions for, 5-1 1 ; 9-44,61 

usage of, 5-10,27,31,34 

warnings issued for, 5-1 1 ; 9-44,68 



AVG1 000 (Average 1000 Times) 
algorithm for, 9-73 
demonstration of, 5-11 

discussion of, xxii; 1-13; 5-4,10; 6-20; 9-44 
location of. Fig. B block 6 
restrictions for, 5-1 1 ; 9-44,61 
usage of, 5-11 

warnings issued for, 5-11; 9-44,68 



B 

BOTH (Both Display) 

demonstration of, 5-7,34 

discussion of, xxii,xxxi; 1-1,13; 5-3,7,14,15.16,34,35; 6-1; 7-17,18; 9-4.5,15 
location of. Fig. B block 7; Fig. D block 14 
usage of, 5-7,34; 6-23,28,39,52 



C 

CEROFF (Disable Command Error SRQ) 
discussion of, 1-14; 7-8,21; 9-58 



CERON (Enable Command Error SRQ) 
discussion of, 1-14; 7-8; 9-58 



CHS (Change Sign) 

demonstration of, 6-6 

discussion of, xxix; 1-14; 6 3,6,11,94; 9-25 
location of. Fig. D block 8 
restrictions for, 9-25,61 

usage of, 6-6.15,40,57,58,64,77.78,79,80,86.87.88.93 



CLD (Clear Display) 

demonstration of, 6-50 

discussion of, xxxi; 1-14; 6-19,50; 9-37 

location of. Fig. D block 12 

usage of, 6-50 

CL/(Clear Shift Flag) 

discussion of, xxx; 1-14; 6-6; 9-26,35 
location of. Fig. D block 11 
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CLL (Clear Program Line) 
demonstration ot, 6-123 

discussion of, xxvi; 1-14, 6-95,97,114.121,123: 9-27 
location of, Fig, D block 1 
restrictions for, 6-123; 9-27,61 
usage of, 6-123,133 



CLP (Clear Program Memory) 
demonstration of, 6-105 

discussion of, xxvi; 1-14; 6-95,97,105,121 , 9-27 

location of. Fig. D block 1 

restrictions for, 6-105: 9-27,61 

usage of, 6-105,125: 7-1 1 

warnings issued for, 6-105 



CLS (Clear Stack) 

demonstration of, 6-13 

discussion of, xxvii; 1-14, 6-12,13: 9-36 

location of. Fig. D block 4 

usage of, 6-13 



CLW (Clear Waveform) 
demonstration of, 6-50 
discussion of, xxxi; 1-14: 6-50: 9-37 
location of. Fig. D block 12 
restrictions for, 6-50: 9-37,61 
usage of, 6-50 

warnings issued for, 6-50: 9-37,69 



CLX' (Clear X Register) 
demonstration of, 6-6 
discussion of, xxvii; 1-14, 6-6,12, 9-36 
location of. Fig. D block 4 
usage of, 6-6,8,40,93 



CNS (Return Constant) 
demonstration of, 6-17 
discussion of, xxx: 1-14; 6-17,18: 9-19 
location of. Fig. D block 10 
restrictions for, 6-17: 9-19,61 

usage of, 6-17,98,101,102,103,113,115.123,124,129,130,131 



CMS (Store Constant) 
demonstration of, 6-17 
discussion of, xxx; 1-14: 6-17: 9-20 
location of. Fig. D block 10 
restrictions for, 6-17; 9-20,61 

usage of, 6-17.98,101,102,112,113,115,116,121.123,125,129,131 133 



CRS1 (Cursor 1 On) 

demonstration of, 5-18 

discussion of, xxi.xxix: 1-14, 5-18, 6-61: 9-16 
location of. Fig. B block 3: Fig. D block 9 
usage of, 5-18: 6-57,59,61,90,93,112,115,129 



@ 
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CRS1 < (Cursor 1 Left) 

demonstration of, 5-19,21 

discussion of, xxi,xxix; 1-14; 5-19; 9-17 

location of. Fig. B block 3; Fig. D block 7 

restrictions for, 9-17.61 
usage of, 5-19,21; 6-71,82 
warnings issued for. 5-19; 9-17.69 



CRS1 (Cursor 1 Right) 

demonstration of, 5-8,21 

discussion of, xxi.xxix; 1-14; 5-19; 9-17 

location of. Fig. B block 3; Fig. D block 7 

restrictions for, 9-17,61 

usage of, 5-18,21,25,26.28,32; 6-56,90 

warnings issued for, 5-18; 9-17,69 



CRS2-1 (Both Cursors On) 

demonstration of, 5-19; 6-55 

discussion of, xxi.xxix; 1-14; 5-19; 6-55; 9-17 

location of. Fig. B block 3; Fig. D block 9 

usage of, 5-19,25,28; 6-55,58,59,61,71.81,92,113,115,130 



CRS2- (Cursor 2 Left) 

demonstration of, 5-20,21 

discussion of, xxi.xxix; 1-14; 5-19,20; 9-17 

location of. Fig. B block 3, Fig. D block 7 

restrictions for, 9-17,61 

usage of, 5-20,21 ,25; 6-56,71 ,82,92 

warnings issued for, 5-20,28; 9-17,69 



CRS2-' (Cursor 2 Right) 
demonstration of, 5-20 
discussion of, xxi.xxix; 1-14; 5-19; 9-17 
location of, Fig, B block 3, Fig, D block 7 
restrictions for, 9-17.61 
usage of, 5-20,32 
warnings issued for, 5-20; 9-17,69 



D 



DELAY (Return Delay Time) 
accuracy of, 2-12 
demonstration of, 5-30 

discussion of, xx.xxviii; 1-14; 5-22,29,30; 9-54 
location of. Fig, B block 2; Fig. D block 6 
restrictions for, 5-30; 9-54,61 
usage of, 5-30; 6-1 1 3,1 1 6.1 29,1 33 



DIFF (Differentiate) 
accuracy of, 2-11 
algorithm for, 9-74 
demonstration of, 6-84 
discussion of, xxxii; 1-14; 6-83,84; 9-46 
location of, Fig. D block 18 
restrictions for, 6-84; 9-46,61 
usage of, 6-84 
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DOTS (Dots Display) 

demonstration of, 6-46 

discussion of, xxx; 1-14; 6-45,46: 9-37 

location of. Fig. D block 12 

usage of, 6-46 



DSW (Display Stored Waveform) 
demonstration of, 6-48 
discussion of, xxxi; 1-14; 6-45,48: 9-37 
location of, Fig. D block 12 
restrictions for, 6-49: 9-38,62 
usage of, 6-48,49,54 
warnings issued for, 6-48; 9-38,69 



E 



EEX (Enter Exponent) 
demonstration of, 6-1 1 

discussion of, xxix; 1-14; 6-3,11,94; 9-24,25,26 
location of. Fig. D block 8 

usage of, 6-1 1 ,40,57,58,64,77,78,79,80,86,87,88 
warnings issued for, 9-24,69 



ENERGY (Return Energy) 
accuracy of, 2-12 
algorithm for, 9*74 
demonstration of, 5-26 
discussion of. xx,xxviii; 1-15; 5-22; 9-52 
location of. Fig. B block 1; Fig. D block 5 
usage of, 5-26 



ENTER (Enter Data) 

demonstration of, 6-7,14 

discussion of, xxvii; 1 -15; 6-3,7,12,13; 9-36 

location of. Fig, D block 4 

usage of, 6-7,9,10,11,12.14,17,33.34,75.81,88,89.121,125.131 



ERR? (Transmit Error Status) 
discussion of, 7-9; 9-58 



EXECUTE (Program Execute Mode) 
demonstration of, 6-104 

discussion of, xxxiii; 1-15; 6-95,96.97.104; 9-27 

location of. Fig. D block 19 

usage of, 6-104,117,124,130,132,134; 7-10.19 



EXP (Exponentiation) 
accuracy of, 2-11,13 
demonstration of, 6-15,39 
discussion of, xxvi; 1-15; 6-12,15.37,39; 9-11 
location of, Fig. D block 2 
usage of, 6-15,16,39 
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EXROFF (Disable Execution Error SRQ) 
discussion of, 1-15; 7-8,21; 9-58 



EXRON (Enable Execution Error SRQ) 
discussion of, 1-15; 7-8; 9-58 



F 

f (Set Shift Flag) 

demonstration of, 5-7 

discussion of, xxi.xxx; 1-15; 5-7; 6-6; 9-26.35 
location of. Fig. B block 4; Fig. D block 11 
usage of, 5-7; preceding all shift commands 



' (Return Fall Time) 
accuracy of, 2-12 
demonstration of, 5-30 

discussion of, xx.xxviii; 1-15; 5-22,29,30; 9-54 
location of. Fig, B block 2; Fig. D block 6 
restrictions for, 5-30; 9-54,62 
usage of, 5-30; 6-113,115.129,133 



(Return Frequency) 
accuracy of, 2-12 
algorithm for, 9*75 
demonstration of, 6-33 
discussion of, xx,xxviii; 1-15; 5-22,33; 9-54 
location of. Fig. B block 1; Fig. D block 5 
restrictions for, 5-33; 9-54,62 
usage of, 5-33 



G 



GND (Set Ground Reference) 
demonstration of, 5-8; 6-23 
discussion of, 1-15; 5-4,8, 9; 6-23,24; 9-45 
location of. Fig. B block 6; Fig. D block 15 
restrictions for, 5-9; 6-24; 9-45,62 
usage of, 5-8,9,22; 6-23,37 
warnings issued for, 6-23; 9-45,69 



GOTO (Go To Program Line) 
demonstration of, 6-118 
discussion of, 1-15; 6-110,111,119; 9-28 
location of. Fig. D block 19 
restrictions for, 6-119; 9-28,62 
usage of, 6-103,118,120,123,129; 7-10 
warnings issued for, 6-118; 9-28,69 



GSB (Go To Subroutine) 
demonstration of, 6-125 

discussion of, xxxiii; 1-15; 6-111,121,125; 9-28,29 

location of. Fig. D block 19 

restrictions for, 6-125; 9-29,62 

usage of, 6-125,1 31 

warnings issued for, 9-29,69 
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H 



HCRD (Return Horizontal Coordinate) 
accuracy of, 2-11 
demonstration of, 6-62 
discussion of, xxix; 1-15; 6-62; 9-16.19 
location of, Fig. D block 9 
restrictions for, 6-62; 9-19.62 
usage of, 6-62,86,90,93,113,115.129 



■HCRD (Set Horizontal Coordinate) 
demonstration of, 6-57,58 

discussion of, xxix; 1-15; 6-57,58,59; 9-16,17,18 

location of, Fig. D block 9 

restrictions for, 6-59; 9-18.63 

usage of, 6-57,58,61,113,115,130 

warnings issued for, 6-58,59; 9-18,69 



HMDA (Horizontal Mode A) 
demonstration of, 4-14 
discussion of, 1-15; 4-8 
location of, Fig. A block 6 



HMDALT (Horizontal Mode ALT) 
demonstration of, 4-14 
discussion of, 1-15; 4-8 
location of, Fig. A block 6 



HMDS (Horizontal Mode B) 

demonstration of, 4-14; 6-100 
discussion of, 1-15; 4-8; 6-100 
location of, Fig. A block 6 
usage of, 6-1 00,1 1 2,1 1 5,1 25 



HMDCHOP (Horizontal Mode CHOP) 
demonstration of, 4-14 
discussion of, 1-15; 4-9 
location of. Fig. A block 6 



HPLFT (Horizontal Position Left) 
demonstration of, 6-75,76.77 

discussion of, xxxii; 1-15; 6-75,76,77,80,81.82; 9-47 
location of. Fig, D block 18 
restrictions for, 6-77,78.80; 9-47.63 
usage of, 6-76,77,80,81,82,93 



HPRGT (Horizontal Position Right) 
demonstration of, 6-78,79,80,82 
discussion of, xxxiii; 1-15; 6-78,79,80,83; 9-47 
location of. Fig. D block 18 
restrictions for, 6-78; 9-48,63 
usage of, 6-76,78,79,81 
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HSCL (Return Horizontal Scale Factor) 
accuracy of, 2-13 
demonstration of, 6-66 
discussion of, xxxll; 1-15; 6-66; 9-56 
location of, Fig. D block 17 
usage of, 6-66,93 



HSCL (Set Horizontal Scale Factor) 
accuracy of, 2-13 
demonstration of, 6-64 
discussion of, xxxii; 1-15; 6-64; 9-56 
location of. Fig. D block 17 
restrictions for, 6-65; 9-56,63 
usage of, 6-63,64,65 



HXPD (Horizontally Expand Waveform) 
algorithm for, 9-75 
demonstration of, 6-69,70,71 

discussion of, xxxiii; 1-16; 6-68,69,70,71,72; 9-48 

location of, Fig. D block 18 

restrictions for, 6-69,72; 9-48,49,63 

usage of, 6-69,70,71,93 

warnings issued for, 6-69,70; 9-48.49,69.70 



I 

ID (Identify Instrument) 

discussion of, xxi; 1 -16; 7-17; 9-22 
location of. Fig. B block 5 



ID? (Transmit Instrument Identity) 
discussion of, 7-8; 9-58 



INTG (Integrate) 
accuracy of, 2-11 
algorithm for, 9-75 
demonstration of, 6-84 
discussion of, xxxii; 1-16; 6-83,84; 9-50 
location of, Fig. D block 18 
restrictions for, 6-84; 9-50 
usage of, 6-84,93 



ITRP (Interpolate) 
accuracy of, 2-11 
demonstration of, 6-89,90,91,92 

discussion of, xxxii; 1-16; 6-83,89,90,91,92,93; 9-49 
location of. Fig. D block 18 

restrictions for, 6-89,91,92; 9-49,50.63,64 
usage of, 6-89.91 .92,93 



IF V V (If X Register Equals Y Register) 
demonstration of, 6-123 

discussion of, xxxiii; 1-16; 6-111,121 ,124; 9-29,30 
location of. Fig. D block 19 
usage of, 6-123,129 
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\fy>X (If Y Register Greater Than X Register) 
demonstration of, 6*131 

discussion of, xxxiii; 1-16; 6-1 1 1 ,121 .132; 9-30 
location of, Fig. D block 19 
usage of, 6-98.102.103.131 



lOCOFF (Disable Input/Output SRQ) 
discussion of, 1-16; 7-8,21; 9-58 



lOCON (Enable Input/Output SRQ) 
discussion of, 1-16; 7-8; 9-58 



L 



(Return Labeled Line) 
demonstration of, 6-118 

discussion of, xxxiii; 1-16; 6-110, 111, 11 8; 9-31 

location of. Fig. D block 19 

restrictions for, 6-1 1 9; 9-31 ,64 

usage of, 6-103,118,120.123.125.129.131 



LN (Natural Logarithm) 
accuracy of, 2-11 ,13 
demonstration of, 6-15,39 

discussion of, xxvi; 1-16; 6-12,15,16,37,39; 9-11,12 

location of, Fig. D block 2 

usage of, 6-15,16,39,40 

warnings issued for, 6-15,39; 9-12,70 



(Begin Label) 

demonstration of, 6-99,114 

discussion of, xxvi; 1-16; 6-99,114; 9-31 

location of. Fig. D block 1 

restrictions for. 6-1 1 4; 9-31 ,64 

usage of, 6-99.102.112.114,123,125.129.131 



M 



MAX (Return Maximum Value) 
accuracy of, 2-12 
demonstration of, 5-23 

discussion of, xx.xxviii; 1-16; 5-22,23; 9-52 
location of. Fig. B block 1 ; Fig. D block 5 
usage of. 5-23; 6-61,112,115,129; 7-12 



MEAN (Return Mean Value) 
accuracy of, 2-12 
algorithm for, 9-75 
demonstration of, 5-25 

discussion of, xx.xxviii; 1-16; 5-22,25; 9-52 
location of, Fig. B block 1; Fig. D block 5 
usage of, 5-25 
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MID (Return M iddle Value) 
accuracy of, 2-12 
demonstration of, 5-24 

discussion of, xx.xxviii; 1-16; 5-22,24; 9-52 
location of. Fig. B block 1 ; Fig. D block 5 
usage of, 5-24.32; 6-43,93 



MIN (Return Minimum Value) 
accuracy of, 2-12 
demonstration of, 5-24 

discussion of, xx.xxviii; 1-16; 5-22,24; 9-52 
location of, Fig. B block 1, Fig. D block 5 

usage of, 5-24 



N 



NEXT (Go To Next Line) 

demonstration of, 6-105,114 

discussion of, xxvi; 1-16; 6-97,99,105,114,115,121; 7-10; 9-31 

location of, Fig. D block 1 

restrictions for, 6-115; 9-32,64 

usage of, 6-99 and throughout Programming. 

warnings issued for, 6-101, 11 4. 115; 9-32,70 



O 



OFF (Cursors Off) 

demonstration of, 5-20 
discussion of, xxi,xxix; 1-16; 5-20; 9-16 
location of. Fig. B block 3; Fig. D block 9 
usage of, 5-20,21; 6-93.100,112,115,123.129 



OPCOFF (Disable Operation Complete SRQ) 
discussion of, 1-16; 7-8,21 ; 9-58 



OPCON (Enable Operation Complete SRQ) 
discussion of, 1-16; 7-8; 9-58 



ORD (Return Ordinate Value) 
accuracy of, 2-11 
demonstration of, 6-86 
discussion of, xxxii; 1-16; 6-83,86; 9-50 
location of. Fig. D block 18 
restrictions for, 9-51,64 
usage of, 6-86 



ORD (Set Ordinate Value) 
accuracy of, 2-12 
demonstration of, 6-87 
discussion of, xxxii; 1-16; 6-83,88; 9-51 
location of, Fig. D block 18 
restrictions for, 6-88; 9-51,64 
usage of, 6-86.87.93 
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P 



PAUSE (Pause) 

demonstration of, 6-133 

discussion of, xxxiv; 1-17; 5-4; 6-3,132.133,134; 9-25,32 
location of. Fig. D block 19 
usage of, 6-133,134 



PER (Return Period) 
accuracy of, 2-12 
algorithm for, 9-76 
demonstration of, 5-32 

discussion of, xx.xxviii; 1-17; 5-22,29,32, 9-54 
location of. Fig. B block 1 ; Fig. D block 5 
restrictions for, 5-33; 9-55,65 
usage of, 5-32 



PNT (Return Point Value) 
accuracy of, 2-1 1 
demonstration of, 6-33 
discussion of, xxx; 1-17; 6-33; 9-20 
location of. Fig. D block 10 
restrictions for, 6-33; 9-20,65 
usage of, 6-33,41,43 



I’PNT (Set Point Value) 
accuracy of, 2-11 
demonstration of, 6-34 
discussion of, xxx; 1-17; 6-34; 9-20 
location of. Fig. D block 10 
restrictions for, 6-34; 9-20,65 
usage of, 6-34,76,81 



P-P (Return Peak-to-Peak Value) 
accuracy of, 2-12 
demonstration of, 5-24 

discussion of, xx.xxviii; 1-17, 5-22,24; 9-53 
location of. Fig. B block 1; Fig. D block 5 
usage of, 5-24; 6-43,98,101,102,131 



PREV (Go To Previous Line) 
demonstration of, 6-121 
discussion of, xxvi; 1-17; 6-97,121; 9-32 
location of. Fig. D block 1 
restrictions for, 6-121; 9-32,65 
usage of, 6-121,133 



PROG (Program Entry Mode) 
demonstration of, 6-99 

discussion of, xxvi; 1-17, 6-96,97,104, 9-32 

location of. Fig. D block 1 

usage of, 6-99,104,114,121,124,131; 7-10,11 
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P /W {Return Points-per-Waveform) 
demonstration of, 6-21 

discussion of, xxx; 1-17; 6-18,19,20,21; 9-20 
location of, Fig. D block 10 
usage of, 6-21 .65 



P W (Set Points-per-Waveform) 
demonstration of, 6-31,32 
discussion of, xxx; 1 -17; 6-18,19,20,31; 9-21 
location of. Fig. D block 10 
restrictions for, 6-31; 9-21,65 
usage of, 6-31 ,32,46,51 



R 



READX (Input X Register Value) 

discussion of, xxvii; 1-17; 7-4,8,9,11,14,21; 9-23 
location of. Fig, D block 3 
restrictions for, 9-23,65 
usage of, 7-12,15,16 



REMOFF (Disable Effect of RQS) 

discussion of, 1-17; 7*8.21; 9-58 



REMON (Enable Effect of RQS) 
discussion of, 1-17; 7-8; 9-58 



RDOUT (Return Readout Setting) 
demonstration of, 6-35 
discussion of, xxxi; 1-17; 5-4; 6-35; 9-45 
location of. Fig. D block 15 
restrictions for, 6-35; 9-46,65 
usage of, 6-35 

warnings issued for, 6-35; 9-46,70 



RISE (Return Rise Time) 
accuracy of, 2-12 
demonstration of, 5-29 

discussion of, xx,xxviii; 1-17; 5-22,29; 9-55 
location of, Fig, B block 2; Fig. D block 6 
restrictions for, 5-29; 9-55,66 
usage of, 5-29; 6-113,115.129,133 



RMS (Return Root-Mean-Square) 
accuracy of, 2-12 
algorithm for, 9-76 
demonstration of, 5-25 

discussion of, xx.xxviii; 1-17; 5-22,25; 9-53 
location of. Fig. B block 1; Fig. D block 5 

usage of, 5-25 



@ 
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Appendix A — Command Index 



ROLL (Roll Stack) 

demonstration of, 6-12 
discussion of, xxvii; 1-17; 6-12; 9-36 
location of, Fig, D block 4 
usage of, 6-12,13 



RQS (Assert SRQ) 

discussion of, xxi; 1-17; 7-8.21; 9-23 
location of. Fig. B block 5 



RQSOFF (Disable All SRQ's) 

discussion of, 1-17; 7-8,21; 9-58 



RQSON (Enable All SRQ's) 

discussion of, 1-17; 7-8,21; 9-58 



RTN (Return from Subroutine) 
demonstration of, 6-130 

discussion of, xxxiii; 1-17; 6-111,121.130; 9-32 
location of, Fig. D block 19 
restrictions for, 6-130; 9-32,66 
usage of, 6-130,131 



RUN (Run Program) 

demonstration of, 6-119 

discussion of. xxxiii; 1-17; 6-3.97,119,120,133; 9-25,33 
location of. Fig. D block 19 
restrictions for, 6-1 1 9; 9-33,66 
usage of, 6-119 



S 



SAVE (Save Program) 

discussion of, xxvii; 1-17; 7-4,8,9,10,21; 9-23 
location of. Fig. D block 3 
restrictions for, 9-23,66 
usage of, 7-10 



SCOPE (Scope Display) 

discussion of, xxii,xxxi, 1 -1 ,17; 4-1 to 4-18, 7-17,18; 9-3,15 

location of. Fig B block 7; Fig. D block 14 

usage of, 3-3, 4-13; 5-10; 6-24,47.100.112.115,117,125 



SENDA' (Output X Register Value) 

discussion of, xxvii; 1-18; 7-4,8,9,11,14.21; 9-23 
location of. Fig. D block 3 
restrictions for, 9-23.66 
usage of, 7-12,14,15 
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SGN (Return Signum) 
accuracy of, 2-11 
demonstration of, 6-15,40 
discussion of, xxvii; 1-18; 6-12,15,37,40; 9-12 
location of. Fig. D block 2 
usage of, 6-15,40 



SMOOTH (Smooth Waveform) 
accuracy of, 2-1 1 
algorithm for, 9-76 
demonstration of, 6-85 
discussion of, xxxii; 1-18; 6-83,85; 9-51 
location of. Fig. D block 18 
restrictions for, 6-85; 9-51 ,66 
usage of, 6-85,93 



SORT (Return Square Root) 
accuracy of, 2-1 1,13 
demonstration of, 6-15,38 
discussion of, xxvi; 1-18; 6-12,15,37,38; 9-12 
location of. Fig. D block 2 
usage of, 6-1 5,38 

warnings issued for, 6-15,38; 9-12,70 



SRQ? (Transmit Line 16) 
discussion of, 7-9; 9-59 
usage of, 7-20 



S'ImhI (Start Program) 

demonstration of, 6-104.117 

discussion of, xxxiv; 1-18; 6-97,104,118; 9-33 

location of. Fig. D block 19 

restrictions for, 6-1 1 8; 9-33,66 

usage of, 6-104.117.124,130.132.134 



STEP (Execute Program By Lines) 
demonstration of, 6-120 

discussion of, xxxiii; 1-18; 6-3,97,120; 9-25.34 
location of. Fig. D block 9 
usage of, 6-120 

warnings issued for, 6-120; 9-34,70 



STOP (Stop) 

demonstration of, 5-10; 6-132 

discussion of. xxii.xxxiv; 1-18; 5-3,4; 6-3,97.111.120,132,133 134,135; 7-4; 9-25,34 

location of. Fig. B block 6; Fig. D block 19 

usage of, 5-10; 6-102,103,113,116,123,129,131 

warnings issued for, 9-70 



STORED (Stored Display) 
demonstration of, 5-6 

discussion of, xxii.xxxi; 1-1,18; 5-3,6.14,15,16; 6-1,104; 7-17,18; 9-4.5,15 
location of. Fig. B block 7; Fig. D block 14 

usage of, 4-13; 5-6,9,10,12,18,23,28; 6-1.21,25. 29,38,41,46,48,52,53,63,72,83, 
104.112.115.125 



@ 
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SWH (Set TTL SIGNAL OUT High) 
accuracy of, 2-7 

discussion of, xxvii: 1-18; 2-7; 9-23 
location of. Fig. D block 3 



SWL (Set TTL SIGNAL OUT Low) 
accuracy of, 2-7 

discussion of, xxuii; 1 -18; 2-7; 9-23 
location of, Fig. D block 3 

T 



TEXT (Transmit Text) 

discussion of, 1-18; 7-4,8,9,18,21; 9-59 
restrictions for, 9-59,66 
usage of, 7-20 



>TEXT (Input Text) 

discussion of, 1-18, 7-4,8,9,17,18,21; 9-59 
restrictions for, 9-59,66 
usage of, 7-19 

warnings issued for, 9-59,70 



TIME (Versus Time) 

demonstration of, 6-54 

discussion of, xxx; 1-18; 6-19,45,54; 9-38 

location of. Fig. D block 12 

usage of, 6-54,56 

y 

VCRD (Return Vertical Coordinate) 
accuracy of, 2-11 
demonstration of, 6-62 
discussion of, xxix; 1-18, 6-62; 9-16,19 
location of. Fig. D block 9 
restrictions for, 6-62; 9-19,66 
usage of, 6-62 



VCRD (Set Vertical Coordinate) 
accuracy of, 2-11 
demonstration of, 6-59.60.61 
discussion of, xxix; 1-18; 2-11, 6-59,61; 9-16,18 
location of. Fig. D block 9 
restrictions for, 6-61 ; 9-18,66 
usage of, 6-59,60,61,113,115,129 



VECT (Vector Display) 

demonstration of, 6-47 

discussion of, xxx; 1-18; 6-45,47; 9-38 

location of. Fig. D block 12 

usage of, 6-47 



VMDADD (Vertical Mode ADD) 
demonstration of, 4-13 
discussion of, 1-18; 4-7 
location of. Fig. A block 4 




Appendix A— Command Index 



VMDALT (Vertical Mode ALT) 
demonstration of, 4-13 
discussion of, 1-18; 4-5 
location of, Fig. A block 4 



VMDCHOP (Vertical Mode CHOP)] 
demonstration of, 4-13 
discussion of, 1-18; 4-7 
location of, Fig. A block 4 



VMDL (Vertical Mode LEFT) 

demonstration of, 4-13; 6-100 
discussion of, 1-18; 4-5; 6-100 
location of. Fig. A block 4 
usage of, 6-100.112,115.125 



VMDR (Vertical Mode RIGHT) 
demonstration of, 4-13 
discussion of, 1-18; 4-5 
location of. Fig. A block 4 



VPDN (Vertical Position Down) 

discussion of, xxxi; 1-19; 6-72,74; 9-40 
location of. Fig, D block 13 
restrictions for, 6-74; 9-40,67 
warnings issued for, 9-40,70 



VPUP (Vertical Position Up) 
demonstration of, 6-73 
discussion of, xxxi; 1 -19; 6-72,73; 9-40 
location of. Fig. D block 13 
restrictions for, 9-40.67 
usage of, 6-73 

warnings issued for, 6-73; 9-40,70 



(X Versus Y Mode) 
demonstration of, 6-53 

discussion of, xxx; 1-19; 6-45.53.54.59.65; 9-7,38 
location of. Fig. D block 12 
restrictions for, 6-54; 9-38.67 
usage of, 6-51 .53 



VSCL (Return Vertical Scale Factor) 
accuracy of, 2-12 
demonstration of, 6-66 
discussion of, xxxii; 1-19; 6-66; 9-56 
location of. Fig. D block 17 
usage of, 6-40,66 



(Set Vertical Scale Factor) 
accuracy of, 2-12 
demonstration of, 6-64 
discussion of, xxxii; 1-19; 6-64; 9-56 
location of. Fig. D block 17 
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vscL (Com) 

restrictions for, 6-64; 9-56 67 
usage of, 6-40,63,64 



VXPD (Vertically Expand Waveform) 
accuracy of, 2-13 
demonstration of, 6-67 
discussion of, xxxii; 1-19; 6-67- 9-56 
location of. Fig, D block 17 
restrictions for, 6-67; 9-57 67 
usage of, 6-67 

warnings issued for, 6-67; 9-57,71 



VZR (Return Vertical Zero Reference) 

accuracy of, 2-12 

discussion of, xxxii; I-I9- 9.57 
location of. Fig, D block 17 



VZR (Set Vertical Zero Reference) 
accuracy of, 2-13 
demonstration of, 6-74,75 
discussion of, xxxii; 1-ig- g 74 
location of. Fig. D block 17 
restrictions for, 6-74; 9-57 g7 
usage of, 6-74,75 
warnings issued for, 6-74; 9-57,71 



9-57 



-21 



w 

WFM (Return Stored Waveform) 
demonstration of, 6-22 
discussion of, xxx; 1-19; 6-22- 9- 

location of. Fig. D block 10 

restrictions for, 6-22' 9-21 67 

-ecf,6-22,25,26,29,30,3a.39,40.41,42,43,6S,91,93,131;7-14,15 

WFM (Copy Stored Waveform) 
demonstration of, 6-26 
discussion of, xxx; 1-19; 6-20 26- 9-21 

locationof. Fig. D block 10 ® 

restrictions for, 6-26- 9-21 68 

-ge Of, 6-26,27,38,39,47.48,52.53,68,98.101.112,115.125 

WIDTH (Return Width) 
accuracy of, 2-12 
demonstration of, 5-3i 

discussion of, xx.xxviii; 1-19; 5-22 29 31 q kc 
location of. Fig. B block 2, Fig D block 6 
restrictions for, 5-31; 9-55 68 
usage of, 5-31 ; 6-1 1 3,1 1 6 129 133 
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X<>y (X Exchange Y) 

demonstration of, 6-13 

discussion of, xxvii; 1 -19; 6-12,13: 9-36 

location of, Fig. D block 4 

usage of, 6-1 3.40 



0,1, 2, 3, 4,5, 6, 7, 8,9 (Digits) 
demonstration of, 6-5 
discussion of, xxix; 1-19; 6-3,94; 9-24 
location of. Fig. D block 8 
usage of. Throughout Section 6 
warnings issued for, 6-5; 9-71 



. (Decimal Point) 

demonstration of, 6-5 

discussion of, xxix; 1-19; 6-3; 9-24 

location of, Fig. D block 8 

usage of, 6-5 and throughout Section 6 

warnings issued for, 6-5; 9-24,71 



-I- (Add) 

accuracy of, 2-1 1,13 
demonstration of, 6-7 
discussion of, xxvii; 1-19; 6-7,8.36; 9-13 



location of. Fig. D block 2 
usage of, 6-7,9,10,1 1 ,40,44, 
warnings issued for, 9-71 



93.123.129 



- (Subtract) 

accuracy of, 2-11,13 
demonstration of, 6-7 
discussion of, xxvii; 1-19; 6-7,8,36; 
location of. Fig. D block 2 
usage of, 6-7,10,11 ,43,93 
warnings issued for, 9-71 
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* (Multiply) 

accuracy of, 2-11 .13 

demonstration of, 6-7.41 « 

discussion of, xxvii; 1-19; 6-7,8,36,41; 9-13 
location of. Fig. D block 2 „ mo 

usage of, 6-7,10.11 ,14,16,40,41 ,44,93.98.101 ,102 
warnings issued for, 9-71 



/ (Divide) 

accuracy of, 2-1 1.13 

demonstration of, 6-7,42 

discussion of, xxvii; 1-19; 6-7,8,36,42; 

location of, Fig. D block 2 

usage of, 6-7.9.10,16,40.42.43,65 

warnings issued for, 6-8,42; 9-13,71 
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FOR SN B099999 AND BELOW 
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INSTRUMENT OPTION IDENRFICATION. . 



FOR SN BlOOflOO AND ABOVE 



SECTION 8— INSTRUMENT OPTIONS 

OPTION 02 
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OPTION A1 

OPTION A2 
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OPTXDN IS 

OPTION 2S 
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Pr^.wr 7854 Operators Date: 1/31 /87 Change Reference M59032 

DESCRIPTION 

Pag* ixlll 

FOR SN B099M9 AND BELOW 

Foldoiit tor R**f P*n*l Control*, Connactort A lodtealor* (Flgur* c) 

1 1 MEMORY BACK-UP POWER Cortnoclor*— Two t<imal« banana lacks for 
applying 5.5 to 6.5 V DC K> piovid* non-volaUa mamory 




Flgur* C. Locator for 7B54 r**r-p*n*l control*, eonnactora, and 
Indicator*. 
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Product 7854 Operators 



1/31/87 



Change Reference M59032 



DESCRIPTION 



FOR SN B100000 AND ABOVE 

Foldout for Roar Panal Controls, Connaetors A kidlcatort (Flgurs e) 



1 1 MEMORY BACK-UP POWER — 3.5 V Lithium Battery iocatad on memory board 
used for applying 2-3.5 V DC to provtda non-volattla memory. 



CGCCDDD \ 
iGDCDnaa 
jaDQacaa ■, 
lOODDDDa ^ - 
l□□□□OGO 
IDDODDnO l_ 
!□□□□□□□ 
!□□□□□□□ 
DDDanoD — : 
laaoDGaa ^ 
!□□□□□□□ 1 
naoDaoD - 




N MM !' i 

! iM i' " 

iilslilih 




Figura C. Locator for 7854 raor-panal controls, connactora, and 
indicators. 
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^ 7854 Operators 

DESCRIPTION 

Pag* 1-5 

FOR SN B099M9 AND BELOW 
MEMORY BACK-UP POWER I 

Two tamala banana jacks (on th« raar pand of tha 7854 Osctliosoopa mainframe) allow 
application of about 6.25 V dc (0.7 A maximum) to provida back-up power for the 
volatile storage devices used for processor memory. The instrument is fuse protected 
for application of any voltages applied to the MEMORY BACK-UP POWER INPUT up to 
±50 volts (dc plus peak ac). When power is first applied U> the MEMORY BACK-UP 
POWER INPUT the red indicator lights to indicate that the fuse has not blown. 

CAUTION 

To pf0v^nt loss ot data from momoty duo to a power failure, apply 
momoty back-up power. 



FOR SN B100000 AND ABOVE 
MEMORY BACK-UP ! 

When in MEMORY BACK-UP POSITION this providas MEMORY BACK-UP m the Sett Test 
on Turn On position. AtTumOnitwiilresetRAManddoitsseV-test. 



Page 1-6 

FOR SN B09M99 AND BELOW 

GENERAL PURPOSE MTERFACE BUS (GPIB) 

The 7854 (except Option 0D) is equipped with an IEEE 488-1978 Digital Interlace for 
Programmable Instrumentatbn, commonly referred to as a General Purpose Interface 
Bus. or GPIB. The GPIB albws remote control of all processor functbns. and data 
transfers to and from the 7854. 

The GPIB connector and associated address and function selector switches are mounted 
on the rear panel of the 7854. Refer to the GPIB section of this manual for complete 
GPIB information. 



1/31/87 



Change Reference 
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Produc. ^854 Operators Dale: iZ21Z?Z Change Reference ^^9032 

DESCRIPTION 



FOR SN B100000 AND ABOVE 

GENERAL PURPOSE INTERFACE BUS (GPtB) 

Th» 7854 is aquippad with an IEEE 488-1 978 Digital Inadaca tor Piogranimabla 
Instrumantahon. commonly ralairad lo as a Ganaral Purpoaa InladKa Bus. or GPIB. 

Tha GPIB allows ramota control of all procaaaor functions, wtd data translars to and 
from tha 7854. 

Tha GPIB rxsnnactor and associalad addrasa and functian saiartnr swachas ara mountad 
ontharaarpanaloftha7854. Ralar to «ia GPIB aacdon of Ms manual lor complata 
GPIB information. 



Riga 1-7 

FOR SN B099999 ANO BELOW 

POWER-UP CONDITIONS 

Whan tha 7854 IS tumad on (without mamory back-up powar appliad). tha wavalorm 
ptooaasor nms four salf-chacking taats. Although thasa lasu ara not alNnduswa. 
thay mdicata if maior portions of tha procaaaor ara proparly working. Tha sa«-taat 
sartuanca oudinad balow bagms whan powar a appliad to lha 7854. 

Stap 1: Whan powar is appliad lha following indicalorswiN light: POWER salaclad 

positions of lha A and B TRIGGEfl SOURCE swachas. and all salactad 
indicalors on tha plug-in unas. For approaimalaly Ihraa saoonds aftar 
powar-up lha toUowaig indicaeors w* ramam off: all posaions of lha 
VERTICAL and HORIZONTAL MODE swachas. all Iraansity indicalors. all rad 
front-panal (maasuramam kayboaid) and Wavaform Calculator indicators. 

Slap 2: All posaions of tha VERTICAL and HORIZONTAL MODE swachas. all Intansity 

indicators, and af rad front-panal and Wavaform Calculator indicalors wiU 
now light. 

Stap 3: A fauh condaon found through any of tha four lasts is indicalad wnh tha 

lights of tha VERTICAL and HORIZONTAL MODE swachas Faua condaon 
codas ara lislad in T abla 1-3. Ba aura to nota tha coda racaivad so that you 
may mora futy irdorm tha sarvioa parson about tha iroubla. 
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Product 7854 Operators 



Dale: 



1/31/87 



Change Reference 



M59032 



DESCRIPTION 



FOR SN B100000 AND ABOVE 



POWER-UP CONOmONS 



When tha 7854 is turnad on (without mamory back-up on), tha wavatorm procassor 
runs tour saif-chacking lasts. Akhough thasa lasts ara not al-indusiva. thay indicaia 
if ma^or portons ot tha procassor ara proparty working. Tha salf-tast saquanca 
outlinad batow bagins whan powar is applied to tha 7854. 

Slap 1 : Whan powar ts appiiad tha foliowir^ indicators will light: POWER, salactad 

positions of tha A arki B TRIGGER SOURCE switches, and all salactad 
indicators on tha plug-in unrts For approximaialy thraa seconds after 
powar-up tha following indicators wdl remain off: ail positons of tha 
VERTICAL and HORIZONTAL MODE swachas. all Intensity indicators, all rad 
front-panel (maasuramant keyboard) and Waveform Calculator indicators. 

Step 2: All positions of tha VERTICAL and HORIZONTAL MODE switches, all Intensity 

indicators, and aN rad front-panel and Waveform Calculator indicators will 
now light. 

Step 3: A fault condition found through any of tha four tests ts indicated with the 

lights of tha VERTICAL and HORIZONTAL MODE switches. Fault condrten 
oodas ara listed in Table 1 -3. Be sura to note tha coda received so that 
you may more fully inform tha sarvioa parson about tha trouble. 



Page MO 

FOR SN B09999S AND BELOW 
CONSTANT REGISTER 

A storage register which a able to hold only one constant at a time. 



Option 


Number CNS Ragfatore 


j CNS Numbar 


0D 


0 


_ 


Standard 


50 


0-49 


20 


100 


; 0-99 



FOR SN B1 00000 AND ABOVE 
CONSTANT REGISTER 

A storage register which is able to hold only one constant al a time. 

Option I Number CNS Ragletars CNS Number 

Standard ^ 100 0 99 
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Pag* 2-7 

FOR SN BOMggg and below 



TABLE 2-1 (CONT) 
Elactrleal CharaclarMtc* 



Ch«r»ct«ristic 


Parlonnanc* R*qulr«m«nU 


EXTERNAL CONNECTORS (Coni) 


EXTERNAL KEYBOARD 


) 2 &-«vit*maMrMr-p«rMccfvwaorlar 

oonnKang •jowntt UyooM 


GPIB eEE-48S-lff7B 


1 24-pnfwnaMrMr-parMcennacwtar 

conmeang mvurrwm n GPfi Mmb 

C£E4ae-i978. f— 1 n- 

OptonOO) 


MEMORY BACK-UP POWER 


1 TwDrMt-p«nMl*m«aMnana>Mait. 

Ptamm Gonmoent tor arnmn 
piMMr n powar on RAM. 

tnantoy pfDwdne non- wMta manwy 


VotUQ* R«(Mwn«m 


1 6.0»6.SV«. 

1 


TTLSKSNALOOTPl/r 

SWAySMH 


TTL-canipMM aignat 


OuqMl*«« 

I 


^ SMOyuMroorrmndaavaiWManVw 
WnMorni CaiQiMor 


SWL Cowmaw | 

j 


SaMca low IM« ou«ut (bMWMn 0 V 

«n 0 -^JV). Uwumun cutrwit u« • 
teniA. 


SWHCommmfl | 

I 


SoMctt ImM ou vui (bMWMn 

*2.4 V and -S.^) Manmun>a#T«nt 
souK*w 2 .SmA 


-SAWTOOTH OUT 


RMT-panal bnc connoaer 


PoUnty I 


PowBv»goingwR» baaolyw ai0V. 
widw 1 V. mm MQtoad 


Output Voliagfl ! 


lOVmujmum 


Rim Tmt>« Into SO (1 ! 


50 mVAjoii-ol-Dm*. itactad Oy tha 
nnia-Paaa urw vnwov awiccti, widan 
1 5%. 1 00 naiOrv rnaamunr 


Rit* Tim* Inn 1 MO f 


1 VAM-ot-ama <wt«n 10 %. 

Miociad by tm omaKMM unit amwdiv 
MMcn: 1 pa/ 4 v mammum 


Outpu R«siswx» 1 

1_ 


Aopfonmawiygeoa 
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Product _ 



7854 Operators 



. Date: 



1/31/87 



Change Reference 



M59032 



DESCRIPTION 



Pag* 2-7 

FOR SN B100000 AND ABOVE 

TABLE 2-1 (CONT) 

EImMcN ChmetirlMles 

OwKtArMIc I P«formani» Jtoquirtmwrta 
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Product 7854 Operators Date: _1Z21Z!Z Change Reference ^^9032 

DESCRIPTION 



FOR SN B0M9M AMO BELOW 
On tlw bacli ol dividw paga 

Section Five 
7854 



Using the 
Measurement Keyboard 

This sttction of tho manual damonstratM. in tha form of saJf-taachmg axarasas, tha 
oparttion of all front-panal maasuramani kayboard commands, axcapt thosa givan in 
tha EXTERNAL block. Thasa axarcisat ara for tha Opton 0D 7B54 OsoMoacopa which 
can ba oparaiionally simulatad by disoonnacting tha Wawalonn Calculator and tha QPI6 
cablas from tha osolbsoopa raar-panal connactors. 

AS dispiays shown in th 0 atrarosas in this manual an coma tor tha givsn 
conditions — spadhad and pnvousiif thspiayad nahtima wantoim, ihapoairiDnoftha 
stofad wavatom, ate.— but might not baaKacdydupiicatad on your instrumantdua to 
thaajnannsanskivityo/thaptooassor. Thanktfa. your madings may va/y sSghtty 
from thosa shown in tha aKardsa displays. 

In addition to tha axarcisas to damonstrata tha WFM ACQUISITION. CURSOR, and WFM 
PARAMETER commands avaHablo on tha maaiuramant kayboard. this sacbon indudas 
informaton on; 

1 . Wavaform sloraga considarations; 

2. Tha command buffar; 

3. Error and warning indicatbns: and 

4. Tha characlar display in tha STORED and BOTH modas. 
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M59032 



7854 Op e rato r ^ 



J/^1/87 



DKSCRIPTION 



FOR SR BlOOOOb AND ABOVE 
On th« bmck of dtvtdor pog« 



Section Five 
7854 



Using the 
Measurement Keyboard 

This setaiononh# manual <J«fT>onatral«s. rtthatormol salf-leachng axerasas. tha 
oparation o> aM front panal maasurarnam kayboardcommarvfs. axcapt ihosagivanm 
Iha EXTERNAL btock Thasa axarasaa can ba parlormad by disconf>acltng tha Wavalorm 
Calculator and Iha GPI8 cabiat from lha oactlloaoopa raai-panal oonnactora 

AJI dispiays shown m th» axa/rrsas m this manual ara correct hr Iha g/van 
conditions — spacjhad and pravrous^y displayad raallima wavafom. tha posit on of tha 
storad wavaform. ate might not baaKSClfydupIcaiad on your mstrvmanl duato 
tha antrama sansHnniy of tha procassor Tharafo/a. youf raadatgs may vary slighify 
from thosa shown rt tha anarctsa displays 

in addition to Iha axarcisaa to damonslrata lha WFM ACQUISITION, CURSOR, and WFM 
PARAMETER commttxla avatabfa on tha maasuramani kayboard. Ihtt sacton mdudaa 
mtormaton on: 

I . Wavalorm sloraga considarafions; 

2 Tha command buff ar: 

3. Error and warning tndicahons: and 

4. Thacharadar dopiay intha STORED and BOTH modat 

NOTE 

Marnory SacAup SW must ba m Sa0- fast on Turn On position hr thasa 
aManasas 
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Pb 9» 5-1 
First Paragraph 

FOR SN BOMBM AND BELOW 

WAVEFORM STORAGE CONStDERATIONS 

Bsfors msasuremsrrts can b« mad« by ths procMSor. ths rsaJ-tims wavatorm must ba 
storad In wavatorm mamory. With Opton 00. only ona wavaform can ba storad at a 
tima. Scaia fa<aors (vartical datlaction factor and horizontal swaap rasa) w«h unns. 
and tha vartical zaro rafaranca (VZR) ara storad in mamory with tha wavaform pants 
smca atl ara raquirad to fully spacrfy tha wavaform vakia. 

First Paragraph 

FOR SN B100000 AND ABOVE 

WAVEFORM STORAGE CONSIDERATIONS 

Bafora maasuramants can Pa mada by tha procassor. tha raaHvna wavaform must ba 
storad in wavaform marrysfy. Scaia factors {vartical dafiaction factor and horizontal 
swaap rata) with units, and tha vartical zarq rafaranca {V2R) ara storad in mamory 
with tha wavaform points smca ail ara raquirad to folly spaafy tha wavaform vaiua 



Paga S-21 

FOR SN B099999 AND BELOW 
POSmOMNG THE CURSORS (Cont) 

Aftar turning on both cursors, position Cursor 1 to tha laft adga of tha gratcuia and 
Cursor2tothacanlarvarticalgraticulalina. Than: 

Prasa Commanta 

CRSI > Nohca that as Cursor 1 passas through tha cantar vartical 

gralicuia lina it picks up Cursor 2 and both inova toward tha 
hght. 

CRSI < Mova Cursor 1 at iaast ona divoon to tha laft of Cursor 2. 

CRS2< CflS WARNING is issuad whan Cursor 2 maats Cursor 1 

Notica IhM Cursor 2 carvxx pick up Cursor } . 

OFF Turn cursors off. 



NEXT EXERaSE BEGINS WITH POWER-UP 
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prorilu-i 7854 Operators IXne 1/3 iy8 7 Change Rcicrence 

DESCRIPTION 

P»0« 5-21 

FOR SN B100000 AND ABOVE 
POSmOMNG THE CURSORS (Cont) 

Aft«r lummg on both cursors, posoon Cursor 1 to lh« Wt «dg* ol gralicuto and 

Cursor 2 to tha camar vartcai graicuto hna. Than* 

PraM Commania 

CRSI » Notca Ittal as Cursor t passas through Iha car>tar vanical 

graicula lirM S picks up Cursor 2 ar>d both mova toward Iha 
nghi 

CRS1« Mova Cursor 1 at laaslortodrvttion to toa Ml ot Cursor 2. 

CRS2< CRS WARMNG is issuad whan Cursor 2 maats Cursor 1 

Noticalhto Cursor 2 cannolp«k up Cursor 1 

OFF Turn cursors oil. 

NEXT EXERCISE BEGMS WTIH POWER-UP 
NOTE 

MtmorySackopSIVrnusfbaanSaf rasfon Turn On pos4K)n 
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Prnri,.r, ^854 Operators 



Change Reference 



DESCRIPTION 



FOA SN B09M99 AND BELOW 
On th« back of dlvklor pogo 

Section Six 
7854 

Using the 
Wavefonn Calculator 

Tho Waveform CaicuUtor keyboard provtdea accessibility to increased processing 
capabilities for stored waveform manpulaiion and measurement, and for numeric 
computations. And in additbn to the three display modes available with the 
measurement keyboard, the Waveform Calculator provides command programming 
v^ich allows a repetitive command sequence lo be performed aulomatcaJly by the 



The secTicvibuddsqponr/wirMiormatbrt presented b sections 1 through Sot this 
manuaf and should be read in ssguonos. 

The section discusses only the increased capabiiUtes available wlh the Waveform 
Cal cu la to r and is divided into two subsections: 

1 Stored Display Mode Information — additional ir^rmatbn peitaining to the 

STORED display mode using the Waveform Celculbor end 

2. Programming— a discussion of programming using the Waveform Calculator. 
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DESCRIPTION 



FOR SN B1 00000 AND ABOVE 
On th« back of dividar paga 

Section Six 
7854 

Using the 
Waveform Calculator 

The Waveform Calculatof keyboard provides acx»ssibiljty to increased processing 
capabilities tor stored waveform manculalion and measurement, and for numenc 
computations. And m addition to the three display modes available with the 
measurement keyboard, the Waveform Calculatof provides command programming 
which alkwvt a repetftive command sequence to be performed automatically by the 
processor. 

This section buMs upon the infcrmAtion in sMiioos 1 through 5 of this 

manual and shouid ba raad in sequence. 

This section discusses only the increased capabilities available with the Waveform 
CalcuUitor and is divided into two subsections: 

t . Stored Display Mode informaliort— additorrai information pertaining to the 
STORED display mode usirtg the Waveform Calculator; and 

2. Programming — a diacusston of programming using the Waveform Calculator, 

NOTE 

Mamory BatdiupSWmustbainSat-Tasion TumOn. 
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Product _ 



7854 Operators 



. Date; 



1/31/87 



Change Reference 



M59032 



DESCRIPTION 



P»g*6>l7 

FOR SN BOMMQ AND BELOW 

USMQ THE CONSTAMT REGISTERS 

In addition to accumulation ol mtarmaditfa rasulta by tha stack, fifty constant 
ragistars (100 with Option 20) ara acoassibla for tha storaga of constants. Thasa 
constant ragistars ara unaffactad by oparations occurring within tha stack and ara 
rafarancad with addra s a numbara 0 through 49 (0 through 99 with Option 20). 



STORING A CONSTANT 

To stora tha numbar 2.5 m constant ragistar 4; prass2.5. ENTER . 4 . / 
. >CNS 



To stora a numbar m a constant ragistar: 

a. Kay in tha constant. 

b. Tarminaianumaricantrybyprassing ENTER 

c. Kay m tha ragistar addrass numbar (0 through 49. or 0 through 99 with 
Option 20) whara tha constant is to ba storad. 

d. Prats / >CNS . 



>CNS Oparatfon : Tha contants of tha Y ragistar ara copiad into tha constant ragistar 
dasignatad by tha addrass numbar m tha X ragistar, than tha X ragistar is poppad and 
tha constant is displayad in tha X ragistar fiald. 

>CNS Raatrlctlon: Tha contants of tha X ragistar (constant ragistar addrass) must 
ba an intagar batwaan. and tnduding. 0 through 49 (0 through 99 wdh Option 2D). 



RETRIEVING A CONSTANT 

To copy data from aconstarrt ragistar to tha X ragistar: first kay in tha constant 
ragetar addrass, than prass CNS To racaM tha numbar 2.5 from ragistar 4; prass 
4, CNS .Tha storad constant is ratriavad and displayad in tha X ragistar fiald. 

CNS Oparatlon: Tha contant of tha constant ragistar (dasignatad by tha addrass 
numbar in tha X ragistar) is copiad into tha X ragistar. 

CNS Raatrlctlon: Initialty tha X ragistar must contain a constant which (whan 
roundad) is an tniagar batwaa n . and including. 0 through 49 (0 through 99 with Option 
20 ). 
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DESCRIPTION 



POR SN B100000 AND ABOVE 

USING THE CONSTANT REGISTERS 

In addition to aocumulalion at intamiadiala rMuItt by ina slack, ona hundrad constant 
tegstars ara accassitka lor tha storaga ol constants. Thasa constant ragislars ara 
unaflactad by oparations oocurnng witbin tha st^ and ara ralarancad wsh addrass 
numbers 0 through 99. 



STORING A CONSTANT 

Tostor«ther)umt)ef2.Sinoonstantf«gisi®r4; pf*ss25 ENTER 4 f 

. >CNS • ; 



To stora a number m a constant ragistar: 

a. Kay in tha constant. 

b. Tarminaianumarcantrybyprassing ENTER 

c. Kay in the register addrass number (0 through 99) whara tha constant is to 
ba storad. 

d. Prass / >CNS 



>CNS Oparatkin: Tha contants ol tha Y ragislar ara cop*ad into tha constant ragtstar 
dasignatad by tha addrass numbar in tha X ragistar. than tha X ragistar is popped and 
tha constant is disptayad in tha X ragistar field. 

>CNS Rastrictlon: Tha contants of tha X ragistar (constant ragistar addrass) must 
ba an inlagar batwaan, and indoding. 0 through 99. 



RETRIEVING A CONSTANT 

To copy data tram a constant ragistar to the X register: first key in tha constant 

register addrass. than press CNS To recall the numbar 2 Strom ragistar 4: press 
4, CNS The stored constant B retnavad and displayed m tha X ragistar field 

CNS Operation: Tha oonteni ol iha ooostant ragislar (dasignatad by tha addrass 
numbar in tha X ragistar) is copisd into Iha X ragistar 

CNS Raslrlction: Initially tha X ragistar must oonlain a constant which (whan 
rounded) Is an iniegar batwaan. and Including, 0 through 99 
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Pig* 6-18 

FOR SN B0MM9 AND BELOW 

WAVEFORM MEMORIES AND RESOLUTION 

Th« mimory spaci avaitabl* within tha prooasaor for waveform storage is a fixed 
amount; however, the utilization of thu space is selectable by the operator. By setting 
the poinis-per-waveform (P/W) value the waveform memories are allocated and the 
stored waveform resolution is selected. The available P/W values (except on the 
Option 00 instrument which IS set al 512) are 128. 256.512. and 1024; all stored 
waveforms are the same resolution at any given time. In addtion to determining stored 
waveform resolution, the seiected P/W value also determirtes the number of waveform 
memories available at any given time. The higher the P/W value seiected, the greater 
the resolution, but fewer waveforms can then be stored. Table 6-1 summarizes the 
effects of each P/W value on waveform resolution, waveform memohes, and the 
stored waveforms. 

Ch^ing the P/W value initiates a major rearrangement of the waveform memories 
such that ail stored data and status information contained in waveform memory is 
drastically affected. Priorio a »P/W (Set Points/Waveform) command, each 
waveform memory contains the vertical ooordinaies of the waveform points, the 
vertical zero reference level, and the scale factors associated with the waveform 
points. 

FOR SN B100000 AND ABOVE 

WAVEFORM MEMORIES AND RESOLUTION 

The memory space available wrthin the processor tor waveform storage is a fixed 
amount; however, the utilization of this space rs selectable by the operator. By setting 
the points-per-waveform (P/W) value the waveform memories are allocated and the 
stored waveform resolution is selected. The available P/W values are 128, 256. 512. 
and 1 024; ail stored waveforms are the same resolutbn at any given time. In additbn 
to determining stored waveform resotuton. the seiected P/W value also determines tha 
number of waveform memories available at any given time. The higher the P/W value 
selected, the greater the resolution, but fewer waveforms can then be stored. Table 6- 
1 summarizes the effects of each P/W value on waveform resolution, waveform 
memories, and the stored waveforms. 

Changing the P/W value initiates a major rearrangement of the waveform memories 
such that all stored data and status btormalion contained b waveform memory is 
drastbally affected. Prbr to a >P/W (Set Points/Waveform) command, each 
waveform memory contains the vertical ooordinaies of the waveform points, the 
vertical zero reference level, arb the scale factors associated with the waveform 
points. 



Pagel 7 of 30 




Produc. -JgSj . Operators V31/87 Change Rcf«rcn« M59032 



DESCRIPTION 



Pag* 6-»S 
Flrit Pngrapti 

FOR SN B0M9M AND BELOW 

Program marrxxy wig hold a maximum ol 320 (oommand* pki* gn* numbart). 2000 
wilh Option 20. and a maximum on 000 program linat. i th* program mamoiyi* lug 
and )iou anampg to antar an additional oommand: (1 ) Th* ERROR indicatois wgl light; 
(2) th* audU* warning ton* wil b* i**u*d g th* AUDIBLE ERROR/WARNMG switch is 
ON; (3) th*displa)r wig blink: and (r) commands olh*r than CLL(Ct*ar Lin*), CLP 
(Cl*ar Piogram). or EXECUTE, wig not b* aocapt*d. 



FIrat Par a gr a ph 

FOR SN B100000 AND ABOVE 

Piogram mamory aag hold a maxxnum ol 2000 (commwids plus gn* numbars). and a 
maximum ol 1000 program linaa. g th* program mamoiyi* lug and you attampl to 
antar an addgional command: ( 1 ) Th* ERROR indicators wig light: (2) thaaudbl* 
warning ton* wig b* issuad g th* AUDBLE ERROR/WARNING switch is ON: (3) th* 
display wig bgnk: and (r) oommand* olh*rlhanCLL(a*» Una). CLP (Claar 
Pregram), or EXECUTE. wg| not b* aoc«pi*d. 



FOR SN Boggggg and below 
On Um back of dhrMar pag* 



Section Seven 
7854 



GPIB 

Information 



Thg 7854 ( 0 xc«p( Option 00) is •quipped wrth an int«riao« which conforms to IEEE 
Standard 486-1978 Digital iniarfacafor Programmabla Instrumantation. commonly 
rofarrad to as a Ganarai Purposa Intarfaca Bus. or QPI6. 

Tha GPIB allows parmanant storaga of 7854 programs, ramota programming of lha 
7854. and data transfars to and from tha 7854. 
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7854 Operators 

Product — 



DESCRIPTION 



FOR SN 8100000 AND ABOVE 
On th« back of dtvkter paga 

Section Seven 
7854 

GPIB 

InfotTTiation 

The 7854 is aquippad with an intarfaca which conforms to IEEE Standard 488-1978 
Oigitai Intarfaca for Programmabia Instrumantation. commonly rafarrad to at a Garwral 
Purposa Intarfaca Bus. or GPIB. 

Tha GPIB allows parmanant storaga of 7854 programs, ramoia programming of tha 
7854. arxf data translars to and from tha 7854. 



Date. 



1/31/87 



Change Reference 



M59032 



Paga 8>1 

FOR SN B090M9 AND BELOW 
OPTION 02 

Option 02 provids«X-y mode phase oorracOonoiriarea^bme signals A honzontal delay hne and 
oompansaPon networfi equalizes the signal delay befrive o n eithar verscai compartment and the 
honzontal deAecnon system With trws networti ntafled and actvaieo. rw phase shift betwe e n 
the vertical and horizontal systems is adyjstable to less than 2* from dc to one megahertz 

OPTION 03 

With Option 03 instttted. the instrument wi meet the EMC ( o le ctr omagneac compabbWty) 
specificalions given m secson 2. 

OPTION 78 

Replaces staridard ert phosphor with P11 

OPTION 0D 

Deletes the Waveform Cafoulator and GPIB facilities by removmg 2000 words of memory, and 
repiaarig the rear -panel GPIB connector and ADDRESS SELECTION swtiches wsti a blank panel 
Operaoon of the nslrument wiH not dwige except that the fn>ni-por>el ROS key and I/O. SRO. and 
REMOTE ONLY ndicidors are inoperative AM access to tfte Waveform Calculetor commands is 
denied v4ten the 2K ol memory is removed 

OPTION 2D 

An addibonal 4096 words of memory are added witfi Option 20 to expand the progr a m memory . 
waveform nnemory, andoonstaniregisters Program memory is ncreased to a maximum of 2000 
commands, waveform memory is increased to 5 1 20 waw r torm points, anti toe constant registers 
are ncreesed to 10O 

OPTION A1 

The Standard power cord is replaced with toe Universal European 220-volt type power cord 
(Tektronix Pvt 161-0066-09) 
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Product 



7854 Operators 



Date: 



1/31/87 



Change Reference M59032 



DESCRIPTION 



OPTION A2 

standard powwoord is rsplac«d«i^twUK240-voAtyp«paiMV cord (T«kVomPwt 161- 
0066-10) 

OPTION A3 

»tandard ponrar cord ts rsptecad «vMh tw Autlaian 24a-vok pow«r cord (Tekftmx 

P«t 161-0066-11). 

OPTION A4 

Th* standard powar cord >s rapiaoad with tfw North Amancan 240-voH typa powar cord 
(TaioorMx Pan 161-0066-12). 



Pag* 6-1 

POP SN B100000 AND ABOVE 

OPTION 02 

Opoon 02 providM X-Y moda phaaa oorrecaon o1 raa^oma signata. A horuonial dalay lata Htd 
oompanaainn network aquakzaa tw sigrtat dalay be t ween arttar varacat cornpartmant artd Hi* 
horuontal daia c aon ayatwn WHh tH network maried and acava»d. tta phase sNtt batwaan 
t«a varicai and horuontal syaaam* « afl| usM Ma lo tasa tfian 2* from dc to one magahartz. 

OPTION 03 

Witi Option 03 nstilad. ttamstumantanlinaotlhaEMC (atocBumayraHk compatibility) 
ipacAcaBorw gwan r> section 2 

OPTION 78 

Raplaoas standard cn phosphor wan P1 1 

OPTION A1 

The standard ptMrar cord is rapiaoad wfth toa Univarsal European 220-volt type power cord 
(Tekaonix Pan 161-0066^). 

OPTION A2 

The stondard power cord a raplacad widi the UK240-voH type p owe r cord (Takirorxx Part 161- 
0066-10) 

OPTION A3 

The stondard power cord is raplacad wito toe Ausaakan 240-voK type power cord (Tekaomx 
Pan 161-0066-11} 

OPTION A4 

The standard power cord is raplacad witfi toe Nor* Amancan 240-vok type power cord 
(TakaonuPan 161-0066-12). 
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7854 Operators 



1/31/87 



Change Reference 



M59032 



. Date: 



DESCRIPTION 



(third paragraph) 

FOR SN B09B999 AND BELOW 
■mRUICNT OPTION IDENTIFICATION 

7854 OsctHoscopat with orta or mora optiorts hava a tag altachad to tha raar-panal of 
tha mainframa to idantify aach ioctudad option (02. 03. 78. 0D. 20. A1 . A2. A3, or 
A4). Tbatag(s)wiMbalocNadaaahowninFiguraa.l irntrumamt wihOpliona iSor 
2S wi not hava any dantificNion tag tinea thaaa optiortt ara rtor part ol tha 7654 
Osdtloaoopa. 



(third paragraph) 

FOR SN B100000 AND ABOVE 
i«TmiMENT OPTION lOEHTVTCATION 

7854 Oacdoaeopas with ona or mora optiont hava a tag altachad 10 tha raar-panal ol 
thamainlramaloidaniifyaachindudadoplion(02.03, 78,A1.A2.A3.orA4). Tha 
tag(t) wd ba locatad as shown in Figura 6. 1 kiatrumanls with Options ISor 2Swil 
not hava any idanlification tag tinea thasa options ara nor pad oMha 7854 
(D adioa cia pa. 
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Date; 



1/31/87 



Change Reference 



MS9032 



Product - 



7854 Operators 





DFSC RIPTION 



P*g0 0-3 

FOR SN 8100000 AND ABOVE 



TABLE 0-1 

Option Information Locator 



Option 


Ui^llon in If^uot 
Section Hooding 




Informtlion 


02 


0 

<nctum«n< 

Op*on« 


1 OpHM 


1 

1 


Gn«* a bnot daaenpaon 

ot0paon02 


03 


3 

G«n«ral 

Oparaang 

Intormaaon 


ught 

nm 

1 


1 

i 


Manaofo Ptai na cn mm%r\ 
Mar o ndudad «tt» 
OpaonOS 




0 

tnsinxnani 

Opaont 


Opaon 

03 


r- 

t 


Givat a bna( da»cnp*on 
ol0paon03 


70 


6 

inaVumont 

Optont 


Opoon 

j 70 




Givai a boat darcnpion 
olOpaon 70 
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